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MSVOA06 -Logbook
Batch: 44312 Analyst: Presenta Cabascango

Date: 04-02-2021 Reviewer:

Method: 8260 Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 BFB TUNE 04-02-2021 10:32 am 1.00 50 mL 50 mL X040201.D Liquid Y NA

2 VSTD000.25 ICAL1 04-02-2021 10:53 am 1.00 50 mL 50 mL X040202.D Liquid Y NA

3 VSTD000.5 ICAL2 04-02-2021 11:35 am 1.00 50 mL 50 mL X040203.D Liquid Y NA

4 VSTD001 ICAL3 04-02-2021 11:56 am 1.00 50 mL 50 mL X040204.D Liquid Y NA

5 VSTD002 ICAL4 04-02-2021 12:17 pm 1.00 50 mL 50 mL X040205.D Liquid Y NA

6 VSTD005 ICAL5 04-02-2021 12:38 pm 1.00 50 mL 50 mL X040206.D Liquid Y NA

7 VSTD020 ICAL6 04-02-2021 12:59 pm 1.00 50 mL 50 mL X040207.D Liquid Y NA

8 VSTD050 ICAL7 04-02-2021 01:20 pm 1.00 50 mL 50 mL X040208.D Liquid Y NA

9 VSTD100 ICAL8 04-02-2021 01:41 pm 1.00 50 mL 50 mL X040209.D Liquid Y NA

10 VSTD150 ICAL9 04-02-2021 02:02 pm 1.00 50 mL 50 mL X040210.D Liquid Y NA

11 VSTD200 ICAL 04-02-2021 02:23 pm 1.00 50 mL 50 mL X040211.D Liquid Y NA

12 BLANK SAMP 04-02-2021 02:44 pm 1.00 50 mL 50 mL X040212.D Liquid Y NA

13 CCV SAMP 04-02-2021 03:05 pm 1.00 50 mL 50 mL X040213.D Liquid Y NA

14 CCV CCV 04-02-2021 03:26 pm 1.00 50 mL 50 mL X040214.D Liquid Y NA

15 CCB SAMP 04-02-2021 03:47 pm 1.00 50 mL 50 mL X040215.D Liquid Y NA

16 VLCSW-210402 LCS 04-02-2021 04:08 pm 1.00 50 mL 50 mL X040216.D Liquid Y NA

17 BLANK SAMP 04-02-2021 04:29 pm 1.00 50 mL 50 mL X040217.D Liquid Y NA

18 BLANK SAMP 04-02-2021 04:50 pm 1.00 50 mL 50 mL X040218.D Liquid Y NA

19 VBLKW-210402 MBLK 04-02-2021 05:11 pm 1.00 50 mL 50 mL X040219.D Liquid Y NA

20 HS21031390-28 SAMP 04-02-2021 05:32 pm 1.00 50 mL 50 mL X040220.D Liquid Y NA

21 HS21031390-01 SAMP 04-02-2021 05:53 pm 1.00 50 mL 50 mL X040221.D Liquid Y NA

22 HS21031390-02 SAMP 04-02-2021 06:14 pm 1.00 50 mL 50 mL X040222.D Liquid Y NA

23 HS21031390-08 SAMP 04-02-2021 06:35 pm 1.00 50 mL 50 mL X040223.D Liquid Y NA

24 HS21031390-14 SAMP 04-02-2021 06:56 pm 1.00 50 mL 50 mL X040224.D Liquid Y NA

25 HS21031390-06 SAMP 04-02-2021 07:17 pm 10.00 5 mL 50 mL X040225.D Liquid Y NA

26 HS21031390-09 SAMP 04-02-2021 07:38 pm 5.00 10 mL 50 mL X040226.D Liquid Y NA

27 HS21031390-28MS MS 04-02-2021 07:59 pm 1.00 50 mL 50 mL X040227.D Liquid Y NA

28 HS21031390-28MSD MSD 04-02-2021 08:20 pm 1.00 50 mL 50 mL X040228.D Liquid Y NA

29 HS21031390-06 SAMP 04-02-2021 08:41 pm 100.00 500 µL 50 mL X040229.D Liquid Y NA

30 HS21031390-09 SAMP 04-02-2021 09:03 pm 25.00 2 mL 50 mL X040230.D Liquid Y NA

31 HS21031318-29 SAMP 04-02-2021 09:24 pm 1.00 50 mL 50 mL X040231.D Liquid Y NA

32 HS21040032-03 SAMP 04-02-2021 09:45 pm 1.00 50 mL 50 mL X040232.D Liquid Y NA

33 BFB TUNE 04-02-2021 10:06 pm 1.00 50 mL 50 mL Y040201.D Liquid Y NA

34 CCV CCV 04-02-2021 10:27 pm 1.00 50 mL 50 mL Y040202a.D Liquid Y NA

35 CCV CCV 04-02-2021 10:48 pm 1.00 50 mL 50 mL Y040203.D Liquid Y NA

36 CCB SAMP 04-02-2021 11:09 pm 1.00 50 mL 50 mL Y040204.D Liquid Y NA

37 VLCSW-210402 LCS 04-02-2021 11:30 pm 1.00 50 mL 50 mL Y040205.D Liquid Y NA

38 BLANK SAMP 04-02-2021 11:51 pm 1.00 50 mL 50 mL Y040206.D Liquid Y NA

39 VBLKW-210402 MBLK 04-03-2021 12:12 am 1.00 50 mL 50 mL Y040207.D Liquid Y NA

40 HS21031399-49 SAMP 04-03-2021 12:33 am 1.00 50 mL 50 mL Y040208.D Liquid Y NA

41 HS21031390-31 SAMP 04-03-2021 12:54 am 1.00 50 mL 50 mL Y040209.D Liquid Y NA
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MSVOA06 -Logbook

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

42 HS21031390-33 SAMP 04-03-2021 01:15 am 1.00 50 mL 50 mL Y040210.D Liquid Y NA

43 HS21031390-31MS MS 04-03-2021 01:36 am 1.00 50 mL 50 mL Y040211.D Liquid Y NA

44 HS21031390-31MSD MSD 04-03-2021 01:57 am 1.00 50 mL 50 mL Y040212.D Liquid Y NA

45 BLANK SAMP 04-03-2021 02:18 am 1.00 50 mL 50 mL Y040213.D Liquid Y NA

46 BLANK SAMP 04-03-2021 02:39 am 1.00 50 mL 50 mL Y040214.D Liquid Y NA

47 HS21031399-38 SAMP 04-03-2021 03:00 am 1.00 50 mL 50 mL Y040215.D Liquid Y NA

48 HS21031399-39 SAMP 04-03-2021 03:21 am 1.00 50 mL 50 mL Y040216.D Liquid Y NA

49 HS21031399-41 SAMP 04-03-2021 03:43 am 1.00 50 mL 50 mL Y040217.D Liquid Y NA

50 HS21031399-42 SAMP 04-03-2021 04:04 am 1.00 50 mL 50 mL Y040218.D Liquid Y NA

51 HS21031399-43 SAMP 04-03-2021 04:25 am 1.00 50 mL 50 mL Y040219.D Liquid Y NA

52 HS21031399-44 SAMP 04-03-2021 04:46 am 1.00 50 mL 50 mL Y040220.D Liquid Y NA

53 HS21031399-45 SAMP 04-03-2021 05:07 am 1.00 50 mL 50 mL Y040221.D Liquid Y NA

54 HS21031399-46 SAMP 04-03-2021 05:28 am 1.00 50 mL 50 mL Y040222.D Liquid Y NA

55 HS21031565-01 SAMP 04-03-2021 05:49 am 1.00 50 mL 50 mL Y040223.D Liquid Y NA

56 HS21031565-05 SAMP 04-03-2021 06:10 am 1.00 50 mL 50 mL Y040224.D Liquid Y NA

57 HS21031565-06 SAMP 04-03-2021 06:31 am 1.00 50 mL 50 mL Y040225.D Liquid Y NA

58 HS21031565-07 SAMP 04-03-2021 06:52 am 1.00 50 mL 50 mL Y040226.D Liquid Y NA

59 HS21031565-08 SAMP 04-03-2021 07:13 am 1.00 50 mL 50 mL Y040227.D Liquid Y NA

60 HS21031565-11 SAMP 04-03-2021 07:35 am 1.00 50 mL 50 mL Y040228.D Liquid Y NA

61 HS21031565-14 SAMP 04-03-2021 07:56 am 1.00 50 mL 50 mL Y040229.D Liquid Y NA

62 HS21031565-15 SAMP 04-03-2021 08:17 am 1.00 50 mL 50 mL Y040230.D Liquid Y NA

63 HS21031390-32 SAMP 04-03-2021 08:38 am 1.00 50 mL 50 mL Y040231.D Liquid Y NA

64 BLANJ SAMP 04-03-2021 08:59 am 1.00 50 mL 50 mL Y040240.D Liquid Y NA
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MSVOA06 -Logbook
Batch: 44315 Analyst: Presenta Cabascango

Date: 04-06-2021 Reviewer:

Method: 8260 Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 BFB TUNE 04-06-2021 10:38 am 1.00 50 mL 50 mL X040601.D Liquid Y NA

2 CCV CCV 04-06-2021 01:26 pm 1.00 50 mL 50 mL X040602.D Liquid Y NA

3 CCB SAMP 04-06-2021 05:38 pm 1.00 50 mL 50 mL X040603.D Liquid Y NA

4 VLCSW-210406 LCS 04-06-2021 05:59 pm 1.00 50 mL 50 mL X040604.D Liquid Y NA

5 BLANK SAMP 04-06-2021 06:20 pm 1.00 50 mL 50 mL X040605.D Liquid Y NA

6 VBLKW-210406 MBLK 04-06-2021 06:41 pm 1.00 50 mL 50 mL X040606.D Liquid Y NA

7 HS21031608-03 SAMP 04-06-2021 07:02 pm 1.00 50 mL 50 mL X040607.D Liquid Y NA

8 HS21031613-02 SAMP 04-06-2021 07:23 pm 1.00 50 mL 50 mL X040608.D Liquid Y NA

9 HS21031608-01 SAMP 04-06-2021 07:44 pm 1.00 50 mL 50 mL X040609.D Liquid Y NA

10 HS21031613-01 SAMP 04-06-2021 08:05 pm 100.00 500 µL 50 mL X040610.D Liquid Y NA

11 HS21031613-01 SAMP 04-06-2021 08:26 pm 10.00 5 mL 50 mL X040611.D Liquid Y NA

12 HS21031613-01MS MS 04-06-2021 08:47 pm 100.00 500 µL 50 mL X040612.D Liquid Y NA

13 HS21031613-01MSD MSD 04-06-2021 09:08 pm 100.00 500 µL 50 mL X040613.D Liquid Y NA

14 CCV-END CCV 04-06-2021 09:29 pm 1.00 50 mL 50 mL X040614.D Liquid Y NA

15 BLANK SAMP 04-06-2021 09:50 pm 1.00 50 mL 50 mL X040640.D Liquid Y NA
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PREP BATCH REPORT

Batch ID: 164271 Prep Code: 3510_B_SIM InitSampWt/Vol:0

FinSampVol: 1

Start Date: 06-Apr-21 10:30 am End Date: 06-Apr-21 03:30 pm OriginalFac: 0.001

Technician: PrepUnitFac: 1

CommentsTestDueDateFailsafeSpkFacPrepFacFinalVol (mL)Init Wt/VolpHMatrixFracSampID

ph adj 1/1304-14-2104-09-2110.001110007WaterEHS21031608-01

ph adj 1/1304-14-2104-09-2110.001110007WaterEHS21031613-01

ph adj 1/1310.001110005ALCS-164271

ph adj 1/1310.001110005ALCSD-164271

ph adj 1/1310.001110005AMBLK-164271

20 Apr 2021 Page 1 of 1
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SV06 -Logbook
Batch: 41634 Analyst: Andrew Neir

Date: 09-01-2020 Reviewer:

Method: 8270DLL Laboratory: Houston

Comments: MSSV003

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 DFTPP TUNE 09-01-2020 01:52 pm 1.00 001.D Y NA

2 SLSTD-2.5 CCV 09-01-2020 02:04 pm 1.00 002.D Y NA

3 DXSIM-0.08 SAMP 09-01-2020 02:41 pm 1.00 003.D Y NA

4 DXSIM-0.01 SAMP 09-01-2020 03:03 pm 1.00 004.D Y NA

5 DXSIM-0.03 SAMP 09-01-2020 03:22 pm 1.00 005.D Y NA

6 DXSIM-0.05 SAMP 09-01-2020 03:41 pm 1.00 006.D Y NA

7 DXSIM-0.10 SAMP 09-01-2020 04:00 pm 1.00 007.D Y NA

8 DXSIM-0.15 SAMP 09-01-2020 04:19 pm 1.00 008.D Y NA

9 DXSIM-0.2 SAMP 09-01-2020 04:38 pm 1.00 009.D Y NA

10 DXSIM-0.5 SAMP 09-01-2020 04:57 pm 1.00 010.D Y NA

11 DXSIM-ICV SAMP 09-01-2020 05:16 pm 1.00 011.D Y NA

12 MBLK-156910 MBLK 09-01-2020 05:36 pm 1.00 1000.00 mL 1.00 mL 012.D Liquid Y NA

13 LCS-156910 LCS 09-01-2020 05:55 pm 1.00 1000.00 mL 1.00 mL 013.D Liquid Y NA

14 LCSD-156910 LCSD 09-01-2020 06:15 pm 1.00 1000.00 mL 1.00 mL 014.D Liquid Y NA

15 HS20090012-01 SAMP 09-01-2020 06:34 pm 1.00 1000.00 mL 1.00 mL 015.D Liquid Y NA

16 HS20070585-01 SAMP 09-01-2020 06:53 pm 1.00 1000.00 mL 1.00 mL 016.D Liquid Y NA

17 HS20070585-02 SAMP 09-01-2020 07:13 pm 1.00 1000.00 mL 1.00 mL 017.D Liquid Y NA

18 HS20070585-09 SAMP 09-01-2020 07:33 pm 1.00 1000.00 mL 1.00 mL 018.D Liquid Y NA

19 HS20070585-10 SAMP 09-01-2020 07:52 pm 1.00 1000.00 mL 1.00 mL 019.D Liquid Y NA

20 HS20070586-01 SAMP 09-01-2020 08:11 pm 1.00 30.00 gm 1.00 mL 020.D Solid Y NA

21 HS20070586-02 SAMP 09-01-2020 08:31 pm 1.00 30.00 gm 1.00 mL 021.D Solid Y NA

22 HS20070586-05 SAMP 09-01-2020 08:50 pm 1.00 30.00 gm 1.00 mL 022.D Solid Y NA

23 HS20070586-06 SAMP 09-01-2020 09:10 pm 1.00 30.00 gm 1.00 mL 023.D Solid Y NA

24 MBLK-156817 MBLK 09-01-2020 09:29 pm 1.00 1000.00 mL 1.00 mL 024.D Liquid Y NA

25 LCS-156817 LCS 09-01-2020 09:48 pm 1.00 1000.00 mL 1.00 mL 025.D Liquid Y NA

26 LCSD-156817 LCSD 09-01-2020 10:07 pm 1.00 1000.00 mL 1.00 mL 026.D Liquid Y NA

27 HS20081150-01 SAMP 09-01-2020 10:26 pm 1.00 1000.00 mL 1.00 mL 027.D Liquid Y NA

28 HS20081150-01 SAMP 09-01-2020 10:45 pm 100.00 1000.00 mL 1.00 mL 028.D Liquid Y NA

29 HS20081151-01 SAMP 09-01-2020 11:04 pm 1.00 1000.00 mL 1.00 mL 029.D Liquid Y NA

30 HS20081151-01 SAMP 09-01-2020 11:23 pm 100.00 1000.00 mL 1.00 mL 030.D Liquid Y NA

31 DXSIM-0.08 SAMP 09-01-2020 11:42 pm 100.00 1000.00 mL 1.00 mL 031.D Liquid Y NA

32 HS20081309-03 SAMP 09-02-2020 12:02 am 1.00 1000.00 mL 1.00 mL 032.D Liquid Y NA

33 HS20081238-01 SAMP 09-02-2020 12:21 am 1.00 1000.00 mL 1.00 mL 033.D Liquid Y NA

34 HS20081238-02 SAMP 09-02-2020 12:40 am 1.00 1000.00 mL 1.00 mL 034.D Liquid Y NA

35 HS20081238-03 SAMP 09-02-2020 01:00 am 1.00 1000.00 mL 1.00 mL 035.D Liquid Y NA

36 HS20081238-04 SAMP 09-02-2020 01:19 am 1.00 1000.00 mL 1.00 mL 036.D Liquid Y NA

37 HS20081238-05 SAMP 09-02-2020 01:39 am 1.00 1000.00 mL 1.00 mL 037.D Liquid Y NA

38 HS20081238-06 SAMP 09-02-2020 01:58 am 1.00 1000.00 mL 1.00 mL 038.D Liquid Y NA

39 HS20081238-07 SAMP 09-02-2020 02:18 am 1.00 1000.00 mL 1.00 mL 039.D Liquid Y NA

40 HS20081238-08 SAMP 09-02-2020 02:37 am 1.00 1000.00 mL 1.00 mL 040.D Liquid Y NA

41 HS20081238-09 SAMP 09-02-2020 02:57 am 1.00 1000.00 mL 1.00 mL 041.D Liquid Y NA
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# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

42 HS20081238-10 SAMP 09-02-2020 03:16 am 1.00 1000.00 mL 1.00 mL 042.D Liquid Y NA

43 HS20081238-11 SAMP 09-02-2020 03:35 am 1.00 1000.00 mL 1.00 mL 043.D Liquid Y NA

44 HS20081238-12 SAMP 09-02-2020 03:55 am 1.00 1000.00 mL 1.00 mL 044.D Liquid Y NA

45 HS20081238-13 SAMP 09-02-2020 04:14 am 1.00 1000.00 mL 1.00 mL 045.D Liquid Y NA

46 HS20081238-14 SAMP 09-02-2020 04:34 am 1.00 1000.00 mL 1.00 mL 046.D Liquid Y NA

47 HS20081238-15 SAMP 09-02-2020 04:53 am 1.00 1000.00 mL 1.00 mL 047.D Liquid Y NA

48 HS20081238-16 SAMP 09-02-2020 05:13 am 1.00 1000.00 mL 1.00 mL 048.D Liquid Y NA

49 HS20081238-17 SAMP 09-02-2020 05:32 am 1.00 1000.00 mL 1.00 mL 049.D Liquid Y NA

50 HS20081238-18 SAMP 09-02-2020 05:52 am 1.00 1000.00 mL 1.00 mL 050.D Liquid Y NA

ValueChemical

3111842-01IS ID

3111832-06CAL STD ID

3111843-07DFTPP ID

0.82PCP Tailing

0.78Benz. Tailing

ACNRoutine SOP Maintenance
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Batch: 44381 Analyst: Georgette Youssef

Date: 04-14-2021 Reviewer:

Method: 8270D Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 DFTPP TUNE 04-14-2021 10:03 am 1.00 0.00 gm 0.00 mL 01.D Y NA

2 STD-050 CCV 04-14-2021 10:17 am 1.00 1000.00 mL 1000.00 mL 02.D Liquid Y NA

3 A91-040 SAMP 04-14-2021 10:39 am 1.00 1000.00 mL 1000.00 mL 03.D Liquid Y NA

4 A92-040 SAMP 04-14-2021 11:01 am 1.00 1000.00 mL 1000.00 mL 04.D Liquid Y NA

5 4TBP-040 SAMP 04-14-2021 11:22 am 1.00 1000.00 mL 1000.00 mL 05.D Liquid Y NA

6 MBLK-164539 MBLK 04-14-2021 11:44 am 1.00 1000.00 mL 1000.00 mL 06.D Liquid Y NA

7 LCS-164539 LCS 04-14-2021 12:06 pm 1.00 1000.00 mL 1000.00 mL 07.D Liquid Y NA

8 LCSD-164539 LCSD 04-14-2021 12:27 pm 1.00 1000.00 mL 1000.00 mL 08.D Liquid Y NA

9 MBLK-164587 MBLK 04-14-2021 12:49 pm 1.00 1000.00 mL 1000.00 mL 09.D Liquid Y NA

10 LCS-164587 LCS 04-14-2021 01:11 pm 1.00 1000.00 mL 1000.00 mL 10.D Liquid Y NA

11 LCSD-164587 LCSD 04-14-2021 01:32 pm 1.00 1000.00 mL 1000.00 mL 11.D Liquid Y NA

12 MBLK-164588 MBLK 04-14-2021 01:54 pm 1.00 1000.00 mL 1000.00 mL 12.D Liquid Y NA

13 LCS-164588 LCS 04-14-2021 02:16 pm 1.00 1000.00 mL 1000.00 mL 13.D Liquid Y NA

14 LCSD-164588 LCSD 04-14-2021 02:38 pm 1.00 1000.00 mL 1000.00 mL 14.D Liquid Y NA

15 MBLK-164589 MBLK 04-14-2021 02:59 pm 1.00 1000.00 mL 1000.00 mL 15.D Liquid Y NA

16 LCS-164589 LCS 04-14-2021 03:21 pm 1.00 1000.00 mL 1000.00 mL 16.D Liquid Y NA

17 LCSD-164589 LCSD 04-14-2021 03:42 pm 1.00 1000.00 mL 1000.00 mL 17.D Liquid Y NA

18 LCS-164588 LCS 04-14-2021 04:04 pm 1.00 1000.00 mL 1000.00 mL 18.D Liquid Y NA

19 LCS-164426 LCS 04-14-2021 04:26 pm 1.00 1000.00 mL 1000.00 mL 19.D Liquid Y NA

20 LCSD-164426 LCSD 04-14-2021 04:48 pm 1.00 1000.00 mL 1000.00 mL 20.D Liquid Y NA

21 HS21040008-01 SAMP 04-14-2021 05:09 pm 1000.00 1000.00 mL 1000.00 mL 21.D Liquid Y NA

22 HS21040475-04 SAMP 04-14-2021 05:31 pm 1.00 1000.00 mL 1000.00 mL 22.D Liquid Y NA

23 HS21040475-05 SAMP 04-14-2021 05:53 pm 1.00 1000.00 mL 1000.00 mL 23.D Liquid Y NA

24 HS21040475-07 SAMP 04-14-2021 06:14 pm 1.00 1000.00 mL 1000.00 mL 24.D Liquid Y NA

25 HS21040475-08 SAMP 04-14-2021 06:36 pm 1.00 1000.00 mL 1000.00 mL 25.D Liquid Y NA

26 HS21040475-09 SAMP 04-14-2021 06:58 pm 1.00 1000.00 mL 1000.00 mL 26.D Liquid Y NA

27 HS21040475-10 SAMP 04-14-2021 07:19 pm 1.00 1000.00 mL 1000.00 mL 27.D Liquid Y NA

28 HS21040475-11 SAMP 04-14-2021 07:41 pm 1.00 1000.00 mL 1000.00 mL 28.D Liquid Y NA

29 HS21040475-03 SAMP 04-14-2021 08:03 pm 1.00 1000.00 mL 1000.00 mL 29.D Liquid Y NA

30 HS21040475-02 SAMP 04-14-2021 08:24 pm 10.00 1000.00 mL 1000.00 mL 30.D Liquid Y NA

31 HS21040489-01 SAMP 04-14-2021 08:46 pm 10.00 1000.00 mL 1000.00 mL 31.D Liquid Y NA

32 HS21040489-01MS MS 04-14-2021 09:08 pm 10.00 1000.00 mL 1000.00 mL 32.D Liquid Y NA

33 HS21040475-01 SAMP 04-14-2021 09:30 pm 10.00 1000.00 mL 1000.00 mL 33.D Liquid Y NA
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ValueChemical

25201038-21IS ID

3111873-04CAL STD ID

3141105-05DFTPP ID

0.89PCP Tailing

0.95Benz. Tailing

A91 3111865-03STD-01

A92 3111852-04STD-02

4TBP 3141108-03STD-03

 STD-04

 STD-05

 STD-06

 ICV ID

GYRoutine SOP Maintenance
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HS21031608 - ME - HG_W_DODICP_W_DOD

ALS WO# HS21031608
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Form 11 - INTERNAL STANDARD ASSOCIATION

Instrument:ICPMS06

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

AnalyteMass Assoc Int Standard 1 Assoc Int Standard 2 Mode

9 Beryllium Lithium Ar
11 Boron Lithium Ar
23 Sodium Germanium ArHe
24 Magnesium Germanium ArHe
27 Aluminum Germanium ArHe
39 Potassium Germanium ArHe
44 Calcium Germanium Ar
47 Titanium Germanium Ar
51 Vanadium Germanium ArHe
52 Chromium Germanium ArHe
55 Manganese Germanium ArHe
56 Iron Germanium ArHe
59 Cobalt Germanium ArHe
60 Nickel Germanium ArHe
63 Copper Germanium ArHe
66 Zinc Germanium ArHe
75 Arsenic Germanium ArHe
82 Selenium Germanium Ar
88 Strontium Indium Ar
95 Molybdenum Indium Ar

105 Palladium Germanium Ar
107 Silver Indium Ar
114 Cadmium Indium Ar
118 Tin Indium Ar
121 Antimony Germanium ArHe
137 Barium Indium Ar
205 Thallium Bismuth Ar
208 Lead Bismuth Ar

19-Apr-21Date: ALS Houston, US
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FORM 12 - PREPARATION LOG

Batch ID:
Prep Code:

End Date:Start Date: Technician:
Method:

164599

SW7470A
14-Apr-2021 09:00 14-Apr-2021 12:00

Hg_WPr
Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

PrepFacFinalVol
(mL)Init VolMatrixSampID Init WtClientID

HS21031608-01 Water 10 10 1LH18/24-SP650_033021
HS21040220-04MS 10 10 1
HS21040220-04MSD 10 10 1
LCS-164599 10 10 1
MBLK-164599 10 10 1

19-Apr-21Date: ALS Houston, US
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FORM 12 - PREPARATION LOG

Batch ID:
Prep Code:

End Date:Start Date: Technician:
Method:

164479

SW3010A
12-Apr-2021 09:00 12-Apr-2021 13:00

3010A
Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

PrepFacFinalVol
(mL)Init VolMatrixSampID Init WtClientID

HS21031608-01 Water 10 10 1LH18/24-SP650_033021
HS21031613-01MS 10 10 1
HS21031613-01MSD 10 10 1
HS21031613-01PDS 10 10 1
HS21031613-01SD 10 10 1
LCS-164479 10 10 1
MBLK-164479 10 10 1

19-Apr-21Date: ALS Houston, US

Page 402 of 723

01037808



HG03_381562Run ID: 

FORM 13 - ANALYSIS RUN LOG

SW7470AMethod: 
Instrument: 

Sample No. D/F Time Analytes

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03

Start Date: End Date:14-Apr-2021 14-Apr-2021

FileID
ICCV 1 1 14-Apr-2021 12:01 HG03_381562 Raw

Data_6040200
HG

ICV 1 14-Apr-2021 12:03 _6040201 HG
ICB 1 14-Apr-2021 12:05 _6040202 HG
CRA 1 14-Apr-2021 12:07 _6040203 HG
MBLK-164599 1 14-Apr-2021 12:34 _6040631 HG
LCS-164599 1 14-Apr-2021 12:36 _6040632 HG
ZZZZZZMS 1 14-Apr-2021 12:39 _6040634 HG
ZZZZZZMSD 1 14-Apr-2021 12:41 _6040635 HG
LH18/24-SP650_033021 1 14-Apr-2021 12:43 _6040636 HG
CCV 2 1 14-Apr-2021 12:51 _6040641 HG
CCB 1 1 14-Apr-2021 12:53 _6040642 HG
CCV 3 1 14-Apr-2021 13:18 _6040626 HG
CCB 2 1 14-Apr-2021 13:21 _6040627 HG
CCV 4 1 14-Apr-2021 13:42 _6040667 HG
CCB 3 1 14-Apr-2021 13:44 _6040668 HG
CCV 5 1 14-Apr-2021 14:21 _6040679 HG
CCB 4 1 14-Apr-2021 14:22 _6040680 HG
CCV 6 1 14-Apr-2021 14:44 _6040689 HG
CCB 5 1 14-Apr-2021 14:46 _6040690 HG
CCV 7 1 14-Apr-2021 15:15 _6040714 HG
CCB 6 1 14-Apr-2021 15:17 _6040715 HG
CCV 8 1 14-Apr-2021 15:38 _6040977 HG
CCB 7 1 14-Apr-2021 15:40 _6040978 HG
CCV 9 1 14-Apr-2021 15:59 _6040989 HG
CCB 8 1 14-Apr-2021 16:01 _6040990 HG
CCV 10 1 14-Apr-2021 16:21 _6041007 HG
CCB 9 1 14-Apr-2021 16:23 _6041008 HG
CCV 11 1 14-Apr-2021 16:46 _6041037 HG
CCB 10 1 14-Apr-2021 16:48 _6041038 HG
CCV 12 1 14-Apr-2021 17:08 _6041049 HG
CCB 11 1 14-Apr-2021 17:09 _6041050 HG
CCV 13 1 14-Apr-2021 17:39 _6041267 HG
CCB 12 1 14-Apr-2021 17:40 _6041268 HG
CCV 14 1 14-Apr-2021 18:01 _6041279 HG
CCB 13 1 14-Apr-2021 18:03 _6041280 HG
CCV 15 1 14-Apr-2021 18:13 _6041285 HG
CCB 14 1 14-Apr-2021 18:14 _6041286 HG

19-Apr-21Date: ALS Houston, US
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ICPMS06_381565Run ID: 

FORM 13 - ANALYSIS RUN LOG

Method: 
Instrument: 

Sample No. D/F Time Analytes

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06

Start Date: End Date:14-Apr-2021 14-Apr-2021

FileID
ICPMS06_381565_Tune 1 14-Apr-2021 00:00 ICPMS06_381565_Tune_1
CAL BLK 1 14-Apr-2021 10:39 010CALB.d_6040246 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
2/10/200 1 14-Apr-2021 10:41 011CALS.d_6040247 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
5/25/500 1 14-Apr-2021 10:43 012CALS.d_6040248 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
10/50/100 1 14-Apr-2021 10:45 013CALS.d_6040249 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
100/500/10K 1 14-Apr-2021 10:47 014CALS.d_6040250 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
200/1000/20K 1 14-Apr-2021 10:49 015CALS.d_6040251 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICV 1 14-Apr-2021 10:52 017_ICV.d_6040253 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LLICV2 1 14-Apr-2021 10:56 019LCV2.d_6040255 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LLICV5 1 14-Apr-2021 10:58 020LCV5.d_6040256 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICB 1 14-Apr-2021 11:07 021_ICB.d_6040257 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICSA 1 14-Apr-2021 11:09 022ICSA.d_6040258 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICSAB 1 14-Apr-2021 11:11 023ICSB.d_6040259 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCV 1 1 14-Apr-2021 11:36 032_CCV.d_6040262 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 1 1 14-Apr-2021 11:40 034_CCB.d_6040263 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LCS-164479 1 14-Apr-2021 11:44 036SMPL.d_6040264 AG AL AS BA BE CA CD CO CR FE K MG NA NI PB SB SE 

TL V ZN
LH18/24-SP650_033021 1 14-Apr-2021 11:46 037SMPL.d_6040265 AG AL AS BA BE CA CD CO CR FE K MG MN NI PB SB 

SE TL V ZN
ZZZZZZSD 5 14-Apr-2021 11:50 039SMPL.d_6040267 AG AS BE CD CO CR FE K MG MN NI PB SB SE TL V ZN
ZZZZZZMS 1 14-Apr-2021 11:52 040SMPL.d_6040268 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ZZZZZZMSD 1 14-Apr-2021 11:54 041SMPL.d_6040269 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ZZZZZZPDS 1 14-Apr-2021 11:56 042SMPL.d_6040270 AG AL AS BE CD CO CR FE K MG MN NI PB SB SE TL V 

ZN
MBLK-164479 1 14-Apr-2021 12:01 043SMPL.d_6040271 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCV 2 1 14-Apr-2021 12:07 045_CCV.d_6040273 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 2 1 14-Apr-2021 12:13 047_CCB.d_6040275 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ZZZZZZSD 100 14-Apr-2021 12:31 055SMPL.d_6040277 BA CA NA
ZZZZZZPDS 20 14-Apr-2021 12:33 056SMPL.d_6040278 BA CA NA
LCS-164479 1 14-Apr-2021 12:51 061SMPL.d_6040313 MN
LH18/24-SP650_033021 20 14-Apr-2021 12:55 063SMPL.d_6040315 NA
CCV 3 1 14-Apr-2021 13:29 071_CCV.d_6040736 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 3 1 14-Apr-2021 13:31 072_CCB.d_6040737 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN

19-Apr-21Date: ALS Houston, US

Page 404 of 723

01037810



Form 2 - Initial and Continuing Calibration Verification

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03Instrument:
Method: SW7470A

Run ID: HG03_381562

Analyte Found

Seq: 6040200ICCV1 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:01

Mercury 5 4.87 97 90-110

Analyte Found

Seq: 6040201ICV ICV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:03

Mercury 5 5.17 103 90-110

Analyte Found

Seq: 6040641CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:51

Mercury 5 4.91 98 90-110

Analyte Found

Seq: 6040626CCV3 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:18

Mercury 5 5.03 101 90-110

Analyte Found

Seq: 6040667CCV4 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:42

Mercury 5 4.94 99 90-110

Analyte Found

Seq: 6040679CCV5 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 14:21

Mercury 5 5.02 100 90-110

Analyte Found

Seq: 6040689CCV6 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 14:44

Mercury 5 4.74 95 90-110

Analyte Found

Seq: 6040714CCV7 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:15

Mercury 5 5.23 105 90-110

Analyte Found

Seq: 6040977CCV8 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:38

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6040989CCV9 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:59

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6041007CCV10 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 16:21

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6041037CCV11 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 16:46

Mercury 5 5.17 103 90-110

Analyte Found

Seq: 6041049CCV12 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 17:08

Mercury 5 5.16 103 90-110

Analyte Found

Seq: 6041267CCV13 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 17:39

Mercury 5 5.14 103 90-110

19-Apr-21Date: ALS Houston, US
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Form 2 - Initial and Continuing Calibration Verification

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03Instrument:
Method: SW7470A

Run ID: HG03_381562

Analyte Found

Seq: 6041279CCV14 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 18:01

Mercury 5 5.07 101 90-110

Analyte Found

Seq: 6041285CCV15 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 18:13

Mercury 5 5.08 102 90-110

19-Apr-21Date: ALS Houston, US
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Form 2 - Initial and Continuing Calibration Verification

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method: SW6020A

Run ID: ICPMS06_381565

Analyte Found

Seq: 6040253ICV ICV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 10:52

Aluminum 100 92.954 93 90-110
Antimony 100 99.216 99 90-110
Arsenic 100 96.461 97 90-110
Barium 100 97.407 97 90-110
Beryllium 100 95.362 95 90-110
Cadmium 100 98.204 98 90-110
Calcium 10000 9734.826 97 90-110
Chromium 100 96.251 96 90-110
Cobalt 100 100.555 101 90-110
Iron 10000 9814.78 98 90-110
Lead 100 98.884 99 90-110
Magnesium 10000 10050.644 101 90-110
Manganese 100 92.782 93 90-110
Nickel 100 97.3 97 90-110
Potassium 10000 9938.857 99 90-110
Selenium 100 98.028 98 90-110
Silver 100 102.432 102 90-110
Sodium 10000 9981.918 100 90-110
Thallium 100 98.373 98 90-110
Vanadium 100 94.986 95 90-110
Zinc 100 97.68 98 90-110

Analyte Found

Seq: 6040262CCV1 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 11:36

Aluminum 100 99.139 99 90-110
Antimony 100 97.854 98 90-110
Arsenic 100 94.749 95 90-110
Barium 100 96.555 97 90-110
Beryllium 100 97.189 97 90-110
Cadmium 100 97.28 97 90-110
Calcium 10000 9399.399 94 90-110
Chromium 100 93.785 94 90-110
Cobalt 100 101.405 101 90-110
Iron 10000 9620.144 96 90-110
Lead 100 98.562 99 90-110
Magnesium 10000 9513.788 95 90-110
Manganese 100 92.722 93 90-110
Nickel 100 97.83 98 90-110
Potassium 10000 9597.647 96 90-110
Selenium 100 95.283 95 90-110
Silver 100 100.744 101 90-110
Sodium 10000 9504.439 95 90-110
Thallium 100 97.707 98 90-110
Vanadium 100 93.915 94 90-110
Zinc 100 97.599 98 90-110

Analyte Found

Seq: 6040273CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:07

Aluminum 100 102.721 103 90-110
Antimony 100 98.663 99 90-110
Arsenic 100 96.613 97 90-110
Barium 100 97.46 98 90-110
Beryllium 100 99.717 100 90-110
Cadmium 100 100.193 100 90-110
Calcium 10000 9579.211 96 90-110
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Form 2 - Initial and Continuing Calibration Verification

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method: SW6020A

Run ID: ICPMS06_381565

Analyte Found

Seq: 6040273CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:07

Chromium 100 95.666 96 90-110
Cobalt 100 99.918 100 90-110
Iron 10000 9658.612 97 90-110
Lead 100 101.388 101 90-110
Magnesium 10000 9767.103 98 90-110
Manganese 100 94.312 94 90-110
Nickel 100 98.439 98 90-110
Potassium 10000 9775.062 98 90-110
Selenium 100 97.178 97 90-110
Silver 100 102.424 102 90-110
Sodium 10000 9773.91 98 90-110
Thallium 100 99.099 99 90-110
Vanadium 100 95.259 95 90-110
Zinc 100 99.459 100 90-110

Analyte Found

Seq: 6040736CCV3 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:29

Aluminum 100 102.574 103 90-110
Antimony 100 102.011 102 90-110
Arsenic 100 96.154 96 90-110
Barium 100 98.212 98 90-110
Beryllium 100 101.953 102 90-110
Cadmium 100 101.924 102 90-110
Calcium 10000 9575.567 96 90-110
Chromium 100 95.542 96 90-110
Cobalt 100 100.817 101 90-110
Iron 10000 9617.024 96 90-110
Lead 100 102.151 102 90-110
Magnesium 10000 9665.107 97 90-110
Manganese 100 93.32 93 90-110
Nickel 100 97.86 98 90-110
Potassium 10000 9868.448 99 90-110
Selenium 100 98.43 98 90-110
Silver 100 102.911 103 90-110
Sodium 10000 9621.24 96 90-110
Thallium 100 99.382 99 90-110
Vanadium 100 98.976 99 90-110
Zinc 100 98.086 98 90-110

19-Apr-21Date: ALS Houston, US

Page 408 of 723

01037814



HG03_381562Run ID:

Form 3 - BLANKS

SW7470AMethod:
Instrument: HG03

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

Analyte Result Qual

Seq: 6040202ICB 14-Apr-2021 12:05 ICB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040631MBLK-164599 14-Apr-2021 12:34 MBLK Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040642CCB1 14-Apr-2021 12:53 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040627CCB2 14-Apr-2021 13:21 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040668CCB3 14-Apr-2021 13:44 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040680CCB4 14-Apr-2021 14:22 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040690CCB5 14-Apr-2021 14:46 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040715CCB6 14-Apr-2021 15:17 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040978CCB7 14-Apr-2021 15:40 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040990CCB8 14-Apr-2021 16:01 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041008CCB9 14-Apr-2021 16:23 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041038CCB10 14-Apr-2021 16:48 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041050CCB11 14-Apr-2021 17:09 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041268CCB12 14-Apr-2021 17:40 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041280CCB13 14-Apr-2021 18:03 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2
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HG03_381562Run ID:

Form 3 - BLANKS

SW7470AMethod:
Instrument: HG03

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

Analyte Result Qual

Seq: 6041286CCB14 14-Apr-2021 18:14 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

Analyte Result Qual

Seq: 6040257ICB 14-Apr-2021 11:07 ICB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U50.45
Arsenic U50.45
Barium U51.95
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U50.45
Cobalt U50.15
Iron U20012200
Lead U50.65
Magnesium U20010200
Manganese U50.75
Nickel U50.65
Potassium U20018200
Selenium U51.15
Silver U50.25
Sodium J20014-15.89
Thallium U20.22
Vanadium U50.65
Zinc U525

Analyte Result Qual

Seq: 6040263CCB1 14-Apr-2021 11:40 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium U20014200
Thallium U20.22
Vanadium U50.65
Zinc U424

Analyte Result Qual

Seq: 6040271MBLK-164479 14-Apr-2021 12:01 MBLK Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony J50.40.815
Arsenic U50.45
Barium U51.95
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

Analyte Result Qual

Seq: 6040271MBLK-164479 14-Apr-2021 12:01 MBLK Units: ug/L

Report LimitMDL

Date:

Chromium U50.45
Cobalt U50.15
Iron U20012200
Lead U50.65
Magnesium U20010200
Manganese U50.75
Nickel U50.65
Potassium U20018200
Selenium U51.15
Silver U50.25
Sodium J2001442.82
Thallium U20.22
Vanadium U50.65
Zinc U525

Analyte Result Qual

Seq: 6040275CCB2 14-Apr-2021 12:13 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum J101.82.731
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium U20014200
Thallium U20.22
Vanadium U50.65
Zinc U424

Analyte Result Qual

Seq: 6040737CCB3 14-Apr-2021 13:31 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Effluent Samples
HS21031608

Analyte Result Qual

Seq: 6040737CCB3 14-Apr-2021 13:31 CCB Units: ug/L

Report LimitMDL

Date:

Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium J2001415.8
Thallium 20.22.317
Vanadium U50.65
Zinc U424
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Form 4 - ICP Interference Check Sample

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method:SW6020A

Run ID:ICPMS06_381565

Analyte Found

ICSA

True %R

Date: 14-Apr-2021 11:09 Units: ug/LICSASeq: 6040258

Aluminum 100000 98360 98.4
Antimony 0.083 0
Arsenic 0.097 0
Barium 0.409 0
Beryllium -0.001 0
Cadmium 1.094 0
Calcium 100000 103500 104
Chromium 2.165 0
Cobalt 0.084 0
Iron 100000 104300 104
Lead 0.079 0
Magnesium 100000 107000 107
Manganese 0.46 0
Nickel 0.265 0
Potassium 100000 108800 109
Selenium 0.236 0
Silver 0.275 0
Sodium 100000 107400 107
Thallium 0.003 0
Vanadium 0.064 0
Zinc 1.29 0

Analyte Found

ICSAB

True %R

Date: 14-Apr-2021 11:11 Units: ug/LICSABSeq: 6040259

Aluminum 100500 97360 96.9
Antimony 100 106.2 106
Arsenic 100 107.3 107
Barium 100 105 105
Beryllium 100 102.2 102
Cadmium 100 103.6 104
Calcium 110000 114800 104
Chromium 100 108.8 109
Cobalt 100 105.2 105
Iron 110000 115000 105
Lead 100 106.4 106
Magnesium 110000 116300 106
Manganese 100 101.7 102
Nickel 100 102.3 102
Potassium 110000 119100 108
Selenium 100 109.3 109
Silver 100 105.1 105
Sodium 110000 116800 106
Thallium 100 104 104
Vanadium 100 106.8 107
Zinc 100 105.1 105
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Form 5A - Matrix Spike/Matrix Spike Duplicate Recovery

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 12:41

14-Apr-2021 09:00Date Extracted:
ug/LUnits: 

Matrix Spike: HS21040220-04MS
Client Sample ID: 

% Rec 
Limits

RPD 
Limit

MSD 
Result

Spike 
Amount % Rec% Rec

Spike 
Amount

MS 
Result

Sample 
Result RPDAnalyte

Analysis Method: SW7470A

Mercury 0.1810 5.000 5.000 96.4 5.050 5.000 97.4 82-119 0.995 20
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Form 5A - Matrix Spike/Matrix Spike Duplicate Recovery

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:54

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Matrix Spike: HS21031613-01MS
Client Sample ID: 

% Rec 
Limits

RPD 
Limit

MSD 
Result

Spike 
Amount % Rec% Rec

Spike 
Amount

MS 
Result

Sample 
Result RPDAnalyte

Analysis Method: SW6020A

Aluminum 112.7 227.1 100.0 114 222.5 100.0 110 84-117 2.04 20
Antimony 5.000 45.25 50.00 89.7 46.18 50.00 91.6 85-117 2.04 20
Arsenic 0.9210 45.69 50.00 89.5 45.86 50.00 89.9 84-116 0.382 20
Barium 334.4 403.5 50.00 138 393.4 50.00 118 86-114 2.55 20
Beryllium 2.000 46.38 50.00 92.6 46.46 50.00 92.8 83-121 0.194 20
Cadmium 2.000 47.35 50.00 94.4 47.46 50.00 94.7 87-115 0.217 20
Calcium 19960 25750 5000 116 26090 5000 122 87-118 1.31 20
Chromium 3.044 47.48 50.00 88.9 48.28 50.00 90.5 85-116 1.68 20
Cobalt 3.048 49.13 50.00 92.2 48.99 50.00 91.9 86-115 0.275 20
Iron 485.7 5083 5000 92.0 5147 5000 93.2 87-118 1.23 20
Lead 5.000 46.87 50.00 93.3 47.14 50.00 93.9 88-115 0.579 20
Magnesium 15430 21280 5000 117 21040 5000 112 83-118 1.16 20
Manganese 197.3 255.1 50.00 115 251.8 50.00 109 87-115 1.29 20
Nickel 9.488 55.78 50.00 92.6 54.96 50.00 90.9 85-117 1.49 20
Potassium 1345 6192 5000 96.9 6215 5000 97.4 87-115 0.377 20
Selenium 5.000 46.30 50.00 91.9 46.30 50.00 91.9 80-120 0 20
Silver 5.000 49.40 50.00 98.9 48.66 50.00 97.4 85-116 1.51 20
Sodium 200600 216500 5000 319 218700 5000 363 85-117 1.01 20
Thallium 2.000 44.38 50.00 88.7 44.92 50.00 89.8 82-116 1.23 20
Vanadium 0.9110 46.82 50.00 91.8 47.03 50.00 92.2 86-115 0.456 20
Zinc 50.85 98.85 50.00 96.0 99.40 50.00 97.1 83-119 0.555 20
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Form 5B - Post Digest Sample Recovery

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:56

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: HS21031613-01PDS
Client Sample ID: 

% Rec 
Limits% Rec

Spike 
Amount

PDS 
Result

Sample 
ResultAnalyte

Analysis Method: SW6020A

Aluminum 112.7 225.2 100 112 80-120
Antimony 0 95.65 100 95 80-120
Arsenic 0.921 101.7 100 101 80-120
Beryllium 0 103.2 100 103 80-120
Cadmium 0 106.5 100 106 80-120
Chromium 3.044 104.1 100 101 80-120
Cobalt 3.048 108.7 100 106 80-120
Iron 485.7 10730 10000 102 80-120
Lead 0 105.6 100 105 80-120
Magnesium 15430 27130 10000 117 80-120
Manganese 197.3 309.3 100 112 80-120
Nickel 9.488 110.3 100 101 80-120
Potassium 1345 12070 10000 107 80-120
Selenium 0 102.8 100 102 80-120
Silver 0 104.6 100 105 80-120
Thallium 0 116.8 100 117 80-120
Vanadium 0.911 105.3 100 104 80-120
Zinc 50.85 155.1 100 104 80-120
Barium 340.3 2159 2000 91 80-120
Calcium 21620 202100 200000 90 80-120
Sodium 215400 403600 200000 94 80-120
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Form 7 - Laboratory Control Sample

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 12:36

14-Apr-2021 09:00Date Extracted:
ug/LUnits: 

Lab Sample ID: LCS-164599

% Rec 
Limits% Rec

Spike 
Amount

LCS 
ResultAnalyte

Analysis Method: SW7470A

Mercury 5.33 107 82-1195
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Page 418 of 723

01037824



Form 7 - Laboratory Control Sample

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:44

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: LCS-164479

% Rec 
Limits% Rec

Spike 
Amount

LCS 
ResultAnalyte

Analysis Method: SW6020A

Aluminum 104.9 105 84-117100
Antimony 44.74 90 85-11750
Arsenic 43.06 86 84-11650
Barium 46.26 93 86-11450
Beryllium 44.85 90 83-12150
Cadmium 47.17 94 87-11550
Calcium 4382 88 87-1185000
Chromium 43.14 86 85-11650
Cobalt 45.51 91 86-11550
Iron 4501 90 87-1185000
Lead 45.08 90 88-11550
Magnesium 4564 91 83-1185000
Nickel 46.11 92 85-11750
Potassium 4596 92 87-1155000
Selenium 45.96 92 80-12050
Silver 49.31 99 85-11650
Sodium 4534 91 85-1175000
Thallium 46.1 92 82-11650
Vanadium 43.82 88 86-11550
Zinc 47.67 95 83-11950
Manganese 45.26 91 87-11550
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Form 8 - ICP Serial Dilutions

HS21031608
Groundwater Treatment Plant Quarterly Effluent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:50

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: HS21031613-01SD
Client Sample ID: 

SD ResultSample 
Result RPDAnalyte

Analysis Method: SW6020A

C C Q
Antimony 0 0 0U U
Arsenic 0.921 0 0J U
Beryllium 0 0 0U U
Cadmium 0 0 0U U
Chromium 3.044 2.896 5J J
Cobalt 3.048 3.116 2J J
Iron 485.7 522.8 8J
Lead 0 0 0U U
Magnesium 15430 15800 2
Manganese 197.3 194.2 2
Nickel 9.488 9.924 5J
Potassium 1345 1316 2
Selenium 0 0 0U U
Silver 0 0 0U U
Thallium 0 0 0U U
Vanadium 0.911 4.301 372J J
Zinc 50.85 53.46 5
Barium 340.3 347.5 2J
Calcium 21620 23620 9J
Sodium 215400 222700 3
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Report Generated By Teledyne Leeman QuickTrace

Analyst:

Worksheet file:

Creation Date:

Comment:

ALSHS.NoUser

C:\Users\Public\Documents\Teledyne CETAC\QuickTrace\Worksheets\04142021AW.wszf

4/14/2021 11:38:13 AM

Results

Sample Name Type Date/Time Conc (ppb) µAbs %RSD FlagsResidual

Calibration Blank 04/14/21 11:48:36 am 84 30.17

Replicates 53.2 84.0 84.7 115.5

0.000STD -22.97

Standard #1 (0.2 ppb) 04/14/21 11:50:18 am 1288 2.08

Replicates 1253.2 1300.1 1282.1 1315.5

0.200STD -15.63

Standard #2 (0.5 ppb) 04/14/21 11:52:00 am 3277 1.12

Replicates 3230.5 3273.3 3319.0 3285.2

0.500STD 27.10

Standard #3 (2.0 ppb) 04/14/21 11:53:42 am 12088 2.85

Replicates 11628.8 12040.5 12256.5 12425.4

2.000STD 45.15

Standard #4 (5.0 ppb) 04/14/21 11:55:24 am 29672 0.19

Replicates 29600.0 29710.4 29654.2 29721.9

5.000STD 74.73

Standard #5 (10.0 ppb) 04/14/21 11:57:07 am 57972 0.12

Replicates 57915.2 57984.5 57923.9 58064.2

10.000STD -49.32

Concentration (ppb)

109876543210

µ
A

b
s
o
rb

a
n
c
e

60,000

50,000

40,000

30,000

20,000

10,000

0

Equation:

R2:

SEE:

Flags:

Abs = 5804.054x + 217.656

Calibration

0.99985

312.0359

ICCV 04/14/21 12:01:58 pm 28460 2.86

Replicates 27389.1 28290.3 28950.3 29208.3

4.870UNK

ICV 04/14/21 12:03:39 pm 30197 0.28

Replicates 30079.2 30203.7 30233.3 30272.2

5.170UNK

ICB 04/14/21 12:05:20 pm 108 69.55 s

Replicates 99.0 118.2 89.4 124.1

0.004UNK

CRA 04/14/21 12:07:02 pm 1268 2.52

Replicates 1232.9 1252.9 1288.0 1296.4

0.203UNK

MBLK-164599 04/14/21 12:34:41 pm 57 82.88 s

Replicates 27.7 59.0 60.7 82.0

-0.005UNK

LCS-164599 04/14/21 12:36:23 pm 31100 0.19

Replicates 31012.4 31116.6 31124.9 31146.1

5.330UNK

HS21040220-04 04/14/21 12:38:05 pm 1136 1.94

Replicates 1128.2 1111.0 1156.3 1148.2

0.181UNK

4/14/2021 6:19:22 PM Page 104142021AW.wszf of 10
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Sample Name Type Date/Time Conc (ppb) µAbs %RSD FlagsResidual

HS21040220-04MS 04/14/21 12:39:47 pm 29219 0.51

Replicates 29008.8 29218.9 29305.2 29341.9

5.000UNK

HS21040220-04MSD 04/14/21 12:41:29 pm 29469 0.42

Replicates 29287.7 29503.6 29544.6 29540.9

5.050UNK

HS21031608-01 04/14/21 12:43:11 pm 38 17.24

Replicates 38.5 45.5 26.6 40.8

-0.008UNK

HS21031613-01 04/14/21 12:44:54 pm 113 30.02 s

Replicates 104.6 112.9 124.4 108.9

0.005UNK

HS21040054-01 04/14/21 12:46:36 pm 811000.59 s

Replicates 68.9 76.2 57.4 123.4

0.000UNK

HS21040054-02 04/14/21 12:48:17 pm 843146.90 s

Replicates 79.6 97.6 61.1 96.9

0.000UNK

HS21040054-03 04/14/21 12:49:58 pm 63 115.77 s

Replicates 27.4 82.7 60.9 79.1

-0.004UNK

CCV 04/14/21 12:51:41 pm 28687 2.88

Replicates 27662.5 28447.9 29067.7 29568.9

4.910UNK

CCB 04/14/21 12:53:25 pm 81 441.41 s

Replicates 65.8 98.6 89.7 68.9

-0.001UNK

HS21040054-04 04/14/21 01:01:25 pm 68 148.97 s

Replicates 34.7 93.3 71.5 72.5

-0.003UNK

HS21040054-05 04/14/21 01:03:07 pm 103 103.75 s

Replicates 80.7 107.4 97.6 128.2

0.003UNK

HS21040054-06 04/14/21 01:04:48 pm 38 77.86

Replicates -5.0 25.0 53.9 78.4

-0.008UNK

HS21040054-07 04/14/21 01:06:30 pm 65 104.22 s

Replicates 58.9 55.5 52.1 94.8

-0.003UNK

HS21040054-08 04/14/21 01:08:12 pm 97 152.52 s

Replicates 97.4 71.1 102.1 116.9

0.002UNK

HS21040220-02 04/14/21 01:09:54 pm 60 121.00 s

Replicates 84.2 73.9 16.9 64.1

-0.004UNK

HS21040220-03 04/14/21 01:11:36 pm 75 77.47 s

Replicates 75.5 68.7 85.0 70.8

-0.002UNK

HS21040220-05 04/14/21 01:13:18 pm 74 133.92 s

Replicates 73.7 62.7 63.8 94.0

-0.002UNK

HS21040285-02 04/14/21 01:15:01 pm 30 17.84

Replicates 17.0 30.5 31.8 40.5

-0.009UNK

HS21040285-03 04/14/21 01:16:43 pm 69 138.91 s

Replicates 76.7 80.2 36.4 81.7

-0.003UNK
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CCV 04/14/21 01:18:26 pm 29395 1.13

Replicates 28919.6 29417.6 29590.4 29653.2

5.030UNK

CCB 04/14/21 01:21:21 pm 110 122.23 s

Replicates 82.9 155.7 106.2 96.4

0.004UNK

HS21040285-04 04/14/21 01:25:42 pm 236 10.32 s

Replicates 256.8 227.4 237.7 221.0

0.026UNK

HS21040364-01 04/14/21 01:27:24 pm 111 49.86 s

Replicates 98.2 101.7 126.2 118.4

0.005UNK

HS21040364-02 04/14/21 01:29:05 pm 132 24.02 s

Replicates 127.0 149.1 124.6 127.4

0.008UNK

MBLK-164591 04/14/21 01:30:46 pm 95 115.61 s

Replicates 91.0 80.3 99.1 108.3

0.002UNK

MBLKT1-164591 04/14/21 01:32:28 pm 831166.74 s

Replicates 83.2 56.4 91.9 99.4

0.000UNK

MBLKT2-164591 04/14/21 01:34:10 pm 134 38.36 s

Replicates 126.5 111.4 154.1 145.7

0.009UNK

MBLKT3-164591 04/14/21 01:35:52 pm 142 25.33 s

Replicates 124.9 136.8 159.0 147.7

0.010UNK

LCS-164591 04/14/21 01:37:33 pm 30354 1.41

Replicates 29762.7 30329.1 30595.4 30727.6

5.200UNK

HS21040308-01 04/14/21 01:39:16 pm 86 533.87 s

Replicates 71.0 91.8 92.3 90.0

0.000UNK

HS21040308-01MS 04/14/21 01:40:58 pm 31590 0.08

Replicates 31551.4 31600.8 31598.5 31607.5

5.410UNK

CCV 04/14/21 01:42:41 pm 28846 2.27

Replicates 27959.5 28771.6 29213.4 29438.2

4.940UNK

CCB 04/14/21 01:44:24 pm 98 112.49 s

Replicates 81.2 88.8 110.9 110.4

0.002UNK

HS21040308-01MSD 04/14/21 02:04:05 pm 31435 0.16

Replicates 31466.2 31463.4 31449.7 31360.4

5.390UNK

HS21040404-01 04/14/21 02:05:47 pm 178 16.49 s

Replicates 201.1 168.0 169.2 174.9

0.016UNK

HS21040404-02 04/14/21 02:07:29 pm 116 49.23 s

Replicates 108.5 98.4 124.9 133.3

0.005UNK

HS21040439-01 04/14/21 02:09:10 pm 113 130.13 s

Replicates 105.6 65.4 154.5 127.9

0.005UNK

HS21040471-01 04/14/21 02:10:51 pm 97 84.55 s

Replicates 100.7 104.1 103.1 81.1

0.002UNK
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HS21040476-01 04/14/21 02:12:32 pm 138 21.82 s

Replicates 127.7 128.9 150.7 146.1

0.009UNK

HS21040479-01 04/14/21 02:14:14 pm 111 51.29 s

Replicates 118.2 116.0 90.7 119.7

0.005UNK

HS21040489-01 04/14/21 02:15:56 pm 96 165.02 s

Replicates 67.8 105.4 99.3 113.4

0.002UNK

HS21040507-01 04/14/21 02:17:38 pm 122 4.84

Replicates 123.7 123.1 121.7 119.6

0.006UNK

HS21040507-02 04/14/21 02:19:20 pm 132 77.50 s

Replicates 139.7 102.5 104.1 180.1

0.008UNK

CCV 04/14/21 02:21:03 pm 29336 1.24

Replicates 28799.4 29424.4 29530.3 29588.8

5.020UNK

CCB 04/14/21 02:22:46 pm 69 108.78 s

Replicates 46.6 69.5 76.0 85.0

-0.003UNK

HS21040507-03 04/14/21 02:27:56 pm 64 36.48 s

Replicates 58.2 58.5 65.8 73.8

-0.003UNK

HS21040521-01 04/14/21 02:29:39 pm 88 411.87 s

Replicates 73.9 81.1 87.3 110.6

0.001UNK

HS21040522-01 04/14/21 02:31:21 pm 831722.76 s

Replicates 106.0 37.7 100.2 86.2

0.000UNK

HS21040533-01 04/14/21 02:33:04 pm 69 128.52 s

Replicates 60.7 77.4 45.9 91.6

-0.003UNK

HS21040533-02 04/14/21 02:34:45 pm 121 64.14 s

Replicates 98.0 152.7 123.8 109.8

0.006UNK

HS21040533-03 04/14/21 02:36:27 pm 1 20.16

Replicates -23.7 7.5 4.2 14.9

-0.014UNK

HS21040533-04 04/14/21 02:38:08 pm 9 28.44

Replicates 31.8 -1.4 -14.8 22.1

-0.013UNK

HS21040533-05 04/14/21 02:39:50 pm 68 167.90 s

Replicates 80.2 100.4 50.9 42.0

-0.003UNK

MBLK-164597 04/14/21 02:41:31 pm 73 87.74 s

Replicates 68.9 62.7 72.8 86.7

-0.002UNK

LCS-164597 04/14/21 02:43:13 pm 95 110.25 s

Replicates 92.0 82.5 111.8 95.5

0.002UNK

CCV 04/14/21 02:44:56 pm 27650 3.84

Replicates 26407.9 27245.9 28087.7 28857.4

4.740UNK

CCB 04/14/21 02:46:39 pm 97 115.35 s

Replicates 94.1 89.2 118.4 86.4

0.002UNK
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HS21040152-01 04/14/21 02:52:54 pm 29099 1.59

Replicates 28577.2 28915.1 29249.9 29653.6

4.980UNK

HS21040152-01MS 04/14/21 02:54:36 pm 148 47.09 s

Replicates 126.6 119.9 164.2 182.9

0.011UNK

HS21040152-01MSD 04/14/21 02:56:19 pm 34385 2.36

Replicates 33469.9 34037.0 34701.3 35333.3

5.890UNK

MBLKP1-164597 04/14/21 02:59:17 pm 118 39.86 s

Replicates 99.6 118.1 131.2 122.7

0.006UNK

LCS-164597 04/14/21 03:00:58 pm 27538 0.46

Replicates 27651.1 27625.3 27496.0 27378.5

4.720UNK

HS21040152-01 04/14/21 03:02:40 pm 113 40.65 s

Replicates 119.4 116.0 95.8 121.0

0.005UNK

HS21040152-01MS 04/14/21 03:04:23 pm 27517 1.19

Replicates 27893.2 27626.9 27427.6 27121.4

4.710UNK

HS21040152-01MSD 04/14/21 03:06:05 pm 36271 1.21

Replicates 36770.8 36437.4 36128.0 35747.5

6.220UNK

HS21040152-01MS 04/14/21 03:11:23 pm 30105 0.52

Replicates 30273.4 30180.1 30050.9 29915.1

5.160UNK

HS21040152-01MSD 04/14/21 03:13:47 pm 31782 0.40

Replicates 31902.0 31864.4 31735.2 31627.1

5.440UNK

CCV 04/14/21 03:15:49 pm 30538 0.22

Replicates 30462.8 30610.7 30575.9 30502.4

5.230UNK

CCB 04/14/21 03:17:32 pm 93 188.67 s

Replicates 94.9 69.9 104.8 101.1

0.001UNK

MBLK-164604 04/14/21 03:21:23 pm 58 105.01 s

Replicates 33.5 35.0 81.6 82.3

-0.005UNK

LCS-164604 04/14/21 03:23:06 pm 32142 0.12

Replicates 32148.4 32192.3 32116.3 32112.5

5.510UNK

HS21040109-04 04/14/21 03:24:47 pm 464 5.17 s

Replicates 458.1 467.3 489.5 442.5

0.065UNK

HS21040109-04MS 04/14/21 03:26:29 pm 30206 0.21

Replicates 30129.8 30277.9 30231.7 30184.5

5.170UNK

HS21040109-04MSD 04/14/21 03:28:11 pm 30980 0.09

Replicates 30976.6 31018.2 30957.1 30968.4

5.310UNK

HS21040329-09 04/14/21 03:29:52 pm 541 5.52 s

Replicates 525.5 514.5 554.0 569.2

0.078UNK

HS21040329-10 04/14/21 03:31:34 pm 168 10.91 s

Replicates 160.8 159.6 174.0 177.6

0.014UNK
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HS21040329-11 04/14/21 03:33:16 pm 319 12.34 s

Replicates 283.4 329.6 351.7 311.1

0.040UNK

HS21040329-12 04/14/21 03:34:58 pm 321 6.42 s

Replicates 334.8 329.0 300.1 319.8

0.041UNK

HS21040109-05 04/14/21 03:36:39 pm 254 6.34 s

Replicates 246.7 270.1 250.2 249.4

0.029UNK

CCV 04/14/21 03:38:22 pm 30335 0.08

Replicates 30310.8 30370.0 30326.0 30335.0

5.200UNK

CCB 04/14/21 03:40:06 pm 103 80.44 s

Replicates 106.2 100.6 84.9 122.1

0.003UNK

HS21040109-06 04/14/21 03:42:31 pm 337 9.70 s

Replicates 366.6 308.7 328.5 344.0

0.043UNK

HS21040109-07 04/14/21 03:44:13 pm 180 18.91 s

Replicates 176.4 168.8 206.3 167.8

0.016UNK

HS21040109-08 04/14/21 03:45:56 pm 157 15.85 s

Replicates 174.3 152.9 153.2 148.6

0.013UNK

HS21040109-09 04/14/21 03:47:38 pm 194 12.39 s

Replicates 183.0 198.1 211.4 183.4

0.019UNK

HS21040109-10 04/14/21 03:49:20 pm 118 45.94 s

Replicates 109.3 106.0 139.7 115.2

0.006UNK

HS21040109-11 04/14/21 03:51:02 pm 193 7.54 s

Replicates 185.2 187.2 202.7 196.5

0.019UNK

HS21040109-12 04/14/21 03:52:44 pm 271 7.18 s

Replicates 290.2 266.9 258.4 270.3

0.032UNK

HS21040109-13 04/14/21 03:54:26 pm 239 13.94 s

Replicates 213.4 250.6 229.3 261.4

0.026UNK

HS21040109-14 04/14/21 03:56:07 pm 293 6.93 s

Replicates 281.0 297.6 282.0 311.5

0.036UNK

HS21040109-15 04/14/21 03:57:49 pm 117 64.05 s

Replicates 91.3 132.7 109.1 136.1

0.006UNK

CCV 04/14/21 03:59:32 pm 30373 0.19

Replicates 30306.7 30447.7 30374.2 30362.2

5.200UNK

CCB 04/14/21 04:01:15 pm 95 236.12 s

Replicates 86.9 120.8 111.3 62.7

0.002UNK

HS21040109-16 04/14/21 04:04:32 pm 99 136.91 s

Replicates 96.7 128.6 86.1 85.3

0.003UNK

HS21040109-17 04/14/21 04:06:14 pm 195 26.39 s

Replicates 170.1 182.2 237.2 191.9

0.019UNK
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HS21040109-18 04/14/21 04:07:56 pm 110 40.07 s

Replicates 104.8 124.7 109.9 101.2

0.004UNK

HS21040109-19 04/14/21 04:09:39 pm 175 14.89 s

Replicates 154.8 184.6 180.6 178.2

0.015UNK

MBLK-164601 04/14/21 04:11:21 pm 128 47.13 s

Replicates 141.4 141.4 98.1 130.7

0.007UNK

LCS-164601 04/14/21 04:13:04 pm 31374 0.15

Replicates 31305.2 31408.8 31383.0 31400.0

5.370UNK

HS21040427-01 04/14/21 04:14:45 pm 157 31.13 s

Replicates 125.6 156.0 174.7 172.5

0.013UNK

HS21040427-01MS 04/14/21 04:16:27 pm 31379 0.06

Replicates 31375.1 31382.3 31356.8 31401.3

5.380UNK

HS21040427-01MSD 04/14/21 04:18:09 pm 31969 0.25

Replicates 31857.0 32040.3 32011.1 31969.1

5.480UNK

HS21040427-02 04/14/21 04:19:51 pm 183 32.49 s

Replicates 143.4 193.5 175.5 219.7

0.017UNK

CCV 04/14/21 04:21:34 pm 30344 0.24

Replicates 30240.8 30414.1 30373.6 30348.9

5.200UNK

CCB 04/14/21 04:23:17 pm 97 98.56 s

Replicates 93.9 80.8 106.0 109.3

0.002UNK

HS21040427-03 04/14/21 04:27:23 pm 2075 0.42

Replicates 2081.8 2063.2 2077.5 2079.3

0.342UNK

HS21040427-04 04/14/21 04:29:05 pm 958 0.71

Replicates 962.5 955.4 950.8 963.9

0.150UNK

HS21040427-05 04/14/21 04:30:47 pm 3822 4.63

Replicates 3594.4 3787.9 3921.6 3986.1

0.642UNK

HS21040427-06 04/14/21 04:32:29 pm 327 3.15

Replicates 315.8 331.5 332.3 326.8

0.042UNK

HS21040427-07 04/14/21 04:34:11 pm 12344 1.15

Replicates 12521.5 12387.2 12261.4 12204.6

2.110UNK

HS21040427-08 04/14/21 04:35:53 pm 338 7.83 s

Replicates 354.3 345.2 309.0 342.8

0.043UNK

HS21040427-09 04/14/21 04:37:36 pm 126642 0.57 O

Replicates 125593.9 126787.6 126936.8 127250.8

21.700UNK

HS21040624-01 04/14/21 04:40:55 pm 87 571.94 s

Replicates 79.0 86.9 111.4 72.1

0.001UNK

HS21040427-09 X10 04/14/21 04:42:57 pm 16754 0.22

Replicates 16770.7 16797.2 16730.4 16715.7

2.860UNK
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MBLK-164616 04/14/21 04:44:39 pm 427 6.87 s

Replicates 409.0 404.0 451.0 442.2

0.059UNK

CCV 04/14/21 04:46:22 pm 30205 0.28

Replicates 30079.5 30241.4 30256.9 30240.4

5.170UNK

CCB 04/14/21 04:48:05 pm 101 71.42 s

Replicates 97.6 87.6 102.8 116.3

0.003UNK

LCS-164616 04/14/21 04:51:09 pm 32543 0.55

Replicates 32409.6 32785.8 32567.7 32407.0

5.580UNK

HS21040408-08 04/14/21 04:52:51 pm 469 5.38 s

Replicates 439.7 473.6 474.3 488.3

0.066UNK

HS21040408-08MS 04/14/21 04:54:33 pm 30915 0.52

Replicates 31063.1 31016.3 30877.3 30704.7

5.300UNK

HS21040408-08MSD 04/14/21 04:56:15 pm 31971 0.75

Replicates 32188.0 32131.1 31903.5 31661.8

5.480UNK

HS21040408-01 04/14/21 04:57:57 pm 401 4.49

Replicates 409.9 384.0 394.9 415.2

0.054UNK

HS21040408-02 04/14/21 04:59:39 pm 655 5.76 s

Replicates 640.1 619.6 696.2 662.7

0.098UNK

HS21040408-03 04/14/21 05:01:21 pm 417 3.44

Replicates 428.2 423.4 411.4 403.1

0.057UNK

HS21040408-04 04/14/21 05:03:03 pm 363 5.66 s

Replicates 346.5 382.1 368.1 354.0

0.048UNK

HS21040408-05 04/14/21 05:04:46 pm 407 5.71 s

Replicates 390.0 393.1 416.3 428.1

0.055UNK

HS21040408-06 04/14/21 05:06:28 pm 414 6.93 s

Replicates 433.2 390.6 398.1 433.9

0.057UNK

CCV 04/14/21 05:08:11 pm 30131 0.59

Replicates 29872.4 30169.3 30260.4 30221.6

5.160UNK

CCB 04/14/21 05:09:54 pm 74 192.97 s

Replicates 96.8 53.2 84.9 59.9

-0.002UNK

HS21040408-07 04/14/21 05:16:26 pm 428 5.06 s

Replicates 407.5 418.7 443.5 440.7

0.059UNK

HS21040408-09 04/14/21 05:18:09 pm 349 7.25 s

Replicates 354.0 364.8 321.1 356.3

0.045UNK

HS21040408-10 04/14/21 05:19:51 pm 399 5.36 s

Replicates 421.1 381.8 401.9 391.3

0.054UNK

MBLK-164617 04/14/21 05:27:17 pm 187 19.45 s

Replicates 161.1 209.7 190.6 187.1

0.018UNK
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LCS-164617 04/14/21 05:28:59 pm 31781 0.18

Replicates 31721.5 31856.8 31784.0 31760.8

5.440UNK

HS21040395-01 04/14/21 05:30:41 pm 394 6.88 s

Replicates 365.0 408.5 392.0 411.7

0.053UNK

HS21040395-01MS 04/14/21 05:32:24 pm 31878 0.44

Replicates 31670.7 31937.7 31929.0 31973.2

5.460UNK

HS21040395-01MSD 04/14/21 05:34:06 pm 31633 0.14

Replicates 31568.1 31661.9 31653.3 31648.8

5.420UNK

HS21040395-02 04/14/21 05:35:48 pm 406 6.87 s

Replicates 391.0 422.4 427.9 383.7

0.055UNK

HS21040395-03 04/14/21 05:37:30 pm 448 4.93

Replicates 444.0 444.7 473.5 431.0

0.063UNK

CCV 04/14/21 05:39:13 pm 30001 0.47

Replicates 29810.3 29982.9 30093.0 30116.9

5.140UNK

CCB 04/14/21 05:40:56 pm 122 34.08 s

Replicates 114.8 109.0 125.6 138.0

0.006UNK

HS21040395-04 04/14/21 05:44:27 pm 465 4.98

Replicates 437.1 473.9 469.8 479.1

0.065UNK

HS21040409-01 04/14/21 05:46:10 pm 498 2.58

Replicates 499.0 485.4 496.3 511.4

0.071UNK

HS21040409-02 04/14/21 05:47:52 pm 486 6.55 s

Replicates 461.7 511.8 505.3 464.8

0.069UNK

HS21040409-03 04/14/21 05:49:35 pm 521 1.48

Replicates 522.2 520.3 528.9 513.3

0.075UNK

HS21040409-04 04/14/21 05:51:17 pm 655 3.28

Replicates 631.7 677.2 659.0 652.8

0.098UNK

HS21040499-01 04/14/21 05:53:00 pm 356 6.68 s

Replicates 373.6 356.2 364.7 331.4

0.047UNK

HS21040499-02 04/14/21 05:54:42 pm 427 4.81

Replicates 414.1 447.9 433.4 413.9

0.059UNK

HS21040499-03 04/14/21 05:56:25 pm 390 5.20 s

Replicates 367.3 389.2 401.4 400.7

0.052UNK

HS21040499-04 04/14/21 05:58:07 pm 444 3.21

Replicates 459.0 431.0 441.8 444.3

0.062UNK

HS21040559-01 04/14/21 05:59:49 pm 415 8.04 s

Replicates 427.9 446.4 387.9 399.6

0.057UNK

CCV 04/14/21 06:01:32 pm 29591 0.82

Replicates 29227.7 29723.7 29710.2 29703.0

5.070UNK
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CCB 04/14/21 06:03:15 pm 137 26.67 s

Replicates 121.1 130.9 144.9 152.7

0.009UNK

HS21040559-02 04/14/21 06:05:28 pm 360 9.41 s

Replicates 366.5 323.0 384.0 365.4

0.047UNK

HS21040559-03 04/14/21 06:07:10 pm 379 4.58

Replicates 367.7 398.3 373.0 375.8

0.051UNK

HS21040559-04 04/14/21 06:08:53 pm 452 2.75

Replicates 442.2 448.1 450.2 465.9

0.063UNK

CCV 04/14/21 06:13:06 pm 29670 0.69

Replicates 29362.3 29755.6 29787.6 29773.4

5.080UNK

CCB 04/14/21 06:14:49 pm 130 71.19 s

Replicates 102.8 124.1 176.1 115.4

0.008UNK
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Calibration for 301_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 294CALB.d CAL BLK 4/14/2021 11:11:55 PM

2 295CALS.d 2/10/200 4/14/2021 11:13:54 PM

3 296CALS.d 5/25/500 4/14/2021 11:15:53 PM

4 297CALS.d 10/50/100 4/14/2021 11:17:52 PM

5 298CALS.d 100/500/10K 4/14/2021 11:19:49 PM

6 299CALS.d 200/1000/20K 4/14/2021 11:21:40 PM
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Calibration for 301_ICV.d

y = 0.0144 * x  + 0.0564

R =  1.0000

DL = 0.1808

BEC = 3.928

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 1.4141E-005

R =  0.9999

DL = 0.00386

BEC = 0.00387

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0022 * x  + 0.0148

R =  1.0000

DL = 0.3472

BEC = 6.642

Weight: <None>

Min Conc: <None>

y = 0.0015 * x  + 0.1714

R =  1.0000

DL = 4.853

BEC = 112.1

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 8.9568E-004 * x  + 0.0019

R =  1.0000

DL = 0.4196

BEC = 2.172

Weight: <None>

Min Conc: <None>

y = 0.0066 * x  + 0.0201

R =  0.9999

DL = 0.6311

BEC = 3.043

Weight: <None>

Min Conc: <None>

Page 4 4/15/2021 8:27:09 AMPage 434 of 723

01037840



Calibration for 301_ICV.d

y = 5.4520E-004 * x  + 0.0016

R =  1.0000

DL = 0.298

BEC = 2.886

Weight: <None>

Min Conc: <None>

y = 0.0031 * x  + 0.1682

R =  0.9995

DL = 3.897

BEC = 54

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 3.0340E-004 * x  + 0.0061

R =  1.0000

DL = 0.1309

BEC = 20.26

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0607

R =  1.0000

DL = 3.599

BEC = 56.3

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 3.3422E-006 * x  + 3.3419E-005

R =  1.0000

DL = 7.688

BEC = 9.999

Weight: <None>

Min Conc: <None>

y = 0.0235 * x  + 0.0091

R =  1.0000

DL = 0.03155

BEC = 0.3875

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 5.8271E-005 * x  + 8.5918E-004

R =  0.9999

DL = 4.234

BEC = 14.74

Weight: <None>

Min Conc: <None>

y = 3.3603E-004 * x  + 2.7814E-005

R =  1.0000

DL = 0.04336

BEC = 0.08277

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0092 * x  + 0.0023

R =  1.0000

DL = 0.03951

BEC = 0.2485

Weight: <None>

Min Conc: <None>

y = 0.0094 * x  + 0.0060

R =  1.0000

DL = 0.03925

BEC = 0.6451

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0110 * x  + 0.0027

R =  0.9999

DL = 0.06729

BEC = 0.2472

Weight: <None>

Min Conc: <None>

y = 0.0082 * x  + 4.9502E-004

R =  0.9999

DL = 0.03011

BEC = 0.06064

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0096 * x  + 0.0293

R =  1.0000

DL = 0.2261

BEC = 3.059

Weight: <None>

Min Conc: <None>

y = 0.0159 * x  + 4.1876E-005

R =  0.9999

DL = 0.004285

BEC = 0.002633

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0023 * x  + 2.5017E-004

R =  1.0000

DL = 0.05491

BEC = 0.1107

Weight: <None>

Min Conc: <None>

y = 0.0039 * x  + 2.1102E-004

R =  1.0000

DL = 0.03728

BEC = 0.05417

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0056 * x  + 0.0022

R =  1.0000

DL = 0.03253

BEC = 0.4

Weight: <None>

Min Conc: <None>

y = 0.0107 * x  + 0.0012

R =  1.0000

DL = 0.005692

BEC = 0.1098

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0015 * x  + 7.8555E-004

R =  1.0000

DL = 0.07305

BEC = 0.5106

Weight: <None>

Min Conc: <None>

y = 0.0020 * x  + 9.6480E-004

R =  1.0000

DL = 0.08536

BEC = 0.4882

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0015 * x  + 1.3544E-004

R =  1.0000

DL = 0.02958

BEC = 0.09051

Weight: <None>

Min Conc: <None>

y = 7.3620E-005 * x  + 0.3451

R =  0.9104

DL = 280.7

BEC = 4687

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 6.6129E-005 * x  + 0.3421

R =  0.7924

DL = 128.4

BEC = 5173

Weight: <None>

Min Conc: <None>

y = 7.3111E-005 * x  + 0.0025

R =  0.9998

DL = 2.739

BEC = 34.6

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 4.1256E-005 * x  + 3.9055E-005

R =  1.0000

DL = 1.303

BEC = 0.9466

Weight: <None>

Min Conc: <None>

y = 2.3597E-004 * x  + 0.0038

R =  1.0000

DL = 1.403

BEC = 16.2

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 1.4184E-004 * x  + 1.6226E-004

R =  1.0000

DL = 0.308

BEC = 1.144

Weight: <None>

Min Conc: <None>

y = 9.7636E-005 * x  - 2.9257E-005

R =  0.9998

DL = 1.136

BEC = -0.2997

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 6.6348E-005 * x  + 3.1116E-004

R =  1.0000

DL = 1.357

BEC = 4.69

Weight: <None>

Min Conc: <None>

y = 0.0126 * x  + 0.0011

R =  1.0000

DL = 0.005141

BEC = 0.09062

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0026 * x  + 7.0326E-005

R =  0.9999

DL = 0.006363

BEC = 0.02725

Weight: <None>

Min Conc: <None>

y = 0.0066 * x  + 8.1867E-005

R =  1.0000

DL = 0.008759

BEC = 0.01236

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0014 * x  + 4.0287E-006

R =  1.0000

DL = 0.004241

BEC = 0.002927

Weight: <None>

Min Conc: <None>

y = 0.0043 * x  + 9.5376E-004

R =  0.9995

DL = 0.01989

BEC = 0.2199

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0050 * x  + 0.0011

R =  1.0000

DL = 0.03105

BEC = 0.2201

Weight: <None>

Min Conc: <None>

y = 0.0071 * x  + 3.3370E-004

R =  1.0000

DL = 0.004445

BEC = 0.04709

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0116 * x  + 5.3672E-004

R =  1.0000

DL = 0.0118

BEC = 0.04637

Weight: <None>

Min Conc: <None>

y = 0.0021 * x  + 1.3267E-004

R =  1.0000

DL = 0.03014

BEC = 0.06196

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 2.1000E-006 * x  + 3.5068E-004

R =  0.9518

DL = 23.8

BEC = 167

Weight: <None>

Min Conc: <None>

y = 4.0946E-006 * x  + 0.0011

R =  0.8935

DL = 61.45

BEC = 269.4

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0054 * x  + 2.9983E-005

R =  1.0000

DL = 0.002868

BEC = 0.00553

Weight: <None>

Min Conc: <None>

y = 0.0127 * x  + 5.8973E-005

R =  0.9999

DL = 0.003014

BEC = 0.004657

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0049 * x  + 4.3531E-005

R =  1.0000

DL = 0.005095

BEC = 0.008882

Weight: <None>

Min Conc: <None>

y = 0.0044 * x  + 4.4132E-005

R =  1.0000

DL = 0.002876

BEC = 0.009968

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d

y = 0.0197 * x  + 1.7260E-004

R =  1.0000

DL = 0.001633

BEC = 0.008746

Weight: <None>

Min Conc: <None>

y = 0.0205 * x  + 9.9976E-006

R =  0.9998

DL = 0.0004936

BEC = 0.0004871

Weight: <None>

Min Conc: <None>
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Calibration for 301_ICV.d
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Calibration for 301_ICV.d
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Calibration for 301_ICV.d

Page 30 4/15/2021 8:27:18 AMPage 460 of 723
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Calibration for 227_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 220CALB.d CAL BLK 4/14/2021 8:33:54 PM

2 221CALS.d 2/10/200 4/14/2021 8:35:53 PM

3 222CALS.d 5/25/500 4/14/2021 8:37:52 PM

4 223CALS.d 10/50/100 4/14/2021 8:39:50 PM

5 224CALS.d 100/500/10K 4/14/2021 8:41:48 PM

6 225CALS.d 200/1000/20K 4/14/2021 8:43:38 PM
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Calibration for 227_ICV.d

y = 0.0144 * x  + 0.0577

R =  1.0000

DL = 0.1288

BEC = 3.997

Weight: <None>

Min Conc: <None>

y = 0.0035 * x  + 6.7386E-006

R =  0.9999

DL = 0.007944

BEC = 0.001916

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0021 * x  + 0.0104

R =  0.9999

DL = 0.2571

BEC = 5.018

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1054

R =  1.0000

DL = 1.141

BEC = 67.48

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 9.2564E-004 * x  + 0.0018

R =  1.0000

DL = 0.2218

BEC = 1.922

Weight: <None>

Min Conc: <None>

y = 0.0069 * x  + 0.0205

R =  0.9999

DL = 0.1768

BEC = 2.971

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 5.7720E-004 * x  + 0.0016

R =  1.0000

DL = 0.2583

BEC = 2.747

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 0.1801

R =  0.9970

DL = 1.893

BEC = 54.19

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 3.1211E-004 * x  + 0.0065

R =  1.0000

DL = 0.9628

BEC = 20.8

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0623

R =  1.0000

DL = 4.224

BEC = 56.65

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 3.3804E-006 * x  + 3.2326E-005

R =  0.9999

DL = 4.319

BEC = 9.563

Weight: <None>

Min Conc: <None>

y = 0.0243 * x  + 0.0109

R =  1.0000

DL = 0.01868

BEC = 0.4472

Weight: <None>

Min Conc: <None>

Page 7 4/15/2021 8:26:35 AMPage 467 of 723
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Calibration for 227_ICV.d

y = 5.8941E-005 * x  + 8.4387E-004

R =  0.9999

DL = 2.349

BEC = 14.32

Weight: <None>

Min Conc: <None>

y = 3.4067E-004 * x  + 3.2262E-005

R =  1.0000

DL = 0.1159

BEC = 0.0947

Weight: <None>

Min Conc: <None>

Page 8 4/15/2021 8:26:35 AMPage 468 of 723

01037874



Calibration for 227_ICV.d

y = 0.0093 * x  + 0.0031

R =  0.9998

DL = 0.0237

BEC = 0.3378

Weight: <None>

Min Conc: <None>

y = 0.0095 * x  + 0.0067

R =  1.0000

DL = 0.06229

BEC = 0.7074

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0108 * x  + 0.0026

R =  0.9999

DL = 0.01875

BEC = 0.2438

Weight: <None>

Min Conc: <None>

y = 0.0083 * x  + 6.5533E-004

R =  0.9994

DL = 0.03786

BEC = 0.07898

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0097 * x  + 0.0299

R =  1.0000

DL = 0.2844

BEC = 3.089

Weight: <None>

Min Conc: <None>

y = 0.0156 * x  + 9.1085E-005

R =  1.0000

DL = 0.006356

BEC = 0.00584

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0023 * x  + 1.5395E-004

R =  1.0000

DL = 0.01794

BEC = 0.06666

Weight: <None>

Min Conc: <None>

y = 0.0038 * x  + 2.3553E-004

R =  1.0000

DL = 0.04716

BEC = 0.06169

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0057 * x  + 6.2293E-004

R =  1.0000

DL = 0.01819

BEC = 0.1091

Weight: <None>

Min Conc: <None>

y = 0.0106 * x  + 0.0011

R =  0.9999

DL = 0.009311

BEC = 0.1079

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0015 * x  + 7.3917E-004

R =  1.0000

DL = 0.07371

BEC = 0.4837

Weight: <None>

Min Conc: <None>

y = 0.0020 * x  + 0.0010

R =  1.0000

DL = 0.03583

BEC = 0.5106

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0015 * x  + 1.8602E-004

R =  0.9999

DL = 0.07206

BEC = 0.1252

Weight: <None>

Min Conc: <None>

y = 7.2139E-005 * x  + 0.3395

R =  0.9343

DL = 56.98

BEC = 4706

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 8.5259E-005 * x  + 0.3373

R =  0.7597

DL = 65.86

BEC = 3956

Weight: <None>

Min Conc: <None>

y = 7.5230E-005 * x  + 0.0034

R =  0.9999

DL = 9.199

BEC = 44.89

Weight: <None>

Min Conc: <None>

Page 16 4/15/2021 8:26:38 AMPage 476 of 723

01037882



Calibration for 227_ICV.d

y = 4.1994E-005 * x  + 4.9937E-005

R =  0.9999

DL = 1.582

BEC = 1.189

Weight: <None>

Min Conc: <None>

y = 2.3407E-004 * x  + 0.0040

R =  1.0000

DL = 2.295

BEC = 17.02

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 1.4031E-004 * x  + 1.7783E-004

R =  1.0000

DL = 0.7967

BEC = 1.267

Weight: <None>

Min Conc: <None>

y = 9.6958E-005 * x  + 1.3129E-005

R =  0.9999

DL = 0.6046

BEC = 0.1354

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 6.6396E-005 * x  + 3.0920E-004

R =  1.0000

DL = 4.384

BEC = 4.657

Weight: <None>

Min Conc: <None>

y = 0.0128 * x  + 0.0011

R =  0.9999

DL = 0.01288

BEC = 0.08802

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0026 * x  + 1.5559E-005

R =  0.9997

DL = 0.00667

BEC = 0.005943

Weight: <None>

Min Conc: <None>

y = 0.0067 * x  + 8.9210E-005

R =  1.0000

DL = 0.007618

BEC = 0.01329

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0014 * x  + 1.5045E-006

R =  0.9998

DL = 0.0028

BEC = 0.001078

Weight: <None>

Min Conc: <None>

y = 0.0043 * x  + 8.7841E-004

R =  1.0000

DL = 0.003509

BEC = 0.2027

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0049 * x  + 0.0010

R =  0.9995

DL = 0.03364

BEC = 0.2059

Weight: <None>

Min Conc: <None>

y = 0.0070 * x  + 0.0010

R =  1.0000

DL = 0.007425

BEC = 0.1453

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0118 * x  + 0.0014

R =  0.9997

DL = 0.01174

BEC = 0.1198

Weight: <None>

Min Conc: <None>

y = 0.0022 * x  + 1.5505E-004

R =  0.9998

DL = 0.02389

BEC = 0.07088

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 1.4565E-006 * x  + 1.9150E-004

R =  0.9733

DL = 57.82

BEC = 131.5

Weight: <None>

Min Conc: <None>

y = 3.6740E-006 * x  + 5.1432E-004

R =  0.9603

DL = 108.2

BEC = 140

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0054 * x  + 2.3162E-005

R =  1.0000

DL = 0.003287

BEC = 0.004253

Weight: <None>

Min Conc: <None>

y = 0.0130 * x  + 5.9645E-005

R =  1.0000

DL = 0.0005641

BEC = 0.004599

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0049 * x  + 5.2982E-005

R =  1.0000

DL = 0.004678

BEC = 0.01085

Weight: <None>

Min Conc: <None>

y = 0.0044 * x  + 5.0731E-005

R =  0.9998

DL = 0.00232

BEC = 0.01162

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0195 * x  + 2.4314E-004

R =  1.0000

DL = 0.00206

BEC = 0.01246

Weight: <None>

Min Conc: <None>

y = 0.0202 * x  + 6.7061E-006

R =  0.9998

DL = 0.0003272

BEC = 0.0003326

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d
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Calibration for 227_ICV.d
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Calibration for 227_ICV.d
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Calibration for 017_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 010CALB.d CAL BLK 4/14/2021 10:39:20 AM

2 011CALS.d 2/10/200 4/14/2021 10:41:19 AM

3 012CALS.d 5/25/500 4/14/2021 10:43:18 AM

4 013CALS.d 10/50/100 4/14/2021 10:45:16 AM

5 014CALS.d 100/500/10K 4/14/2021 10:47:14 AM

6 015CALS.d 200/1000/20K 4/14/2021 10:49:06 AM
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Calibration for 017_ICV.d

y = 0.0135 * x  + 0.0578

R =  1.0000

DL = 0.1023

BEC = 4.284

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 2.1348E-005

R =  1.0000

DL = 0.002835

BEC = 0.006455

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0018 * x  + 0.0212

R =  1.0000

DL = 0.7195

BEC = 11.88

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1249

R =  1.0000

DL = 6.103

BEC = 80.21

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 9.2016E-004 * x  + 0.0019

R =  1.0000

DL = 0.6582

BEC = 2.076

Weight: <None>

Min Conc: <None>

y = 0.0068 * x  + 0.0192

R =  0.9997

DL = 0.1357

BEC = 2.81

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 5.7002E-004 * x  + 0.0016

R =  0.9997

DL = 0.5366

BEC = 2.837

Weight: <None>

Min Conc: <None>

y = 0.0032 * x  + 0.1978

R =  0.9946

DL = 1.881

BEC = 61.33

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.1373E-004 * x  + 0.0073

R =  1.0000

DL = 1.202

BEC = 23.2

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0721

R =  1.0000

DL = 4.045

BEC = 65.81

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.3137E-006 * x  + 5.2571E-005

R =  1.0000

DL = 25.37

BEC = 15.86

Weight: <None>

Min Conc: <None>

y = 0.0225 * x  + 0.0373

R =  1.0000

DL = 0.03764

BEC = 1.658

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 5.8154E-005 * x  + 0.0016

R =  0.9999

DL = 2.944

BEC = 28.12

Weight: <None>

Min Conc: <None>

y = 3.3369E-004 * x  + 1.4014E-005

R =  0.9999

DL = 0.05594

BEC = 0.042

Weight: <None>

Min Conc: <None>

Page 8 4/15/2021 8:21:52 AMPage 498 of 723

01037904



Calibration for 017_ICV.d

y = 0.0090 * x  + 0.0016

R =  0.9999

DL = 0.01443

BEC = 0.1748

Weight: <None>

Min Conc: <None>

y = 0.0090 * x  + 0.0056

R =  0.9999

DL = 0.05614

BEC = 0.6254

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0106 * x  + 0.0030

R =  0.9999

DL = 0.02654

BEC = 0.2859

Weight: <None>

Min Conc: <None>

y = 0.0080 * x  + 9.0522E-004

R =  0.9997

DL = 0.03048

BEC = 0.1127

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0093 * x  + 0.0291

R =  1.0000

DL = 0.4093

BEC = 3.133

Weight: <None>

Min Conc: <None>

y = 0.0148 * x  + 1.2223E-004

R =  0.9997

DL = 0.001001

BEC = 0.008237

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0022 * x  + 1.8217E-004

R =  1.0000

DL = 0.05022

BEC = 0.08269

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 2.7232E-004

R =  1.0000

DL = 0.06071

BEC = 0.07406

Weight: <None>

Min Conc: <None>

Page 12 4/15/2021 8:21:54 AMPage 502 of 723

01037908



Calibration for 017_ICV.d

y = 0.0054 * x  + 9.9413E-004

R =  0.9999

DL = 0.02943

BEC = 0.1828

Weight: <None>

Min Conc: <None>

y = 0.0100 * x  + 0.0015

R =  1.0000

DL = 0.0805

BEC = 0.1502

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0014 * x  + 7.7859E-004

R =  1.0000

DL = 0.1925

BEC = 0.545

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 9.6700E-004

R =  1.0000

DL = 0.1429

BEC = 0.5122

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0015 * x  + 2.1898E-004

R =  1.0000

DL = 0.05708

BEC = 0.1493

Weight: <None>

Min Conc: <None>

y = 8.2916E-005 * x  + 0.3374

R =  0.9608

DL = 53.44

BEC = 4070

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.6612E-005 * x  + 0.3545

R =  0.9248

DL = 108.8

BEC = 9684

Weight: <None>

Min Conc: <None>

y = 6.6773E-005 * x  + 0.0023

R =  0.9999

DL = 1.763

BEC = 34.13

Weight: <None>

Min Conc: <None>

Page 16 4/15/2021 8:21:55 AMPage 506 of 723

01037912



Calibration for 017_ICV.d

y = 3.9397E-005 * x  + 4.1755E-005

R =  0.9999

DL = 2.069

BEC = 1.06

Weight: <None>

Min Conc: <None>

y = 2.0909E-004 * x  + 0.0041

R =  1.0000

DL = 2.307

BEC = 19.62

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.3490E-004 * x  + 2.0042E-004

R =  1.0000

DL = 0.3359

BEC = 1.486

Weight: <None>

Min Conc: <None>

y = 8.6006E-005 * x  - 2.8097E-005

R =  1.0000

DL = 0.6481

BEC = -0.3267

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 6.3065E-005 * x  + 4.0517E-004

R =  0.9996

DL = 2.02

BEC = 6.425

Weight: <None>

Min Conc: <None>

y = 0.0117 * x  + 0.0010

R =  1.0000

DL = 0.0166

BEC = 0.08892

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0023 * x  + 3.4981E-005

R =  1.0000

DL = 0.01177

BEC = 0.015

Weight: <None>

Min Conc: <None>

y = 0.0062 * x  + 4.0082E-004

R =  0.9998

DL = 0.04568

BEC = 0.06498

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0012 * x  + 2.7570E-006

R =  1.0000

DL = 9.226E-05

BEC = 0.002232

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 0.0013

R =  0.9973

DL = 0.06262

BEC = 0.3384

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 0.0014

R =  0.9986

DL = 0.08739

BEC = 0.3134

Weight: <None>

Min Conc: <None>

y = 0.0063 * x  + 0.0017

R =  1.0000

DL = 0.02578

BEC = 0.2765

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0098 * x  + 0.0027

R =  1.0000

DL = 0.03056

BEC = 0.2766

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 8.1887E-005

R =  0.9999

DL = 0.02169

BEC = 0.04217

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.1139E-006 * x  + 1.8205E-004

R =  0.9891

DL = 56.81

BEC = 163.4

Weight: <None>

Min Conc: <None>

y = 2.6670E-006 * x  + 5.7331E-004

R =  0.9776

DL = 84.04

BEC = 215

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0050 * x  + 1.5365E-004

R =  0.9997

DL = 0.0207

BEC = 0.0307

Weight: <None>

Min Conc: <None>

y = 0.0118 * x  + 3.2522E-004

R =  0.9999

DL = 0.006895

BEC = 0.02758

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 1.1846E-004

R =  1.0000

DL = 0.0142

BEC = 0.02667

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 1.3772E-004

R =  1.0000

DL = 0.01546

BEC = 0.03476

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0179 * x  + 5.5253E-004

R =  1.0000

DL = 0.005153

BEC = 0.03093

Weight: <None>

Min Conc: <None>

y = 0.0183 * x  + 3.3576E-005

R =  0.9999

DL = 0.0005311

BEC = 0.001834

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration Blank Report
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205
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66

27

11

75

44

23
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39

55

9

51

52
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78

118

Pb

U

Ca

Sb

Ti

Cu

Mo

Sn

Sb

Ba

Tl

Tl

Al

Si

P

Ag

Cd

Sr

Co

Ni

Cu

Zn

Al

B

As

Ca

Na

Mg

K

Mn

Be

V

Cr

Fe

Se

Sn

Dilution 1

Comment

QC Analyte Table

Name

Li

Mass

7

Tune Step

1

Acq Date Time 2021-04-14T10:39:20-05:00

Sample Type CalBlk

Level 1

Sample Table

Sample Name CAL BLK

Data File Name 010CALB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Calibration Blank Report

1640019

954225

%RSD

0.84

1.16

Tune Mode

No Gas

He

Mass

6

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS
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Calibration Blank Report

1.58

Name Mass Tune Step Tune Mode CPS %RSD

3111700

3627635

3576963

0.45

1.38

1

1

1

No Gas

No Gas

No Gas

Ge

In

Bi

72

115

209
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

99.50

Ref CPS

1640019

%RSD

1.24

CPS

1631859

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00
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0.01
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0.01
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No Gas
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No Gas
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He
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1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43
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63

Tune Step

1

2

2

2

2

2
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205
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208
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118

63

66

27

11

27
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23
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Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:41:19-05:00

Sample Type CalStd

Level 2

Sample Table

Sample Name 2/10/200

Data File Name 011CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Calibration Standard Report
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

97.97

Ref CPS

1640019

%RSD

0.80

CPS

1606799

Tune Mode

No Gas

Tune Step
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0.00
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238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:43:18-05:00

Sample Type CalStd

Level 3

Sample Table

Sample Name 5/25/500

Data File Name 012CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Calibration Standard Report

120

120

120

120

70

70

70

70

99.76

99.56

101.24

100.40

954225

3111700

3627635

3576963

0.98

1.40

0.99

1.73

951927

3097941

3672627

3591220

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi

Page 2 of 2 Printed at: 10:44 AM on:4/14/2021
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

98.79

Ref CPS

1640019

%RSD

0.28

CPS

1620141

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.05

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.01

0.08

0.00

0.02

0.00

0.00

0.00

0.00

0.00

3324

94945

176781

%RSD

0.00

0.00

0.00

0.00

0.19

0.00

193245

70709

386287

163757

611148

612812

71715

232504

45285

425200

85392

197203

97082

18960

6752

173150

266625

1140541

1625048

917178

1139912

74516

141111

35704

No Gas

CPS

51658

82386

100141

8915999

1434

99844

13872

57008

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:45:16-05:00

Sample Type CalStd

Level 4

Sample Table

Sample Name 10/50/100

Data File Name 013CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:46 AM on:4/14/2021
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Calibration Standard Report

120

120

120

120

70

70

70

70

99.22

99.71

101.11

100.05

954225

3111700

3627635

3576963

0.80

0.75

1.65

3.28

946815

3102776

3667987

3578613

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

95.64

Ref CPS

1640019

%RSD

0.28

CPS

1568551

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.00

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

31600

921090

1699352

%RSD

0.00

0.00

0.00

0.00

0.01

0.00

1936602

683924

4040861

1676894

6239768

6235512

497021

2292971

443345

4194101

841814

1620707

929898

178360

57261

1435297

2241314

6396122

14690519

8603562

10291413

726167

1447477

349476

No Gas

CPS

519012

821687

972081

86496739

12892

811192

136025

535721

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:47:14-05:00

Sample Type CalStd

Level 5

Sample Table

Sample Name 100/500/10K

Data File Name 014CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:48 AM on:4/14/2021
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Calibration Standard Report

120

120

120

120

70

70

70

70

98.47

98.38

99.49

97.62

954225

3111700

3627635

3576963

0.61

0.74

1.74

1.87

939636

3061385

3609260

3491766

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

93.89

Ref CPS

1640019

%RSD

1.44

CPS

1539892

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.00

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

60835

1947743

3264807

%RSD

0.00

0.00

0.00

0.00

0.00

0.00

3768748

1391832

8092962

3454283

12206268

12584739

969663

4362586

880806

8318955

1748007

2749982

1844696

348349

105364

2779754

4135298

9889098

28817861

16958673

20264162

1493981

2705816

675201

No Gas

CPS

1022964

1662330

1960899

171303464

25004

1443663

271198

1078050

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:49:06-05:00

Sample Type CalStd

Level 6

Sample Table

Sample Name 200/1000/20K

Data File Name 015CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:50 AM on:4/14/2021
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Calibration Standard Report

120

120

120

120

70

70

70

70

96.46

96.81

98.16

95.51

954225

3111700

3627635

3576963

0.97

0.95

1.15

2.06

920415

3012517

3560942

3416516

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi
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Initial Calibration Verification (ICV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

98.54

99.60

97.84

99.89

97.25

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

3.44

0.18

0.80

0.84

2.04

CPS

1616119

950382

3044360

3623559

3478539

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

ICV Main CR1 Failed

ICV Main CR1 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

98.0

101.9

96.9

31.2

49.4

%Low

90

90

90

90

98.4

97.5

98.9

96.7

101.6

93.2

98.2

100.9

95.4

95.0

100.7

97.4

93.0

98.3

96.1

101.9

99.9

102.4

99.4

92.8

100.6

97.3

95.8

97.7

98.0

90.3

96.5

97.3

99.8

100.5

%Rec

99.2

95.0

95.0

96.3

98.1

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

500

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

1.39

0.80

2.18

1.52

7.46

Exp Value

100

100

100

100

0.54

0.43

0.55

0.41

3.06

0.67

0.24

0.67

1.10

0.26

0.23

0.40

1.08

0.81

1.03

0.47

0.68

1.39

1.10

0.53

1.35

0.36

1.06

0.71

1.74

0.68

0.20

0.53

1.58

0.90

CPS %RSD

1.40

0.42

0.65

0.59

0.57

924314

31095

1691169

25300

660

670

685676

4034853

1698292

6145405

6154849

32051

2291100

439482

4266618

839669

1375517

1923124

176171

51894

1450700

2058729

5606639

499337

8791095

10416045

709182

1418245

340278

910368

86634105

12758

687132

134674

539585

14896357

1.285

0.520

1.470

9.634

40.284

CPS

2254507

509317

810557

969921

1.487

1.593

2.427

1.833

3.196

0.601

1.003

1.457

1.574

1.079

0.660

1.135

0.931

2.661

1.889

0.449

0.546

0.900

1.105

0.375

1.531

0.535

1.196

0.785

1.667

2.140

0.215

0.567

1.404

0.906

101.938

96.947

31.202

49.387

Conc %RSD

4.907

3.467

0.763

0.770

0.747

97.534

98.884

96.686

10161.700

93.194

98.010

100.885

95.364

94.987

100.660

97.407

98.373

491.463

96.078

509.706

499.606

102.432

98.204

92.782

100.555

97.300

95.753

97.680

92.954

90.267

96.461

9734.826

9981.918

10050.644

9938.857

No Gas

No Gas

He

Conc

99.163

95.017

94.986

96.251

9814.780

98.028

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:52:56-05:00

Sample Type ICV

Dilution 1

Sample Table

Sample Name ICV

Data File Name 017_ICV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 10:53 AM on:4/14/2021
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Calibration for 017_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 010CALB.d CAL BLK 4/14/2021 10:39:20 AM

2 011CALS.d 2/10/200 4/14/2021 10:41:19 AM

3 012CALS.d 5/25/500 4/14/2021 10:43:18 AM

4 013CALS.d 10/50/100 4/14/2021 10:45:16 AM

5 014CALS.d 100/500/10K 4/14/2021 10:47:14 AM

6 015CALS.d 200/1000/20K 4/14/2021 10:49:06 AM

Page 1 4/15/2021 8:21:50 AMPage 535 of 723

01037941



Calibration for 017_ICV.d

y = 0.0135 * x  + 0.0578

R =  1.0000

DL = 0.1023

BEC = 4.284

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 2.1348E-005

R =  1.0000

DL = 0.002835

BEC = 0.006455

Weight: <None>

Min Conc: <None>

Page 2 4/15/2021 8:21:50 AMPage 536 of 723
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Calibration for 017_ICV.d

y = 0.0018 * x  + 0.0212

R =  1.0000

DL = 0.7195

BEC = 11.88

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1249

R =  1.0000

DL = 6.103

BEC = 80.21

Weight: <None>

Min Conc: <None>

Page 3 4/15/2021 8:21:50 AMPage 537 of 723
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Calibration for 017_ICV.d

y = 9.2016E-004 * x  + 0.0019

R =  1.0000

DL = 0.6582

BEC = 2.076

Weight: <None>

Min Conc: <None>

y = 0.0068 * x  + 0.0192

R =  0.9997

DL = 0.1357

BEC = 2.81

Weight: <None>

Min Conc: <None>

Page 4 4/15/2021 8:21:51 AMPage 538 of 723

01037944



Calibration for 017_ICV.d

y = 5.7002E-004 * x  + 0.0016

R =  0.9997

DL = 0.5366

BEC = 2.837

Weight: <None>

Min Conc: <None>

y = 0.0032 * x  + 0.1978

R =  0.9946

DL = 1.881

BEC = 61.33

Weight: <None>

Min Conc: <None>

Page 5 4/15/2021 8:21:51 AMPage 539 of 723
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Calibration for 017_ICV.d

y = 3.1373E-004 * x  + 0.0073

R =  1.0000

DL = 1.202

BEC = 23.2

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0721

R =  1.0000

DL = 4.045

BEC = 65.81

Weight: <None>

Min Conc: <None>

Page 6 4/15/2021 8:21:51 AMPage 540 of 723
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Calibration for 017_ICV.d

y = 3.3137E-006 * x  + 5.2571E-005

R =  1.0000

DL = 25.37

BEC = 15.86

Weight: <None>

Min Conc: <None>

y = 0.0225 * x  + 0.0373

R =  1.0000

DL = 0.03764

BEC = 1.658

Weight: <None>

Min Conc: <None>

Page 7 4/15/2021 8:21:52 AMPage 541 of 723
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Calibration for 017_ICV.d

y = 5.8154E-005 * x  + 0.0016

R =  0.9999

DL = 2.944

BEC = 28.12

Weight: <None>

Min Conc: <None>

y = 3.3369E-004 * x  + 1.4014E-005

R =  0.9999

DL = 0.05594

BEC = 0.042

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0090 * x  + 0.0016

R =  0.9999

DL = 0.01443

BEC = 0.1748

Weight: <None>

Min Conc: <None>

y = 0.0090 * x  + 0.0056

R =  0.9999

DL = 0.05614

BEC = 0.6254

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0106 * x  + 0.0030

R =  0.9999

DL = 0.02654

BEC = 0.2859

Weight: <None>

Min Conc: <None>

y = 0.0080 * x  + 9.0522E-004

R =  0.9997

DL = 0.03048

BEC = 0.1127

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0093 * x  + 0.0291

R =  1.0000

DL = 0.4093

BEC = 3.133

Weight: <None>

Min Conc: <None>

y = 0.0148 * x  + 1.2223E-004

R =  0.9997

DL = 0.001001

BEC = 0.008237

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0022 * x  + 1.8217E-004

R =  1.0000

DL = 0.05022

BEC = 0.08269

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 2.7232E-004

R =  1.0000

DL = 0.06071

BEC = 0.07406

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0054 * x  + 9.9413E-004

R =  0.9999

DL = 0.02943

BEC = 0.1828

Weight: <None>

Min Conc: <None>

y = 0.0100 * x  + 0.0015

R =  1.0000

DL = 0.0805

BEC = 0.1502

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0014 * x  + 7.7859E-004

R =  1.0000

DL = 0.1925

BEC = 0.545

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 9.6700E-004

R =  1.0000

DL = 0.1429

BEC = 0.5122

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0015 * x  + 2.1898E-004

R =  1.0000

DL = 0.05708

BEC = 0.1493

Weight: <None>

Min Conc: <None>

y = 8.2916E-005 * x  + 0.3374

R =  0.9608

DL = 53.44

BEC = 4070

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.6612E-005 * x  + 0.3545

R =  0.9248

DL = 108.8

BEC = 9684

Weight: <None>

Min Conc: <None>

y = 6.6773E-005 * x  + 0.0023

R =  0.9999

DL = 1.763

BEC = 34.13

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.9397E-005 * x  + 4.1755E-005

R =  0.9999

DL = 2.069

BEC = 1.06

Weight: <None>

Min Conc: <None>

y = 2.0909E-004 * x  + 0.0041

R =  1.0000

DL = 2.307

BEC = 19.62

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.3490E-004 * x  + 2.0042E-004

R =  1.0000

DL = 0.3359

BEC = 1.486

Weight: <None>

Min Conc: <None>

y = 8.6006E-005 * x  - 2.8097E-005

R =  1.0000

DL = 0.6481

BEC = -0.3267

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 6.3065E-005 * x  + 4.0517E-004

R =  0.9996

DL = 2.02

BEC = 6.425

Weight: <None>

Min Conc: <None>

y = 0.0117 * x  + 0.0010

R =  1.0000

DL = 0.0166

BEC = 0.08892

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0023 * x  + 3.4981E-005

R =  1.0000

DL = 0.01177

BEC = 0.015

Weight: <None>

Min Conc: <None>

y = 0.0062 * x  + 4.0082E-004

R =  0.9998

DL = 0.04568

BEC = 0.06498

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0012 * x  + 2.7570E-006

R =  1.0000

DL = 9.226E-05

BEC = 0.002232

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 0.0013

R =  0.9973

DL = 0.06262

BEC = 0.3384

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 0.0014

R =  0.9986

DL = 0.08739

BEC = 0.3134

Weight: <None>

Min Conc: <None>

y = 0.0063 * x  + 0.0017

R =  1.0000

DL = 0.02578

BEC = 0.2765

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0098 * x  + 0.0027

R =  1.0000

DL = 0.03056

BEC = 0.2766

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 8.1887E-005

R =  0.9999

DL = 0.02169

BEC = 0.04217

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.1139E-006 * x  + 1.8205E-004

R =  0.9891

DL = 56.81

BEC = 163.4

Weight: <None>

Min Conc: <None>

y = 2.6670E-006 * x  + 5.7331E-004

R =  0.9776

DL = 84.04

BEC = 215

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0050 * x  + 1.5365E-004

R =  0.9997

DL = 0.0207

BEC = 0.0307

Weight: <None>

Min Conc: <None>

y = 0.0118 * x  + 3.2522E-004

R =  0.9999

DL = 0.006895

BEC = 0.02758

Weight: <None>

Min Conc: <None>

Page 25 4/15/2021 8:21:59 AMPage 559 of 723

01037965



Calibration for 017_ICV.d

y = 0.0044 * x  + 1.1846E-004

R =  1.0000

DL = 0.0142

BEC = 0.02667

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 1.3772E-004

R =  1.0000

DL = 0.01546

BEC = 0.03476

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0179 * x  + 5.5253E-004

R =  1.0000

DL = 0.005153

BEC = 0.03093

Weight: <None>

Min Conc: <None>

y = 0.0183 * x  + 3.3576E-005

R =  0.9999

DL = 0.0005311

BEC = 0.001834

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

100.52

100.82

101.35

102.51

101.502.19

Ref CPS

1640019

954225

3111700

3627635

3576963

1648577

962082

3153678

3718745

3630638

%RSD

0.93

0.47

2.22

1.81

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

NewName Main CR1 Failed

NewName Main CR1 Failed

NewName Main CR1 Failed

200

2

2

QC Flag

2

2

2

2

200

2

2

2

2

2

2

2

2

10

2

10

10

2

200

2

2

2

2

2

2

2

2

200

200

200

LDR

2

2

2

2

200

0.00

29.00

0.01

0.31

0.01

0.43

0.01

0.00

0.01

0.00

0.01

0.00

0.00

0.03

0.00

0.02

0.00

0.01

0.03

0.01

0.04

0.06

0.02

0.00

1.56

0.05

0.11

0.07

0.01

0.01

476

%RSD

0.00

0.02

0.01

0.01

0.01

0.43

0.01

0.07

123579

123552

670

21882

657

36857

17652

49293

43121

14315

81327

33983

94919

720655

32726

47700

9100

86555

29115

7179

20305

4528

2334

80909

3006

12339

414318

186474

280696

16006

3.08

39.54

CPS

139276

10414

17942

22522

1898346

437

25044

3.64

2.13

1.83

20.27

0.56

22.98

2.30

2.02

2.26

1.93

4.82

1.25

2.99

1.82

6.90

4.61

1.29

2.20

2.10

2.02

3.61

1.30

6.25

24.82

2.78

8.04

3.73

0.59

1.63

1.97

2.004

1.967

2.069

Conc %RSD

2.71

2.49

1.94

2.58

1.65

18.04

1.873

1.840

1.875

1.858

194.338

1.926

1.979

1.907

1.940

2.991

1.908

1.941

1.420

15.623

1.591

9.530

9.877

2.014

200.528

1.958

2.031

1.955

1.963

1.980

1.879

2.897

1.981

192.408

196.255

208.576

FinalConc

1.974

1.896

1.906

1.928

209.373

1.858

194.338

1.926

2.004

1.967

2.069

2.991

1.908

1.941

1.873

1.840

1.875

9.530

9.877

2.014

1.979

1.907

1.940

1.955

1.963

1.980

1.420

15.623

1.591

192.408

196.255

208.576

200.528

1.958

2.031

No Gas

Conc

1.974

1.896

1.906

1.928

209.373

1.879

2.897

1.981

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:56:47-05:00

Sample Type LLCCV2

Dilution 1

Sample Table

Sample Name LLICV2

Data File Name 019LCV2.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 10:57 AM on:4/14/2021
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

100.70

102.88

100.45

103.42

103.552.05

Ref CPS

1640019

954225

3111700

3627635

3576963

1651549

981687

3125819

3751598

3703933

%RSD

1.68

2.71

1.28

1.34

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

NewName2 Main CR1 Failed

5

5

5

QC Flag

5

5

5

5

500

5

5

5

5

5

5

5

5

25

5

25

25

5

500

5

5

5

5

5

5

5

5

500

500

500

LDR

5

5

5

5

500

0.00

29.90

0.01

0.30

0.01

0.40

0.01

0.00

0.01

0.00

0.01

0.00

0.00

0.05

0.00

0.02

0.00

0.01

0.03

0.01

0.05

0.11

0.02

0.00

1.65

0.06

0.11

0.08

0.01

0.01

1063

%RSD

0.00

0.02

0.01

0.01

0.01

0.57

0.01

0.07

309867

306813

1843

49427

1597

88282

43746

102965

99597

35462

196856

80684

163995

885872

47552

118346

23151

213478

71624

18129

49668

10164

4094

114482

6968

28386

870785

455207

605632

38000

1.41

13.37

CPS

205409

25917

42477

51112

4563168

783

51394

0.90

2.15

1.26

5.26

2.97

6.38

1.97

1.36

1.98

2.93

3.33

2.39

2.91

4.57

7.83

9.52

2.39

1.80

1.80

3.47

3.29

3.01

3.54

5.70

0.70

2.17

2.20

4.12

2.03

2.17

4.838

5.009

4.283

Conc %RSD

3.39

3.68

3.36

3.13

3.29

0.69

4.482

4.322

4.653

4.524

551.152

4.580

4.995

4.791

4.785

6.554

4.816

4.825

4.484

26.972

4.863

26.562

25.297

5.050

497.519

4.708

4.911

4.950

4.918

4.972

4.425

6.208

4.692

469.284

489.593

502.043

FinalConc

4.931

4.723

4.655

4.641

497.795

4.524

551.152

4.580

4.838

5.009

4.283

6.554

4.816

4.825

4.482

4.322

4.653

26.562

25.297

5.050

4.995

4.791

4.785

4.950

4.918

4.972

4.484

26.972

4.863

469.284

489.593

502.043

497.519

4.708

4.911

No Gas

Conc

4.931

4.723

4.655

4.641

497.795

4.425

6.208

4.692

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:58:46-05:00

Sample Type LLCCV5

Dilution 1

Sample Table

Sample Name LLICV5

Data File Name 020LCV5.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Initial Calibration Blank (ICB) Report

QC ISTD Table

2.5

100

2.5

2.5

1

QC Flag

5

2.5

2.5

1

1

2.5

10

10

2.5

1

2.5

2.5

2.5

1

2.5

5

0.5

5

100

100

100

100

2.5

2.5

21.4

Upper Limit

0.5

0.5

2.5

2.5

100

1

2.5

2.5

33.3

6.3

16.9

26.6

11.9

91.7

7.5

43.4

3.8

4.5

19.9

31.4

3.3

2.7

1.7

0.5

34.7

21.7

16.0

31.1

10.9

1.6

8.9

1.3

2.1

10.5

14.5

1.2

9.6

1.5

2510

17

70

CPS %RSD

1.0

93.3

4.0

7.3

3.3

6.3

380

7422

3187

2540

123

43

1490

27

1203

207

5395

5358

1023

1613

36487

56853

629473

23190

533

68580

1387

103

330

1287

29051

194

2344

176

1077

100540

-228.6

-121.3

-148.1

589.4

8.4

CPS

96983

22

1738

2887

98.3

-167.8

97.3

27.0

29.5

17.5

144.8

267.6

-2786.9

34.4

-2.8

123.5

62.6

-5.8

180.7

-337.2

110.4

-24.9

-26.6

-5.8

-3.9

-22.7

45.1

-167.9

0.582

Conc %RSD

-150.0

-137.5

44.2

-152.7

-738.9

-177.7

-36.7

-41.9

0.130

0.006

0.000

-2.839

-0.021

0.008

-0.062

0.009

0.020

-0.006

0.009

0.131

0.250

-0.180

0.440

0.196

-0.001

0.003

0.059

-0.001

0.015

-0.022

0.028

-0.016

-0.016

-0.030

-9.676

-15.888

-1.498

-3.431

He

He

No Gas

Conc

-0.021

-0.003

0.018

-0.014

-0.015

-0.053

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

2

2

2

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

203

208

238

43

121

47

88

95

118

121

137

205

11

27

28

31

107

111

55

59

60

63

66

27

118

75

44

23

24

39

Sb

Ti

Se

Mass

7

9

51

52

56

78

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Pass

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:07:41-05:00

Sample Type ICB

Dilution 1

Sample Table

Sample Name ICB

Data File Name 021_ICB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Initial Calibration Blank (ICB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

102.75

105.17

101.56

104.27

109.22

Ref CPS

1640019

954225

3111700

3627635

3576963

1003548

3160331

3782452

3906920

%RSD

1.06

0.64

2.53

2.21

9.03

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

Name

Li

Tune Step

1

CPS

1685076
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Interference Check Solution A (ICS-A) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

99.08

96.83

96.33

95.34

91.42

Ref CPS

1640019

954225

3111700

3627635

3576963

923949

2997575

3458485

3270073

%RSD

1.57

0.57

3.27

0.57

1.10

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

ICSA Main CR1 Failed

ICSA Main CR1 Failed

QC ISTD Table

Name

Li

Tune Step

1

CPS

1624940

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

0

0

0

0

0

QC Flag

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

-60.5

Upper Limit

0

0

0

0

0

0

0

0

22.3

4.6

16.4

1.2

3.8

0.6

2.2

0.6

4.2

5.8

8.0

5.7

4.3

0.9

1.1

0.6

4.3

3.2

5.2

3.2

15.3

8.3

5.4

0.2

3.8

8.1

0.8

0.9

1.2

1.2

3244

659335

-268

CPS %RSD

1.8

57.7

1.8

4.4

1.0

14.1

3034

1177

417

6394

247

323566

7262

4681

47762

17254821

7776

6932

3144

51803566

36409

1934731491

855854

92513882

90998542

110221655

4251

1263

1153

3134

894547533

215

3984

334

5562797

154676504

28.0

1.0

14.6

0.3

-85.7

CPS

109512

30

1975

23941

11.9

10.8

8.2

68.4

-101.9

7.7

14.1

3.1

5.9

3.7

2.1

1.2

19.0

14.2

7.6

0.5

107.5

2.3

1.2

1.5

0.7

1.7

6.0

3.0

-0.705

Conc %RSD

4.1

-366.7

8.0

5.4

1.3

101.6

8.8

19.5

-0.005

0.079

0.002

105666.903

0.083

2138.510

1.095

2139.229

0.226

0.093

0.409

0.003

0.681

94417.886

27.283

98414.201

0.275

1.094

0.460

0.084

0.265

0.189

1.290

98359.659

0.224

0.097

103505.071

107396.795

107030.701

108837.954

He

He

No Gas

Conc

0.708

-0.001

0.064

2.165

104274.718

0.236

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

2

2

2

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

203

208

238

43

121

47

88

95

118

121

137

205

11

27

28

31

107

111

55

59

60

63

66

27

118

75

44

23

24

39

Sb

Ti

Se

Mass

7

9

51

52

56

78

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:09:40-05:00

Sample Type ICSA

Dilution 1

Sample Table

Sample Name ICSA

Data File Name 022ICSA.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Interference Check Solution AB (ICS-AB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

97.34

96.55

95.69

95.02

90.88

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

3.00

0.66

0.66

1.57

1.70

CPS

1596371

921323

2977523

3447066

3250580

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

ICSB Main CR1 Failed

ICSB Main CR1 Failed

ICSB Main CR1 Failed

ICSB Main CR1 Failed

120

QC Flag

ICSB Main CR1 Failed

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

80

80

%High

120

120

120

120

120

120

120

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

2254.5

105.5

111.0

%Low

180

80

80

80

80

80

104.0

103.9

106.4

108.4

117419.7

106.2

103.6

110.5

2268.4

106.0

105.5

105.0

97361.7

540.1

95055.8

530.4

98138.1

105.1

119103.6

101.7

105.2

102.3

99.5

105.1

109.3

97.9

107.3

114768.5

116823.7

116270.5

%Rec

103.8

102.2

106.8

108.8

114992.6

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

3.48

Exp Value

100

100

100

100

100

100

100

100

0.52

0.51

0.54

0.67

1.02

0.39

0.44

1.33

1.07

0.40

1.44

2.89

1.60

1.18

0.59

0.90

0.71

2.16

2.10

1.04

0.24

0.54

0.90

1.63

0.40

0.57

1.23

0.25

0.92

0.33

1711538

28346

CPS %RSD

0.24

0.77

2.37

2.77

0.39

2.58

0.33

1689918

6181102

6447067

358511

958551

693080

4443828

18233933

1460046

1970694

703130

3985992

1571665

1935824664

5682905

91697059

2236509

441104

753287

1438390

346964

916751

183663

51129929

716568

145225

6150559

167773154

98569102

120275585

1.434

1.045

3.605

CPS

2326828

539169

883623

1062851

983668492

13763

2.984

4.274

2.186

1.895

1.092

1.221

0.971

3.245

1.814

2.558

0.665

1.682

1.485

2.651

0.968

0.786

0.326

2.340

0.705

0.534

1.688

0.447

0.462

0.529

2.843

2.441

0.851

0.679

1.131

0.544

Conc %RSD

3.128

3.706

2.854

3.308

1.051

108.375

117419.697

106.161

2254.478

105.492

111.021

106.044

105.474

105.016

104.011

103.883

106.428

530.445

98138.079

105.140

103.617

110.485

2268.427

102.343

99.472

105.086

97361.696

540.090

95055.821

114768.548

116823.733

116270.453

119103.614

101.674

105.195

No Gas

Conc

103.751

102.196

106.846

108.849

114992.628

109.261

97.938

107.320

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:11:43-05:00

Sample Type ICSB

Dilution 1

Sample Table

Sample Name ICSAB

Data File Name 023ICSB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

94.69

101.77

100.34

102.01

100.48

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

2.29

2.33

0.32

1.52

1.33

CPS

1552859

971147

3122337

3700536

3594290

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

96.4

101.8

96.7

75.2

134.7

%Low

90

90

90

90

97.7

96.1

98.6

96.3

98.0

97.9

97.3

97.5

98.8

95.8

99.3

96.6

99.1

95.9

102.7

10.3

95.3

100.7

96.0

92.7

101.4

97.8

95.5

97.6

95.3

91.0

94.7

94.0

95.0

95.1

%Rec

99.5

97.2

93.9

93.8

96.2

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

1.99

0.24

2.11

12.75

17.76

Exp Value

100

100

100

100

0.75

0.65

0.88

0.99

2.58

1.06

1.29

0.62

0.37

1.34

1.14

1.72

2.52

2.90

1.57

2.81

0.78

1.48

1.15

0.91

1.19

0.85

0.28

0.77

0.37

0.71

1.23

0.74

0.68

0.47

CPS %RSD

2.43

0.45

0.60

1.69

1.26

931172

31236

1731715

25880

830

903

694114

4141187

1729617

6330114

6335901

31580

2301195

444587

4209810

852931

1416174

1946572

179815

56425

1361176

2252166

5789824

489389

8499832

10275813

723935

1460869

349439

927138

86732659

12672

701769

135106

532182

14492600

3.205

0.221

2.353

40.178

50.422

CPS

2175544

499010

818654

965303

1.729

1.654

2.162

1.744

4.292

2.978

1.300

2.079

1.194

2.550

1.288

1.660

3.976

2.323

1.456

2.813

0.722

0.184

3.174

2.589

3.017

3.113

2.471

2.206

2.641

2.021

3.469

3.033

2.983

2.736

101.774

96.703

75.204

134.689

Conc %RSD

1.373

1.832

2.417

3.633

3.166

96.126

98.562

96.313

9803.039

97.854

96.385

97.480

98.822

95.779

99.338

96.555

97.707

479.377

102.656

513.597

476.386

100.744

97.280

92.722

101.405

97.830

95.466

97.599

99.139

90.958

94.749

9399.399

9504.439

9513.788

9597.647

No Gas

No Gas

He

Conc

99.498

97.189

93.915

93.785

9620.144

95.283

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:36:34-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 032_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

%QC Low

70

70

70

70

%Rec

97.81

102.71

100.51

103.91

Ref CPS

1640019

954225

3111700

3627635

980099

3127456

3769508

%RSD

0.47

2.53

2.27

0.41

2

1

1

Tune Mode

No Gas

He

No Gas

No Gas

Ge

Ge

In

Mass

6

72

72

115

QC ISTD Table

Name

Li

Tune Step

1

CPS

1604046

CCB Main CR1 Failed

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

731.0

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

6.6

28.0

34.6

4.5

33.3

4.8

15.0

4.2

4.7

9.9

23.7

18.1

2.2

0.7

1.7

15.3

100.0

8.9

31.5

15.1

2.3

6.1

1.6

3.3

10.5

8.9

0.8

11.2

1.8

7.4

30

2144

33

CPS %RSD

1.2

15.7

4.8

11.2

0.9

10.9

3120

1273

1623

250

50

2360

20

1243

400

4968

4574

233

1220

37918

50318

600387

21216

543

69779

2984

110

350

1170

1693

29990

195

211

1370

103555

643

-914.0

-18.5

65.5

-6.4

195.8

CPS

92860

18

1940

2724

-38.9

-29.9

36.4

29.9

-22.5

52.2

-49.3

-8.4

208.2

-4.3

22.9

-208.3

-18.6

16.6

-12.1

36.3

-23.0

-53.7

-18.1

-4.9

-86.3

11.8

-310.6

70.4

0.451

Conc %RSD

1123.3

-18.6

32.1

-143.8

42.0

-2079.4

-678.3

-44.0

-0.006

0.002

-0.540

-0.030

0.050

-0.057

0.031

-0.007

-0.043

-0.010

0.046

0.040

-0.456

-1.790

-1.567

-0.042

0.002

-0.061

-0.001

0.023

-0.031

0.404

-0.652

1.366

-0.002

-4.090

-12.339

-1.363

-0.811

0.267

He

No Gas

No Gas

Conc

0.004

-0.003

0.046

-0.023

0.164

-0.008

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:40:27-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 034_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

101.63

107.82

103.60

Ref CPS

1640019

954225

3111700

1666699

1028862

3223819

%RSD

0.62

1.83

0.701

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.23

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.00

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

-0.01

0.00

1.66

0.06

0.11

0.09

0.01

0.01

13140

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.07

100

14928

452701

15733

849736

235876

4391

917315

348532

2053598

812490

3044304

2485135

1101454

1180360

225807

5428

420686

694920

174703

467099

93555

63157

26270

65205

263810

7391835

4322265

5253574

359445

0.45

4.97

CPS

96311

247265

405589

472209

43018826

6584

2324

2.03

-203.65

0.78

1.63

2.61

0.30

1.70

-61.71

0.71

0.43

3.11

2.09

-8.14

1.76

2.26

2.04

1.26

13.12

1.76

0.87

0.30

1.44

2.24

1.88

-93.66

1.70

1.73

3.15

1.47

1.19

48.272

50.672

47.713

Conc %RSD

-333.41

0.67

1.58

1.37

1.15

1.30

42.950

45.085

0.000

4363.238

44.744

45.796

0.031

46.524

-0.054

45.189

46.262

46.096

104.876

-3.051

109.910

44.611

49.306

47.170

4595.929

43.388

45.512

46.107

45.310

47.667

45.958

-0.027

43.065

4381.899

4533.667

4564.254

FinalConc

-0.004

44.854

43.818

43.135

4500.748

4363.238

44.744

45.796

48.272

50.672

47.713

45.189

46.262

46.096

42.950

45.085

0.000

44.611

49.306

47.170

0.031

46.524

-0.054

46.107

45.310

47.667

104.876

-3.051

109.910

4381.899

4533.667

4564.254

4595.929

43.388

45.512

No Gas

Conc

-0.004

44.854

43.818

43.135

4500.748

45.958

-0.027

43.065

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T11:44:27-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name LCS-164479

Data File Name 036SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

106.85

105.621.94

3627635

3576963

3876082

3777827

0.761

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

102.17

108.85

102.06

100.68

93.160.42

Ref CPS

1640019

954225

3111700

3627635

3576963

1675661

1038693

3175728

3652396

3332170

%RSD

0.95

1.80

0.97

1.71

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.01

0.01

0.28

0.01

0.02

-0.45

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.16

0.03

0.00

1.65

0.06

0.10

0.08

0.01

0.01

-40

%RSD

0.00

0.01

0.01

0.01

0.01

0.12

0.00

0.06

36662

32646

10411

480

64138

205458

4241

22339

1234556

37996

16105

13053

1812013

116660372

857

447

9725657

101112

31674

31791

21591

84120

44406

155169

1890

549167

690195030

7791459

1843951

662816

1.06

172.74

CPS

373473

138

9176

73494

4548418

252

2224

4.86

0.61

2.59

7.23

6.29

4.48

0.22

-10.25

4.37

2.33

34.25

33.01

1.70

11.23

1.53

-13.39

27.82

2.47

1.24

1.82

3.82

3.26

2.14

9.12

-22.52

4.26

2.10

0.49

2.52

0.49

3.531

44.746

0.180

Conc %RSD

0.96

1.99

1.83

1.51

2.18

17.53

0.934

0.188

0.599

9471.832

0.749

1.343

228.296

11.855

-0.047

0.847

174.040

0.939

72.209

40.012

80.675

11329.428

-0.027

0.097

1554.708

79.337

2.047

8.251

1.932

42.398

0.312

-0.029

1.092

9065.392

426512.416

8152.143

FinalConc

12.226

0.019

0.811

6.408

468.485

9471.832

0.749

1.343

3.531

44.746

0.180

0.847

174.040

0.939

0.934

0.188

0.599

11329.428

-0.027

0.097

228.296

11.855

-0.047

8.251

1.932

42.398

72.209

40.012

80.675

9065.392

426512.416

8152.143

1554.708

79.337

2.047

No Gas

Conc

12.226

0.019

0.811

6.408

468.485

0.312

-0.029

1.092

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:46:25-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031608-01

Data File Name 037SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

105.85

108.94

106.42

Ref CPS

1640019

954225

3111700

1735955

1039570

3311381

%RSD

0.82

1.32

0.871

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.92

0.00

0.26

0.00

0.02

-0.52

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.15

0.01

0.00

1.64

0.06

0.10

0.07

0.01

0.01

-38

%RSD

0.00

0.01

0.01

0.01

0.01

0.06

-0.01

0.04

5505

14401

2864

177

20779

53737

2997

5835

477883

860

373

4124

760932

30528710

417

143

3657289

7919

9740

7866

9794

21985

20041

61201

604

240016

66530631

3023437

374571

325236

3.27

208.85

CPS

164842

75

9641

9507

1039453

228

1627

16.73

0.27

2.70

190.44

32.43

0.53

2.48

-12.09

79.81

0.79

-75.37

-8.99

6.17

4.33

0.69

-4.91

11.65

0.98

0.65

3.05

7.38

7.81

1.45

4.85

-10.92

19.79

1.52

1.53

1.50

1.63

4.854

54.078

0.984

Conc %RSD

3.09

51.24

2.80

3.08

1.05

79.72

-0.048

0.172

0.416

20826.535

0.026

2.340

418.759

4.464

-0.686

0.025

328.750

-0.035

154.878

39.383

153.985

13986.645

-0.235

0.144

1315.676

194.180

3.116

9.924

3.966

53.457

0.696

-0.566

1.237

19711.647

205049.155

15795.270

FinalConc

13.750

0.033

4.301

2.896

522.810

4165.307

0.005

0.468

0.971

10.816

0.197

0.005

65.750

-0.007

-0.010

0.034

0.083

2797.329

-0.047

0.029

83.752

0.893

-0.137

1.985

0.793

10.691

30.976

7.877

30.797

3942.329

41009.831

3159.054

263.135

38.836

0.623

No Gas

Conc

2.750

0.007

0.860

0.579

104.562

0.139

-0.113

0.247

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:50:26-05:00

Sample Type Sample

Dilution 5

Sample Table

Sample Name HS21031613-01SD

Data File Name 039SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.11

98.771.26

3627635

3576963

3740477

3533076

0.651

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

105.32

109.64

105.10

102.81

95.292.55

Ref CPS

1640019

954225

3111700

3627635

3576963

1727238

1046230

3270293

3729461

3408472

%RSD

2.41

2.11

1.99

1.79

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.84

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.64

0.06

0.10

0.09

0.01

0.01

13478

%RSD

0.00

0.02

0.01

0.01

0.01

0.69

0.00

0.06

27204

90825

465415

17678

922115

487114

3764

934241

2922501

1783633

699248

2855353

5046254

157798864

1137592

218084

18689791

471002

762649

214787

502358

196166

137052

183502

70314

1567380

352854381

20486688

7168494

2143716

1.60

4.28

CPS

411638

264871

440499

528210

49398064

6742

2170

1.88

5.68

2.55

3.29

3.98

2.43

1.19

-24.66

2.17

0.85

2.71

3.65

1.64

3.19

2.31

2.11

1.90

1.93

3.22

2.55

2.94

2.31

3.45

2.71

-29.26

2.70

4.20

2.60

1.64

3.36

51.664

103.744

48.274

Conc %RSD

2.14

1.74

2.36

1.55

2.01

3.58

40.981

46.872

0.435

26190.714

45.251

50.622

429.725

54.142

-0.085

45.381

403.529

44.376

227.060

47.666

222.833

14904.352

49.395

47.353

6191.599

255.054

49.127

55.781

47.937

98.847

46.295

-0.037

45.687

25747.685

216508.783

21283.190

FinalConc

13.374

46.375

46.817

47.480

5083.496

26190.714

45.251

50.622

51.664

103.744

48.274

45.381

403.529

44.376

40.981

46.872

0.435

14904.352

49.395

47.353

429.725

54.142

-0.085

55.781

47.937

98.847

227.060

47.666

222.833

25747.685

216508.783

21283.190

6191.599

255.054

49.127

No Gas

Conc

13.374

46.375

46.817

47.480

5083.496

46.295

-0.037

45.687

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:52:25-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01MS

Data File Name 040SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

104.60

107.43

103.74

102.33

93.690.33

Ref CPS

1640019

954225

3111700

3627635

3576963

1715404

1025164

3228030

3711981

3351148

%RSD

1.02

1.81

0.45

1.10

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.43

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.68

0.06

0.11

0.09

0.01

0.01

12907

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.07

26836

89483

465464

17118

911951

482102

3404

927902

2835652

1776087

712828

2824455

4788116

154499784

1115599

217561

18525866

467052

745249

207374

494736

193318

131659

183253

69172

1556698

349323555

19843388

7051430

2074016

0.96

7.63

CPS

410515

263619

433626

526234

49001716

6606

1803

1.17

3.59

2.10

2.26

3.36

0.29

0.82

-21.17

0.35

0.99

1.44

0.70

1.09

3.87

0.20

0.27

0.91

2.98

1.27

2.17

2.54

2.19

1.84

0.35

-28.00

1.75

1.72

1.18

1.23

2.58

51.752

103.999

46.806

Conc %RSD

1.33

0.79

2.00

2.42

2.69

3.02

42.467

47.144

0.436

26330.809

46.184

50.018

427.959

53.936

-0.108

45.652

393.356

44.923

222.475

47.985

214.065

14778.854

48.656

47.456

6214.999

251.780

48.992

54.956

48.178

99.397

46.295

-0.087

45.862

26087.033

218701.205

21036.932

FinalConc

13.443

46.465

47.031

48.283

5146.580

26330.809

46.184

50.018

51.752

103.999

46.806

45.652

393.356

44.923

42.467

47.144

0.436

14778.854

48.656

47.456

427.959

53.936

-0.108

54.956

48.178

99.397

222.475

47.985

214.065

26087.033

218701.205

21036.932

6214.999

251.780

48.992

No Gas

Conc

13.443

46.465

47.031

48.283

5146.580

46.295

-0.087

45.862

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:54:24-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01MSD

Data File Name 041SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

107.48

110.03

105.22

102.10

95.891.13

Ref CPS

1640019

954225

3111700

3627635

3576963

1762633

1049933

3274125

3703961

3429984

%RSD

0.76

1.54

0.53

1.04

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.73

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.64

0.06

0.10

0.09

0.01

0.01

29299

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.06

27588

112880

984384

37903

1970058

762141

3744

2006477

3304189

4722687

2021064

6471015

5523583

159876588

2391743

487133

19249253

1001713

1693870

426107

1103031

308375

136461

189299

156861

1976906

371607701

26209293

13961596

2609478

1.47

3.12

CPS

423521

601790

992502

1158169

104635912

14764

2084

1.70

3.96

1.43

1.88

3.11

1.74

0.49

-9.26

2.87

2.04

2.12

1.83

1.37

1.41

1.07

2.14

1.29

2.21

1.43

1.98

0.66

0.28

1.41

0.71

-20.16

1.28

1.37

0.48

0.89

1.62

110.435

162.410

104.383

Conc %RSD

2.04

1.14

0.68

2.46

1.79

0.66

117.708

105.579

0.438

32432.689

95.653

108.178

445.554

115.937

-0.085

97.648

459.391

116.772

225.190

48.304

243.852

15079.609

104.621

106.487

12073.732

309.333

108.731

110.304

105.032

155.089

102.764

-0.057

101.719

32352.676

227146.860

27129.297

FinalConc

13.516

103.233

105.300

104.082

10731.979

32432.689

95.653

108.178

110.435

162.410

104.383

97.648

459.391

116.772

117.708

105.579

0.438

15079.609

104.621

106.487

445.554

115.937

-0.085

110.304

105.032

155.089

225.190

48.304

243.852

32352.676

227146.860

27129.297

12073.732

309.333

108.731

No Gas

Conc

13.516

103.233

105.300

104.082

10731.979

102.764

-0.057

101.719

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:56:24-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01PDS

Data File Name 042SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

%QC Low

70

%Rec

106.55

Ref CPS

16400191747512

%RSD

1.89

Tune Mode

No Gas

Mass

6

QC ISTD Table

Name

Li

Tune Step

1

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

2.00

0.01

0.18

0.00

0.00

0.19

0.00

0.01

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.01

0.00

0.01

0.00

0.01

-0.01

-0.01

0.00

-0.59

0.02

-0.01

0.00

0.01

0.00

-189

%RSD

0.00

0.00

0.01

0.00

0.01

0.03

0.00

0.03

60

57

10741

37

4187

2787

3894

34296

577

8377

3491

3057

60726

701180

943

13

2127

2447

137

360

1763

1220

1503

27667

366

1223

192880

1723

73371

1863

27.36

-166.62

CPS

105821

33

6031

3190

55302

210

2114

31.42

-12.35

806.76

7.22

25.89

16.30

32.41

-18.85

20.85

51.44

40.86

34.37

-8.51

-347.52

14.00

-23.94

204.52

-7.45

14.29

440.52

92.24

34.60

29.92

-106.77

-24.33

26.12

-32.08

2.04

-20.18

18.75

0.059

0.067

-0.360

Conc %RSD

33.31

-314.89

3.40

135.23

5.17

372.08

0.156

0.015

-0.001

1.133

0.815

0.067

-0.041

0.258

-0.083

1.442

0.035

0.162

-0.215

-3.008

-0.025

6.877

-0.025

0.001

0.735

0.118

0.001

0.023

0.025

0.130

0.062

-0.049

0.098

-7.227

42.820

-0.214

FinalConc

0.202

-0.001

0.494

0.014

2.785

1.133

0.815

0.067

0.059

0.067

-0.360

1.442

0.035

0.162

0.156

0.015

-0.001

6.877

-0.025

0.001

-0.041

0.258

-0.083

0.023

0.025

0.130

-0.215

-3.008

-0.025

-7.227

42.820

-0.214

0.735

0.118

0.001

No Gas

Conc

0.202

-0.001

0.494

0.014

2.785

0.062

-0.049

0.098

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:01:06-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name MBLK-164479

Data File Name 043SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

120

120

70

70

70

70

105.48

102.45

105.69

103.684.63

954225

3111700

3627635

3576963

1006469

3187822

3834031

3708496

0.86

0.92

1.49

1

1

1

He

No Gas

No Gas

No Gas

Ge

In

Bi

72

72

115

209

Ge 2
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

98.71

104.50

102.92

102.62

98.31

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

2.24

2.03

0.93

2.17

1.19

CPS

1618790

997191

3202575

3722809

3516464

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

99.0

101.8

96.8

86.1

109.1

%Low

90

90

90

90

99.1

100.1

101.4

100.0

99.3

98.7

100.2

99.9

100.6

99.7

99.5

97.5

102.7

98.7

104.8

10.7

97.8

102.4

97.8

94.3

99.9

98.4

96.4

99.5

97.2

92.5

96.6

95.8

97.7

97.7

%Rec

100.3

99.7

95.3

95.7

96.6

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

2.19

1.30

0.91

4.90

18.83

Exp Value

100

100

100

100

1.19

0.43

0.50

1.39

1.37

0.58

0.43

0.44

0.62

0.69

0.69

0.84

1.35

2.04

2.10

1.03

0.84

2.44

0.44

0.21

1.40

0.18

0.95

0.20

0.27

0.21

0.64

1.00

0.59

1.53

CPS %RSD

1.11

0.27

0.85

1.64

1.20

964111

32970

1776351

26575

890

863

704713

4109145

1762975

6370952

6435713

32876

2353244

460569

4338336

872962

1482936

2000632

188147

59989

1459334

2356882

6135202

514640

8963239

10747693

756139

1478186

361119

961265

89442079

13268

723342

141483

557054

15303717

1.295

0.968

1.526

15.742

51.075

CPS

2284508

533696

852693

1011436

2.157

0.760

1.596

1.090

1.238

2.567

1.805

1.743

1.934

2.545

1.274

1.848

1.928

3.655

2.712

0.604

1.496

2.497

1.726

2.222

2.891

1.961

1.231

2.016

2.264

1.435

2.502

1.200

1.439

0.715

101.782

96.815

86.112

109.143

Conc %RSD

2.509

2.260

2.139

1.283

1.415

100.142

101.388

99.985

9934.738

98.663

99.044

99.862

100.552

99.721

99.544

97.460

99.099

493.554

104.808

532.660

489.039

102.424

100.193

94.312

99.918

98.439

96.375

99.459

102.721

92.475

96.613

9579.211

9773.910

9767.103

9775.062

No Gas

No Gas

He

Conc

100.287

99.717

95.259

95.666

9658.612

97.178

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T12:07:33-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 045_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC ISTD Table

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

-775.8

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

7.0

33.7

27.0

9.1

86.6

6.7

2.6

4.2

5.3

6.8

18.5

22.2

0.5

0.6

1.1

9.5

43.3

2.7

8.3

11.5

9.8

4.3

10.9

2.7

18.2

5.1

1.4

3.2

1.0

8.8

13

2767

-31

CPS %RSD

0.4

56.8

1.2

8.2

1.3

10.9

3314

1470

1620

163

57

3164

13

3794

380

4127

6492

440

3170

30463

120784

621175

22415

640

70717

2014

120

380

1223

1400

47379

224

247

1763

135162

1240

367.2

79.6

-3051.4

-45.0

440.9

CPS

97634

18

3656

3020

44.1

22.6

23.4

30.1

-15.3

136.4

-114.8

-6.8

199.4

-69.2

3.8

-18.1

-57.5

4.0

16.8

-20.5

2.5

-318.8

32.0

-4.0

-252.2

15.5

-782.7

50.3

0.203

Conc %RSD

292.9

-58.6

4.5

3453.0

8.7

70.6

172.7

48.4

-0.007

0.001

1.282

0.049

-0.001

-0.021

0.028

-0.065

0.053

0.018

0.047

0.047

2.792

-0.229

-0.533

-0.038

0.001

-0.003

0.000

0.030

-0.027

0.231

2.731

-1.732

0.020

2.275

6.808

-0.725

-1.051

0.139

He

No Gas

No Gas

Conc

0.015

-0.003

0.234

0.001

1.985

0.176

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Pass

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T12:13:38-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 047_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

102.57

104.56

101.32

104.45

104.54

Ref CPS

1640019

954225

3111700

3627635

3576963

997716

3152723

3789129

3739534

%RSD

0.78

3.37

1.69

0.19

4.14

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

Name

Li

Tune Step

1

CPS

1682119
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

98.99

102.25

102.91

Ref CPS

1640019

954225

3111700

1623413

975714

3202139

%RSD

0.65

0.42

0.091

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.23

0.01

0.18

0.00

0.01

-0.06

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.01

0.00

0.01

-0.01

0.02

0.00

0.03

0.13

-0.01

0.00

1.57

0.06

0.11

0.02

0.01

0.01

-77

%RSD

0.00

0.00

0.00

0.00

0.01

0.00

-0.01

-0.01

297

930

5465

33

3354

6155

2494

11082

25572

947

407

1807

240262

2173154

423

20

191897

793

573

583

1510

2384

6215

29384

196

14998

3506209

158924

84598

17164

5.52

1004.10

CPS

98292

30

2539

3164

118513

196

1287

-65.97

34.11

5.58

5.75

59.19

169.44

7.33

-3.95

6.79

0.91

-39.86

-36.81

-18.73

2.59

2.87

-5.11

271.50

1.94

3.48

7.52

27.79

260.87

6.04

1.58

-2.49

-8.09

3.24

1.55

0.93

8.42

0.979

80.047

4.621

Conc %RSD

22.23

-209.43

2.91

108.82

0.48

3189.33

-0.861

-0.345

0.256

27182.610

29.642

6.048

430.696

7.590

-17.107

27.650

347.522

-0.576

833.777

-173.796

816.103

14909.765

-4.664

0.213

1333.392

207.741

3.137

8.847

0.472

78.168

0.323

-15.124

-1.265

23618.929

222670.188

17493.387

FinalConc

20.094

-0.087

11.551

2.077

994.898

271.826

0.296

0.060

0.010

0.800

0.046

0.276

3.475

-0.006

-0.009

-0.003

0.003

149.098

-0.047

0.002

4.307

0.076

-0.171

0.088

0.005

0.782

8.338

-1.738

8.161

236.189

2226.702

174.934

13.334

2.077

0.031

No Gas

Conc

0.201

-0.001

0.116

0.021

9.949

0.003

-0.151

-0.013

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:31:19-05:00

Sample Type Sample

Dilution 100

Sample Table

Sample Name HS21031613-01SD

Data File Name 055SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.20

102.910.94

3627635

3576963

3743634

3681054

1.061

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

100.10

101.87

101.93

Ref CPS

1640019

954225

3111700

1641668

972040

3171800

%RSD

0.98

0.26

1.471

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

31.00

0.01

0.31

0.01

0.02

0.37

0.01

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

-0.01

0.03

0.01

0.05

0.18

0.00

0.00

1.76

0.07

0.11

0.09

0.01

0.01

24711

%RSD

0.00

0.02

0.01

0.01

0.01

0.75

-0.01

0.07

1473

33635

839788

30324

1618633

433031

2850

1743192

779595

4260818

1764280

5831493

2211288

8149691

2115972

419042

917144

819575

1376890

334453

873871

173467

56204

32494

123959

572799

30678320

9055094

10171789

761511

1.44

2.64

CPS

110980

488691

791278

921100

82735142

12146

1333

1.60

1.51

1.95

0.68

2.25

2.07

2.74

-5.26

2.32

2.83

1.85

3.56

-10.15

2.09

1.17

2.73

2.42

2.52

1.05

2.34

1.05

0.44

0.32

1.15

-15.72

0.26

1.21

0.89

1.03

0.86

1872.890

1900.742

1818.546

Conc %RSD

4.10

0.70

0.69

0.76

0.77

1.56

1989.578

1841.734

0.418

208532.068

1762.079

1868.993

421.278

1890.120

-2.917

1751.054

2158.774

2039.332

1972.015

-15.799

1982.973

14708.611

1844.005

1825.108

189733.867

1948.292

1908.875

1870.002

1797.111

1880.353

1822.889

-2.854

1735.861

202100.394

403623.549

202438.673

FinalConc

14.472

1800.157

1813.069

1786.961

183279.073

10426.603

88.104

93.450

93.645

95.037

90.927

87.553

107.939

101.967

99.479

92.087

0.021

735.431

92.200

91.255

21.064

94.506

-0.146

93.500

89.856

94.018

98.601

-0.790

99.149

10105.020

20181.177

10121.934

9486.693

97.415

95.444

No Gas

Conc

0.724

90.008

90.653

89.348

9163.954

91.144

-0.143

86.793

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:33:19-05:00

Sample Type Sample

Dilution 20

Sample Table

Sample Name HS21031613-01PDS

Data File Name 056SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

102.53

99.082.39

3627635

3576963

3719306

3544169

2.361

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

103.92

103.31

102.99

Ref CPS

1640019

954225

3111700

1704264

985771

3204827

%RSD

1.44

1.36

0.591

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

30.51

0.01

0.30

0.01

0.02

0.37

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.73

0.06

0.11

0.09

0.01

0.01

13608

%RSD

0.00

0.02

0.01

0.01

0.01

0.73

0.00

0.07

87

15839

456099

15713

839787

232930

3977

910729

342219

1962940

767712

2983974

2033267

2857578

1162025

222248

5041

417360

690606

175178

461714

92245

52151

532370

65081

265682

7436197

4380878

5330655

359260

0.48

2.91

CPS

97662

256548

406263

471875

43075541

6606

2000

2.63

-35.24

2.02

0.54

3.71

0.51

0.51

-29.22

1.58

0.29

2.69

3.27

1.53

1.53

3.78

1.62

0.65

5.13

1.46

1.49

1.95

1.80

2.82

2.18

-28.77

1.99

2.26

2.14

2.55

3.39

47.988

50.333

49.702

Conc %RSD

-134.17

1.24

1.22

1.64

1.55

1.32

41.601

45.295

-0.001

4832.483

47.056

47.741

0.026

47.556

-0.073

45.131

46.804

45.156

89.988

163.180

89.960

215.167

50.012

47.833

4871.996

45.263

47.208

48.264

46.749

49.069

48.194

-0.059

44.869

4607.336

4763.275

4828.759

FinalConc

-0.039

45.517

45.814

45.000

4703.828

4832.483

47.056

47.741

47.988

50.333

49.702

45.131

46.804

45.156

41.601

45.295

-0.001

215.167

50.012

47.833

0.026

47.556

-0.073

48.264

46.749

49.069

89.988

163.180

89.960

4607.336

4763.275

4828.759

4871.996

45.263

47.208

No Gas

Conc

-0.039

45.517

45.814

45.000

4703.828

48.194

-0.059

44.869

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:51:18-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name LCS-164479

Data File Name 061SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.70

103.072.99

3627635

3576963

3761797

3686731

0.441

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

103.60

105.59

102.56

Ref CPS

1640019

954225

3111700

1699120

1007592

3191294

%RSD

2.20

0.94

1.711

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.28

0.01

0.20

0.00

0.02

0.12

0.00

0.01

0.00

0.01

0.00

0.00

0.01

-0.01

0.02

0.00

0.01

-0.01

0.02

0.00

0.04

0.06

0.00

0.00

1.54

0.06

0.11

0.04

0.01

0.01

-132

%RSD

0.00

0.00

0.01

0.00

0.01

-0.04

-0.01

0.02

1250

943

7129

43

4251

8866

2767

16290

38213

61589

26272

2193

132337

4189956

487

40

297664

5011

1013

1230

1660

3624

2574

35314

321

16834

19900425

233277

119245

20309

7.57

-228.27

CPS

107884

40

4586

5138

167312

191

1443

89.46

10.23

7.11

6.54

20.76

6.52

12.70

-6.90

14.03

1.13

44.91

43.44

-21.91

39.54

1.44

-9.72

120.20

2.88

1.87

6.06

11.93

43.89

5.27

26.24

-15.31

17.89

4.60

1.30

1.05

4.38

1.243

28.018

-3.105

Conc %RSD

29.76

279.21

4.63

17.36

2.21

-79.22

28.240

0.059

0.341

5335.941

8.940

1.739

132.685

11.016

-3.106

10.797

102.778

28.158

32.835

-4.722

65.349

6915.750

-0.883

0.125

844.591

47.935

1.191

5.156

0.294

27.851

-1.664

-2.705

1.360

5184.745

251997.572

4990.805

FinalConc

8.416

0.014

6.661

3.933

295.015

266.797

0.447

0.087

0.062

1.401

-0.155

0.540

5.139

1.408

1.412

0.003

0.017

345.787

-0.044

0.006

6.634

0.551

-0.155

0.258

0.015

1.393

1.642

-0.236

3.267

259.237

12599.879

249.540

42.230

2.397

0.060

No Gas

Conc

0.421

0.001

0.333

0.197

14.751

-0.083

-0.135

0.068

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:55:16-05:00

Sample Type Sample

Dilution 20

Sample Table

Sample Name HS21031608-01

Data File Name 063SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

104.69

101.242.78

3627635

3576963

3797930

3621491

2.061

1

No Gas

No Gas

In

Bi

115

209
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

107.57

114.67

108.96

108.35

103.26

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

0.57

2.06

0.39

1.08

3.33

CPS

1764245

1094216

3390531

3930436

3693744

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

97.4

105.7

102.3

113.8

105.4

%Low

90

90

90

90

99.4

100.2

102.2

98.9

98.9

102.0

101.9

101.8

104.5

99.5

99.4

98.2

102.6

103.5

108.1

11.4

102.8

102.9

98.7

93.3

100.8

97.9

98.0

98.1

98.4

94.6

96.2

95.8

96.2

96.7

%Rec

101.4

102.0

99.0

95.5

96.2

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

3.05

0.69

2.06

7.23

8.99

Exp Value

100

100

100

100

0.46

0.74

0.84

1.39

0.84

1.65

0.45

0.29

2.16

2.27

0.70

0.70

0.87

0.46

1.54

0.53

0.35

0.80

0.92

0.81

1.02

1.09

0.86

1.70

1.49

0.84

1.26

0.60

0.37

0.60

CPS %RSD

0.84

0.34

2.18

1.75

0.91

1093829

35553

1953736

29748

1047

933

749913

4325926

1851175

6738684

6682023

35921

2496472

494765

4671010

958113

1562711

2114288

203655

65735

1667135

2572556

6878426

571309

9730743

11903956

821083

1636604

393961

1072977

97711699

14745

782185

154525

610899

16530969

5.129

1.059

2.407

18.533

33.862

CPS

2517824

594887

972165

1108108

3.543

3.257

3.216

1.931

1.255

2.424

0.675

0.808

1.827

1.777

1.084

0.499

1.359

0.773

1.968

0.846

0.066

1.473

2.651

1.453

2.669

1.510

1.218

1.179

1.841

1.587

2.215

2.605

2.164

2.079

105.750

102.347

113.770

105.360

Conc %RSD

0.435

0.265

2.528

3.179

2.107

100.170

102.151

98.870

9892.547

102.011

97.398

101.822

104.503

99.495

99.363

98.212

99.382

517.690

108.137

567.707

513.882

102.911

101.924

93.320

100.817

97.860

98.040

98.086

102.574

94.561

96.154

9575.567

9621.240

9665.107

9868.448

No Gas

No Gas

He

Conc

101.431

101.953

98.976

95.542

9617.024

98.430

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T13:29:46-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 071_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

%QC Low

70

70

70

70

%Rec

109.02

112.24

109.43

110.27

Ref CPS

1640019

954225

3111700

3627635

1071011

3405161

4000206

%RSD

0.54

2.51

0.59

0.44

2

1

1

Tune Mode

No Gas

He

No Gas

No Gas

Ge

Ge

In

Mass

6

72

72

115

QC ISTD Table

Name

Li

Tune Step

1

CPS

1787935

CCB Main CR1 Failed

CCB Main CR1 Failed

CCB Main CR1 Failed

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

-130.5

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

17.2

44.8

25.0

5.6

32.7

5.4

34.0

9.9

12.5

21.6

41.1

44.3

0.9

0.5

1.6

7.8

35.3

10.5

40.5

20.6

7.3

4.2

4.0

10.2

10.8

6.8

0.5

12.2

0.7

12.3

47

2260

-115

CPS %RSD

1.3

20.8

2.7

1.2

3.1

15.3

103277

44083

2453

1360

40

5104

43

2517

1530

8376

11786

350

2294

76367

83956

698238

25243

577

77470

1183

127

270

990

1180

46912

209

270

1327

160116

1023

-57.8

16.2

46.3

-11.8

-758.0

CPS

106044

37

3822

3100

26.3

335.1

41.9

45.2

111.7

49.6

94.9

-4.6

46.9

-17.0

38.0

29.1

-15.9

33.7

25.4

19.2

2.5

12.4

12.4

-14.3

814.7

80.6

-960.7

-236.8

-0.068

Conc %RSD

54.3

-487.2

0.9

-75.6

13.5

-588.6

85.0

-13.7

0.006

0.018

-4.620

0.211

0.088

-0.061

0.149

0.188

0.277

0.003

2.317

2.326

0.795

2.252

0.429

-0.042

0.007

-0.035

0.000

-0.006

-0.058

0.072

0.924

12.046

0.023

-6.829

15.801

-1.035

0.252

0.025

He

No Gas

No Gas

Conc

0.109

0.000

0.223

-0.012

1.587

-0.040

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T13:31:37-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 072_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

12070104.5735769633740459 0.611 No GasBi 209
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HS21031608 Wet Chem Raw Data 
(9056_anions_W)

ALS WO# HS21031608
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Sequence: 041321
Last Update Operator: alshs.nouser

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 1 of 2

Printed by alshs.nouser
19/04/21 14:37

CD Name Comment Type Position Dilution Level Instrument Method Processing Method

      STD1 Calibration StandardBB1 1.00 1 Anions Program 06022020.1 Anions Processing Method

      STD2 Calibration StandardBB2 1.00 2 Anions Program 06022020.1 Anions Processing Method

      STD3 Calibration StandardBB3 1.00 3 Anions Program 06022020.1 Anions Processing Method

      STD4 Calibration StandardBB4 1.00 4 Anions Program 06022020.1 Anions Processing Method

      STD5 Calibration StandardBB5 1.00 5 Anions Program 06022020.1 Anions Processing Method

      STD6 Calibration StandardBB6 1.00 6 Anions Program 06022020.1 Anions Processing Method

      ICV Unknown BB7 1.00 Anions Program 06022020.1 Anions Processing Method

      ICB Unknown BB8 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R6 1.00 Anions Program 06022020.1 Anions Processing Method

      MBLK- Unknown R5 1.00 Anions Program 06022020.1 Anions Processing Method

      LCS- Unknown R2 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV Unknown B4 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R4 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R6 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031608-01 Unknown RD7 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031608-01DF20 Unknown RD8 20.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01 Unknown RE1 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01MS Unknown RE2 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01MSD Unknown RE3 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01DF20 Unknown RE4 20.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R5 1.00 Anions Program 06022020.1 Anions Processing Method
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Sequence: 041321
Last Update Operator: alshs.nouser

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 2 of 2

Printed by alshs.nouser
19/04/21 14:37

CD Name
Volu

me
[µl]

Status Inject Time

      STD1 5.0 Finished 3/19/2021 2:34:19 AM -05:00

      STD2 5.0 Finished 3/19/2021 2:52:47 AM -05:00

      STD3 5.0 Finished 3/19/2021 3:11:11 AM -05:00

      STD4 5.0 Finished 3/19/2021 3:29:36 AM -05:00

      STD5 5.0 Finished 3/19/2021 3:48:01 AM -05:00

      STD6 5.0 Finished 3/19/2021 4:06:28 AM -05:00

      ICV 5.0 Finished 3/19/2021 4:24:53 AM -05:00

      ICB 5.0 Finished 3/19/2021 5:01:41 AM -05:00

      CCV1 5.0 Finished 4/13/2021 1:19:18 PM -05:00

      CCB 5.0 Finished 4/13/2021 1:37:44 PM -05:00

      MBLK- 5.0 Finished 4/13/2021 2:33:06 PM -05:00

      LCS- 5.0 Finished 4/13/2021 2:51:33 PM -05:00

      CCV 5.0 Finished 4/13/2021 4:23:46 PM -05:00

      CCB 5.0 Finished 4/13/2021 4:59:10 PM -05:00

      CCV1 5.0 Finished 4/13/2021 8:21:50 PM -05:00

      CCB 5.0 Finished 4/13/2021 8:40:15 PM -05:00

      HS21031608-01 5.0 Finished 4/14/2021 12:40:51 AM -05:00

      HS21031608-01DF20 5.0 Finished 4/14/2021 12:59:14 AM -05:00

      HS21031613-01 5.0 Finished 4/14/2021 1:17:40 AM -05:00

      HS21031613-01MS 5.0 Finished 4/14/2021 1:36:03 AM -05:00

      HS21031613-01MSD 5.0 Finished 4/14/2021 1:54:27 AM -05:00

      HS21031613-01DF20 5.0 Finished 4/14/2021 2:12:50 AM -05:00

      CCV1 5.0 Finished 4/14/2021 3:26:33 AM -05:00

      CCB 5.0 Finished 4/14/2021 4:03:26 AM -05:00
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Sequence: 041321
Injection #6: STD6

Calibration

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 1 of 1

Printed by alshs.nouser
19/04/21 14:38

Peak Peak Name Cal.Type Eval.Type Number Rel.Std.Dev. Coeff.of C0 C1 C2

No. of Points % Determination (Offset) (Slope) (Curve)

1 Fluoride Lin, WithOffset, 1/A Area 6 14.2721 0.99908 -0.0101 0.2938 0.0000 

2 Chloride Lin, WithOffset, 1/A Area 6 1.9269 0.99998 0.0246 0.1961 0.0000 

3 Nitrite,N Lin, WithOffset, 1/A Area 6 29.0460 0.99479 0.0141 0.3834 0.0000 

5 Bromide Lin, WithOffset, 1/A Area 6 6.5246 0.99931 0.0258 0.0775 0.0000 

6 Sulfate Lin, WithOffset, 1/A Area 6 5.7842 0.99978 0.0360 0.1408 0.0000 

7 Nitrate Lin, WithOffset, 1/A Area 6 2.7454 0.99996 0.0067 0.4997 0.0000 

8 Chlorate Lin, WithOffset, 1/A Area 6 17.5063 0.99733 0.0108 0.0850 0.0000 

10 Phosphate Lin, WithOffset, 1/A Area 5 12.5412 0.99846 -0.0503 0.1737 0.0000 

Maximum 29.0460 0.99998 

Minimum 1.9269 0.99479 
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Instrument:ICSINTEG   Sequence:041321 Page 1 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

1 STD1

Sample Name: STD1 Injection Volume: 5.00

Vial Number: BB1 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 02:34 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.019 0.1001 0.1001 1.0000

2  5.33 Chloride BMB 0.123 0.5037 0.5037 1.0000

3  6.39 Nitrite,N BMB 0.041 0.0691 0.0691 1.0000

5  8.42 Bromide  M * 0.035 0.1129 0.1129 1.0000

6  9.25 Sulfate  M 0.104 0.4806 0.4806 1.0000

7  9.65 Nitrate  M 0.057 0.1016 0.1016 1.0000

8  10.19 Chlorate  MB^ 0.017 0.0682 0.0682 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.396 1.44 
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Instrument:ICSINTEG   Sequence:041321
Page 2 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

2 STD2

Sample Name: STD2 Injection Volume: 5.00

Vial Number: BB2 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 02:52 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB* 0.105 0.3907 0.3907 1.0000

2  5.33 Chloride BMB 0.415 1.9922 1.9922 1.0000

3  6.39 Nitrite,N BMB 0.181 0.4352 0.4352 1.0000

5  8.42 Bromide  M * 0.056 0.3871 0.3871 1.0000

6  9.25 Sulfate  M 0.320 2.0188 2.0188 1.0000

7  9.64 Nitrate  M 0.208 0.4033 0.4033 1.0000

8  10.19 Chlorate  MB^ 0.050 0.4595 0.4595 1.0000

9  14.26 Phosphate BMB^ 0.029 0.4541 0.4541 1.0000

Total: 0.000 1.364 6.54 
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Instrument:ICSINTEG   Sequence:041321 Page 3 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

3 STD3

Sample Name: STD3 Injection Volume: 5.00

Vial Number: BB3 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:11 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 0.559 1.9360 1.9360 1.0000

2  5.33 Chloride BMB 1.967 9.9055 9.9055 1.0000

3  6.40 Nitrite,N BMB 0.892 2.2893 2.2893 1.0000

5  8.42 Bromide  M * 0.169 1.8534 1.8534 1.0000

6  9.22 Sulfate  M 1.452 10.0579 10.0579 1.0000

7  9.62 Nitrate  M 0.989 1.9651 1.9651 1.0000

8  10.19 Chlorate  MB^ 0.201 2.2396 2.2396 1.0000

9  14.13 Phosphate BMB 0.258 1.7779 1.7779 1.0000

Total: 0.000 6.488 32.02 
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Instrument:ICSINTEG   Sequence:041321 Page 4 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

4 STD4

Sample Name: STD4 Injection Volume: 5.00

Vial Number: BB4 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:29 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 1.213 4.1637 4.1637 1.0000

2  5.32 Chloride BMb* 3.957 20.0467 20.0467 1.0000

3  6.40 Nitrite,N bMB* 1.671 4.3222 4.3222 1.0000

5  8.42 Bromide  M * 0.323 3.8403 3.8403 1.0000

6  9.19 Sulfate  M 2.909 20.4074 20.4074 1.0000

7  9.58 Nitrate  M 1.986 3.9610 3.9610 1.0000

8  10.18 Chlorate  MB^ 0.380 4.3412 4.3412 1.0000

9  14.06 Phosphate BMB 0.619 3.8518 3.8518 1.0000

Total: 0.000 13.058 64.93 
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Instrument:ICSINTEG   Sequence:041321 Page 5 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

5 STD5

Sample Name: STD5 Injection Volume: 5.00

Vial Number: BB5 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:48 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 3.032 10.3517 10.3517 1.0000

2  5.32 Chloride BMB 9.893 50.3135 50.3135 1.0000

3  6.39 Nitrite,N BM * 4.056 10.5424 10.5424 1.0000

5  8.41 Bromide  MB* 0.803 10.0249 10.0249 1.0000

6  9.11 Sulfate BM 7.184 50.7797 50.7797 1.0000

7  9.51 Nitrate  M 4.996 9.9839 9.9839 1.0000

8  10.15 Chlorate  M ^ 0.852 9.8970 9.8970 1.0000

10  13.92 Phosphate BMB 1.677 9.9434 9.9434 1.0000

Total: 0.000 32.492 161.84 
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Instrument:ICSINTEG   Sequence:041321
Page 6 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

6 STD6

Sample Name: STD6 Injection Volume: 5.00

Vial Number: BB6 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 04:06 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.73 Fluoride BMB 5.737 19.5578 19.5578 1.0000

2  5.31 Chloride BMB 19.587 99.7384 99.7384 1.0000

3  6.38 Nitrite,N BMB 7.239 18.8419 18.8419 1.0000

5  8.38 Bromide BM 1.597 20.2814 20.2814 1.0000

6  9.01 Sulfate  M 13.938 98.7555 98.7555 1.0000

7  9.43 Nitrate  M ^ 10.043 20.0851 20.0851 1.0000

8  10.12 Chlorate  M ^ 1.667 19.4945 19.4945 1.0000

10  13.78 Phosphate BMB 3.488 20.3728 20.3728 1.0000

Total: 0.000 63.296 317.13 
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Instrument:ICSINTEG   Sequence:041321 Page 7 of 25

AS18 Report/Calibration
Chromeleon (c) Dionex

Version 7.2.9.11323

Calibration

Calibration Details Fluoride

Calibration Type Lin, WithOffset, 1/A Offset (C0) -0.0101

Evaluation Type Area Slope (C1) 0.2938

Number of Calibration Points 6 Curve (C2) 0.0000

Number of disabled Calibration Points 0 R-Square 0.9991

Calibration Plot Fluoride

Calibration Results Fluoride

No. Injection Name Calibration X Value Y Value Y Value Area Height 

Level µS*min µS

CD CD CD CD CD

Fluoride Fluoride Fluoride Fluoride Fluoride

1 STD1 1 0.1000 0.0193 0.0193 0.019 0.197

2 STD2 2 0.4000 0.1047 0.1047 0.105 0.848

3 STD3 3 2.0000 0.5588 0.5588 0.559 4.805

4 STD4 4 4.0000 1.2134 1.2134 1.213 10.206

5 STD5 5 10.0000 3.0317 3.0317 3.032 24.613

6 STD6 6 20.0000 5.7369 5.7369 5.737 44.208
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Instrument:ICSINTEG   Sequence:041321
Page 8 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

7 ICV

Sample Name: ICV Injection Volume: 5.00

Vial Number: BB7 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 04:24 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 1.234 4.2342 4.2342 1.0000

2  5.32 Chloride BMb* 3.949 20.0060 20.0060 1.0000

3  6.40 Nitrite,N bMB* 1.681 4.3476 4.3476 1.0000

5  8.42 Bromide  M 0.321 3.8099 3.8099 1.0000

6  9.19 Sulfate  M 2.901 20.3535 20.3535 1.0000

7  9.58 Nitrate  M 1.981 3.9506 3.9506 1.0000

8  10.18 Chlorate  MB 0.383 4.3825 4.3825 1.0000

9  14.06 Phosphate BMB 0.657 4.0742 4.0742 1.0000

Total: 0.000 13.107 65.16 
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Instrument:ICSINTEG   Sequence:041321 Page 9 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

8 ICB

Sample Name: ICB Injection Volume: 5.00

Vial Number: BB8 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 05:01 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.70 Fluoride BMB 0.003 0.0444 0.0444 1.0000

3  5.32 Chloride BMB 0.028 0.0191 0.0191 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

5 9.24 Sulfate bMB* 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.034 0.06 
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Instrument:ICSINTEG   Sequence:041321 Page 10 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

19 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 13:19 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 3.078 10.5100 10.5100 1.0000

2  5.30 Chloride BMB 9.500 48.3119 48.3119 1.0000

3  6.37 Nitrite,N BMB 3.938 10.2330 10.2330 1.0000

5  8.37 Bromide BMB 0.758 9.4482 9.4482 1.0000

6  9.07 Sulfate BM 6.754 47.7225 47.7225 1.0000

7  9.46 Nitrate  M 4.802 9.5965 9.5965 1.0000

8  10.09 Chlorate  MB 0.889 10.3379 10.3379 1.0000

9  13.90 Phosphate BMB 1.561 9.2805 9.2805 1.0000

Total: 0.000 31.281 155.44 
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Instrument:ICSINTEG   Sequence:041321 Page 11 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

20 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R6 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 13:37 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.005 0.00 
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Instrument:ICSINTEG   Sequence:041321
Page 12 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

23 MBLK-

Sample Name: MBLK- Injection Volume: 5.00

Vial Number: R5 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 14:33 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate bM * 0.002 n.a. n.a. 1.0000

4 9.59 Nitrate  MB* 0.001 n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.006 0.00 
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Instrument:ICSINTEG   Sequence:041321 Page 13 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

24 LCS-

Sample Name: LCS- Injection Volume: 5.00

Vial Number: R2 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 14:51 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 1.260 4.3229 4.3229 1.0000

2  5.30 Chloride BMb* 4.002 20.2763 20.2763 1.0000

3  6.37 Nitrite,N bMB* 1.683 4.3532 4.3532 1.0000

5  8.38 Bromide  M * 0.308 3.6407 3.6407 1.0000

6  9.14 Sulfate  M * 2.891 20.2838 20.2838 1.0000

7  9.53 Nitrate  M * 2.013 4.0140 4.0140 1.0000

8  10.12 Chlorate  MB* 0.356 4.0619 4.0619 1.0000

9  14.02 Phosphate BMB 0.642 3.9868 3.9868 1.0000

Total: 0.000 13.155 64.94 
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AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

28 CCV

Sample Name: CCV Injection Volume: 5.00

Vial Number: B4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 16:23 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 1.278 4.3822 4.3822 1.0000

2  5.30 Chloride BMB 3.791 19.2027 19.2027 1.0000

3  6.37 Nitrite,N BMb* 1.694 4.3824 4.3824 1.0000

5  8.39 Bromide bM * 0.305 3.6029 3.6029 1.0000

6  9.15 Sulfate  M * 2.754 19.3080 19.3080 1.0000

7  9.53 Nitrate  M * 1.941 3.8709 3.8709 1.0000

8  10.12 Chlorate  MB* 0.397 4.5495 4.5495 1.0000

9  14.06 Phosphate BMB 0.545 3.4262 3.4262 1.0000

Total: 0.000 12.705 62.72 
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Version 7.2.9.11323

29 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 16:59 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chloride n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

2 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.002 0.00 
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AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

40 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 20:21 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 3.195 10.9070 10.9070 1.0000

2  5.30 Chloride BMb* 10.500 53.4080 53.4080 1.0000

3  6.37 Nitrite,N bMB* 4.108 10.6770 10.6770 1.0000

5  8.37 Bromide BM * 0.829 10.3676 10.3676 1.0000

6  9.05 Sulfate  M * 7.450 52.6696 52.6696 1.0000

7  9.47 Nitrate  M * 5.267 10.5257 10.5257 1.0000

8  10.10 Chlorate  MB* 0.875 10.1741 10.1741 1.0000

10  13.89 Phosphate BMB 1.647 9.7728 9.7728 1.0000

Total: 0.000 33.871 168.50 
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41 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R6 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 20:40 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.17 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.006 0.00 
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45 HS21031608-01

Sample Name: HS21031608-01 Injection Volume: 5.00

Vial Number: RD7 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 00:40 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.69 Fluoride BMB 0.012 0.0752 0.0752 1.0000

3  5.25 Chloride BMB 112.369 572.7840 572.7840 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

6 8.37 Bromide  M 0.103 0.9922 0.9922 1.0000

7 9.15 Sulfate  MB 3.403 23.9169 23.9169 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 115.886 597.77 

Page 623 of 723

01038029



Instrument:ICSINTEG   Sequence:041321
Page 19 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

46 HS21031608-01DF20

Sample Name: HS21031608-01DF20 Injection Volume: 5.00

Vial Number: RD8 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 20.0000

Recording Time: 04/14/2021 00:59 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 20.0000

2 5.30 Chloride BMB 5.721 29.0419 580.8385 20.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 20.0000

4 8.37 Bromide  M 0.026 0.0060 0.1195 20.0000

5 9.22 Sulfate  M 0.159 0.8733 17.4660 20.0000

6 9.59 Nitrate  MB 0.024 0.0337 0.6744 20.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 20.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 20.0000

Total: 0.000 5.930 599.10 
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47 HS21031613-01

Sample Name: HS21031613-01 Injection Volume: 5.00

Vial Number: RE1 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:17 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.70 Fluoride BMB 0.029 0.1340 0.1340 1.0000

2  5.27 Chloride BMB 57.238 291.7017 291.7017 1.0000

3  6.34 Nitrite,N BMB 0.011 n.a. n.a. 1.0000

6  8.37 Bromide  M 0.108 1.0607 1.0607 1.0000

7  9.14 Sulfate  M 4.262 30.0208 30.0208 1.0000

8  9.57 Nitrate  M 0.358 0.7027 0.7027 1.0000

9  10.14 Chlorate  MB 0.027 0.1897 0.1897 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 62.033 323.81 
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48 HS21031613-01MS

Sample Name: HS21031613-01MS Injection Volume: 5.00

Vial Number: RE2 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:36 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.726 2.5054 2.5054 1.0000

2  5.27 Chloride BMB 58.245 296.8335 296.8335 1.0000

3  6.36 Nitrite,N BMB 0.957 2.4589 2.4589 1.0000

5  8.37 Bromide  M 0.258 2.9901 2.9901 1.0000

6  9.11 Sulfate  M 5.673 40.0418 40.0418 1.0000

7  9.54 Nitrate  M 1.365 2.7176 2.7176 1.0000

8  10.12 Chlorate  MB 0.218 2.4361 2.4361 1.0000

9  14.29 Phosphate BMB 0.200 1.4404 1.4404 1.0000

Total: 0.000 67.640 351.42 
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49 HS21031613-01MSD

Sample Name: HS21031613-01MSD Injection Volume: 5.00

Vial Number: RE3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:54 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.730 2.5194 2.5194 1.0000

2  5.27 Chloride BMB 58.374 297.4912 297.4912 1.0000

3  6.36 Nitrite,N BMB 0.957 2.4596 2.4596 1.0000

5  8.37 Bromide  M 0.259 3.0031 3.0031 1.0000

6  9.11 Sulfate  M 5.662 39.9658 39.9658 1.0000

7  9.54 Nitrate  M 1.368 2.7235 2.7235 1.0000

8  10.12 Chlorate  MB 0.217 2.4317 2.4317 1.0000

9  14.30 Phosphate BMB 0.168 1.2572 1.2572 1.0000

Total: 0.000 67.735 351.85 
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50 HS21031613-01DF20

Sample Name: HS21031613-01DF20 Injection Volume: 5.00

Vial Number: RE4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 20.0000

Recording Time: 04/14/2021 02:12 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 20.0000

1 5.31 Chloride BMB 2.963 14.9832 299.6648 20.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 20.0000

3 8.38 Bromide  M 0.026 n.a. n.a. 20.0000

4 9.21 Sulfate  M 0.204 1.1896 23.7925 20.0000

5 9.58 Nitrate  MB 0.048 0.0820 1.6392 20.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 20.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 20.0000

Total: 0.000 3.240 325.10 
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52 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 03:26 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 2.881 9.8371 9.8371 1.0000

2  5.30 Chloride BM * 8.864 45.0686 45.0686 1.0000

3  6.37 Nitrite,N  MB* 3.745 9.7307 9.7307 1.0000

5  8.37 Bromide  M * 0.835 10.4461 10.4461 1.0000

6  9.07 Sulfate  M * 6.457 45.6137 45.6137 1.0000

7  9.48 Nitrate  M * 4.604 9.1998 9.1998 1.0000

8  10.10 Chlorate  M * 0.902 10.4861 10.4861 1.0000

10  13.93 Phosphate BMB 1.373 8.1937 8.1937 1.0000

Total: 0.000 29.661 148.58 
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53 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R5 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 04:03 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.004 0.00 
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Method: O&G, HEM by EPA 1664A (SOP HS-WC036, Current Revision)

Analyst: KAH Pan Actual Deg C Date Time O&G Temp Deg C Actual Deg C Date Time

Review By: Pan 1st In: 104 04/09/2021 10:40AM O&G 1st In: 68-72 68 04/09/2021 1:00PM

Batch ID: Pan 1st Out: 104 04/09/2021 1:00PM O&G 1st Out: 68-72 68 04/09/2021 1:10PM

LCS/MS Spike ID: 3110603620 40 Pan 2nd In: 104 04/09/2021 1:30PM O&G 2nd In: 68-72 68 04/09/2021 1:25PM

Hexane ID: 3100603807 Pan 2nd Out: 104 04/09/2021 1:50PM O&G 2nd Out: 68-72 68 04/09/2021 1:35PM

Filter Lot: 3100602622 Pan 3rd In: O&G 3rd In: 68-72

Silica Gel: grams mg Accept. Pan 3rd Out: O&G 3rd Out: 68-72

0.0020 2.0 Yes Oven ID: Oven ID:

1.0000 1000 Yes Balance ID: Balance ID:

0.0020 2.0 Yes Criteria Criteria Criteria Criteria

1.0000 1000 Yes Change is Change is Change is Change is

<0.0005 g <4% <0.0005 g <4%

 1st Dry  2nd Dry 3rd Dry Passes Passes Pan 70 deg C 70 deg C 70 deg C Passes Passes O&G

Dish SGT Sample pH Pan Pan Pan Difference % Weight Weight Sample O&G 1st O&G 2nd O&G 3rd Difference % Weight Weight O&G

ID Work Order # Type Check  Wt (g)  Wt (g)  Wt (g) Criteria Criteria (g) Vol (mL) dry Wt (g) dry Wt (g) dry Wt (g) Criteria Criteria (g) (mg/L)

1 WBLKW-040921 1 of 1 MBLK <2 6.3504 6.3507 Yes Yes 6.3507 1000 6.3506 6.3508 Yes Yes 0.0001 0.1

2 WLCSW-040921 1 of 1 LCS <2 6.3346 6.3347 Yes Yes 6.3347 1000 6.3728 6.3727 Yes Yes 0.0380 38.0

3 WLCSDW-040921 1 of 1 LCSD <2 6.3027 6.3026 Yes Yes 6.3026 1000 6.3407 6.3407 Yes Yes 0.0381 38.1

4 HS21040369-01MS 2 of 2 MS <2 6.2749 6.2749 Yes Yes 6.2749 1000 6.3113 6.3111 Yes Yes 0.0362 36.2

5 HS21040369-01 1 of 2 Sample <2 6.3045 6.3045 Yes Yes 6.3045 234 6.3052 6.3050 Yes Yes 0.0005 2.1

6 HS21040370-01 1 of 2 Sample <2 6.3648 6.3647 Yes Yes 6.3647 232 6.3652 6.3650 Yes Yes 0.0003 1.3

7 HS21040169-01 1 of 1 Sample <2 6.3429 6.3429 Yes Yes 6.3429 218 6.3440 6.3439 Yes Yes 0.0010 4.6

8 HS21040173-01 1 of 1 Sample <2 6.3096 6.3092 Yes Yes 6.3092 190 6.3102 6.3100 Yes Yes 0.0008 4.2

9 HS21040262-01 1 of 2 Sample <2 6.3101 6.3101 Yes Yes 6.3101 248 6.3106 6.3105 Yes Yes 0.0004 1.6

10 HS21040263-01 1 of 1 Sample <2 6.2946 6.2946 Yes Yes 6.2946 250 6.2948 6.2948 Yes Yes 0.0002 0.8

11 HS21040207-01 1 of 2 Sample <2 6.4028 6.4028 Yes Yes 6.4028 238 6.4029 6.4030 Yes Yes 0.0002 0.8

12 HS21040209-01 1 of 2 Sample <2 6.3047 6.3047 Yes Yes 6.3047 242 6.3052 6.3050 Yes Yes 0.0003 1.2

13 HS21040215-01 1 of 2 Sample <2 6.3800 6.3800 Yes Yes 6.3800 232 6.3808 6.3807 Yes Yes 0.0007 3.0

14 HS21040228-02 1 of 2 Sample <2 6.3685 6.3682 Yes Yes 6.3682 235 6.3691 6.3689 Yes Yes 0.0007 3.0

15 HS21040230-01 1 of 1 Sample <2 6.2978 6.2981 Yes Yes 6.2981 235 6.2985 6.2984 Yes Yes 0.0003 1.3

16 HS21040232-01 1 of 2 Sample <2 6.3629 6.3632 Yes Yes 6.3632 230 6.3633 6.3633 Yes Yes 0.0001 0.4

17 HS21040234-01 1 of 2 Sample <2 6.3331 6.3332 Yes Yes 6.3332 230 6.3337 6.3335 Yes Yes 0.0003 1.3

18 HS21031606-01 1 of 2 Sample <2 6.3740 6.3743 Yes Yes 6.3743 230 6.3749 6.3747 Yes Yes 0.0004 1.7

19 HS21031608-01 1 of 2 Sample <2 6.3575 6.3574 Yes Yes 6.3574 233 6.3577 6.3576 Yes Yes 0.0002 0.9

20 HS21031613-01 1 of 2 Sample <2 6.3376 6.3376 Yes Yes 6.3376 231 6.3378 6.3377 Yes Yes 0.0001 0.4

21 HS21031632-01 1 of 2 Sample <2 6.3182 6.3181 Yes Yes 6.3181 232 6.3182 6.3182 Yes Yes 0.0001 0.4

22 HS21040278-01 1 of 2 Sample <2 6.3212 6.3211 Yes Yes 6.3211 230 6.3215 6.3214 Yes Yes 0.0003 1.3

23 HS21040316-01 1 of 2 Sample <2 6.3544 6.3544 Yes Yes 6.3544 230 6.3546 6.3545 Yes Yes 0.0001 0.4

24    

Pipette ID TDS

Bottle 

Number

Init 2.0 mg wt (1.8mg to 2.2mg required):  

Init 1000 mg wt (995mg to 1005mg required):  

Final 2.0 mg wt (1.8mg to 2.2mg required):  

3100601405

309116109

3100603702

Methanol ID:

1:1 HCl ID:

Temp Ranges (oC)

Pan Drying: 105-115 

Temp Deg C

105-115

105-115

105-115

105-115

105-115

WC Oven 4

WC Balance-03

WC Oven 1A

WC Balance-03

Final 1000 mg wt (995mg to 1005mg required):  

300107019-06pH Paper ID:

Na2SO4 Cartridge ID:

Thermo HotBlock Setting (oC):

Hex Evap: 68-72

HotBlock: 35-50

105-115

L) Extracted, (Sample

mg) (HEM,

 Volume

Weight 
  mg/L (HEM),G &O =
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O&G Temp Deg C Actual Deg C Date Time

Silica Gel O&G 1st In: 68-72

Silica Gel O&G 1st Out: 68-72

Silica Gel O&G 2nd In: 68-72

Silica Gel O&G 2nd Out: 68-72

Silica Gel O&G 3rd In: 68-72

Silica Gel O&G 3rd Out: 68-72

Oven ID:

Balance ID:

Silca Gel  O&G Silca Gel  O&G Silca Gel  O&G Silica Gell Passes Silica Gell Passes Silca Gel O&G Silica Gel 

Dish 70 deg C 1st 70 deg C 2nd 70 deg C 3rd Difference % Weight Weight O&G

ID Work Order # dry Wt (g) dry Wt (g) dry Wt (g) Criteria Criteria (g) (mg/L)

1 WBLKW-040921 #VALUE!

2 WLCSW-040921 #VALUE!

3 WLCSDW-040921 #VALUE!

4 HS21040369-01MS #VALUE!

5 HS21040369-01 #VALUE!

6 HS21040370-01 #VALUE!

7 HS21040169-01 #VALUE!

8 HS21040173-01 #VALUE!

9 HS21040262-01 #VALUE!

10 HS21040263-01 #VALUE!

11 HS21040207-01 #VALUE!

12 HS21040209-01 #VALUE!

13 HS21040215-01 #VALUE!

14 HS21040228-02 #VALUE!

15 HS21040230-01 #VALUE!

16 HS21040232-01 #VALUE!

17 HS21040234-01 #VALUE!

18 HS21031606-01 #VALUE!

19 HS21031608-01 #VALUE!

20 HS21031613-01 #VALUE!

21 HS21031632-01 #VALUE!

22 HS21040278-01 #VALUE!

23 HS21040316-01 #VALUE!

24 0

 L), Extracted(Sample

mg) HEM,-(SGT

 Volume

Weight
  mg/L HEM),-(SGT G&O =
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HS21031608 Wet Chem Raw Data (COD)

ALS WO# HS21031608
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HS21031608 - Sub Perch IV (E2100331)

ALS WO# HS21031608
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April 14, 2021 Service Request No:E2100331

RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Suite 210
Houston, TX 77099-4338

Analyses were performed according to our laboratory’s NELAP-approved quality assurance program. 
The test results meet requirements of the current TNI standards, where applicable, and except as 
noted in the laboratory case narrative provided. All results are intended to be considered in their 
entirety and ALS Environmental is not responsible for use of less than the complete final report. 
Results apply only to the items submitted to the laboratory, as received for analysis. In accordance 
with the current TNI Standard, a statement on the estimated uncertainty of measurement of any 
quantitative analysis will be supplied upon request.

For your reference, these analyses have been assigned our service request number
Enclosed are the results of the sample(s) submitted to our laboratory

Laboratory Results for: HS21031608

Dear RJ,

March 31, 2021
E2100331.

Respectfully submitted,

ALS Group USA, Corp. dba ALS Environmental

dba ALS Environmental
ALS Group USA, Corp.

ADDRESS
FAXPHONE

10450 Stancliff Rd., Suite 210, Houston, TX 77099
+1 281 530 5887+1 281 530 5656 |

Corey Grandits 
Project Manager
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Certificate of Analysis 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
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ALS Environmental 

Client: ALS Houston Service Request No.: E2100331 
Project: HS21031608 Date Received: 03/31/21 
Sample Matrix: W 

CASE NARRATIVE 

All analyses were performed in adherence to the quality assurance program of ALS Environmental. This report 
contains analytical results for samples designated for Tier IV. When appropriate to the method, method blank results 
have been reported with each analytical test.   

Sample Receipt 

One sample was received for analysis at ALS Environmental in Houston on 03/31/21. 

The sample was received in good condition and are consistent with the accompanying chain of custody form.  The 
sample was stored in a refrigerator at 4°C upon receipt at the laboratory. 

Data Validation Notes and Discussion 

Precision and Accuracy: 

EQ2100193: Laboratory Control Spike/Duplicate Laboratory Control Spike (LCS/DLCS) samples were analyzed 
and reported in addition to a MS/MSD for this extraction batch.  The LCS, DLCS, MS, & MSD (unrelated sample) 
recoveries are within QC limits. 

DoD Certification is held for the method/matrix/analytes provided in this report. 

The results of analyses are given in the attached laboratory report.  All results are intended to be considered 
in their entirety, and ALS Environmental (ALS) is not responsible for utilization of less than the complete 
report. 

Use of ALS group USA Corp dba ALS Environmental (ALS)’s Name. Client shall not use ALS’s name or 
trademark in any marketing or reporting materials, press releases or in any other manner (“Materials”) 
whatsoever and shall not attribute to ALS any test result, tolerance or specification derived from ALS’s data 
(“Attribution”) without ALS’s prior written consent, which may be withheld by ALS for any reason in its sole 
discretion.  To request ALS’s consent, Client shall provide copies of the proposed Materials or Attribution and 
describe in writing Client’s proposed use of such Materials or Attribution. If ALS has not provided written 
approval of the Materials or Attribution within ten (10) days of receipt from Client, Client’s request to use 
ALS’s name or trademark in any Materials or Attribution shall be deemed denied.  ALS may, in its discretion, 
reasonably charge Client for its time in reviewing Materials or Attribution requests. Client acknowledges and 
agrees that the unauthorized use of ALS’s name or trademark may cause ALS to incur irreparable harm for 
which the recovery of money damages will be inadequate.  Accordingly, Client acknowledges and agrees 
that a violation shall justify preliminary injunctive relief.  For questions contact the laboratory. 
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LH18/24-SP650_033021_BIXE2100331-001 3/30/2021 1400

Client: ALS Environmental - US Service Request:E2100331
Project: HS21031608

SAMPLE CROSS-REFERENCE

SAMPLE # CLIENT SAMPLE ID DATE TIME

Printed  4/14/2021 4:01:33 PM Sample Summary
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100331
ALS Environmental - US
HS21031608

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031608

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

HOUST
ON

Lab Samp No. Client Samp No Matrix Collected
C

lO
4 

D
O

D
/6

85
0

E2100331-001 LH18/24-SP650_033021_BIX Water 03/30/21 1400 IV

Printed  4/14/2021 4:01:34 PM
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100331
ALS Environmental - US
HS21031608

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031608

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

Test Comments:
Group Test/Method Samples Comments
Semivoa GCMS ClO4 DOD/6850 1 II Due 4/14,IV due 4/21

Printed  4/14/2021 4:01:34 PM
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+ Possible Tedlar bag artifact.
A TIC is a suspected aldol-condensation product
B Analyte found in the associated method blank as well as in the sample.

BC Reported results are not blank corrected.
BH The back section of the tube yielded higher results than the front.
BT Results indicated possible breakthrough; back section >=10% front section.
C Result identification confirmed.
D Compound identified in an analysis at a secondary dilution factor
D Spike was diluted out

DE Reported results are corrected for desorption efficiency.
E Estimated value.  Concentration above calibration range
E The percent difference for the serial dilution was greater than 10%, indicating a possible 

matrix interference in the sample.
F The chromatographic fingerprint of the sample matches the elution pattern of the 

calibration standard.
H The chromatographic fingerprint of the sample resembles a petroleum product but the 

elution pattern indicates the presence of a greater amount of heavier molecular weight 
constituents than the calibration standard.

H1 Sample analysis performed past holding time. See case narrative.
H2 Initial analysis within holding time. Reanalysis for the required dilution was past holding 

time.
H3 Sample was received and analyzed past holding time.
H4 Sample was extracted past required extraction holding time, but analyzed within analysis 

holding time. See case narrative.
I Internal standard not within the specified limits.  See case narrative.
J Estimated Value. Concentration found below MRL.
K A deflection in the QC ion may indicate interference with the quantitation of this ion.  The 

concentration of this analyte should be considered as an estimate.
K Analyte was detected above the method reporting limit prior to normalization.
K The reference ion ratio was outside acceptance criteria, which may indicate a potential bias 

to this result.
L The chromatographic fingerprint of the sample resembles a petroleum product, but the 

elution pattern indicates the presence of a greater amount of lighter molecular weight 
constituents than the calibration standard.

L1 Laboratory control sample recovery outside the specified limits; results may be biased 
high.

L2 Laboratory control sample recovery outside the specified limits; results may be biased low.
L3 Laboratory control sample recovery outside the specified limits.
M Matrix interference; results may be biased high.
M The duplicate injection precision not met.
M1 Matrix interference due to coelution with a non-target compound; results may be biased 

high.
N Presumptive evidence of a compound for TICs that have been identified based on a mass 

spectral library search.
N The Matrix Spike sample recovery is not within control limits.  See case narrative.

Data Qualifiers
Lab Standard
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O The chromatographic fingerprint of the sample resembles an oil, but does not match the 
calibration standard.

P Indicates chlorodiphenyl ether interference present at the retention time of the target 
compound.

P Pesticide/Aroclor target analyte > 40% difference for detected concentrations between GC 
columns

Q Indicates as estimated value because the P and P + 2 theoretical abundance ratio does not 
meet method criteria.

R Duplicate Precision not met.
R1 Duplicate precision not within the specified limits; however, the results are below the 

MRL and considered estimated.
S Surrogate recovery not within specified limits.
S The reported value was determined by the Method of Standard Additions (MSA).
T Analyte is a tentatively identified compound, result is estimated.
U Compound was analyzed for, but was not detected (ND).
V1 The continuing calibration verification standard was outside (biased high) the specified 

limits for this compound.
V2 The continuing calibration verification standard was outside (biased low) the specified 

limits for this compound.
W Result quantified, but the corresponding peak was detected outside the generated retention 

time window.
W The post-digestion spike for furnace AA analysis is out of control limits, while sample 

absorbance is less than 50% of spike absorbance.
X See case narrative.
Y Recovery outside limits
Y The chromatogram resembles a petroleum product but does not match the calibration 

standard.
Z The chromatogram does not resemble a petroleum product.
i The MRL/MDL has been elevated due to a matrix interference.

Data Qualifiers
Lab Standard
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Cal Calibration
Conc CONCentration
Dioxin(s) Polychlorinated dibenzo-p-dioxin(s)
EDL Estimated Detection Limit
EMPC Estimated Maximum Possible Concentration
Flags Data qualifiers
Furan(s) Polychlorinated dibenzofuran(s)
g Grams
ICAL Initial CALibration
ID IDentifier
Ions Masses monitored for the analyte during data acquisition
L Liter (s)
LCS Laboratory Control Sample
DLCS Duplicate Laboratory Control Sample
MB Method Blank
MCL Method Calibration Limit
MDL Method Detection Limit
mL Milliliters
MS Matrix Spiked sample
DMS Duplicate Matrix Spiked sample
NO Number of peaks meeting all identification criteria
PCDD(s) Polychlorinated dibenzo-p-dioxin(s)
PCDF(s) Polychlorinated dibenzofuran(s)
ppb Parts per billion
ppm Parts per million
ppq Parts per quadrillion
ppt Parts per trillion
QA Quality Assurance
QC Quality Control
Ratio Ratio of areas from monitored ions for an analyte
% Rec. Percent recovery
RPD Relative Percent Difference
RRF Relative Response Factor
RT Retention Time
SDG Sample Delivery Group
S/N Signal-to-noise ratio
TEF Toxicity Equivalence Factor
TEQ Toxicity Equivalence Quotient

Acronyms

ALS Laboratory Group
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State Certifications, Accreditations, and Licenses

Agency Number Expire Date
American Association for Laboratory Accreditation 2897.01 2020 11/30/2021
Arizona Department of Health Services AZ0793-2020 5/27/2021
California Department of Health Services 2919-2020 4/30/2021
Department of Defense A2LA 2897.01 11/30/2021
Florida Department of Health E87611-2020 6/30/2021
Hawaii Department of Health 2020 4/30/2021
Illinois Environmental Protection Agency 2000322020-4 5/9/2021
Kansas Department of Health and Environment E-10352-2020 7/31/2021
Louisiana Department of Environmental Quality 03087-2020 6/30/2021
Louisiana Department of Health and Hospitals LA028-2021 12/31/2021
Maine Department of Health and Human Services 2020016 6/5/2022
Maryland Department of the Environment 343-2020 6/30/2021
Michigan Depratment of Environmental Quality 9971-2020 4/30/2021
Nebraska Department of Health and Human Services NE-OS-25-13 (2020) 4/30/2021
Nevada Department of Concervation and Natural Resources TX026932021-1 7/31/2021
New Hampshire Environmental Laboratory Accreditation Program 209420 4/24/2021
New Jersey Department of Environmental Protection TX008 6/30/2021
Oklahoma Department of Environmental Quality 2020-123 8/31/2021
Pennsylvania Department of Environmental Protection 014 6/30/2021
Tennessee Department of Environment and Concervation 04016-2020 4/30/2021
Texas Commision on Environmental Quality T104704231-20-26 4/30/2021
United States Department of Agriculture P330-19-00299 10/10/2022

10450 Stancliff Rd, Houston, TX 77099  |  281-530-5656  |  www.alsglobal.com
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Chain of Custody 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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10450 Stancliff Rd., Suite 210  
Houston, TX 77099 
T: +1 713 266 1599 
F: +1 713 266 1599 
www.alsglobal.com 

R I G H T 	 S O L U T I O N S 	 | 	 R I G H T 	 P A R T N E R

SAMPLE ACCEPTANCE POLICY 

This policy outlines the criteria samples must meet to be accepted by ALS Environmental – Houston HRMS. 

Cooler Custody Seals (desirable, mandatory if specified in SAP): 

 Intact on outside of cooler, signed and dated

Chain-of-Custody (COC) documentation (mandatory): 

The following is required on each COC: 

 Sample ID, the location, date and time of collection, collector’s name, preservation type, sample
type, and any other special remarks concerning the sampleThe COC must be completed in ink.

 Signature and date of relinquishing party.

In the absence of a COC at sample receipt, the COC will be requested from the client. 

Sample Integrity (mandatory): 

Samples are inspected upon arrival to ensure that sample integrity was not compromised during transfer to the 
laboratory. 

 Sample containers must arrive in good condition (not broken or leaking).
 Samples must be labeled appropriately, including Sample IDs, and requested test using durable

labels and indelible ink.
 The correct type of sample bottle must be used for the method requested.
 An appropriate sample volume, or weight, must be received.
 Sample IDs and number of containers must reconcile with the COC.
 Samples must be received within the method defined holding time.

Temperature Requirement (varies by sample matrix): 

 Aqueous and Non-aqueous samples must be shipped and stored cold, at 0 to 6ºC.
 Tissue samples must be shipped and stored frozen, at -20 to -10ºC.
 Air samples are shipped and stored cold, at 0 to 6ºC
 The sample temperature must be recorded on the COC

All cooler inspections are documented on the Cooler Receipt Form (CRF).    A separate CRF is completed for each 
service request.  Any samples not meeting the above criteria are noted on the CRF and the Project Manager 
notified.  The Project Manager must resolve any sample integrity issues with the client prior to proceeding with 
the analysis.  Such resolutions are documented in writing and filed with the project folder.   Data associated with 
samples received outside of this acceptance policy will be qualified on the case narrative of the final report 
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Preparation Information Benchsheets 

ALS Environmental - Houston HRMS 

10450 Stancliff Rd., Suite 210, Houston, TX 77099 

Phone (713)266-1599 Fax (713)266-0130 

www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

# Lab Code Client ID B# Method /Test Matrix Amt. Ext. Sample DescriptionpH Cl

1  E2100329-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

2  E2100330-001  6850/ClO4 DOD  10mL .01LH18/24-SP140_033021  Water

3  E2100331-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

4  E2100368-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_040621_BIX  Ground Water

5  E2100369-001  6850/ClO4 DOD  10mL .0150WW08-210405  Ground Water

6  E2100369-002  6850/ClO4 DOD  10mL .0150WW05-210405  Ground Water

7  E2100369-003  6850/ClO4 DOD  10mL .0150WW29-210405  Ground Water

8  E2100369-004  6850/ClO4 DOD  10mL .0150WW14-210406  Ground Water

9  E2100369-005  6850/ClO4 DOD  10mL .0150WW13-210406  Ground Water

10  E2100369-006  6850/ClO4 DOD  10mL .0150WW11-210406  Ground Water

11  E2100369-007  6850/ClO4 DOD  10mL .0150WW11-210406-FD  Ground Water

12  E2100369-008  6850/ClO4 DOD  10mL .0150WW06-210406  Ground Water

13  E2100369-009  6850/ClO4 DOD  10mL .0150WW12-210406  Ground Water

 6850/ClO4 DOD  10mL14 EQ2100193-01 MB  Liquid

15  EQ2100193-02  6850/ClO4 DOD  10mLLCS  Liquid

16  EQ2100193-03  6850/ClO4 DOD  10mLDLCS  Liquid

17  EQ2100193-04  6850/ClO4 DOD  10mL .01 50WW06-210406 MS  Liquid

18  EQ2100193-05  6850/ClO4 DOD  10mL .01 50WW06-210406 DMS  Liquid

Spiking Solutions

Logbook Ref:Inventory ID Expires On:Perchlorate214035 05/23/2021Name: Perchlorate Intermediate Stock1

EQ2100193-02 1.00µL EQ2100193-03 1.00µL EQ2100193-04 1.00µL EQ2100193-05 1.00µL

Logbook Ref:Inventory ID Expires On:Perchlorate Internal Standard214820 07/03/2021Name: Perchlorate Internal Standard 1ug/mL

E2100329-001 100.00µL E2100330-001 100.00µL E2100331-001 100.00µL E2100368-001 100.00µL E2100369-001 100.00µL E2100369-002 100.00µL

E2100369-003 100.00µL E2100369-004 100.00µL E2100369-005 100.00µL E2100369-006 100.00µL E2100369-007 100.00µL E2100369-008 100.00µL

E2100369-009 100.00µL EQ2100193-01 100.00µL EQ2100193-02 100.00µL EQ2100193-03 100.00µL EQ2100193-04 100.00µL EQ2100193-05 100.00µL

Preparation Steps

4/8/21 10:30

4/8/21 11:30

Preparation

GRIVERA

Step:

Started:

Finished:

By:

Comments

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 1
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

Comments: 

Date: Reviewed By: 

NoYes

Extracts Examined
Date: 

Date: Received By:

Relinquished By:

Chain of Custody

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 2

GR 4/8/21
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Analytical Results 

ALS Environmental - Houston HRMS 
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

3/30/21 1400

3/31/21

ALS Group USA, Corp. dba ALS Environmental

LH18/24-SP650_033021_BIXSample Name: 

Basis: Lab Code: E2100331-001 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/2122.0 0.100 0.0250 1  3771104/13/21 14:15  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Method BlankSample Name: 

Basis: Lab Code: EQ2100193-01 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21UND 0.100 0.0250 1  3771104/13/21 17:25  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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Accuracy & Precision 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston TX 77099 
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: ALS Environmental - US E2100331

Water

QA/QC Report

Date Analyzed: 4/13/21

Lab Control Sample Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Prep Method: Method

6850Analytical Method: Units: 

NABasis: 

 377110Extraction Lot:

µg/L

EQ2100193-03EQ2100193-02

Duplicate Lab Control SampleLab Control Sample

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResultAnalyte Name

0.100 96Perchlorate 0.0958 0.0835 0.100 84 84 - 119 14 15

Form 3C

SuperSet Reference:\\alprews001\starlims$\LIMSReps\LabControlSample.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with an asterisk (*) indicate values outside control criteria.
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-02 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0958 0.100 0.0250 1  3771104/13/21 12:55  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Duplicate Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-03 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0835 0.100 0.0250 1  3771104/13/21 13:27  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

QA/QC Report

Date Analyzed: 4/13/21

NA

NA

µg/LSample Name: 

Basis: Lab Code: NA

Units: Batch QC

E2100369-008

Matrix Spike Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Analytical Method: 

Prep Method: 

6850

Method

Batch QCMS Batch QCDMS

Duplicate Matrix SpikeMatrix Spike

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResult

Sample 

ResultAnalyte Name

EQ2100193-04 EQ2100193-05

Perchlorate 0.100 990.0320 0.131 151384 - 1190.149 1170.100

Form 3A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\MatrixSpike.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58

Results flagged with an asterisk (*) indicate values outside control criteria.

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with a pound (#) indicate the control criteria is not applicable.
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-04 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.131 0.100 0.0250 1  3771104/13/21 13:43  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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HS21031608

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100331

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-05 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Duplicate Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.149 0.100 0.0250 1  3771104/13/21 13:51  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
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Initial Calibration 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston, TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
Page 664 of 723
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20210413 ICAL Date: 4/13/2021
Cal. Std. xp:  5/20/2021

1st Review: Grivera ICAL ID:  EC2100018
2nd Review: Kneir

Mobile Phases A: 0.75% Formic Acid/Water 3100807-09 B: MeOH 3100802-01

File Name Acquisition Method 
Dilutio

n R Comments Date/Time 
1 PERCHLORATE1  4/13/2021 10:15
2 PERCHLORATE2  4/13/2021 10:23
3 PERCHLORATE3  4/13/2021 10:31
4 PERCHLORATE4  4/13/2021 10:39
5 PERCHLORATE5  4/13/2021 10:47
6 PERCHLORATE6  4/13/2021 10:54
7 PERCHLORATE7  4/13/2021 11:02
8 PERCHLORATE8  4/13/2021 11:10
9 PERCHLORATE9  4/13/2021 11:18

10 PERCHLORATE10  4/13/2021 11:26
11 PERCHLORATEICV  4/13/2021 11:58
12 ICS  4/13/2021 12:24
13 LODV  4/13/2021 12:31
14 PERCHLORATE7  4/13/2021 12:39
15 EQ2100193-01-DNU  4/13/2021 12:47
16 EQ2100193-02  4/13/2021 12:55
17 EQ2100193-03  4/13/2021 13:27
18 EQ2100193-01-DNU  4/13/2021 13:35
19 EQ2100193-04  4/13/2021 13:43
20 EQ2100193-05  4/13/2021 13:51
21 E2100329-001  4/13/2021 13:59
22 E2100330-001DNU  4/13/2021 14:07
23 E2100331-001  4/13/2021 14:15
24 E2100368-001  4/13/2021 14:23
25 E2100369-001DNU  4/13/2021 14:31
26 PERCHLORATE7  4/13/2021 14:39
27 E2100369-002  4/13/2021 15:03
28 E2100369-003  4/13/2021 15:11
29 E2100369-004  4/13/2021 15:18
30 E2100330-001X100  4/13/2021 15:26
31 E2100369-001X10  4/13/2021 15:34
32 E2100369-005DNU  4/13/2021 15:42
33 E2100369-006DNU  4/13/2021 15:50
34 E2100369-007DNU  4/13/2021 15:58
35 E2100369-008DNU  4/13/2021 16:06
36 E2100369-009DNU  4/13/2021 16:14
37 PERCHLORATE7  4/13/2021 16:38
38 E2100369-008DNU  4/13/2021 16:46
39 E2100369-005X10  4/13/2021 16:54
40 E2100369-006X20  4/13/2021 17:02
41 E2100369-007X20  4/13/2021 17:10
42 E2100369-009X5000  4/13/2021 17:17
43 EQ2100193-01  4/13/2021 17:25
44 PERCHLORATE7  4/13/2021 17:33
45
46

20210413_018 Perchlorate6850b.lcm 1x 3100809-06
1x

20210413_042 Perchlorate6850b.lcm 1x reanalyze: possible carryover

20210413_049 Perchlorate6850b.lcm

20210413_051 Perchlorate6850b.lcm 1x 3100809-02

5000x
20210413_050 Perchlorate6850b.lcm 1x

20210413_047 Perchlorate6850b.lcm 20x
20210413_048 Perchlorate6850b.lcm 20x

20210413_045 Perchlorate6850b.lcm 1x
20210413_046 Perchlorate6850b.lcm 10x

20210413_043 Perchlorate6850b.lcm 1x need 5000X dilution
20210413_044 Perchlorate6850b.lcm 1x 3100809-02

Injection Log
LCMS01 -Shimadzu 8050

3100809-04

3100808-08

20210413_008
20210413_009

20210413_016

20210413_010
20210413_011
20210413_012
20210413_013
20210413_014
20210413_015

20210413_029

20210413_019
20210413_020
20210413_021
20210413_022
20210413_023

20210413_027
20210413_028

20210413_017

20210413_037
20210413_038
20210413_039
20210413_040
20210413_041

20210413_030
20210413_031
20210413_032
20210413_033
20210413_034

Perchlorate6850b.lcm
Perchlorate6850b.lcm

20210413_036
20210413_035

20210413_024
20210413_025
20210413_026

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

1x

need 10X dilution
need 20X dilution

1x
1x

3100808-05
3100808-06
3100808-07

3100808-09
3100809-01

1x

need 10X dilution

1x
1x
1x

3100809-02

3100809-02

INST failed high
3100809-02

3100809-03

1x
1x

3100809-05

1x

1x
1x
1x
1x
1x

1x

100x
10x
1x

INST failed high

need 100X dilution

1x

1x

need 20X dilution

Page 665 of 723

01038071



Calibration ID: EC2100018 E-LCMS-01Instrument ID:
Column Name: 1

# File LocationSample NameLab Code Aquisition Date
01 EC2100018-01 PERCHLORATE1 20210413_008 04/13/2021 10:15

02 EC2100018-02 PERCHLORATE2 20210413_009 04/13/2021 10:23

03 EC2100018-03 PERCHLORATE3 20210413_010 04/13/2021 10:31

04 EC2100018-04 PERCHLORATE4 20210413_011 04/13/2021 10:39

05 EC2100018-05 PERCHLORATE5 20210413_012 04/13/2021 10:47

06 EC2100018-06 PERCHLORATE6 20210413_013 04/13/2021 10:54

07 EC2100018-07 PERCHLORATE7 20210413_014 04/13/2021 11:02

08 EC2100018-08 PERCHLORATE8 20210413_015 04/13/2021 11:10

09 EC2100018-09 PERCHLORATE9 20210413_016 04/13/2021 11:18

10 EC2100018-10 PERCHLORATE10 20210413_017 04/13/2021 11:26

Analyte Curve Fit Weighting

Perchlorate Average RF RSD = 9.714 Average RF = 0.1227

# Amount RF RFAmount# RFAmount# RFAmount#
01 0.1000 0.154 0.12190.500002 0.12090.700003 0.12141.000004
05 2.0000 0.1284 0.12065.000006 0.118310.000007 0.11420.000008
09 30.0000 0.1156 0.11250.000010

Analyte

Perchlorate

# Amount
Calculated

Conc
Calculated

ConcAmount#
Calculated

ConcAmount#%D %D %D
01 0.1000 0.125 0.4970.500002 0.6900.70000325.5 -0.6 -1.5
04 1.0000 0.989 2.092.000005 4.915.000006-1.1 4.6 -1.7
07 10.0000 9.64 18.620.000008 28.330.000009-3.6 -7.1 -5.8
10 50.0000 45.7 -8.7

Initial Calibration - Detailed Report

Printed 4/13/2021 1:31:06 PM Initial Calibration - Detailed Report Page 1 of 2
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1Column Name:
Instrument ID: E-LCMS-01EC2100018Calibration ID:

Datafile ID: 20210413_018

Analyte Lab Code Type Curve Fit True Value Calc Conc Units Result Criteria

Perchlorate EC2100018-11 T Average RF 10 9.478 ng/mL -5.2 <= 15

Initial Calibration Verification Summary Report

Page 2 of 2Initial Calibration Verification Summary ReportPrinted 4/13/2021 1:31:06 PM
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1.25e2Q 99.00>83.00 (-)

A=407
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

2.30e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e1

2.0e1

7.89e3ISTD 107.00>89.00 (-)

A=26435
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 37

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_008
Sample ID: PERCHLORATE1
Date Acquired: 4/13/2021 10:15:23 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_008.lcd
Vial: 22 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.768 407 26435 1 0.12534 ng/mL 0.1000 11.97
Sodium Perchlorate-18O4
_IS

Auto 2.762 26435 26435 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.12534 Conc 1.00000
R#1 11.97 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 668 of 723
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Before

1.25e2Q 99.00>83.00 (-)

A=407
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

2.30e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e1

2.0e1

7.89e3ISTD 107.00>89.00 (-)

A=26435
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

Method File: I:\LCMS01\DATA\20210413\Before\20210413.lcm

20210413_008
Sample ID: PERCHLORATE1
Date Acquired: 4/13/2021 10:15:23 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_008.lcd
Vial: 22 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.12722 Conc 1.00000
R#1 11.97 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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5.40e2Q 99.00>83.00 (-)

A=1904
RT=2.761

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

1.18e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

8.14e3ISTD 107.00>89.00 (-)

A=31237
RT=2.758

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 2 of 37

20210413_009
Sample ID: PERCHLORATE2
Date Acquired: 4/13/2021 10:23:19 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_009.lcd
Vial: 23 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.761 1904 31237 1 0.49684 ng/mL 0.5000 21.42
Sodium Perchlorate-18O4
_IS

Auto 2.758 31237 31237 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.49684 Conc 1.00000
R#1 21.42 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

5.40e2Q 99.00>83.00 (-)

A=1888
RT=2.761

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

1.18e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

8.14e3ISTD 107.00>89.00 (-)

A=31237
RT=2.758

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_009
Sample ID: PERCHLORATE2
Date Acquired: 4/13/2021 10:23:19 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_009.lcd
Vial: 23 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.50005 Conc 1.00000
R#1 20.15 (0.00)

1st /S/ GR 04/14/21 

2nd /S/ KN 04/14/21
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7.20e2Q 99.00>83.00 (-)

A=2863
RT=2.762

RT (min)
2 3 4

0.0e0

2.5e2

5.0e2

1.82e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

8.91e3ISTD 107.00>89.00 (-)

A=33837
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 3 of 37

20210413_010
Sample ID: PERCHLORATE3
Date Acquired: 4/13/2021 10:31:12 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_010.lcd
Vial: 24 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.762 2863 33837 1 0.68967 ng/mL 0.7000 23.86
Sodium Perchlorate-18O4
_IS

Auto 2.761 33837 33837 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.68967 Conc 1.00000
R#1 23.86 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

7.20e2Q 99.00>83.00 (-)

A=2515
RT=2.762

RT (min)
2 3 4

0.0e0

2.5e2

5.0e2

1.82e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

8.91e3ISTD 107.00>89.00 (-)

A=33837
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_010
Sample ID: PERCHLORATE3
Date Acquired: 4/13/2021 10:31:12 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_010.lcd
Vial: 24 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.61492 Conc 1.00000
R#1 25.48 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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1.08e3Q 99.00>83.00 (-)

A=4096
RT=2.759

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

2.77e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.84e3ISTD 107.00>89.00 (-)

A=33742
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 4 of 37

20210413_011
Sample ID: PERCHLORATE4
Date Acquired: 4/13/2021 10:39:04 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_011.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.759 4096 33742 1 0.98947 ng/mL 1.0000 25.61
Sodium Perchlorate-18O4
_IS

Auto 2.757 33742 33742 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.98947 Conc 1.00000
R#1 25.61 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

1.08e3Q 99.00>83.00 (-)

A=4015
RT=2.759

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

2.77e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.84e3ISTD 107.00>89.00 (-)

A=33742
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_011
Sample ID: PERCHLORATE4
Date Acquired: 4/13/2021 10:39:04 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_011.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.98444 Conc 1.00000
R#1 25.21 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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2.38e3Q 99.00>83.00 (-)

A=8496
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

5.09e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

8.76e3ISTD 107.00>89.00 (-)

A=33090
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 5 of 37

20210413_012
Sample ID: PERCHLORATE5
Date Acquired: 4/13/2021 10:47:01 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_012.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.757 8496 33090 1 2.09273 ng/mL 2.0000 22.06
Sodium Perchlorate-18O4
_IS

Auto 2.757 33090 33090 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 2.09273 Conc 1.00000
R#1 22.06 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

2.38e3Q 99.00>83.00 (-)

A=8496
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

5.09e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

8.76e3ISTD 107.00>89.00 (-)

A=33090
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_012
Sample ID: PERCHLORATE5
Date Acquired: 4/13/2021 10:47:01 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_012.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 2.12410 Conc 1.00000
R#1 22.06 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 677 of 723

01038083



5.68e3Q 99.00>83.00 (-)

A=20508
RT=2.758

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

1.19e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

9.33e3ISTD 107.00>89.00 (-)

A=34019
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 6 of 37

20210413_013
Sample ID: PERCHLORATE6
Date Acquired: 4/13/2021 10:54:54 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_013.lcd
Vial: 27 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.758 20508 34019 1 4.91382 ng/mL 5.0000 20.99
Sodium Perchlorate-18O4
_IS

Auto 2.759 34019 34019 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 4.91382 Conc 1.00000
R#1 20.99 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

5.68e3Q 99.00>83.00 (-)

A=20508
RT=2.758

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

1.19e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

9.33e3ISTD 107.00>89.00 (-)

A=34019
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_013
Sample ID: PERCHLORATE6
Date Acquired: 4/13/2021 10:54:54 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_013.lcd
Vial: 27 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 4.98748 Conc 1.00000
R#1 20.99 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.07e3Q 99.00>83.00 (-)

A=29126
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.95e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.27e3ISTD 107.00>89.00 (-)

A=24621
RT=2.765

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 7 of 37

20210413_014
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 11:02:49 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_014.lcd
Vial: 21 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.766 29126 24621 1 9.64243 ng/mL 10.0000 22.37
Sodium Perchlorate-18O4
_IS

Auto 2.765 24621 24621 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.64243 Conc 1.00000
R#1 22.37 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

9.07e3Q 99.00>83.00 (-)

A=29126
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.95e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.27e3ISTD 107.00>89.00 (-)

A=24621
RT=2.765

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_014
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 11:02:49 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_014.lcd
Vial: 21 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.78696 Conc 1.00000
R#1 22.37 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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2.01e4Q 99.00>83.00 (-)

A=69850
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e4

2.0e4

4.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

8.88e3ISTD 107.00>89.00 (-)

A=30625
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 8 of 37

20210413_015
Sample ID: PERCHLORATE8
Date Acquired: 4/13/2021 11:10:43 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_015.lcd
Vial: 28 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.763 69850 30625 1 18.590
82

ng/mL 20.0000 21.49

Sodium Perchlorate-18O4
_IS

Auto 2.761 30625 30625 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 18.59082 Conc 1.00000
R#1 21.49 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

2.01e4Q 99.00>83.00 (-)

A=69850
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e4

2.0e4

4.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

8.88e3ISTD 107.00>89.00 (-)

A=30625
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_015
Sample ID: PERCHLORATE8
Date Acquired: 4/13/2021 11:10:43 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_015.lcd
Vial: 28 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 18.86948 Conc 1.00000
R#1 21.49 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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3.55e4Q 99.00>83.00 (-)

A=119009
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e4

7.42e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.02e4ISTD 107.00>89.00 (-)

A=34325
RT=2.763

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 9 of 37

20210413_016
Sample ID: PERCHLORATE9
Date Acquired: 4/13/2021 11:18:37 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_016.lcd
Vial: 29 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.764 1190
09

34325 1 28.260
43

ng/mL 30.0000 21.59

Sodium Perchlorate-18O4
_IS

Auto 2.763 34325 34325 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 28.26043 Conc 1.00000
R#1 21.59 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

3.55e4Q 99.00>83.00 (-)

A=119009
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e4

7.42e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.02e4ISTD 107.00>89.00 (-)

A=34325
RT=2.763

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_016
Sample ID: PERCHLORATE9
Date Acquired: 4/13/2021 11:18:37 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_016.lcd
Vial: 29 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 28.68402 Conc 1.00000
R#1 21.59 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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5.40e4Q 99.00>83.00 (-)

A=170133
RT=2.765

RT (min)
2 3 4

0.0e0

2.0e4

4.0e4

1.18e4R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

9.62e3ISTD 107.00>89.00 (-)

A=30370
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 10 of 37

20210413_017
Sample ID: PERCHLORATE10
Date Acquired: 4/13/2021 11:26:31 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_017.lcd
Vial: 30 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.765 1701
33

30370 1 45.662
71

ng/mL 50.0000 22.95

Sodium Perchlorate-18O4
_IS

Auto 2.763 30370 30370 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 45.66271 Conc 1.00000
R#1 22.95 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 686 of 723

01038092



Before

5.40e4Q 99.00>83.00 (-)

A=170133
RT=2.765

RT (min)
2 3 4

0.0e0

2.0e4

4.0e4

1.18e4R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

9.62e3ISTD 107.00>89.00 (-)

A=30370
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_017
Sample ID: PERCHLORATE10
Date Acquired: 4/13/2021 11:26:31 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_017.lcd
Vial: 30 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 46.34714 Conc 1.00000
R#1 22.95 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.62e3Q 99.00>83.00 (-)

A=31002
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e3

2.23e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.36e3ISTD 107.00>89.00 (-)

A=26657
RT=2.672

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 11 of 37

20210413_018
Sample ID: PERCHLORATEICV
Date Acquired: 4/13/2021 11:58:42 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_018.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.673 31002 26657 1 9.47985 ng/mL 10.0000 23.51
Sodium Perchlorate-18O4
_IS

Auto 2.672 26657 26657 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.47985 Conc 1.00000
R#1 23.51 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

8.06e3Q 99.00>83.00 (-)

A=25919
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.93e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.95e3ISTD 107.00>89.00 (-)

A=25591
RT=2.764

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_018
Sample ID: PERCHLORATEICV
Date Acquired: 4/13/2021 11:34:26 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_018.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 8.37906 Conc 1.00000
R#1 24.46 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Chromatograms and  
Selected Ion Monitoring 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 320, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
Page 690 of 723
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20210413 ICAL Date: 4/13/2021
Cal. Std. xp:  5/20/2021

1st Review: Grivera ICAL ID:  EC2100018
2nd Review: Kneir

Mobile Phases A: 0.75% Formic Acid/Water 3100807-09 B: MeOH 3100802-01

File Name Acquisition Method 
Dilutio

n R Comments Date/Time 
1 PERCHLORATE1  4/13/2021 10:15
2 PERCHLORATE2  4/13/2021 10:23
3 PERCHLORATE3  4/13/2021 10:31
4 PERCHLORATE4  4/13/2021 10:39
5 PERCHLORATE5  4/13/2021 10:47
6 PERCHLORATE6  4/13/2021 10:54
7 PERCHLORATE7  4/13/2021 11:02
8 PERCHLORATE8  4/13/2021 11:10
9 PERCHLORATE9  4/13/2021 11:18

10 PERCHLORATE10  4/13/2021 11:26
11 PERCHLORATEICV  4/13/2021 11:58
12 ICS  4/13/2021 12:24
13 LODV  4/13/2021 12:31
14 PERCHLORATE7  4/13/2021 12:39
15 EQ2100193-01-DNU  4/13/2021 12:47
16 EQ2100193-02  4/13/2021 12:55
17 EQ2100193-03  4/13/2021 13:27
18 EQ2100193-01-DNU  4/13/2021 13:35
19 EQ2100193-04  4/13/2021 13:43
20 EQ2100193-05  4/13/2021 13:51
21 E2100329-001  4/13/2021 13:59
22 E2100330-001DNU  4/13/2021 14:07
23 E2100331-001  4/13/2021 14:15
24 E2100368-001  4/13/2021 14:23
25 E2100369-001DNU  4/13/2021 14:31
26 PERCHLORATE7  4/13/2021 14:39
27 E2100369-002  4/13/2021 15:03
28 E2100369-003  4/13/2021 15:11
29 E2100369-004  4/13/2021 15:18
30 E2100330-001X100  4/13/2021 15:26
31 E2100369-001X10  4/13/2021 15:34
32 E2100369-005DNU  4/13/2021 15:42
33 E2100369-006DNU  4/13/2021 15:50
34 E2100369-007DNU  4/13/2021 15:58
35 E2100369-008DNU  4/13/2021 16:06
36 E2100369-009DNU  4/13/2021 16:14
37 PERCHLORATE7  4/13/2021 16:38
38 E2100369-008DNU  4/13/2021 16:46
39 E2100369-005X10  4/13/2021 16:54
40 E2100369-006X20  4/13/2021 17:02
41 E2100369-007X20  4/13/2021 17:10
42 E2100369-009X5000  4/13/2021 17:17
43 EQ2100193-01  4/13/2021 17:25
44 PERCHLORATE7  4/13/2021 17:33
45
46

20210413_018 Perchlorate6850b.lcm 1x 3100809-06
1x

20210413_042 Perchlorate6850b.lcm 1x reanalyze: possible carryover

20210413_049 Perchlorate6850b.lcm

20210413_051 Perchlorate6850b.lcm 1x 3100809-02

5000x
20210413_050 Perchlorate6850b.lcm 1x

20210413_047 Perchlorate6850b.lcm 20x
20210413_048 Perchlorate6850b.lcm 20x

20210413_045 Perchlorate6850b.lcm 1x
20210413_046 Perchlorate6850b.lcm 10x

20210413_043 Perchlorate6850b.lcm 1x need 5000X dilution
20210413_044 Perchlorate6850b.lcm 1x 3100809-02

Injection Log
LCMS01 -Shimadzu 8050

3100809-04

3100808-08

20210413_008
20210413_009

20210413_016

20210413_010
20210413_011
20210413_012
20210413_013
20210413_014
20210413_015

20210413_029

20210413_019
20210413_020
20210413_021
20210413_022
20210413_023

20210413_027
20210413_028

20210413_017

20210413_037
20210413_038
20210413_039
20210413_040
20210413_041

20210413_030
20210413_031
20210413_032
20210413_033
20210413_034

Perchlorate6850b.lcm
Perchlorate6850b.lcm

20210413_036
20210413_035

20210413_024
20210413_025
20210413_026

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

1x

need 10X dilution
need 20X dilution

1x
1x

3100808-05
3100808-06
3100808-07

3100808-09
3100809-01

1x

need 10X dilution

1x
1x
1x

3100809-02

3100809-02

INST failed high
3100809-02

3100809-03

1x
1x

3100809-05

1x

1x
1x
1x
1x
1x

1x

100x
10x
1x

INST failed high

need 100X dilution

1x

1x

need 20X dilution
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HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_021

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.83 0.1206 Average RF0.1227 -1.7 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 692 of 723

01038098



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_033

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.97 0.1224 Average RF0.1227 -0.3 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 693 of 723

01038099



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_044

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 11.1 0.1357 Average RF0.1227  10.6 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 694 of 723

01038100



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_051

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.72 0.1193 Average RF0.1227 -2.8 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 695 of 723

01038101



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/14/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719704

File ID: I:\LCMS01\DATA\20210414\20210414_007

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.01 0.1105 Average RF0.1227 -9.9 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 696 of 723

01038102



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 4/14/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719704

File ID: I:\LCMS01\DATA\20210414\20210414_009

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.32 0.1143 Average RF0.1227 -6.8 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 697 of 723

01038103



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_021

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-01

Signal ID: 1

4/13/21 12:39

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 25,141  2.77EQ2100205-01Continuing Calibration Verification 

 39,477  2.76EQ2100193-02Lab Control Sample 

 24,790  2.77EQ2100193-03Duplicate Lab Control Sample 

 36,600  2.76EQ2100193-04Batch QCMS

 34,785  2.76EQ2100193-05Batch QCDMS

 19,438  2.76E2100331-001LH18/24-SP650_033021_BIX 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 698 of 723

01038104



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_033

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-02

Signal ID: 1

4/13/21 14:39

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 21,644  2.77EQ2100205-02Continuing Calibration Verification 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 699 of 723

01038105



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_044

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-03

Signal ID: 1

4/13/21 16:38

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 19,570  2.68EQ2100205-03Continuing Calibration Verification 

 22,959  2.78EQ2100193-01Method Blank 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 700 of 723

01038106



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_051

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-04

Signal ID: 1

4/13/21 17:33

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 22,708  2.78EQ2100205-04Continuing Calibration Verification 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 701 of 723

01038107



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719704

File ID: I:\LCMS01\DATA\20210414\20210414_007

Instrument ID: E-LCMS-01

Lab Code: EQ2100208-01

Signal ID: 1

4/14/21 10:29

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 23,140  2.78EQ2100208-01Continuing Calibration Verification 

 30,487  2.77E2100369-008Batch QC 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 702 of 723

01038108



HS21031608

Client: 

Project: 

Service Request: ALS Environmental - US E2100331

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719704

File ID: I:\LCMS01\DATA\20210414\20210414_009

Instrument ID: E-LCMS-01

Lab Code: EQ2100208-02

Signal ID: 1

4/14/21 11:32

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 23,950  2.77EQ2100208-02Continuing Calibration Verification 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586147 rev 00

Printed 4/14/21 15:58
Page 703 of 723

01038109



9.62e2Q 99.00>83.00 (-)

A=3261
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e2

2.38e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.09e3ISTD 107.00>89.00 (-)

A=26130
RT=2.671

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 12 of 37

20210413_019
Sample ID: ICS
Date Acquired: 4/13/2021 12:24:05 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_019.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.673 3261 26130 1 1.01724 ng/mL ---- 24.89
Sodium Perchlorate-18O4
_IS

Auto 2.671 26130 26130 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 1.01724 Conc 1.00000
R#1 24.89 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 704 of 723

01038110



Before

9.62e2Q 99.00>83.00 (-)

A=3261
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e2

2.38e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.09e3ISTD 107.00>89.00 (-)

A=26130
RT=2.671

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_019
Sample ID: ICS
Date Acquired: 4/13/2021 12:24:05 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_019.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 1.03249 Conc 1.00000
R#1 24.89 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 705 of 723

01038111



7.90e1Q 99.00>83.00 (-)

A=208
RT=2.764

RT (min)
2 3 4

0.0e0

5.0e1

7.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.65e3ISTD 107.00>89.00 (-)

A=26679
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 13 of 37

20210413_020
Sample ID: LODV
Date Acquired: 4/13/2021 12:31:57 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_020.lcd
Vial: 20 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.764 208 26679 1 0.06340 ng/mL ---- 23.29
Sodium Perchlorate-18O4
_IS

Auto 2.762 26679 26679 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.06340 Conc 1.00000
R#1 23.29 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 706 of 723

01038112



Before

7.90e1Q 99.00>83.00 (-)

A=208
RT=2.764

RT (min)
2 3 4

0.0e0

5.0e1

7.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.65e3ISTD 107.00>89.00 (-)

A=26679
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_020
Sample ID: LODV
Date Acquired: 4/13/2021 12:31:57 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_020.lcd
Vial: 20 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.06435 Conc 1.00000
R#1 23.29 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 707 of 723

01038113



9.62e3Q 99.00>83.00 (-)

A=30328
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e3

1.98e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.47e3ISTD 107.00>89.00 (-)

A=25141
RT=2.766

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 14 of 37

20210413_021
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 12:39:50 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_021.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.768 30328 25141 1 9.83263 ng/mL 10.0000 20.52
Sodium Perchlorate-18O4
_IS

Auto 2.766 25141 25141 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.83263 Conc 1.00000
R#1 20.52 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 708 of 723

01038114



Before

9.62e3Q 99.00>83.00 (-)

A=30328
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e3

1.98e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.47e3ISTD 107.00>89.00 (-)

A=25141
RT=2.766

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_021
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 12:39:50 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_021.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.98001 Conc 1.00000
R#1 20.52 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 709 of 723

01038115



1.11e2Q 99.00>83.00 (-)

A=464
RT=2.765

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

1.20e4ISTD 107.00>89.00 (-)

A=39477
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

1.2e4

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 16 of 37

20210413_023
Sample ID: EQ2100193-02
Date Acquired: 4/13/2021 12:55:37 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_023.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.765 464 39477 1 0.09580 ng/mL ---- 4.76
Sodium Perchlorate-18O4
_IS

Auto 2.764 39477 39477 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.09580 Conc 1.00000
R#1 4.76 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 710 of 723

01038116



Before

1.11e2Q 99.00>83.00 (-)

A=369
RT=2.765

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

1.20e4ISTD 107.00>89.00 (-)

A=39477
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

1.2e4

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_023
Sample ID: EQ2100193-02
Date Acquired: 4/13/2021 12:55:37 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_023.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.07733 Conc 1.00000
R#1 6.25 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 711 of 723

01038117



8.00e1Q 99.00>83.00 (-)

A=254
RT=2.775

RT (min)
2 3 4

0.0e0

5.0e1

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

7.71e3ISTD 107.00>89.00 (-)

A=24790
RT=2.768

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 1:14:32 PM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 1

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_024
Sample ID: EQ2100193-03
Date Acquired: 4/13/2021 1:27:56 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_024.lcd
Vial: 3 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.775 254 24790 1 0.08352 ng/mL ---- 32.50
Sodium Perchlorate-18O4
_IS

M 2.768 24790 24790 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.08352 Conc 1.00000
R#1 32.50 (0.00)

After-BLC

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 712 of 723

01038118



Before

8.00e1Q 99.00>83.00 (-)

A=250
RT=2.775

RT (min)
2 3 4

0.0e0

5.0e1

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

7.71e3ISTD 107.00>89.00 (-)

A=24863
RT=2.768

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_024
Sample ID: EQ2100193-03
Date Acquired: 4/13/2021 1:27:56 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_024.lcd
Vial: 3 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.08311 Conc 1.00000
R#1 26.58 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 713 of 723
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1.59e4Q 99.00>83.00 (-)

A=52549
RT=2.760

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

1.5e4

3.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

5.86e3ISTD 107.00>89.00 (-)

A=19438
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

Insight Report Printed at 4/14/2021 12:33:57 PM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 1

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_030
Sample ID: E2100331-001
Date Acquired: 4/13/2021 2:15:25 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_030.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode ID Found RT Area ISTD Area ISTD Group Conc. Unit Std. Conc. Ref 1 Actual Ratio
Perchlorate M 2.760 52549 19438 1 22.03596 ng/mL ---- 23.46
Sodium Perchlorate-18O4_IS M 2.759 19438 19438 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate-18O4
_IS

Conc 22.03596 Conc 1.00000
R#1 23.46 (0.00)

After-BLC

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 714 of 723
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Before

1.59e4Q 99.00>83.00 (-)

A=50755
RT=2.760

RT (min)
2 3 4

0.0e0

1.0e4

3.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e3

5.86e3ISTD 107.00>89.00 (-)

A=18851
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_030
Sample ID: E2100331-001
Date Acquired: 4/13/2021 2:15:25 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_030.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 22.27567 Conc 1.00000
R#1 23.50 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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8.96e3Q 99.00>83.00 (-)

A=26483
RT=2.773

RT (min)
2 3 4

0.0e0

5.0e3

1.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.46e3ISTD 107.00>89.00 (-)

A=21644
RT=2.771

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 24 of 37

20210413_033
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 2:39:04 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_033.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.773 26483 21644 1 9.97349 ng/mL 10.0000 20.32
Sodium Perchlorate-18O4
_IS

Auto 2.771 21644 21644 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.97349 Conc 1.00000
R#1 20.32 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 716 of 723
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Before

8.96e3Q 99.00>83.00 (-)

A=26483
RT=2.773

RT (min)
2 3 4

0.0e0

5.0e3

1.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.46e3ISTD 107.00>89.00 (-)

A=21644
RT=2.771

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_033
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 2:39:04 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_033.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 10.12298 Conc 1.00000
R#1 20.32 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 717 of 723
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1.12e4Q 99.00>83.00 (-)

A=26560
RT=2.679

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

2.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

7.79e3ISTD 107.00>89.00 (-)

A=19570
RT=2.678

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 30 of 37

20210413_044
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 4:38:24 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_044.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.679 26560 19570 1 11.062
46

ng/mL 10.0000 20.61

Sodium Perchlorate-18O4
_IS

Auto 2.678 19570 19570 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 11.06246 Conc 1.00000
R#1 20.61 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 718 of 723
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Before

1.12e4Q 99.00>83.00 (-)

A=26560
RT=2.679

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

2.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

7.79e3ISTD 107.00>89.00 (-)

A=19570
RT=2.678

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_044
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 4:38:24 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_044.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 11.22827 Conc 1.00000
R#1 20.61 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 719 of 723
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Before

1.41e2Q 99.00>83.00 (-)

A=456
RT=2.074

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

6.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.56e3ISTD 107.00>89.00 (-)

A=22959
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 3:28:07 PM

Manual Integration - Before

Method File: I:\LCMS01\DATA\20210413\Before\20210413.lcm

20210413_050
Sample ID: EQ2100193-01
Date Acquired: 4/13/2021 5:25:51 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_050.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc ---- Conc 1.00000
R#1 ---- (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 720 of 723

01038126



1.41e2Q 99.00>83.00 (-)

A=456
RT=2.074

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

6.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.56e3ISTD 107.00>89.00 (-)

A=22959
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 3:26:31 PM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 1

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_050
Sample ID: EQ2100193-01
Date Acquired: 4/13/2021 5:25:51 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_050.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate ND(W
/B)

---- ---- 22959 1 ---- ng/mL ---- ----

Sodium Perchlorate-18O4
_IS

Auto 2.777 22959 22959 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc ---- Conc 1.00000
R#1 ---- (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 721 of 723
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9.55e3Q 99.00>83.00 (-)

A=27084
RT=2.779

RT (min)
2 3 4

0.0e0

5.0e3

2.26e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.35e3ISTD 107.00>89.00 (-)

A=22708
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 37 of 37

20210413_051
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 5:33:46 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_051.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.779 27084 22708 1 9.72180 ng/mL 10.0000 23.63
Sodium Perchlorate-18O4
_IS

Auto 2.777 22708 22708 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.72180 Conc 1.00000
R#1 23.63 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 722 of 723
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Before

9.55e3Q 99.00>83.00 (-)

A=27084
RT=2.779

RT (min)
2 3 4

0.0e0

5.0e3

2.26e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.35e3ISTD 107.00>89.00 (-)

A=22708
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_051
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 5:33:46 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_051.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.86752 Conc 1.00000
R#1 23.63 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 723 of 723
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WorkOrder: HS21031613
Groundwater Treatment Plant Quarterly Influent Samples

Bhate Environmental Associates, Inc.

Marcia Olive 
445 Union Blvd Ste 129  
Lakewood CO 80228

20-Apr-2021

 www.alsglobal.com
 F: +1 281 530 5887
 T: +1 281 530 5656
 Houston, TX 77099
 10450 Stancliff Rd. Suite 210

Page 1 of 722

01038130



www.alsglobal.com

ALS Environmental
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T :
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Houston, TX 77099
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HS21031613 Groundwater Treatment Plant 
Quarterly Influent Samples Final

ALS WO# HS21031613
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April 14, 2021

Marcia Olive 
Bhate Environmental Associates, Inc.
445 Union Blvd Ste 129
Lakewood, CO 80228

The analytical data provided relates directly to the samples received by ALS  Environmental 
and for only the analyses requested. Results are expressed as "as received" unless 
otherwise noted.

QC sample results for this data met EPA or laboratory specifications except as noted in the 
Case Narrative or as noted with qualifiers in the QC batch information. Should this 
laboratory report need to be reproduced, it should be reproduced in full unless written 
approval has been obtained by ALS Environmental. Samples will be disposed in 30 days 
unless storage arrangements are made.  

If you have any questions regarding this report, please feel free to call me.

Sincerely,

ALS Environmental received 2 sample(s) on Mar 31, 2021 for the analysis presented in the 
following report.

Laboratory Results for: Groundwater Treatment Plant Quarterly Influent Samples

Dear Marcia Olive,

Work Order: HS21031613

Project Manager

Generated By:  JUMOKE.LAWAL

RJ Modashia

 10450 Stancliff Rd. Suite 210
 Houston, TX 77099
 T: +1 281 530 5656
 F: +1 281 530 5887

 www.alsglobal.comRight Solutions • Right Partner
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Client: Bhate Environmental Associates, Inc.

Work Order: HS21031613
Project: Groundwater Treatment Plant Quarterly Influent Samples SAMPLE SUMMARY

Lab Samp ID Client Sample ID Collection DateMatrix TagNo Date Received Hold

HS21031613-01 30-Mar-2021 14:00 31-Mar-2021 14:35LH18/24-SP140_033021 Water

HS21031613-02 30-Mar-2021 00:00CG-171520
-671

31-Mar-2021 14:35Trip Blank Water

ALS Houston, US 14-Apr-21Date: 

Page 6 of 722
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Client: CASE NARRATIVE

Work Order:
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

Project:
HS21031613

Work Order Comments

The analysis for Perchlorate was subcontracted to ALS Salt Lake City, UT.  Final report attached.•

GCMS Semivolatiles by Method SW8270SIM

Batch ID: 164271

The test results meet requirements of the current NELAP standards, state requirements or programs where applicable.•

GCMS Volatiles by Method SW8260

Batch ID: R381084
Sample ID: CCV

Acetone, 1,2,3-Trichlorobenzene, 1,2-Dibromo-3-Chloropropane and  Naphthalene exceeded %D limits for CCV. Samples are ND for 
these compounds.

•

Sample ID: LH18/24-SP140_033021 (HS21031613-01MSD)

The RPD between the MS and MSD was outside of the control limit. Naphthalene•

Metals by Method SW7470A

Batch ID: 164599

The test results meet requirements of the current NELAP standards, state requirements or programs where applicable.•

Metals by Method SW6020A

Batch ID: 164479
Sample ID: LH18/24-SP140_033021 (HS21031613-01MS)

Manganese Failed for MS but passed for MSD and PDS.•

The MS and/or MSD recovery was outside of the control limits; however, the result in the parent sample is greater than 4x the spike 
amount. (Barium,Sodium)

•

Sample ID: LH18/24-SP140_033021 (HS21031613-01MSD)

Calcium Failed for MSD but passed for MS and PDS.•

Wet Chemistry by Method SW9056

Batch ID: R381522
Sample ID: LH18/24-SP140_033021 (HS21031613-01MS)

The MS and/or MSD recovery was outside of the control limits; however, the result in the parent sample is greater than 4x the spike 
amount.  Chloride

•

WetChemistry by Method E1664A

Batch ID: R381292

The test results meet requirements of the current NELAP standards, state requirements or programs where applicable.•

WetChemistry by Method E410.4

Batch ID: R381052

ALS Houston, US 14-Apr-21Date: 

Page 7 of 722
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Client: CASE NARRATIVE

Work Order:
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

Project:
HS21031613

WetChemistry by Method E410.4

Batch ID: R381052

The test results meet requirements of the current NELAP standards, state requirements or programs where applicable.•

ALS Houston, US 14-Apr-21Date: 

Page 8 of 722
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Client:
Project:
Sample ID:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
LH18/24-SP140_033021

WorkOrder:
Lab ID:

Collection Date:

HS21031613
HS21031613-01

30-Mar-2021 14:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT LOQ
DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL DL LOD

VOLATILES ORGANICS BY METHOD 
8260C

Method:SW8260 Analyst:  PC

10ug/L 06-Apr-2021  20:26U 3.01,1,1,2-Tetrachloroethane 1010 10

10ug/L 06-Apr-2021  20:26U 2.01,1,1-Trichloroethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 5.01,1,2,2-Tetrachloroethane 1010 10

10ug/L 06-Apr-2021  20:26U 3.01,1,2-Trichloroethane 1010 10

10ug/L 06-Apr-2021  20:26U 2.01,1-Dichloroethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 2.01,1-Dichloroethene 105.0 5.0

10ug/L 06-Apr-2021  20:26U 3.01,1-Dichloropropene 1010 10

10ug/L 06-Apr-2021  20:26U 4.01,2,3-Trichlorobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 5.01,2,3-Trichloropropane 1010 10

10ug/L 06-Apr-2021  20:26U 5.01,2,4-Trichlorobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.01,2,4-Trimethylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 2.01,2-Dibromo-3-chloropropane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 2.01,2-Dibromoethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 5.01,2-Dichlorobenzene 1010 10

10ug/L 06-Apr-2021  20:262.01,2-Dichloroethane 1020 5.0
10ug/L 06-Apr-2021  20:26U 5.01,2-Dichloropropane 1010 10

10ug/L 06-Apr-2021  20:26U 3.01,3,5-Trimethylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 4.01,3-Dichlorobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.01,3-Dichloropropane 1010 10

10ug/L 06-Apr-2021  20:26U 4.01,4-Dichlorobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 2.02,2-Dichloropropane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 5.02-Butanone 2010 10

10ug/L 06-Apr-2021  20:26U 3.02-Chlorotoluene 1010 10

10ug/L 06-Apr-2021  20:26U 102-Hexanone 2020 20

10ug/L 06-Apr-2021  20:26U 4.04-Chlorotoluene 1010 10

10ug/L 06-Apr-2021  20:26U 3.04-Isopropyltoluene 1010 10

10ug/L 06-Apr-2021  20:26U 7.04-Methyl-2-pentanone 2020 20

10ug/L 06-Apr-2021  20:26U 4.0Acetone 2020 20

10ug/L 06-Apr-2021  20:26U 2.0Benzene 105.0 5.0

10ug/L 06-Apr-2021  20:26U 4.0Bromobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 2.0Bromochloromethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 2.0Bromodichloromethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 4.0Bromoform 1010 10

10ug/L 06-Apr-2021  20:26U 4.0Bromomethane 1010 10

10ug/L 06-Apr-2021  20:26U 6.0Carbon disulfide 2020 20

10ug/L 06-Apr-2021  20:26U 5.0Carbon tetrachloride 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Chlorobenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Chloroethane 1010 10

10ug/L 06-Apr-2021  20:26U 2.0Chloroform 105.0 5.0

14-Apr-21Date: ALS Houston, US

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
LH18/24-SP140_033021

WorkOrder:
Lab ID:

Collection Date:

HS21031613
HS21031613-01

30-Mar-2021 14:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT LOQ
DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL DL LOD

VOLATILES ORGANICS BY METHOD 
8260C

Method:SW8260 Analyst:  PC

10ug/L 06-Apr-2021  20:26U 2.0Chloromethane 105.0 5.0

10ug/L 06-Apr-2021  20:262.0cis-1,2-Dichloroethene 10390 5.0
10ug/L 06-Apr-2021  20:26U 1.0cis-1,3-Dichloropropene 105.0 5.0

10ug/L 06-Apr-2021  20:26U 3.0Dibromochloromethane 1010 10

10ug/L 06-Apr-2021  20:26U 2.0Dibromomethane 105.0 5.0

10ug/L 06-Apr-2021  20:26U 3.0Dichlorodifluoromethane 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Ethylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 10Hexachlorobutadiene 1020 20

10ug/L 06-Apr-2021  20:26U 3.0Isopropylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 5.0m,p-Xylene 2010 10

10ug/L 06-Apr-2021  20:264.0Methylene chloride 20970 20
10ug/L 06-Apr-2021  20:26U 4.0n-Butylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0n-Propylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Naphthalene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0o-Xylene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0sec-Butylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Styrene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0tert-Butylbenzene 1010 10

10ug/L 06-Apr-2021  20:26U 3.0Tetrachloroethene 1010 10

10ug/L 06-Apr-2021  20:26U 2.0Toluene 105.0 5.0

10ug/L 06-Apr-2021  20:26U 2.0trans-1,2-Dichloroethene 105.0 5.0

10ug/L 06-Apr-2021  20:26U 2.0trans-1,3-Dichloropropene 105.0 5.0

100ug/L 06-Apr-2021  20:0520Trichloroethene 1002,000 50
10ug/L 06-Apr-2021  20:26U 3.0Trichlorofluoromethane 1010 10

10ug/L 06-Apr-2021  20:26U 2.0Vinyl chloride 105.0 5.0

Surr: 1,2-Dichloroethane-d4 100%REC 06-Apr-2021  20:0592.4 81-1180
Surr: 1,2-Dichloroethane-d4 10%REC 06-Apr-2021  20:2691.7 81-1180
Surr: 4-Bromofluorobenzene 100%REC 06-Apr-2021  20:0590.2 85-1140
Surr: 4-Bromofluorobenzene 10%REC 06-Apr-2021  20:2693.6 85-1140
Surr: Dibromofluoromethane 10%REC 06-Apr-2021  20:2692.8 80-1190
Surr: Dibromofluoromethane 100%REC 06-Apr-2021  20:0592.2 80-1190
Surr: Toluene-d8 100%REC 06-Apr-2021  20:05106 89-1120
Surr: Toluene-d8 10%REC 06-Apr-2021  20:26104 89-1120

SEMIVOLATILES SIM Method:SW8270SIM Analyst:  ACNPrep:SW3510 / 06-Apr-2021

10ug/L 14-Apr-2021  13:510.101,4-Dioxane 0.101.3 0.10
Surr: 2-Fluorobiphenyl 10%REC 14-Apr-2021  13:5184.3 40-1400
Surr: 4-Terphenyl-d14 10%REC 14-Apr-2021  13:51123 40-1400
Surr: Nitrobenzene-d5 10%REC 14-Apr-2021  13:5162.2 40-1400

14-Apr-21Date: ALS Houston, US

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
LH18/24-SP140_033021

WorkOrder:
Lab ID:

Collection Date:

HS21031613
HS21031613-01

30-Mar-2021 14:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT LOQ
DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL DL LOD

METALS BY ICPMS BY SW6020A Method:SW6020A Analyst:  JHDPrep:SW3010A / 12-Apr-2021

1mg/L 14-Apr-2021  11:480.00180Aluminum 0.01000.113 0.00500
1mg/L 14-Apr-2021  11:48U 0.000400Antimony 0.005000.00100 0.00100

1mg/L 14-Apr-2021  11:48J 0.000400Arsenic 0.005000.000921 0.00100
20mg/L 14-Apr-2021  12:290.0380Barium 0.1000.340 0.0500
1mg/L 14-Apr-2021  11:48U 0.000200Beryllium 0.002000.000500 0.000500

1mg/L 14-Apr-2021  11:48U 0.000200Cadmium 0.002000.000500 0.000500

20mg/L 14-Apr-2021  12:290.680Calcium 10.021.6 1.00
1mg/L 14-Apr-2021  11:48J 0.000400Chromium 0.005000.00304 0.00100
1mg/L 14-Apr-2021  11:48J 0.000100Cobalt 0.005000.00305 0.000500
1mg/L 14-Apr-2021  11:480.0120Iron 0.2000.486 0.0500
1mg/L 14-Apr-2021  11:48U 0.000600Lead 0.005000.00100 0.00100

1mg/L 14-Apr-2021  11:480.0100Magnesium 0.20015.4 0.0500
1mg/L 14-Apr-2021  11:480.000700Manganese 0.005000.197 0.00250
1mg/L 14-Apr-2021  11:480.000600Nickel 0.005000.00949 0.00100
1mg/L 14-Apr-2021  11:480.0180Potassium 0.2001.35 0.0500
1mg/L 14-Apr-2021  11:48U 0.00110Selenium 0.005000.00250 0.00250

1mg/L 14-Apr-2021  11:48U 0.000200Silver 0.005000.000500 0.000500

20mg/L 14-Apr-2021  12:290.280Sodium 4.00215 1.00
1mg/L 14-Apr-2021  11:48U 0.000200Thallium 0.002000.000500 0.000500

1mg/L 14-Apr-2021  11:48J 0.000600Vanadium 0.005000.000911 0.00100
1mg/L 14-Apr-2021  11:480.00200Zinc 0.005000.0508 0.00250

MERCURY BY SW7470A Method:SW7470A Analyst:  MSCPrep:SW7470A / 14-Apr-2021

1mg/L 14-Apr-2021  12:44U 0.0000300Mercury 0.0002000.000000100 0.00000010
0

OIL & GREASE  (HEM) BY E1664A Method:E1664A Analyst:  KAH
1mg/L 09-Apr-2021  13:00U 0.610Oil and Grease 2.001.00 1.00

CHEMICAL OXYGEN DEMAND BY E410.4 Method:E410.4 Analyst:  TH
1mg/L 06-Apr-2021  16:00J 5.00Chemical Oxygen Demand 15.09.00 15.0

ANIONS BY SW9056A Method:SW9056 Analyst:  YP
20mg/L 14-Apr-2021  02:124.00Chloride 10.0300 10.0
1mg/L 14-Apr-2021  01:170.200Sulfate 0.50030.0 0.500

SUBCONTRACT ANALYSIS - 
PERCHLORATE (EPA 6850)

Method:NA Analyst:  GR

1NA 14-Apr-2021  16:550Subcontract Analysis See Attached 0

14-Apr-21Date: ALS Houston, US

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
Trip Blank

WorkOrder:
Lab ID:

Collection Date:

HS21031613
HS21031613-02

30-Mar-2021 00:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT LOQ
DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL DL LOD

VOLATILES ORGANICS BY METHOD 
8260C

Method:SW8260 Analyst:  PC

1ug/L 06-Apr-2021  19:23U 0.301,1,1,2-Tetrachloroethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.201,1,1-Trichloroethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.501,1,2,2-Tetrachloroethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.301,1,2-Trichloroethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.201,1-Dichloroethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.201,1-Dichloroethene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.301,1-Dichloropropene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.401,2,3-Trichlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.501,2,3-Trichloropropane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.501,2,4-Trichlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.301,2,4-Trimethylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.201,2-Dibromo-3-chloropropane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.201,2-Dibromoethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.501,2-Dichlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.201,2-Dichloroethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.501,2-Dichloropropane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.301,3,5-Trimethylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.401,3-Dichlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.301,3-Dichloropropane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.401,4-Dichlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.202,2-Dichloropropane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.502-Butanone 2.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.302-Chlorotoluene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 1.02-Hexanone 2.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.404-Chlorotoluene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.304-Isopropyltoluene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.704-Methyl-2-pentanone 2.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.40Acetone 2.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.20Benzene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.40Bromobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.20Bromochloromethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.20Bromodichloromethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.40Bromoform 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.40Bromomethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.60Carbon disulfide 2.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.50Carbon tetrachloride 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Chlorobenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Chloroethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.20Chloroform 1.00.50 0.50

14-Apr-21Date: ALS Houston, US

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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Client:
Project:
Sample ID:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
Trip Blank

WorkOrder:
Lab ID:

Collection Date:

HS21031613
HS21031613-02

30-Mar-2021 00:00 Matrix:Water

ANALYTICAL REPORT

ANALYSES RESULT LOQ
DILUTION 
FACTORUNITS

DATE 
ANALYZEDQUAL DL LOD

VOLATILES ORGANICS BY METHOD 
8260C

Method:SW8260 Analyst:  PC

1ug/L 06-Apr-2021  19:23U 0.20Chloromethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.20cis-1,2-Dichloroethene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.10cis-1,3-Dichloropropene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.30Dibromochloromethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.20Dibromomethane 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.30Dichlorodifluoromethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Ethylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 1.0Hexachlorobutadiene 1.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.30Isopropylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.50m,p-Xylene 2.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.40Methylene chloride 2.02.0 2.0

1ug/L 06-Apr-2021  19:23U 0.40n-Butylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30n-Propylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Naphthalene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30o-Xylene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30sec-Butylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Styrene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30tert-Butylbenzene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.30Tetrachloroethene 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.20Toluene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.20trans-1,2-Dichloroethene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.20trans-1,3-Dichloropropene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.20Trichloroethene 1.00.50 0.50

1ug/L 06-Apr-2021  19:23U 0.30Trichlorofluoromethane 1.01.0 1.0

1ug/L 06-Apr-2021  19:23U 0.20Vinyl chloride 1.00.50 0.50

Surr: 1,2-Dichloroethane-d4 1%REC 06-Apr-2021  19:2392.4 81-1180
Surr: 4-Bromofluorobenzene 1%REC 06-Apr-2021  19:2391.8 85-1140
Surr: Dibromofluoromethane 1%REC 06-Apr-2021  19:2390.9 80-1190
Surr: Toluene-d8 1%REC 06-Apr-2021  19:23104 89-1120

14-Apr-21Date: ALS Houston, US

Note: See Qualifiers Page for a list of qualifiers and their explanation.
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Weight / Prep Log

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

Batch ID:164271

Method: SV AQ SEP FUN EXTRACT-LOWLEV - 3510C 3510_B_SIMPrep Code: 
Start Date: 06 Apr 2021 10:30 End Date: 06 Apr 2021 15:30

ContainerSample ID
Sample 
Wt/Vol

Final 
Volume

Prep 
Factor

HS21031613-01 1 1000 (mL) 1-liter amber glass,
Neat

1 (mL) 0.001

Batch ID:164479

Method: WATER - SW3010A 3010APrep Code: 
Start Date: 12 Apr 2021 09:00 End Date: 12 Apr 2021 13:00

ContainerSample ID
Sample 
Wt/Vol

Final 
Volume

Prep 
Factor

HS21031613-01 10 (mL) 120 plastic HNO310 (mL) 1

Batch ID:164599

Method: MERCURY PREP BY 7470A- WATER HG_WPRPrep Code: 
Start Date: 14 Apr 2021 09:00 End Date: 14 Apr 2021 12:00

ContainerSample ID
Sample 
Wt/Vol

Final 
Volume

Prep 
Factor

HS21031613-01 10 (mL) 120 plastic HNO310 (mL) 1

14-Apr-21Date: ALS Houston, US
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Client:
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:

HS21031613
DATES REPORT

Collection Date Prep Date Analysis DateClient Samp IDSample ID Leachate Date DF

Batch ID: 164271 ( 0 ) Test Name : SEMIVOLATILES SIM Matrix: Water

06 Apr 2021 13:15 14 Apr 2021 13:51HS21031613-01 30 Mar 2021 14:00 10LH18/24-SP140_033021

Batch ID: 164479 ( 0 ) Test Name : METALS BY ICPMS BY SW6020A Matrix: Water

12 Apr 2021 11:05 14 Apr 2021 12:29HS21031613-01 30 Mar 2021 14:00 20LH18/24-SP140_033021

12 Apr 2021 11:05 14 Apr 2021 11:48HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

Batch ID: 164599 ( 0 ) Test Name : MERCURY BY SW7470A Matrix: Water

14 Apr 2021 09:00 14 Apr 2021 12:44HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

Batch ID: R381052 ( 0 ) Test Name : CHEMICAL OXYGEN DEMAND BY E410.4 Matrix: Water

06 Apr 2021 16:00HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

Batch ID: R381084 ( 0 ) Test Name : VOLATILES ORGANICS BY METHOD 8260C Matrix: Water

06 Apr 2021 20:26HS21031613-01 30 Mar 2021 14:00 10LH18/24-SP140_033021

06 Apr 2021 20:05HS21031613-01 30 Mar 2021 14:00 100LH18/24-SP140_033021

06 Apr 2021 19:23HS21031613-02 30 Mar 2021 00:00 1Trip Blank

Batch ID: R381292 ( 0 ) Test Name : OIL & GREASE  (HEM) BY E1664A Matrix: Water

09 Apr 2021 13:00HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

Batch ID: R381522 ( 0 ) Test Name : ANIONS BY SW9056A Matrix: Water

14 Apr 2021 02:12HS21031613-01 30 Mar 2021 14:00 20LH18/24-SP140_033021

14 Apr 2021 01:17HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

Batch ID: R381592 ( 0 ) Test Name : SUBCONTRACT ANALYSIS - PERCHLORATE (EPA 6850) Matrix: Water

14 Apr 2021 16:55HS21031613-01 30 Mar 2021 14:00 1LH18/24-SP140_033021

14-Apr-21Date: ALS Houston, US
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: MBLK-164479 Units: mg/L Analysis Date: 14-Apr-2021 12:01

Run ID: ICPMS06_381565 SeqNo: 6040271 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Aluminum 0.00500   U0.0100

Antimony 0.000815 J 0.00500

Arsenic 0.00100   U0.00500

Barium 0.00250   U0.00500

Beryllium 0.000500   U0.00200

Cadmium 0.000500   U0.00200

Calcium 0.0500   U0.500

Chromium 0.00100   U0.00500

Cobalt 0.000500   U0.00500

Iron 0.0500   U0.200

Lead 0.00100   U0.00500

Magnesium 0.0500   U0.200

Manganese 0.00250   U0.00500

Nickel 0.00100   U0.00500

Potassium 0.0500   U0.200

Selenium 0.00250   U0.00500

Silver 0.000500   U0.00500

Sodium 0.04282 J 0.200

Thallium 0.000500   U0.00200

Vanadium 0.00100   U0.00500

Zinc 0.00250   U0.00500

ALS Houston, US Date: 14-Apr-21

Page 16 of 722

01038145



Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: LCS-164479 Units: mg/L Analysis Date: 14-Apr-2021 11:44

Run ID: ICPMS06_381565 SeqNo: 6040264 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Aluminum 0.1049 0.1 0 105 84 - 1170.0100

Antimony 0.04474 0.05 0 89.5 85 - 1170.00500

Arsenic 0.04306 0.05 0 86.1 84 - 1160.00500

Barium 0.04626 0.05 0 92.5 86 - 1140.00500

Beryllium 0.04485 0.05 0 89.7 83 - 1210.00200

Cadmium 0.04717 0.05 0 94.3 87 - 1150.00200

Calcium 4.382 5 0 87.6 87 - 1180.500

Chromium 0.04314 0.05 0 86.3 85 - 1160.00500

Cobalt 0.04551 0.05 0 91.0 86 - 1150.00500

Iron 4.501 5 0 90.0 87 - 1180.200

Lead 0.04508 0.05 0 90.2 88 - 1150.00500

Magnesium 4.564 5 0 91.3 83 - 1180.200

Nickel 0.04611 0.05 0 92.2 85 - 1170.00500

Potassium 4.596 5 0 91.9 87 - 1150.200

Selenium 0.04596 0.05 0 91.9 80 - 1200.00500

Silver 0.04931 0.05 0 98.6 85 - 1160.00500

Sodium 4.534 5 0 90.7 85 - 1170.200

Thallium 0.0461 0.05 0 92.2 82 - 1160.00200

Vanadium 0.04382 0.05 0 87.6 86 - 1150.00500

Zinc 0.04767 0.05 0 95.3 83 - 1190.00500

Sample ID: LCS-164479 Units: mg/L Analysis Date: 14-Apr-2021 12:51

Run ID: ICPMS06_381565 SeqNo: 6040313 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Manganese 0.04526 0.05 0 90.5 87 - 1150.00500

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: HS21031613-01MS Units: mg/L Analysis Date: 14-Apr-2021 11:52

Run ID: ICPMS06_381565 SeqNo: 6040268 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID: LH18/24-SP140_033021

Aluminum 0.2271 0.1 0.1127 114 84 - 1170.0100

Antimony 0.04525 0.05 0.000391 89.7 85 - 1170.00500

Arsenic 0.04569 0.05 0.000921 89.5 84 - 1160.00500

Barium 0.4035 0.05 0.3344 138 86 - 114 SO 0.00500

Beryllium 0.04638 0.05 0.000055 92.6 83 - 1210.00200

Cadmium 0.04735 0.05 0.000128 94.4 87 - 1150.00200

Calcium 25.75 5 19.96 116 87 - 1180.500

Chromium 0.04748 0.05 0.003044 88.9 85 - 1160.00500

Cobalt 0.04913 0.05 0.003048 92.2 86 - 1150.00500

Iron 5.083 5 0.4857 92.0 87 - 1180.200

Lead 0.04687 0.05 0.00021 93.3 88 - 1150.00500

Magnesium 21.28 5 15.43 117 83 - 1180.200

Manganese 0.2551 0.05 0.1973 115 87 - 115 S 0.00500

Nickel 0.05578 0.05 0.009488 92.6 85 - 1170.00500

Potassium 6.192 5 1.345 96.9 87 - 1150.200

Selenium 0.0463 0.05 0.000336 91.9 80 - 1200.00500

Silver 0.0494 0.05 -0.000035 98.9 85 - 1160.00500

Sodium 216.5 5 200.6 319 85 - 117 SEO 0.200

Thallium 0.04438 0.05 0.000035 88.7 82 - 1160.00200

Vanadium 0.04682 0.05 0.000911 91.8 86 - 1150.00500

Zinc 0.09885 0.05 0.05085 96.0 83 - 1190.00500

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: HS21031613-01MSD Units: mg/L Analysis Date: 14-Apr-2021 11:54

Run ID: ICPMS06_381565 SeqNo: 6040269 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID: LH18/24-SP140_033021

Aluminum 0.2225 0.1 0.1127 110 84 - 117 0.2271 2.04 200.0100

Antimony 0.04618 0.05 0.000391 91.6 85 - 117 0.04525 2.04 200.00500

Arsenic 0.04586 0.05 0.000921 89.9 84 - 116 0.04569 0.382 200.00500

Barium 0.3934 0.05 0.3344 118 86 - 114 0.4035 2.55 20 SO 0.00500

Beryllium 0.04646 0.05 0.000055 92.8 83 - 121 0.04638 0.194 200.00200

Cadmium 0.04746 0.05 0.000128 94.7 87 - 115 0.04735 0.217 200.00200

Calcium 26.09 5 19.96 122 87 - 118 25.75 1.31 20 S 0.500

Chromium 0.04828 0.05 0.003044 90.5 85 - 116 0.04748 1.68 200.00500

Cobalt 0.04899 0.05 0.003048 91.9 86 - 115 0.04913 0.275 200.00500

Iron 5.147 5 0.4857 93.2 87 - 118 5.083 1.23 200.200

Lead 0.04714 0.05 0.00021 93.9 88 - 115 0.04687 0.579 200.00500

Magnesium 21.04 5 15.43 112 83 - 118 21.28 1.16 200.200

Manganese 0.2518 0.05 0.1973 109 87 - 115 0.2551 1.29 200.00500

Nickel 0.05496 0.05 0.009488 90.9 85 - 117 0.05578 1.49 200.00500

Potassium 6.215 5 1.345 97.4 87 - 115 6.192 0.377 200.200

Selenium 0.0463 0.05 0.000336 91.9 80 - 120 0.0463 0 200.00500

Silver 0.04866 0.05 -0.000035 97.4 85 - 116 0.0494 1.51 200.00500

Sodium 218.7 5 200.6 363 85 - 117 216.5 1.01 20 SEO 0.200

Thallium 0.04492 0.05 0.000035 89.8 82 - 116 0.04438 1.23 200.00200

Vanadium 0.04703 0.05 0.000911 92.2 86 - 115 0.04682 0.456 200.00500

Zinc 0.0994 0.05 0.05085 97.1 83 - 119 0.09885 0.555 200.00500

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: HS21031613-01PDS Units: mg/L Analysis Date: 14-Apr-2021 11:56

Run ID: ICPMS06_381565 SeqNo: 6040270 PrepDate: 12-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

PDS

Client ID: LH18/24-SP140_033021

Aluminum 0.2252 0.1 0.1127 112 80 - 1200.0100

Antimony 0.09565 0.1 0.000391 95.3 80 - 1200.00500

Arsenic 0.1017 0.1 0.000921 101 80 - 1200.00500

Beryllium 0.1032 0.1 0.000055 103 80 - 1200.00200

Cadmium 0.1065 0.1 0.000128 106 80 - 1200.00200

Chromium 0.1041 0.1 0.003044 101 80 - 1200.00500

Cobalt 0.1087 0.1 0.003048 106 80 - 1200.00500

Iron 10.73 10 0.4857 102 80 - 1200.200

Lead 0.1056 0.1 0.00021 105 80 - 1200.00500

Magnesium 27.13 10 15.43 117 80 - 1200.200

Manganese 0.3093 0.1 0.1973 112 80 - 1200.00500

Nickel 0.1103 0.1 0.009488 101 80 - 1200.00500

Potassium 12.07 10 1.345 107 80 - 1200.200

Selenium 0.1028 0.1 0.000336 102 80 - 1200.00500

Silver 0.1046 0.1 -0.000035 105 80 - 1200.00500

Thallium 0.1168 0.1 0.000035 117 80 - 1200.00200

Vanadium 0.1053 0.1 0.000911 104 80 - 1200.00500

Zinc 0.1551 0.1 0.05085 104 80 - 1200.00500

Sample ID: HS21031613-01PDS Units: mg/L Analysis Date: 14-Apr-2021 12:33

Run ID: ICPMS06_381565 SeqNo: 6040278 PrepDate: 12-Apr-2021 DF: 20

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

PDS

Client ID: LH18/24-SP140_033021

Barium 2.159 2 0.3403 90.9 80 - 1200.100

Calcium 202.1 200 21.62 90.2 80 - 12010.0

Sodium 403.6 200 215.4 94.1 80 - 1204.00

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164479 ( 0 ) Instrument: ICPMS06 Method: METALS BY ICPMS BY SW6020A

Sample ID: HS21031613-01SD Units: mg/L Analysis Date: 14-Apr-2021 11:50

Run ID: ICPMS06_381565 SeqNo: 6040267 PrepDate: 12-Apr-2021 DF: 5

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %D
%D 
Limit Qual

SD

Client ID: LH18/24-SP140_033021

Antimony 0.00500 0.000391 0 10   U0.0250

Arsenic 0.00500 0.000921 0 10   U0.0250

Beryllium 0.00250 0.000055 0 10   U0.0100

Cadmium 0.00250 0.000128 0 10   U0.0100

Chromium 0.002896 0.003044 0 10 J 0.0250

Cobalt 0.003116 0.003048 0 10 J 0.0250

Iron 0.5228 0.4857 0 10 J 1.00

Lead 0.00500 0.00021 0 10   U0.0250

Magnesium 15.8 15.43 2.37 101.00

Manganese 0.1942 0.1973 1.6 100.0250

Nickel 0.009924 0.009488 0 10 J 0.0250

Potassium 1.316 1.345 2.2 101.00

Selenium 0.0125 0.000336 0 10   U0.0250

Silver 0.00250 -0.000035 0 10   U0.0250

Thallium 0.00250 0.000035 0 10   U0.0100

Vanadium 0.004301 0.000911 0 10 J 0.0250

Zinc 0.05346 0.05085 5.13 100.0250

Sample ID: HS21031613-01SD Units: mg/L Analysis Date: 14-Apr-2021 12:31

Run ID: ICPMS06_381565 SeqNo: 6040277 PrepDate: 12-Apr-2021 DF: 100

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %D
%D 
Limit Qual

SD

Client ID: LH18/24-SP140_033021

Barium 0.3475 0.3403 0 10 J 0.500

Calcium 23.62 21.62 0 10 J 50.0

Sodium 222.7 215.4 3.38 1020.0

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164599 ( 0 ) Instrument: HG03 Method: MERCURY BY SW7470A

Sample ID: MBLK-164599 Units: mg/L Analysis Date: 14-Apr-2021 12:34

Run ID: HG03_381562 SeqNo: 6040631 PrepDate: 14-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Mercury 0.000000100   U0.000200

Sample ID: LCS-164599 Units: mg/L Analysis Date: 14-Apr-2021 12:36

Run ID: HG03_381562 SeqNo: 6040632 PrepDate: 14-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Mercury 0.00533 0.005 0 107 82 - 1190.000200

Sample ID: HS21040220-04MS Units: mg/L Analysis Date: 14-Apr-2021 12:39

Run ID: HG03_381562 SeqNo: 6040634 PrepDate: 14-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID:

Mercury 0.00500 0.005 0.0001810 96.4 82 - 1190.000200

Sample ID: HS21040220-04MSD Units: mg/L Analysis Date: 14-Apr-2021 12:41

Run ID: HG03_381562 SeqNo: 6040635 PrepDate: 14-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID:

Mercury 0.00505 0.005 0.0001810 97.4 82 - 119 0.005000 0.995 200.000200

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: 164271 ( 0 ) Instrument: SV-6 Method: SEMIVOLATILES SIM

Sample ID: MBLK-164271 Units: ug/L Analysis Date: 14-Apr-2021 11:50

Run ID: SV-6_381580 SeqNo: 6040703 PrepDate: 06-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

1,4-Dioxane 0.010  U0.010

0.0728 0.08 0 91.0 40 - 1400Surr: 2-Fluorobiphenyl

0.08416 0.08 0 105 40 - 1400Surr: 4-Terphenyl-d14

0.06929 0.08 0 86.6 40 - 1400Surr: Nitrobenzene-d5

Sample ID: LCS-164271 Units: ug/L Analysis Date: 14-Apr-2021 14:09

Run ID: SV-6_381580 SeqNo: 6040706 PrepDate: 06-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

1,4-Dioxane 0.07828 0.08 0 97.8 40 - 1400.010

0.06744 0.08 0 84.3 40 - 1400Surr: 2-Fluorobiphenyl

0.06737 0.08 0 84.2 40 - 1400Surr: 4-Terphenyl-d14

0.05986 0.08 0 74.8 40 - 1400Surr: Nitrobenzene-d5

Sample ID: LCSD-164271 Units: ug/L Analysis Date: 14-Apr-2021 14:30

Run ID: SV-6_381580 SeqNo: 6040707 PrepDate: 06-Apr-2021 DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCSD

Client ID:

1,4-Dioxane 0.07839 0.08 0 98.0 40 - 140 0.07828 0.146 200.010

0.06376 0.08 0 79.7 40 - 140 0.06744 5.62 200Surr: 2-Fluorobiphenyl

0.05791 0.08 0 72.4 40 - 140 0.06737 15.1 200Surr: 4-Terphenyl-d14

0.05615 0.08 0 70.2 40 - 140 0.05986 6.4 200Surr: Nitrobenzene-d5

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD 
8260C

Sample ID: VBLKW-210406 Units: ug/L Analysis Date: 06-Apr-2021 18:41

Run ID: VOA6_381084 SeqNo: 6028773 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

1,1,1,2-Tetrachloroethane 1.0  U1.0

1,1,1-Trichloroethane 0.50  U1.0

1,1,2,2-Tetrachloroethane 1.0  U1.0

1,1,2-Trichloroethane 1.0  U1.0

1,1-Dichloroethane 0.50  U1.0

1,1-Dichloroethene 0.50  U1.0

1,1-Dichloropropene 1.0  U1.0

1,2,3-Trichlorobenzene 1.0  U1.0

1,2,3-Trichloropropane 1.0  U1.0

1,2,4-Trichlorobenzene 1.0  U1.0

1,2,4-Trimethylbenzene 1.0  U1.0

1,2-Dibromo-3-chloropropane 0.50  U1.0

1,2-Dibromoethane 0.50  U1.0

1,2-Dichlorobenzene 1.0  U1.0

1,2-Dichloroethane 0.50  U1.0

1,2-Dichloropropane 1.0  U1.0

1,3,5-Trimethylbenzene 1.0  U1.0

1,3-Dichlorobenzene 1.0  U1.0

1,3-Dichloropropane 1.0  U1.0

1,4-Dichlorobenzene 1.0  U1.0

2,2-Dichloropropane 0.50  U1.0

2-Butanone 1.0  U2.0

2-Chlorotoluene 1.0  U1.0

2-Hexanone 2.0  U2.0

4-Chlorotoluene 1.0  U1.0

4-Isopropyltoluene 1.0  U1.0

4-Methyl-2-pentanone 2.0  U2.0

Acetone 2.0  U2.0

Benzene 0.50  U1.0

Bromobenzene 1.0  U1.0

Bromochloromethane 0.50  U1.0

Bromodichloromethane 0.50  U1.0

Bromoform 1.0  U1.0

Bromomethane 1.0  U1.0

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD
8260C

Sample ID: VBLKW-210406 Units: ug/L Analysis Date: 06-Apr-2021 18:41

Run ID: VOA6_381084 SeqNo: 6028773 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Carbon disulfide 2.0  U2.0

Carbon tetrachloride 1.0  U1.0

Chlorobenzene 1.0  U1.0

Chloroethane 1.0  U1.0

Chloroform 0.50  U1.0

Chloromethane 0.50  U1.0

cis-1,2-Dichloroethene 0.50  U1.0

cis-1,3-Dichloropropene 0.50  U1.0

Dibromochloromethane 1.0  U1.0

Dibromomethane 0.50  U1.0

Dichlorodifluoromethane 1.0  U1.0

Ethylbenzene 1.0  U1.0

Hexachlorobutadiene 2.0  U1.0

Isopropylbenzene 1.0  U1.0

m,p-Xylene 1.0  U2.0

Methylene chloride 2.0  U2.0

Naphthalene 1.0  U1.0

n-Butylbenzene 1.0  U1.0

n-Propylbenzene 1.0  U1.0

o-Xylene 1.0  U1.0

sec-Butylbenzene 1.0  U1.0

Styrene 1.0  U1.0

tert-Butylbenzene 1.0  U1.0

Tetrachloroethene 1.0  U1.0

Toluene 0.50  U1.0

trans-1,2-Dichloroethene 0.50  U1.0

trans-1,3-Dichloropropene 0.50  U1.0

Trichloroethene 0.50  U1.0

Trichlorofluoromethane 1.0  U1.0

Vinyl chloride 0.50  U1.0

47.04 50 0 94.1 81 - 1181.0Surr: 1,2-Dichloroethane-d4

46.7 50 0 93.4 85 - 1141.0Surr: 4-Bromofluorobenzene

46.94 50 0 93.9 80 - 1191.0Surr: Dibromofluoromethane

52.71 50 0 105 89 - 1121.0Surr: Toluene-d8

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD 
8260C

Sample ID: VLCSW-210406 Units: ug/L Analysis Date: 06-Apr-2021 17:59

Run ID: VOA6_381084 SeqNo: 6028772 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

1,1,1,2-Tetrachloroethane 18.65 20 0 93.3 78 - 1241.0

1,1,1-Trichloroethane 19.8 20 0 99.0 74 - 1311.0

1,1,2,2-Tetrachloroethane 19.92 20 0 99.6 71 - 1211.0

1,1,2-Trichloroethane 20.08 20 0 100 80 - 1191.0

1,1-Dichloroethane 19.57 20 0 97.8 77 - 1251.0

1,1-Dichloroethene 20.03 20 0 100 71 - 1311.0

1,1-Dichloropropene 18.37 20 0 91.8 78 - 1251.0

1,2,3-Trichlorobenzene 23.23 20 0 116 69 - 1291.0

1,2,3-Trichloropropane 18.46 20 0 92.3 73 - 1221.0

1,2,4-Trichlorobenzene 22.28 20 0 111 69 - 1301.0

1,2,4-Trimethylbenzene 17.23 20 0 86.1 76 - 1241.0

1,2-Dibromo-3-chloropropane 23.62 20 0 118 62 - 1281.0

1,2-Dibromoethane 21.06 20 0 105 77 - 1211.0

1,2-Dichlorobenzene 18.13 20 0 90.7 80 - 1191.0

1,2-Dichloroethane 20.36 20 0 102 73 - 1281.0

1,2-Dichloropropane 20.21 20 0 101 78 - 1221.0

1,3,5-Trimethylbenzene 17.37 20 0 86.9 75 - 1241.0

1,3-Dichlorobenzene 18.16 20 0 90.8 80 - 1191.0

1,3-Dichloropropane 20.99 20 0 105 80 - 1191.0

1,4-Dichlorobenzene 17.73 20 0 88.6 79 - 1181.0

2,2-Dichloropropane 19.6 20 0 98.0 60 - 1391.0

2-Butanone 45.56 40 0 114 56 - 1432.0

2-Chlorotoluene 19.19 20 0 96.0 79 - 1221.0

2-Hexanone 44.73 40 0 112 57 - 1392.0

4-Chlorotoluene 17.44 20 0 87.2 78 - 1221.0

4-Isopropyltoluene 18.06 20 0 90.3 77 - 1271.0

4-Methyl-2-pentanone 47.54 40 0 119 67 - 1302.0

Acetone 45.09 40 0 113 39 - 1602.0

Benzene 18.92 20 0 94.6 79 - 1201.0

Bromobenzene 18.85 20 0 94.2 80 - 1201.0

Bromochloromethane 20.72 20 0 104 78 - 1231.0

Bromodichloromethane 19.82 20 0 99.1 79 - 1251.0

Bromoform 19.73 20 0 98.6 66 - 1301.0

Bromomethane 25.27 20 0 126 53 - 1411.0

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD
8260C

Sample ID: VLCSW-210406 Units: ug/L Analysis Date: 06-Apr-2021 17:59

Run ID: VOA6_381084 SeqNo: 6028772 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Carbon disulfide 39.07 40 0 97.7 64 - 1332.0

Carbon tetrachloride 18.39 20 0 91.9 72 - 1361.0

Chlorobenzene 18.81 20 0 94.1 82 - 1181.0

Chloroethane 19.9 20 0 99.5 60 - 1381.0

Chloroform 20.13 20 0 101 79 - 1241.0

Chloromethane 20.84 20 0 104 50 - 1391.0

cis-1,2-Dichloroethene 19.07 20 0 95.4 78 - 1231.0

cis-1,3-Dichloropropene 19.67 20 0 98.3 75 - 1241.0

Dibromochloromethane 20.37 20 0 102 74 - 1261.0

Dibromomethane 20.77 20 0 104 79 - 1231.0

Dichlorodifluoromethane 21.12 20 0 106 32 - 1521.0

Ethylbenzene 17.63 20 0 88.1 79 - 1211.0

Hexachlorobutadiene 19.47 20 0 97.3 66 - 1341.0

Isopropylbenzene 17.12 20 0 85.6 72 - 1311.0

m,p-Xylene 35.16 40 0 87.9 80 - 1212.0

Methylene chloride 22.23 20 0 111 74 - 1242.0

Naphthalene 24.75 20 0 124 61 - 1281.0

n-Butylbenzene 18.2 20 0 91.0 75 - 1281.0

n-Propylbenzene 17.52 20 0 87.6 76 - 1261.0

o-Xylene 16.8 20 0 84.0 78 - 1221.0

sec-Butylbenzene 20.93 20 0 105 77 - 1261.0

Styrene 18.59 20 0 92.9 78 - 1231.0

tert-Butylbenzene 17.96 20 0 89.8 78 - 1241.0

Tetrachloroethene 18.02 20 0 90.1 74 - 1291.0

Toluene 18.29 20 0 91.5 80 - 1211.0

trans-1,2-Dichloroethene 19.56 20 0 97.8 75 - 1241.0

trans-1,3-Dichloropropene 21.21 20 0 106 73 - 1271.0

Trichloroethene 20.09 20 0 100 79 - 1231.0

Trichlorofluoromethane 18.99 20 0 95.0 65 - 1411.0

Vinyl chloride 20.43 20 0 102 58 - 1371.0

52.54 50 0 105 81 - 1181.0Surr: 1,2-Dichloroethane-d4

46.98 50 0 94.0 85 - 1141.0Surr: 4-Bromofluorobenzene

50.88 50 0 102 80 - 1191.0Surr: Dibromofluoromethane

47.72 50 0 95.4 89 - 1121.0Surr: Toluene-d8

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD 
8260C

Sample ID: HS21031613-01MS Units: ug/L Analysis Date: 06-Apr-2021 20:47

Run ID: VOA6_381084 SeqNo: 6028779 PrepDate: DF: 100

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID: LH18/24-SP140_033021

1,1,1,2-Tetrachloroethane 1792 2000 0 89.6 78 - 124100

1,1,1-Trichloroethane 1849 2000 0 92.4 74 - 131100

1,1,2,2-Tetrachloroethane 1794 2000 0 89.7 71 - 121100

1,1,2-Trichloroethane 1886 2000 0 94.3 80 - 119100

1,1-Dichloroethane 1818 2000 0 90.9 77 - 125100

1,1-Dichloroethene 1861 2000 0 93.1 71 - 131100

1,1-Dichloropropene 1899 2000 0 94.9 78 - 125100

1,2,3-Trichlorobenzene 1628 2000 0 81.4 69 - 129100

1,2,3-Trichloropropane 1663 2000 0 83.1 73 - 122100

1,2,4-Trichlorobenzene 1815 2000 0 90.7 69 - 130100

1,2,4-Trimethylbenzene 1840 2000 0 92.0 76 - 124100

1,2-Dibromo-3-chloropropane 1767 2000 0 88.3 62 - 128100

1,2-Dibromoethane 1843 2000 0 92.2 77 - 121100

1,2-Dichlorobenzene 1776 2000 0 88.8 80 - 119100

1,2-Dichloroethane 1866 2000 0 93.3 73 - 128100

1,2-Dichloropropane 1818 2000 0 90.9 78 - 122100

1,3,5-Trimethylbenzene 1873 2000 0 93.6 75 - 124100

1,3-Dichlorobenzene 1794 2000 0 89.7 80 - 119100

1,3-Dichloropropane 1924 2000 0 96.2 80 - 119100

1,4-Dichlorobenzene 1735 2000 0 86.8 79 - 118100

2,2-Dichloropropane 1718 2000 0 85.9 60 - 139100

2-Butanone 3158 4000 0 78.9 56 - 143200

2-Chlorotoluene 1929 2000 0 96.5 79 - 122100

2-Hexanone 3636 4000 0 90.9 57 - 139200

4-Chlorotoluene 1820 2000 0 91.0 78 - 122100

4-Isopropyltoluene 2025 2000 0 101 77 - 127100

4-Methyl-2-pentanone 3890 4000 0 97.3 67 - 130200

Acetone 2895 4000 0 72.4 39 - 160200

Benzene 1793 2000 0 89.7 79 - 120100

Bromobenzene 1774 2000 0 88.7 80 - 120100

Bromochloromethane 1874 2000 0 93.7 78 - 123100

Bromodichloromethane 1814 2000 0 90.7 79 - 125100

Bromoform 1724 2000 0 86.2 66 - 130100

Bromomethane 1989 2000 0 99.4 53 - 141100

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD
8260C

Sample ID: HS21031613-01MS Units: ug/L Analysis Date: 06-Apr-2021 20:47

Run ID: VOA6_381084 SeqNo: 6028779 PrepDate: DF: 100

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID: LH18/24-SP140_033021

Carbon disulfide 3502 4000 0 87.5 64 - 133200

Carbon tetrachloride 1977 2000 0 98.9 72 - 136100

Chlorobenzene 1812 2000 0 90.6 82 - 118100

Chloroethane 1663 2000 0 83.2 60 - 138100

Chloroform 1787 2000 0 89.3 79 - 124100

Chloromethane 1865 2000 0 93.2 50 - 139100

cis-1,2-Dichloroethene 2227 2000 352.8 93.7 78 - 123100

cis-1,3-Dichloropropene 1782 2000 0 89.1 75 - 124100

Dibromochloromethane 1819 2000 0 91.0 74 - 126100

Dibromomethane 1847 2000 0 92.3 79 - 123100

Dichlorodifluoromethane 1610 2000 0 80.5 32 - 152100

Ethylbenzene 1805 2000 0 90.3 79 - 121100

Hexachlorobutadiene 2159 2000 0 108 66 - 134100

Isopropylbenzene 1843 2000 0 92.1 72 - 131100

m,p-Xylene 3585 4000 0 89.6 80 - 121200

Methylene chloride 2764 2000 1108 82.8 74 - 124200

Naphthalene 1596 2000 0 79.8 61 - 128100

n-Butylbenzene 1998 2000 0 99.9 75 - 128100

n-Propylbenzene 1845 2000 0 92.3 76 - 126100

o-Xylene 1703 2000 0 85.2 78 - 122100

sec-Butylbenzene 2461 2000 0 123 77 - 126100

Styrene 1803 2000 0 90.2 78 - 123100

tert-Butylbenzene 2040 2000 0 102 78 - 124100

Tetrachloroethene 1958 2000 0 97.9 74 - 129100

Toluene 1776 2000 0 88.8 80 - 121100

trans-1,2-Dichloroethene 1719 2000 0 86.0 75 - 124100

trans-1,3-Dichloropropene 1829 2000 0 91.5 73 - 127100

Trichloroethene 4022 2000 1997 101 79 - 123100

Trichlorofluoromethane 1849 2000 0 92.4 65 - 141100

Vinyl chloride 1776 2000 0 88.8 58 - 137100

4740 5000 0 94.8 81 - 118100Surr: 1,2-Dichloroethane-d4

4773 5000 0 95.5 85 - 114100Surr: 4-Bromofluorobenzene

4831 5000 0 96.6 80 - 119100Surr: Dibromofluoromethane

5095 5000 0 102 89 - 112100Surr: Toluene-d8

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD 
8260C

Sample ID: HS21031613-01MSD Units: ug/L Analysis Date: 06-Apr-2021 21:08

Run ID: VOA6_381084 SeqNo: 6028780 PrepDate: DF: 100

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID: LH18/24-SP140_033021

1,1,1,2-Tetrachloroethane 1754 2000 0 87.7 78 - 124 1792 2.15 20100

1,1,1-Trichloroethane 1864 2000 0 93.2 74 - 131 1849 0.802 20100

1,1,2,2-Tetrachloroethane 1815 2000 0 90.7 71 - 121 1794 1.17 20100

1,1,2-Trichloroethane 1812 2000 0 90.6 80 - 119 1886 3.98 20100

1,1-Dichloroethane 1789 2000 0 89.4 77 - 125 1818 1.62 20100

1,1-Dichloroethene 1794 2000 0 89.7 71 - 131 1861 3.65 20100

1,1-Dichloropropene 1878 2000 0 93.9 78 - 125 1899 1.08 20100

1,2,3-Trichlorobenzene 1955 2000 0 97.8 69 - 129 1628 18.3 20100

1,2,3-Trichloropropane 1715 2000 0 85.8 73 - 122 1663 3.12 20100

1,2,4-Trichlorobenzene 1921 2000 0 96.0 69 - 130 1815 5.68 20100

1,2,4-Trimethylbenzene 1872 2000 0 93.6 76 - 124 1840 1.76 20100

1,2-Dibromo-3-chloropropane 2093 2000 0 105 62 - 128 1767 16.9 20100

1,2-Dibromoethane 1799 2000 0 90.0 77 - 121 1843 2.4 20100

1,2-Dichlorobenzene 1834 2000 0 91.7 80 - 119 1776 3.22 20100

1,2-Dichloroethane 1830 2000 0 91.5 73 - 128 1866 1.91 20100

1,2-Dichloropropane 1804 2000 0 90.2 78 - 122 1818 0.734 20100

1,3,5-Trimethylbenzene 1908 2000 0 95.4 75 - 124 1873 1.85 20100

1,3-Dichlorobenzene 1808 2000 0 90.4 80 - 119 1794 0.807 20100

1,3-Dichloropropane 1807 2000 0 90.4 80 - 119 1924 6.27 20100

1,4-Dichlorobenzene 1829 2000 0 91.5 79 - 118 1735 5.27 20100

2,2-Dichloropropane 1716 2000 0 85.8 60 - 139 1718 0.0944 20100

2-Butanone 3658 4000 0 91.4 56 - 143 3158 14.7 20200

2-Chlorotoluene 1904 2000 0 95.2 79 - 122 1929 1.33 20100

2-Hexanone 3628 4000 0 90.7 57 - 139 3636 0.213 20200

4-Chlorotoluene 1882 2000 0 94.1 78 - 122 1820 3.35 20100

4-Isopropyltoluene 2057 2000 0 103 77 - 127 2025 1.57 20100

4-Methyl-2-pentanone 3704 4000 0 92.6 67 - 130 3890 4.9 20200

Acetone 2999 4000 0 75.0 39 - 160 2895 3.51 20200

Benzene 1737 2000 0 86.8 79 - 120 1793 3.22 20100

Bromobenzene 1772 2000 0 88.6 80 - 120 1774 0.137 20100

Bromochloromethane 1859 2000 0 93.0 78 - 123 1874 0.803 20100

Bromodichloromethane 1837 2000 0 91.9 79 - 125 1814 1.3 20100

Bromoform 1699 2000 0 85.0 66 - 130 1724 1.43 20100

Bromomethane 1902 2000 0 95.1 53 - 141 1989 4.47 20100

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD
8260C

Sample ID: HS21031613-01MSD Units: ug/L Analysis Date: 06-Apr-2021 21:08

Run ID: VOA6_381084 SeqNo: 6028780 PrepDate: DF: 100

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID: LH18/24-SP140_033021

Carbon disulfide 3567 4000 0 89.2 64 - 133 3502 1.86 20200

Carbon tetrachloride 1814 2000 0 90.7 72 - 136 1977 8.61 20100

Chlorobenzene 1776 2000 0 88.8 82 - 118 1812 2.01 20100

Chloroethane 1633 2000 0 81.7 60 - 138 1663 1.83 20100

Chloroform 1722 2000 0 86.1 79 - 124 1787 3.71 20100

Chloromethane 1806 2000 0 90.3 50 - 139 1865 3.18 20100

cis-1,2-Dichloroethene 2122 2000 352.8 88.5 78 - 123 2227 4.85 20100

cis-1,3-Dichloropropene 1792 2000 0 89.6 75 - 124 1782 0.579 20100

Dibromochloromethane 1810 2000 0 90.5 74 - 126 1819 0.5 20100

Dibromomethane 1766 2000 0 88.3 79 - 123 1847 4.49 20100

Dichlorodifluoromethane 1706 2000 0 85.3 32 - 152 1610 5.78 20100

Ethylbenzene 1675 2000 0 83.7 79 - 121 1805 7.49 20100

Hexachlorobutadiene 2273 2000 0 114 66 - 134 2159 5.16 20100

Isopropylbenzene 1731 2000 0 86.5 72 - 131 1843 6.26 20100

m,p-Xylene 3529 4000 0 88.2 80 - 121 3585 1.59 20200

Methylene chloride 2914 2000 1108 90.3 74 - 124 2764 5.3 20200

Naphthalene 2018 2000 0 101 61 - 128 1596 23.3 20 R100

n-Butylbenzene 2108 2000 0 105 75 - 128 1998 5.37 20100

n-Propylbenzene 1874 2000 0 93.7 76 - 126 1845 1.55 20100

o-Xylene 1691 2000 0 84.6 78 - 122 1703 0.693 20100

sec-Butylbenzene 2513 2000 0 126 77 - 126 2461 2.1 20100

Styrene 1773 2000 0 88.7 78 - 123 1803 1.68 20100

tert-Butylbenzene 2066 2000 0 103 78 - 124 2040 1.27 20100

Tetrachloroethene 1839 2000 0 91.9 74 - 129 1958 6.29 20100

Toluene 1715 2000 0 85.7 80 - 121 1776 3.48 20100

trans-1,2-Dichloroethene 1750 2000 0 87.5 75 - 124 1719 1.77 20100

trans-1,3-Dichloropropene 1747 2000 0 87.3 73 - 127 1829 4.63 20100

Trichloroethene 3888 2000 1997 94.6 79 - 123 4022 3.38 20100

Trichlorofluoromethane 1832 2000 0 91.6 65 - 141 1849 0.903 20100

Vinyl chloride 1637 2000 0 81.8 58 - 137 1776 8.19 20100

4875 5000 0 97.5 81 - 118 4740 2.81 20100Surr: 1,2-Dichloroethane-d4

4793 5000 0 95.9 85 - 114 4773 0.403 20100Surr: 4-Bromofluorobenzene

4736 5000 0 94.7 80 - 119 4831 1.98 20100Surr: Dibromofluoromethane

5068 5000 0 101 89 - 112 5095 0.539 20100Surr: Toluene-d8

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381084 ( 0 ) Instrument: VOA6 Method: VOLATILES ORGANICS BY METHOD 
8260C

The following samples were analyzed in this batch: HS21031613-01               HS21031613-02

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381052 ( 0 ) Instrument: WetChem_HS Method: CHEMICAL OXYGEN DEMAND BY E410.4

Sample ID: MBLK-R381052 Units: mg/L Analysis Date: 06-Apr-2021 16:00

Run ID: WetChem_HS_381052 SeqNo: 6027593 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Chemical Oxygen Demand 15.0   U15.0

Sample ID: LCS-R381052 Units: mg/L Analysis Date: 06-Apr-2021 16:00

Run ID: WetChem_HS_381052 SeqNo: 6027592 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Chemical Oxygen Demand 100 100 0 100 85 - 11515.0

Sample ID: HS21040074-01MS Units: mg/L Analysis Date: 06-Apr-2021 16:00

Run ID: WetChem_HS_381052 SeqNo: 6027595 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID:

Chemical Oxygen Demand 50 50 1 98.0 80 - 12015.0

Sample ID: HS21040074-01MSD Units: mg/L Analysis Date: 06-Apr-2021 16:00

Run ID: WetChem_HS_381052 SeqNo: 6027594 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID:

Chemical Oxygen Demand 48 50 1 94.0 80 - 120 50 4.08 2015.0

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381292 ( 0 ) Instrument: Balance1 Method: OIL & GREASE  (HEM) BY E1664A

Sample ID: WBLKW-040921 Units: mg/L Analysis Date: 09-Apr-2021 13:00

Run ID: Balance1_381292 SeqNo: 6033925 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Oil and Grease 1.00   U2.00

Sample ID: WLCSW-040921 Units: mg/L Analysis Date: 09-Apr-2021 13:00

Run ID: Balance1_381292 SeqNo: 6033927 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Oil and Grease 38 40 0 95.0 78 - 1142.00

Sample ID: WLCSDW-040921 Units: mg/L Analysis Date: 09-Apr-2021 13:00

Run ID: Balance1_381292 SeqNo: 6033926 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCSD

Client ID:

Oil and Grease 38.1 40 0 95.2 78 - 114 38 0.263 182.00

Sample ID: HS21040369-01MS Units: mg/L Analysis Date: 09-Apr-2021 13:00

Run ID: Balance1_381292 SeqNo: 6033923 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID:

Oil and Grease 36.2 40 2.137 85.2 78 - 1142.00

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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Client:
Project:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples

WorkOrder: HS21031613

QC BATCH REPORT

Batch ID: R381522 ( 0 ) Instrument: ICS-Integrion Method: ANIONS BY SW9056A

Sample ID: MBLK- Units: mg/L Analysis Date: 13-Apr-2021 14:33

Run ID: ICS-Integrion_381522 SeqNo: 6039293 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MBLK

Client ID:

Chloride 0.500   U0.500

Sulfate 0.500   U0.500

Sample ID: LCS- Units: mg/L Analysis Date: 13-Apr-2021 14:51

Run ID: ICS-Integrion_381522 SeqNo: 6039294 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

LCS

Client ID:

Chloride 20.28 20 0 101 80 - 1200.500

Sulfate 20.28 20 0 101 80 - 1200.500

Sample ID: HS21031613-01MS Units: mg/L Analysis Date: 14-Apr-2021 01:36

Run ID: ICS-Integrion_381522 SeqNo: 6039768 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MS

Client ID: LH18/24-SP140_033021

Chloride 296.8 10 291.7 51.3 80 - 120 SEO 0.500

Sulfate 40.04 10 30.02 100 80 - 1200.500

Sample ID: HS21031613-01MSD Units: mg/L Analysis Date: 14-Apr-2021 01:54

Run ID: ICS-Integrion_381522 SeqNo: 6039769 PrepDate: DF: 1

Analyte SPK ValPQLResult
SPK Ref 

Value %REC
Control 

Limit
RPD Ref 

Value %RPD
RPD 
Limit Qual

MSD

Client ID: LH18/24-SP140_033021

Chloride 297.5 10 291.7 57.9 80 - 120 296.8 0.221 20 SEO 0.500

Sulfate 39.97 10 30.02 99.4 80 - 120 40.04 0.19 200.500

The following samples were analyzed in this batch: HS21031613-01

ALS Houston, US Date: 14-Apr-21
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QUALIFIERS, 
ACRONYMS, UNITS

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Qualifier Description
* Value exceeds Regulatory Limit

a Not accredited

B Analyte detected in the associated Method Blank above the Reporting Limit

E Value above quantitation range

H Analyzed outside of Holding Time

J Analyte detected below quantitation limit

M Manually integrated,  see raw data for justification

n Not offered for accreditation

ND Not Detected at the Reporting Limit

O Sample amount is > 4 times amount spiked

P Dual Column results percent difference > 40%

R RPD above laboratory control limit

S Spike Recovery outside laboratory control limits

U Analyzed but not detected above the MDL/SDL

Acronym Description
DCS Detectability Check Study

DUP Method Duplicate

LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicate

MBLK Method Blank

MDL Method Detection Limit

MQL Method Quantitation Limit

MS Matrix Spike

MSD Matrix Spike Duplicate

PDS Post Digestion Spike

PQL Practical Quantitaion Limit

SD Serial Dilution

SDL Sample Detection Limit

TRRP Texas Risk Reduction Program

Unit Reported Description
mg/L Milligrams per Liter

ALS Houston, US Date: 14-Apr-21
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CERTIFICATIONS,ACCREDITATIONS & LICENSES

   Agency    Number    Expire Date

 California  2919, 2020-2021 30-Apr-2021

 Dept of Defense  PJLA L20-507-R2 22-Dec-2021

 Florida  E87611-30-07/01/2020 30-Jun-2021

 Illinois  2000322020-4 09-May-2021

 Kansas E-10352 2020-2021 31-Jul-2021

 Kentucky  123043, 2020-2021 30-Apr-2021

 Louisiana  03087, 2020-2021 30-Jun-2021

 North Carolina 624-2021 31-Dec-2021

 North Dakota R-193 2020-2021 30-Apr-2021

 Oklahoma  2020-165 31-Aug-2021

 Texas  T104704231-20-26 30-Apr-2021

14-Apr-21Date: ALS Houston, US
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Client: Bhate Environmental Associates, Inc.

Work Order: HS21031613
Project: Groundwater Treatment Plant Quarterly Influent Samples SAMPLE TRACKING

Lab Samp ID Client Sample ID Action Date Person New Location

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG MET026

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG Sub

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG Disposed

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG EXT085

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG Disposed

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG Disposed

HS21031613-01 LH18/24-SP140_033021 Login 3/31/2021 3:50:41 PM PMG Disposed

HS21031613-02 Trip Blank Login 3/31/2021 3:50:41 PM PMG Disposed

ALS Houston, US 14-Apr-21Date: 
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Jared R. Makan

31-Mar-2021 14:35Date/Time Received:HS21031613

Bhate Environmental

Work Order ID:

Client Name:

      Sample Receipt Checklist

Received by:

Shipping container/cooler in good condition?

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Chain of custody present?

Chain of custody signed when relinquished and received?

Chain of custody agrees with sample labels?

Samples in proper container/bottle?

Sample containers intact?

Sufficient sample volume for indicated test?

All samples received within holding time?

Container/Temp Blank temperature in compliance?
Temperature(s)/Thermometer(s):

Cooler(s)/Kit(s):

Date/Time sample(s) sent to storage:

Water - VOA vials have zero headspace?

Water - pH acceptable upon receipt?

pH adjusted?

pH adjusted by:

Login Notes:

No Not Present

Yes No Not Present

Yes No Not Present

Yes No

Yes No

Yes

No

Yes No
Yes No

Yes No

Yes No

Yes No

1.9C U/C IR31
46716
3/31/2021 16:05

Yes No No VOA vials submitted

Yes No N/A

Yes No N/A

Completed By: /S/ Paresh M. Giga
Date/TimeeSignatureDate/TimeeSignature

01-Apr-2021 10:1131-Mar-2021 15:56

FedExWater Carrier name:Matrices:

Reviewed by: /S/ RJ Modashia

Client Contacted: Date Contacted: Person Contacted:

Contacted By: Regarding:

Comments:

Corrective Action:

Yes

NoYesVOA/TX1005/TX1006 Solids in hermetically sealed vials? Not Present

Samplers name present on COC?
Yes

No

1 Page(s)

COC IDs:None

ALS Houston, US 14-Apr-21Date: 
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April 14, 2021 Service Request No:E2100330

RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Suite 210
Houston, TX 77099-4338

Analyses were performed according to our laboratory’s NELAP-approved quality assurance program. 
The test results meet requirements of the current TNI standards, where applicable, and except as 
noted in the laboratory case narrative provided. All results are intended to be considered in their 
entirety and ALS Environmental is not responsible for use of less than the complete final report. 
Results apply only to the items submitted to the laboratory, as received for analysis. In accordance 
with the current TNI Standard, a statement on the estimated uncertainty of measurement of any 
quantitative analysis will be supplied upon request.

For your reference, these analyses have been assigned our service request number
Enclosed are the results of the sample(s) submitted to our laboratory

Laboratory Results for: HS21031613

Dear RJ,

March 31, 2021
E2100330.

Respectfully submitted,

ALS Group USA, Corp. dba ALS Environmental

dba ALS Environmental
ALS Group USA, Corp.

ADDRESS
FAXPHONE

10450 Stancliff Rd., Suite 210, Houston, TX 77099
+1 281 530 5887+1 281 530 5656 |

Corey Grandits 
Project Manager
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Certificate of Analysis 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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ALS Environmental 

Client: ALS Houston Service Request No.: E2100330 
Project: HS21031613 Date Received: 03/31/21 
Sample Matrix: W 

CASE NARRATIVE 

All analyses were performed in adherence to the quality assurance program of ALS Environmental. This report 
contains analytical results for samples designated for Tier II. When appropriate to the method, method blank results 
have been reported with each analytical test.   

Sample Receipt 

One sample was received for analysis at ALS Environmental in Houston on 03/31/21. 

The sample was received in good condition and are consistent with the accompanying chain of custody form.  The 
sample was stored in a refrigerator at 4°C upon receipt at the laboratory. 

Data Validation Notes and Discussion 

Precision and Accuracy: 

EQ2100193: Laboratory Control Spike/Duplicate Laboratory Control Spike (LCS/DLCS) samples were analyzed 
and reported in addition to a MS/MSD for this extraction batch.  The LCS, DLCS, MS, & MSD (unrelated sample) 
recoveries are within QC limits. 

DoD Certification is held for the method/matrix/analytes provided in this report. 

The results of analyses are given in the attached laboratory report.  All results are intended to be considered 
in their entirety, and ALS Environmental (ALS) is not responsible for utilization of less than the complete 
report. 

Use of ALS group USA Corp dba ALS Environmental (ALS)’s Name. Client shall not use ALS’s name or 
trademark in any marketing or reporting materials, press releases or in any other manner (“Materials”) 
whatsoever and shall not attribute to ALS any test result, tolerance or specification derived from ALS’s data 
(“Attribution”) without ALS’s prior written consent, which may be withheld by ALS for any reason in its sole 
discretion.  To request ALS’s consent, Client shall provide copies of the proposed Materials or Attribution and 
describe in writing Client’s proposed use of such Materials or Attribution. If ALS has not provided written 
approval of the Materials or Attribution within ten (10) days of receipt from Client, Client’s request to use 
ALS’s name or trademark in any Materials or Attribution shall be deemed denied.  ALS may, in its discretion, 
reasonably charge Client for its time in reviewing Materials or Attribution requests. Client acknowledges and 
agrees that the unauthorized use of ALS’s name or trademark may cause ALS to incur irreparable harm for 
which the recovery of money damages will be inadequate.  Accordingly, Client acknowledges and agrees 
that a violation shall justify preliminary injunctive relief.  For questions contact the laboratory. 
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LH18/24-SP140_033021E2100330-001 3/30/2021 1400

Client: ALS Environmental - US Service Request:E2100330
Project: HS21031613

SAMPLE CROSS-REFERENCE

SAMPLE # CLIENT SAMPLE ID DATE TIME

Printed  4/14/2021 4:00:13 PM Sample Summary
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100330
ALS Environmental - US
HS21031613

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031613

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

HOUST
ON

Lab Samp No. Client Samp No Matrix Collected
C

lO
4 

D
O

D
/6

85
0

E2100330-001 LH18/24-SP140_033021 Water 03/30/21 1400 IV

Printed  4/14/2021 4:00:14 PM
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100330
ALS Environmental - US
HS21031613

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031613

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

Test Comments:
Group Test/Method Samples Comments
Semivoa GCMS ClO4 DOD/6850 1 II Due 4/14,IV due 4/21

Printed  4/14/2021 4:00:14 PM
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+ Possible Tedlar bag artifact.
A TIC is a suspected aldol-condensation product
B Analyte found in the associated method blank as well as in the sample.

BC Reported results are not blank corrected.
BH The back section of the tube yielded higher results than the front.
BT Results indicated possible breakthrough; back section >=10% front section.
C Result identification confirmed.
D Compound identified in an analysis at a secondary dilution factor
D Spike was diluted out

DE Reported results are corrected for desorption efficiency.
E Estimated value.  Concentration above calibration range
E The percent difference for the serial dilution was greater than 10%, indicating a possible 

matrix interference in the sample.
F The chromatographic fingerprint of the sample matches the elution pattern of the 

calibration standard.
H The chromatographic fingerprint of the sample resembles a petroleum product but the 

elution pattern indicates the presence of a greater amount of heavier molecular weight 
constituents than the calibration standard.

H1 Sample analysis performed past holding time. See case narrative.
H2 Initial analysis within holding time. Reanalysis for the required dilution was past holding 

time.
H3 Sample was received and analyzed past holding time.
H4 Sample was extracted past required extraction holding time, but analyzed within analysis 

holding time. See case narrative.
I Internal standard not within the specified limits.  See case narrative.
J Estimated Value. Concentration found below MRL.
K A deflection in the QC ion may indicate interference with the quantitation of this ion.  The 

concentration of this analyte should be considered as an estimate.
K Analyte was detected above the method reporting limit prior to normalization.
K The reference ion ratio was outside acceptance criteria, which may indicate a potential bias 

to this result.
L The chromatographic fingerprint of the sample resembles a petroleum product, but the 

elution pattern indicates the presence of a greater amount of lighter molecular weight 
constituents than the calibration standard.

L1 Laboratory control sample recovery outside the specified limits; results may be biased 
high.

L2 Laboratory control sample recovery outside the specified limits; results may be biased low.
L3 Laboratory control sample recovery outside the specified limits.
M Matrix interference; results may be biased high.
M The duplicate injection precision not met.
M1 Matrix interference due to coelution with a non-target compound; results may be biased 

high.
N Presumptive evidence of a compound for TICs that have been identified based on a mass 

spectral library search.
N The Matrix Spike sample recovery is not within control limits.  See case narrative.

Data Qualifiers
Lab Standard
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O The chromatographic fingerprint of the sample resembles an oil, but does not match the 
calibration standard.

P Indicates chlorodiphenyl ether interference present at the retention time of the target 
compound.

P Pesticide/Aroclor target analyte > 40% difference for detected concentrations between GC 
columns

Q Indicates as estimated value because the P and P + 2 theoretical abundance ratio does not 
meet method criteria.

R Duplicate Precision not met.
R1 Duplicate precision not within the specified limits; however, the results are below the 

MRL and considered estimated.
S Surrogate recovery not within specified limits.
S The reported value was determined by the Method of Standard Additions (MSA).
T Analyte is a tentatively identified compound, result is estimated.
U Compound was analyzed for, but was not detected (ND).
V1 The continuing calibration verification standard was outside (biased high) the specified 

limits for this compound.
V2 The continuing calibration verification standard was outside (biased low) the specified 

limits for this compound.
W Result quantified, but the corresponding peak was detected outside the generated retention 

time window.
W The post-digestion spike for furnace AA analysis is out of control limits, while sample 

absorbance is less than 50% of spike absorbance.
X See case narrative.
Y Recovery outside limits
Y The chromatogram resembles a petroleum product but does not match the calibration 

standard.
Z The chromatogram does not resemble a petroleum product.
i The MRL/MDL has been elevated due to a matrix interference.

Data Qualifiers
Lab Standard
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Cal Calibration
Conc CONCentration
Dioxin(s) Polychlorinated dibenzo-p-dioxin(s)
EDL Estimated Detection Limit
EMPC Estimated Maximum Possible Concentration
Flags Data qualifiers
Furan(s) Polychlorinated dibenzofuran(s)
g Grams
ICAL Initial CALibration
ID IDentifier
Ions Masses monitored for the analyte during data acquisition
L Liter (s)
LCS Laboratory Control Sample
DLCS Duplicate Laboratory Control Sample
MB Method Blank
MCL Method Calibration Limit
MDL Method Detection Limit
mL Milliliters
MS Matrix Spiked sample
DMS Duplicate Matrix Spiked sample
NO Number of peaks meeting all identification criteria
PCDD(s) Polychlorinated dibenzo-p-dioxin(s)
PCDF(s) Polychlorinated dibenzofuran(s)
ppb Parts per billion
ppm Parts per million
ppq Parts per quadrillion
ppt Parts per trillion
QA Quality Assurance
QC Quality Control
Ratio Ratio of areas from monitored ions for an analyte
% Rec. Percent recovery
RPD Relative Percent Difference
RRF Relative Response Factor
RT Retention Time
SDG Sample Delivery Group
S/N Signal-to-noise ratio
TEF Toxicity Equivalence Factor
TEQ Toxicity Equivalence Quotient

Acronyms

ALS Laboratory Group

Page 50 of 722

01038179



State Certifications, Accreditations, and Licenses

Agency Number Expire Date
American Association for Laboratory Accreditation 2897.01 2020 11/30/2021
Arizona Department of Health Services AZ0793-2020 5/27/2021
California Department of Health Services 2919-2020 4/30/2021
Department of Defense A2LA 2897.01 11/30/2021
Florida Department of Health E87611-2020 6/30/2021
Hawaii Department of Health 2020 4/30/2021
Illinois Environmental Protection Agency 2000322020-4 5/9/2021
Kansas Department of Health and Environment E-10352-2020 7/31/2021
Louisiana Department of Environmental Quality 03087-2020 6/30/2021
Louisiana Department of Health and Hospitals LA028-2021 12/31/2021
Maine Department of Health and Human Services 2020016 6/5/2022
Maryland Department of the Environment 343-2020 6/30/2021
Michigan Depratment of Environmental Quality 9971-2020 4/30/2021
Nebraska Department of Health and Human Services NE-OS-25-13 (2020) 4/30/2021
Nevada Department of Concervation and Natural Resources TX026932021-1 7/31/2021
New Hampshire Environmental Laboratory Accreditation Program 209420 4/24/2021
New Jersey Department of Environmental Protection TX008 6/30/2021
Oklahoma Department of Environmental Quality 2020-123 8/31/2021
Pennsylvania Department of Environmental Protection 014 6/30/2021
Tennessee Department of Environment and Concervation 04016-2020 4/30/2021
Texas Commision on Environmental Quality T104704231-20-26 4/30/2021
United States Department of Agriculture P330-19-00299 10/10/2022

10450 Stancliff Rd, Houston, TX 77099  |  281-530-5656  |  www.alsglobal.com
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Chain of Custody 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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10450 Stancliff Rd., Suite 210  
Houston, TX 77099 
T: +1 713 266 1599 
F: +1 713 266 1599 
www.alsglobal.com 

R I G H T 	 S O L U T I O N S 	 | 	 R I G H T 	 P A R T N E R

SAMPLE ACCEPTANCE POLICY 

This policy outlines the criteria samples must meet to be accepted by ALS Environmental – Houston HRMS. 

Cooler Custody Seals (desirable, mandatory if specified in SAP): 

 Intact on outside of cooler, signed and dated

Chain-of-Custody (COC) documentation (mandatory): 

The following is required on each COC: 

 Sample ID, the location, date and time of collection, collector’s name, preservation type, sample
type, and any other special remarks concerning the sampleThe COC must be completed in ink.

 Signature and date of relinquishing party.

In the absence of a COC at sample receipt, the COC will be requested from the client. 

Sample Integrity (mandatory): 

Samples are inspected upon arrival to ensure that sample integrity was not compromised during transfer to the 
laboratory. 

 Sample containers must arrive in good condition (not broken or leaking).
 Samples must be labeled appropriately, including Sample IDs, and requested test using durable

labels and indelible ink.
 The correct type of sample bottle must be used for the method requested.
 An appropriate sample volume, or weight, must be received.
 Sample IDs and number of containers must reconcile with the COC.
 Samples must be received within the method defined holding time.

Temperature Requirement (varies by sample matrix): 

 Aqueous and Non-aqueous samples must be shipped and stored cold, at 0 to 6ºC.
 Tissue samples must be shipped and stored frozen, at -20 to -10ºC.
 Air samples are shipped and stored cold, at 0 to 6ºC
 The sample temperature must be recorded on the COC

All cooler inspections are documented on the Cooler Receipt Form (CRF).    A separate CRF is completed for each 
service request.  Any samples not meeting the above criteria are noted on the CRF and the Project Manager 
notified.  The Project Manager must resolve any sample integrity issues with the client prior to proceeding with 
the analysis.  Such resolutions are documented in writing and filed with the project folder.   Data associated with 
samples received outside of this acceptance policy will be qualified on the case narrative of the final report 
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Preparation Information Benchsheets 

ALS Environmental - Houston HRMS 

10450 Stancliff Rd., Suite 210, Houston, TX 77099 

Phone (713)266-1599 Fax (713)266-0130 

www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

# Lab Code Client ID B# Method /Test Matrix Amt. Ext. Sample DescriptionpH Cl

1  E2100329-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

2  E2100330-001  6850/ClO4 DOD  10mL .01LH18/24-SP140_033021  Water

3  E2100331-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

4  E2100368-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_040621_BIX  Ground Water

5  E2100369-001  6850/ClO4 DOD  10mL .0150WW08-210405  Ground Water

6  E2100369-002  6850/ClO4 DOD  10mL .0150WW05-210405  Ground Water

7  E2100369-003  6850/ClO4 DOD  10mL .0150WW29-210405  Ground Water

8  E2100369-004  6850/ClO4 DOD  10mL .0150WW14-210406  Ground Water

9  E2100369-005  6850/ClO4 DOD  10mL .0150WW13-210406  Ground Water

10  E2100369-006  6850/ClO4 DOD  10mL .0150WW11-210406  Ground Water

11  E2100369-007  6850/ClO4 DOD  10mL .0150WW11-210406-FD  Ground Water

12  E2100369-008  6850/ClO4 DOD  10mL .0150WW06-210406  Ground Water

13  E2100369-009  6850/ClO4 DOD  10mL .0150WW12-210406  Ground Water

 6850/ClO4 DOD  10mL14 EQ2100193-01 MB  Liquid

15  EQ2100193-02  6850/ClO4 DOD  10mLLCS  Liquid

16  EQ2100193-03  6850/ClO4 DOD  10mLDLCS  Liquid

17  EQ2100193-04  6850/ClO4 DOD  10mL .01 50WW06-210406 MS  Liquid

18  EQ2100193-05  6850/ClO4 DOD  10mL .01 50WW06-210406 DMS  Liquid

Spiking Solutions

Logbook Ref:Inventory ID Expires On:Perchlorate214035 05/23/2021Name: Perchlorate Intermediate Stock1

EQ2100193-02 1.00µL EQ2100193-03 1.00µL EQ2100193-04 1.00µL EQ2100193-05 1.00µL

Logbook Ref:Inventory ID Expires On:Perchlorate Internal Standard214820 07/03/2021Name: Perchlorate Internal Standard 1ug/mL

E2100329-001 100.00µL E2100330-001 100.00µL E2100331-001 100.00µL E2100368-001 100.00µL E2100369-001 100.00µL E2100369-002 100.00µL

E2100369-003 100.00µL E2100369-004 100.00µL E2100369-005 100.00µL E2100369-006 100.00µL E2100369-007 100.00µL E2100369-008 100.00µL

E2100369-009 100.00µL EQ2100193-01 100.00µL EQ2100193-02 100.00µL EQ2100193-03 100.00µL EQ2100193-04 100.00µL EQ2100193-05 100.00µL

Preparation Steps

4/8/21 10:30

4/8/21 11:30

Preparation

GRIVERA

Step:

Started:

Finished:

By:

Comments

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 1
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

Comments: 

Date: Reviewed By: 

NoYes

Extracts Examined
Date: 

Date: Received By:

Relinquished By:

Chain of Custody

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 2

GR 4/8/21
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Analytical Results 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston, TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

3/30/21 1400

3/31/21

ALS Group USA, Corp. dba ALS Environmental

LH18/24-SP140_033021Sample Name: 

Basis: Lab Code: E2100330-001 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/214800 10.0 2.50 100  3771104/13/21 15:26  7195705.00

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Method BlankSample Name: 

Basis: Lab Code: EQ2100193-01 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21UND 0.100 0.0250 1  3771104/13/21 17:25  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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Accuracy & Precision 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: ALS Environmental - US E2100330

Water

QA/QC Report

Date Analyzed: 4/13/21

Lab Control Sample Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Prep Method: Method

6850Analytical Method: Units: 

NABasis: 

 377110Extraction Lot:

µg/L

EQ2100193-03EQ2100193-02

Duplicate Lab Control SampleLab Control Sample

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResultAnalyte Name

0.100 96Perchlorate 0.0958 0.0835 0.100 84 84 - 119 14 15

Form 3C

SuperSet Reference:\\alprews001\starlims$\LIMSReps\LabControlSample.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with an asterisk (*) indicate values outside control criteria.
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-02 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0958 0.100 0.0250 1  3771104/13/21 12:55  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Duplicate Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-03 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0835 0.100 0.0250 1  3771104/13/21 13:27  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

QA/QC Report

Date Analyzed: 4/13/21

NA

NA

µg/LSample Name: 

Basis: Lab Code: NA

Units: Batch QC

E2100369-008

Matrix Spike Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Analytical Method: 

Prep Method: 

6850

Method

Batch QCMS Batch QCDMS

Duplicate Matrix SpikeMatrix Spike

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResult

Sample 

ResultAnalyte Name

EQ2100193-04 EQ2100193-05

Perchlorate 0.100 990.0320 0.131 151384 - 1190.149 1170.100

Form 3A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\MatrixSpike.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57

Results flagged with an asterisk (*) indicate values outside control criteria.

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with a pound (#) indicate the control criteria is not applicable.
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-04 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.131 0.100 0.0250 1  3771104/13/21 13:43  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-05 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Duplicate Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.149 0.100 0.0250 1  3771104/13/21 13:51  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613 8260_W_DOD Raw Data

ALS WO# HS21031613
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MSVOA06 -Logbook
Batch: 44312 Analyst: Presenta Cabascango

Date: 04-02-2021 Reviewer:

Method: 8260 Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 BFB TUNE 04-02-2021 10:32 am 1.00 50 mL 50 mL X040201.D Liquid Y NA

2 VSTD000.25 ICAL1 04-02-2021 10:53 am 1.00 50 mL 50 mL X040202.D Liquid Y NA

3 VSTD000.5 ICAL2 04-02-2021 11:35 am 1.00 50 mL 50 mL X040203.D Liquid Y NA

4 VSTD001 ICAL3 04-02-2021 11:56 am 1.00 50 mL 50 mL X040204.D Liquid Y NA

5 VSTD002 ICAL4 04-02-2021 12:17 pm 1.00 50 mL 50 mL X040205.D Liquid Y NA

6 VSTD005 ICAL5 04-02-2021 12:38 pm 1.00 50 mL 50 mL X040206.D Liquid Y NA

7 VSTD020 ICAL6 04-02-2021 12:59 pm 1.00 50 mL 50 mL X040207.D Liquid Y NA

8 VSTD050 ICAL7 04-02-2021 01:20 pm 1.00 50 mL 50 mL X040208.D Liquid Y NA

9 VSTD100 ICAL8 04-02-2021 01:41 pm 1.00 50 mL 50 mL X040209.D Liquid Y NA

10 VSTD150 ICAL9 04-02-2021 02:02 pm 1.00 50 mL 50 mL X040210.D Liquid Y NA

11 VSTD200 ICAL 04-02-2021 02:23 pm 1.00 50 mL 50 mL X040211.D Liquid Y NA

12 BLANK SAMP 04-02-2021 02:44 pm 1.00 50 mL 50 mL X040212.D Liquid Y NA

13 CCV SAMP 04-02-2021 03:05 pm 1.00 50 mL 50 mL X040213.D Liquid Y NA

14 CCV CCV 04-02-2021 03:26 pm 1.00 50 mL 50 mL X040214.D Liquid Y NA

15 CCB SAMP 04-02-2021 03:47 pm 1.00 50 mL 50 mL X040215.D Liquid Y NA

16 VLCSW-210402 LCS 04-02-2021 04:08 pm 1.00 50 mL 50 mL X040216.D Liquid Y NA

17 BLANK SAMP 04-02-2021 04:29 pm 1.00 50 mL 50 mL X040217.D Liquid Y NA

18 BLANK SAMP 04-02-2021 04:50 pm 1.00 50 mL 50 mL X040218.D Liquid Y NA

19 VBLKW-210402 MBLK 04-02-2021 05:11 pm 1.00 50 mL 50 mL X040219.D Liquid Y NA

20 HS21031390-28 SAMP 04-02-2021 05:32 pm 1.00 50 mL 50 mL X040220.D Liquid Y NA

21 HS21031390-01 SAMP 04-02-2021 05:53 pm 1.00 50 mL 50 mL X040221.D Liquid Y NA

22 HS21031390-02 SAMP 04-02-2021 06:14 pm 1.00 50 mL 50 mL X040222.D Liquid Y NA

23 HS21031390-08 SAMP 04-02-2021 06:35 pm 1.00 50 mL 50 mL X040223.D Liquid Y NA

24 HS21031390-14 SAMP 04-02-2021 06:56 pm 1.00 50 mL 50 mL X040224.D Liquid Y NA

25 HS21031390-06 SAMP 04-02-2021 07:17 pm 10.00 5 mL 50 mL X040225.D Liquid Y NA

26 HS21031390-09 SAMP 04-02-2021 07:38 pm 5.00 10 mL 50 mL X040226.D Liquid Y NA

27 HS21031390-28MS MS 04-02-2021 07:59 pm 1.00 50 mL 50 mL X040227.D Liquid Y NA

28 HS21031390-28MSD MSD 04-02-2021 08:20 pm 1.00 50 mL 50 mL X040228.D Liquid Y NA

29 HS21031390-06 SAMP 04-02-2021 08:41 pm 100.00 500 µL 50 mL X040229.D Liquid Y NA

30 HS21031390-09 SAMP 04-02-2021 09:03 pm 25.00 2 mL 50 mL X040230.D Liquid Y NA

31 HS21031318-29 SAMP 04-02-2021 09:24 pm 1.00 50 mL 50 mL X040231.D Liquid Y NA

32 HS21040032-03 SAMP 04-02-2021 09:45 pm 1.00 50 mL 50 mL X040232.D Liquid Y NA

33 BFB TUNE 04-02-2021 10:06 pm 1.00 50 mL 50 mL Y040201.D Liquid Y NA

34 CCV CCV 04-02-2021 10:27 pm 1.00 50 mL 50 mL Y040202a.D Liquid Y NA

35 CCV CCV 04-02-2021 10:48 pm 1.00 50 mL 50 mL Y040203.D Liquid Y NA

36 CCB SAMP 04-02-2021 11:09 pm 1.00 50 mL 50 mL Y040204.D Liquid Y NA

37 VLCSW-210402 LCS 04-02-2021 11:30 pm 1.00 50 mL 50 mL Y040205.D Liquid Y NA

38 BLANK SAMP 04-02-2021 11:51 pm 1.00 50 mL 50 mL Y040206.D Liquid Y NA

39 VBLKW-210402 MBLK 04-03-2021 12:12 am 1.00 50 mL 50 mL Y040207.D Liquid Y NA

40 HS21031399-49 SAMP 04-03-2021 12:33 am 1.00 50 mL 50 mL Y040208.D Liquid Y NA

41 HS21031390-31 SAMP 04-03-2021 12:54 am 1.00 50 mL 50 mL Y040209.D Liquid Y NA
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MSVOA06 -Logbook

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

42 HS21031390-33 SAMP 04-03-2021 01:15 am 1.00 50 mL 50 mL Y040210.D Liquid Y NA

43 HS21031390-31MS MS 04-03-2021 01:36 am 1.00 50 mL 50 mL Y040211.D Liquid Y NA

44 HS21031390-31MSD MSD 04-03-2021 01:57 am 1.00 50 mL 50 mL Y040212.D Liquid Y NA

45 BLANK SAMP 04-03-2021 02:18 am 1.00 50 mL 50 mL Y040213.D Liquid Y NA

46 BLANK SAMP 04-03-2021 02:39 am 1.00 50 mL 50 mL Y040214.D Liquid Y NA

47 HS21031399-38 SAMP 04-03-2021 03:00 am 1.00 50 mL 50 mL Y040215.D Liquid Y NA

48 HS21031399-39 SAMP 04-03-2021 03:21 am 1.00 50 mL 50 mL Y040216.D Liquid Y NA

49 HS21031399-41 SAMP 04-03-2021 03:43 am 1.00 50 mL 50 mL Y040217.D Liquid Y NA

50 HS21031399-42 SAMP 04-03-2021 04:04 am 1.00 50 mL 50 mL Y040218.D Liquid Y NA

51 HS21031399-43 SAMP 04-03-2021 04:25 am 1.00 50 mL 50 mL Y040219.D Liquid Y NA

52 HS21031399-44 SAMP 04-03-2021 04:46 am 1.00 50 mL 50 mL Y040220.D Liquid Y NA

53 HS21031399-45 SAMP 04-03-2021 05:07 am 1.00 50 mL 50 mL Y040221.D Liquid Y NA

54 HS21031399-46 SAMP 04-03-2021 05:28 am 1.00 50 mL 50 mL Y040222.D Liquid Y NA

55 HS21031565-01 SAMP 04-03-2021 05:49 am 1.00 50 mL 50 mL Y040223.D Liquid Y NA

56 HS21031565-05 SAMP 04-03-2021 06:10 am 1.00 50 mL 50 mL Y040224.D Liquid Y NA

57 HS21031565-06 SAMP 04-03-2021 06:31 am 1.00 50 mL 50 mL Y040225.D Liquid Y NA

58 HS21031565-07 SAMP 04-03-2021 06:52 am 1.00 50 mL 50 mL Y040226.D Liquid Y NA

59 HS21031565-08 SAMP 04-03-2021 07:13 am 1.00 50 mL 50 mL Y040227.D Liquid Y NA

60 HS21031565-11 SAMP 04-03-2021 07:35 am 1.00 50 mL 50 mL Y040228.D Liquid Y NA

61 HS21031565-14 SAMP 04-03-2021 07:56 am 1.00 50 mL 50 mL Y040229.D Liquid Y NA

62 HS21031565-15 SAMP 04-03-2021 08:17 am 1.00 50 mL 50 mL Y040230.D Liquid Y NA

63 HS21031390-32 SAMP 04-03-2021 08:38 am 1.00 50 mL 50 mL Y040231.D Liquid Y NA

64 BLANJ SAMP 04-03-2021 08:59 am 1.00 50 mL 50 mL Y040240.D Liquid Y NA
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MSVOA06 -Logbook
Batch: 44315 Analyst: Presenta Cabascango

Date: 04-06-2021 Reviewer:

Method: 8260 Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 BFB TUNE 04-06-2021 10:38 am 1.00 50 mL 50 mL X040601.D Liquid Y NA

2 CCV CCV 04-06-2021 01:26 pm 1.00 50 mL 50 mL X040602.D Liquid Y NA

3 CCB SAMP 04-06-2021 05:38 pm 1.00 50 mL 50 mL X040603.D Liquid Y NA

4 VLCSW-210406 LCS 04-06-2021 05:59 pm 1.00 50 mL 50 mL X040604.D Liquid Y NA

5 BLANK SAMP 04-06-2021 06:20 pm 1.00 50 mL 50 mL X040605.D Liquid Y NA

6 VBLKW-210406 MBLK 04-06-2021 06:41 pm 1.00 50 mL 50 mL X040606.D Liquid Y NA

7 HS21031608-03 SAMP 04-06-2021 07:02 pm 1.00 50 mL 50 mL X040607.D Liquid Y NA

8 HS21031613-02 SAMP 04-06-2021 07:23 pm 1.00 50 mL 50 mL X040608.D Liquid Y NA

9 HS21031608-01 SAMP 04-06-2021 07:44 pm 1.00 50 mL 50 mL X040609.D Liquid Y NA

10 HS21031613-01 SAMP 04-06-2021 08:05 pm 100.00 500 µL 50 mL X040610.D Liquid Y NA

11 HS21031613-01 SAMP 04-06-2021 08:26 pm 10.00 5 mL 50 mL X040611.D Liquid Y NA

12 HS21031613-01MS MS 04-06-2021 08:47 pm 100.00 500 µL 50 mL X040612.D Liquid Y NA

13 HS21031613-01MSD MSD 04-06-2021 09:08 pm 100.00 500 µL 50 mL X040613.D Liquid Y NA

14 CCV-END CCV 04-06-2021 09:29 pm 1.00 50 mL 50 mL X040614.D Liquid Y NA

15 BLANK SAMP 04-06-2021 09:50 pm 1.00 50 mL 50 mL X040640.D Liquid Y NA
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HS21031613 8270SIM_W Raw Data

ALS WO# HS21031613
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PREP BATCH REPORT

Batch ID: 164271 Prep Code: 3510_B_SIM InitSampWt/Vol:0

FinSampVol: 1

Start Date: 06-Apr-21 10:30 am End Date: 06-Apr-21 03:30 pm OriginalFac: 0.001

Technician: PrepUnitFac: 1

CommentsTestDueDateFailsafeSpkFacPrepFacFinalVol (mL)Init Wt/VolpHMatrixFracSampID

ph adj 1/1304-14-2104-09-2110.001110007WaterEHS21031608-01

ph adj 1/1304-14-2104-09-2110.001110007WaterEHS21031613-01

ph adj 1/1310.001110005ALCS-164271

ph adj 1/1310.001110005ALCSD-164271

ph adj 1/1310.001110005AMBLK-164271

20 Apr 2021 Page 1 of 1
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SV06 -Logbook
Batch: 41634 Analyst: Andrew Neir

Date: 09-01-2020 Reviewer:

Method: 8270DLL Laboratory: Houston

Comments: MSSV003

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 DFTPP TUNE 09-01-2020 01:52 pm 1.00 001.D Y NA

2 SLSTD-2.5 CCV 09-01-2020 02:04 pm 1.00 002.D Y NA

3 DXSIM-0.08 SAMP 09-01-2020 02:41 pm 1.00 003.D Y NA

4 DXSIM-0.01 SAMP 09-01-2020 03:03 pm 1.00 004.D Y NA

5 DXSIM-0.03 SAMP 09-01-2020 03:22 pm 1.00 005.D Y NA

6 DXSIM-0.05 SAMP 09-01-2020 03:41 pm 1.00 006.D Y NA

7 DXSIM-0.10 SAMP 09-01-2020 04:00 pm 1.00 007.D Y NA

8 DXSIM-0.15 SAMP 09-01-2020 04:19 pm 1.00 008.D Y NA

9 DXSIM-0.2 SAMP 09-01-2020 04:38 pm 1.00 009.D Y NA

10 DXSIM-0.5 SAMP 09-01-2020 04:57 pm 1.00 010.D Y NA

11 DXSIM-ICV SAMP 09-01-2020 05:16 pm 1.00 011.D Y NA

12 MBLK-156910 MBLK 09-01-2020 05:36 pm 1.00 1000.00 mL 1.00 mL 012.D Liquid Y NA

13 LCS-156910 LCS 09-01-2020 05:55 pm 1.00 1000.00 mL 1.00 mL 013.D Liquid Y NA

14 LCSD-156910 LCSD 09-01-2020 06:15 pm 1.00 1000.00 mL 1.00 mL 014.D Liquid Y NA

15 HS20090012-01 SAMP 09-01-2020 06:34 pm 1.00 1000.00 mL 1.00 mL 015.D Liquid Y NA

16 HS20070585-01 SAMP 09-01-2020 06:53 pm 1.00 1000.00 mL 1.00 mL 016.D Liquid Y NA

17 HS20070585-02 SAMP 09-01-2020 07:13 pm 1.00 1000.00 mL 1.00 mL 017.D Liquid Y NA

18 HS20070585-09 SAMP 09-01-2020 07:33 pm 1.00 1000.00 mL 1.00 mL 018.D Liquid Y NA

19 HS20070585-10 SAMP 09-01-2020 07:52 pm 1.00 1000.00 mL 1.00 mL 019.D Liquid Y NA

20 HS20070586-01 SAMP 09-01-2020 08:11 pm 1.00 30.00 gm 1.00 mL 020.D Solid Y NA

21 HS20070586-02 SAMP 09-01-2020 08:31 pm 1.00 30.00 gm 1.00 mL 021.D Solid Y NA

22 HS20070586-05 SAMP 09-01-2020 08:50 pm 1.00 30.00 gm 1.00 mL 022.D Solid Y NA

23 HS20070586-06 SAMP 09-01-2020 09:10 pm 1.00 30.00 gm 1.00 mL 023.D Solid Y NA

24 MBLK-156817 MBLK 09-01-2020 09:29 pm 1.00 1000.00 mL 1.00 mL 024.D Liquid Y NA

25 LCS-156817 LCS 09-01-2020 09:48 pm 1.00 1000.00 mL 1.00 mL 025.D Liquid Y NA

26 LCSD-156817 LCSD 09-01-2020 10:07 pm 1.00 1000.00 mL 1.00 mL 026.D Liquid Y NA

27 HS20081150-01 SAMP 09-01-2020 10:26 pm 1.00 1000.00 mL 1.00 mL 027.D Liquid Y NA

28 HS20081150-01 SAMP 09-01-2020 10:45 pm 100.00 1000.00 mL 1.00 mL 028.D Liquid Y NA

29 HS20081151-01 SAMP 09-01-2020 11:04 pm 1.00 1000.00 mL 1.00 mL 029.D Liquid Y NA

30 HS20081151-01 SAMP 09-01-2020 11:23 pm 100.00 1000.00 mL 1.00 mL 030.D Liquid Y NA

31 DXSIM-0.08 SAMP 09-01-2020 11:42 pm 100.00 1000.00 mL 1.00 mL 031.D Liquid Y NA

32 HS20081309-03 SAMP 09-02-2020 12:02 am 1.00 1000.00 mL 1.00 mL 032.D Liquid Y NA

33 HS20081238-01 SAMP 09-02-2020 12:21 am 1.00 1000.00 mL 1.00 mL 033.D Liquid Y NA

34 HS20081238-02 SAMP 09-02-2020 12:40 am 1.00 1000.00 mL 1.00 mL 034.D Liquid Y NA

35 HS20081238-03 SAMP 09-02-2020 01:00 am 1.00 1000.00 mL 1.00 mL 035.D Liquid Y NA

36 HS20081238-04 SAMP 09-02-2020 01:19 am 1.00 1000.00 mL 1.00 mL 036.D Liquid Y NA

37 HS20081238-05 SAMP 09-02-2020 01:39 am 1.00 1000.00 mL 1.00 mL 037.D Liquid Y NA

38 HS20081238-06 SAMP 09-02-2020 01:58 am 1.00 1000.00 mL 1.00 mL 038.D Liquid Y NA

39 HS20081238-07 SAMP 09-02-2020 02:18 am 1.00 1000.00 mL 1.00 mL 039.D Liquid Y NA

40 HS20081238-08 SAMP 09-02-2020 02:37 am 1.00 1000.00 mL 1.00 mL 040.D Liquid Y NA

41 HS20081238-09 SAMP 09-02-2020 02:57 am 1.00 1000.00 mL 1.00 mL 041.D Liquid Y NA
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# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

42 HS20081238-10 SAMP 09-02-2020 03:16 am 1.00 1000.00 mL 1.00 mL 042.D Liquid Y NA

43 HS20081238-11 SAMP 09-02-2020 03:35 am 1.00 1000.00 mL 1.00 mL 043.D Liquid Y NA

44 HS20081238-12 SAMP 09-02-2020 03:55 am 1.00 1000.00 mL 1.00 mL 044.D Liquid Y NA

45 HS20081238-13 SAMP 09-02-2020 04:14 am 1.00 1000.00 mL 1.00 mL 045.D Liquid Y NA

46 HS20081238-14 SAMP 09-02-2020 04:34 am 1.00 1000.00 mL 1.00 mL 046.D Liquid Y NA

47 HS20081238-15 SAMP 09-02-2020 04:53 am 1.00 1000.00 mL 1.00 mL 047.D Liquid Y NA

48 HS20081238-16 SAMP 09-02-2020 05:13 am 1.00 1000.00 mL 1.00 mL 048.D Liquid Y NA

49 HS20081238-17 SAMP 09-02-2020 05:32 am 1.00 1000.00 mL 1.00 mL 049.D Liquid Y NA

50 HS20081238-18 SAMP 09-02-2020 05:52 am 1.00 1000.00 mL 1.00 mL 050.D Liquid Y NA

ValueChemical

3111842-01IS ID

3111832-06CAL STD ID

3111843-07DFTPP ID

0.82PCP Tailing

0.78Benz. Tailing

ACNRoutine SOP Maintenance
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Batch: 44381 Analyst: Georgette Youssef

Date: 04-14-2021 Reviewer:

Method: 8270D Laboratory: Houston

Comments:

# Samp ID Type Analyzed DF Init Wt/Vol Final Vol File ID Matrix Status pH

1 DFTPP TUNE 04-14-2021 10:03 am 1.00 0.00 gm 0.00 mL 01.D Y NA

2 STD-050 CCV 04-14-2021 10:17 am 1.00 1000.00 mL 1000.00 mL 02.D Liquid Y NA

3 A91-040 SAMP 04-14-2021 10:39 am 1.00 1000.00 mL 1000.00 mL 03.D Liquid Y NA

4 A92-040 SAMP 04-14-2021 11:01 am 1.00 1000.00 mL 1000.00 mL 04.D Liquid Y NA

5 4TBP-040 SAMP 04-14-2021 11:22 am 1.00 1000.00 mL 1000.00 mL 05.D Liquid Y NA

6 MBLK-164539 MBLK 04-14-2021 11:44 am 1.00 1000.00 mL 1000.00 mL 06.D Liquid Y NA

7 LCS-164539 LCS 04-14-2021 12:06 pm 1.00 1000.00 mL 1000.00 mL 07.D Liquid Y NA

8 LCSD-164539 LCSD 04-14-2021 12:27 pm 1.00 1000.00 mL 1000.00 mL 08.D Liquid Y NA

9 MBLK-164587 MBLK 04-14-2021 12:49 pm 1.00 1000.00 mL 1000.00 mL 09.D Liquid Y NA

10 LCS-164587 LCS 04-14-2021 01:11 pm 1.00 1000.00 mL 1000.00 mL 10.D Liquid Y NA

11 LCSD-164587 LCSD 04-14-2021 01:32 pm 1.00 1000.00 mL 1000.00 mL 11.D Liquid Y NA

12 MBLK-164588 MBLK 04-14-2021 01:54 pm 1.00 1000.00 mL 1000.00 mL 12.D Liquid Y NA

13 LCS-164588 LCS 04-14-2021 02:16 pm 1.00 1000.00 mL 1000.00 mL 13.D Liquid Y NA

14 LCSD-164588 LCSD 04-14-2021 02:38 pm 1.00 1000.00 mL 1000.00 mL 14.D Liquid Y NA

15 MBLK-164589 MBLK 04-14-2021 02:59 pm 1.00 1000.00 mL 1000.00 mL 15.D Liquid Y NA

16 LCS-164589 LCS 04-14-2021 03:21 pm 1.00 1000.00 mL 1000.00 mL 16.D Liquid Y NA

17 LCSD-164589 LCSD 04-14-2021 03:42 pm 1.00 1000.00 mL 1000.00 mL 17.D Liquid Y NA

18 LCS-164588 LCS 04-14-2021 04:04 pm 1.00 1000.00 mL 1000.00 mL 18.D Liquid Y NA

19 LCS-164426 LCS 04-14-2021 04:26 pm 1.00 1000.00 mL 1000.00 mL 19.D Liquid Y NA

20 LCSD-164426 LCSD 04-14-2021 04:48 pm 1.00 1000.00 mL 1000.00 mL 20.D Liquid Y NA

21 HS21040008-01 SAMP 04-14-2021 05:09 pm 1000.00 1000.00 mL 1000.00 mL 21.D Liquid Y NA

22 HS21040475-04 SAMP 04-14-2021 05:31 pm 1.00 1000.00 mL 1000.00 mL 22.D Liquid Y NA

23 HS21040475-05 SAMP 04-14-2021 05:53 pm 1.00 1000.00 mL 1000.00 mL 23.D Liquid Y NA

24 HS21040475-07 SAMP 04-14-2021 06:14 pm 1.00 1000.00 mL 1000.00 mL 24.D Liquid Y NA

25 HS21040475-08 SAMP 04-14-2021 06:36 pm 1.00 1000.00 mL 1000.00 mL 25.D Liquid Y NA

26 HS21040475-09 SAMP 04-14-2021 06:58 pm 1.00 1000.00 mL 1000.00 mL 26.D Liquid Y NA

27 HS21040475-10 SAMP 04-14-2021 07:19 pm 1.00 1000.00 mL 1000.00 mL 27.D Liquid Y NA

28 HS21040475-11 SAMP 04-14-2021 07:41 pm 1.00 1000.00 mL 1000.00 mL 28.D Liquid Y NA

29 HS21040475-03 SAMP 04-14-2021 08:03 pm 1.00 1000.00 mL 1000.00 mL 29.D Liquid Y NA

30 HS21040475-02 SAMP 04-14-2021 08:24 pm 10.00 1000.00 mL 1000.00 mL 30.D Liquid Y NA

31 HS21040489-01 SAMP 04-14-2021 08:46 pm 10.00 1000.00 mL 1000.00 mL 31.D Liquid Y NA

32 HS21040489-01MS MS 04-14-2021 09:08 pm 10.00 1000.00 mL 1000.00 mL 32.D Liquid Y NA

33 HS21040475-01 SAMP 04-14-2021 09:30 pm 10.00 1000.00 mL 1000.00 mL 33.D Liquid Y NA
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ValueChemical

25201038-21IS ID

3111873-04CAL STD ID

3141105-05DFTPP ID

0.89PCP Tailing

0.95Benz. Tailing

A91 3111865-03STD-01

A92 3111852-04STD-02

4TBP 3141108-03STD-03

 STD-04

 STD-05

 STD-06

 ICV ID

GYRoutine SOP Maintenance
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HS21031613 - ME - HG_W_DODICP_W_DOD

ALS WO# HS21031613
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Form 11 - INTERNAL STANDARD ASSOCIATION

Instrument:ICPMS06

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

AnalyteMass Assoc Int Standard 1 Assoc Int Standard 2 Mode

9 Beryllium Lithium Ar
11 Boron Lithium Ar
23 Sodium Germanium ArHe
24 Magnesium Germanium ArHe
27 Aluminum Germanium ArHe
39 Potassium Germanium ArHe
44 Calcium Germanium Ar
47 Titanium Germanium Ar
51 Vanadium Germanium ArHe
52 Chromium Germanium ArHe
55 Manganese Germanium ArHe
56 Iron Germanium ArHe
59 Cobalt Germanium ArHe
60 Nickel Germanium ArHe
63 Copper Germanium ArHe
66 Zinc Germanium ArHe
75 Arsenic Germanium ArHe
82 Selenium Germanium Ar
88 Strontium Indium Ar
95 Molybdenum Indium Ar

105 Palladium Germanium Ar
107 Silver Indium Ar
114 Cadmium Indium Ar
118 Tin Indium Ar
121 Antimony Germanium ArHe
137 Barium Indium Ar
205 Thallium Bismuth Ar
208 Lead Bismuth Ar

19-Apr-21Date: ALS Houston, US
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FORM 12 - PREPARATION LOG

Batch ID:
Prep Code:

End Date:Start Date: Technician:
Method:

164599

SW7470A
14-Apr-2021 09:00 14-Apr-2021 12:00

Hg_WPr
Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

PrepFacFinalVol
(mL)Init VolMatrixSampID Init WtClientID

HS21031613-01 Water 10 10 1LH18/24-SP140_033021
HS21040220-04MS 10 10 1
HS21040220-04MSD 10 10 1
LCS-164599 10 10 1
MBLK-164599 10 10 1

19-Apr-21Date: ALS Houston, US
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FORM 12 - PREPARATION LOG

Batch ID:
Prep Code:

End Date:Start Date: Technician:
Method:

164479

SW3010A
12-Apr-2021 09:00 12-Apr-2021 13:00

3010A
Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

PrepFacFinalVol
(mL)Init VolMatrixSampID Init WtClientID

HS21031613-01 Water 10 10 1LH18/24-SP140_033021
HS21031613-01MS 10 10 1
HS21031613-01MSD 10 10 1
HS21031613-01PDS 10 10 1
HS21031613-01SD 10 10 1
LCS-164479 10 10 1
MBLK-164479 10 10 1

19-Apr-21Date: ALS Houston, US
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HG03_381562Run ID: 

FORM 13 - ANALYSIS RUN LOG

SW7470AMethod: 
Instrument: 

Sample No. D/F Time Analytes

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03

Start Date: End Date:14-Apr-2021 14-Apr-2021

FileID
ICCV 1 1 14-Apr-2021 12:01 HG03_381562 Raw

Data_6040200
HG

ICV 1 14-Apr-2021 12:03 _6040201 HG
ICB 1 14-Apr-2021 12:05 _6040202 HG
CRA 1 14-Apr-2021 12:07 _6040203 HG
MBLK-164599 1 14-Apr-2021 12:34 _6040631 HG
LCS-164599 1 14-Apr-2021 12:36 _6040632 HG
ZZZZZZMS 1 14-Apr-2021 12:39 _6040634 HG
ZZZZZZMSD 1 14-Apr-2021 12:41 _6040635 HG
LH18/24-SP140_033021 1 14-Apr-2021 12:44 _6040637 HG
CCV 2 1 14-Apr-2021 12:51 _6040641 HG
CCB 1 1 14-Apr-2021 12:53 _6040642 HG
CCV 3 1 14-Apr-2021 13:18 _6040626 HG
CCB 2 1 14-Apr-2021 13:21 _6040627 HG
CCV 4 1 14-Apr-2021 13:42 _6040667 HG
CCB 3 1 14-Apr-2021 13:44 _6040668 HG
CCV 5 1 14-Apr-2021 14:21 _6040679 HG
CCB 4 1 14-Apr-2021 14:22 _6040680 HG
CCV 6 1 14-Apr-2021 14:44 _6040689 HG
CCB 5 1 14-Apr-2021 14:46 _6040690 HG
CCV 7 1 14-Apr-2021 15:15 _6040714 HG
CCB 6 1 14-Apr-2021 15:17 _6040715 HG
CCV 8 1 14-Apr-2021 15:38 _6040977 HG
CCB 7 1 14-Apr-2021 15:40 _6040978 HG
CCV 9 1 14-Apr-2021 15:59 _6040989 HG
CCB 8 1 14-Apr-2021 16:01 _6040990 HG
CCV 10 1 14-Apr-2021 16:21 _6041007 HG
CCB 9 1 14-Apr-2021 16:23 _6041008 HG
CCV 11 1 14-Apr-2021 16:46 _6041037 HG
CCB 10 1 14-Apr-2021 16:48 _6041038 HG
CCV 12 1 14-Apr-2021 17:08 _6041049 HG
CCB 11 1 14-Apr-2021 17:09 _6041050 HG
CCV 13 1 14-Apr-2021 17:39 _6041267 HG
CCB 12 1 14-Apr-2021 17:40 _6041268 HG
CCV 14 1 14-Apr-2021 18:01 _6041279 HG
CCB 13 1 14-Apr-2021 18:03 _6041280 HG
CCV 15 1 14-Apr-2021 18:13 _6041285 HG
CCB 14 1 14-Apr-2021 18:14 _6041286 HG

19-Apr-21Date: ALS Houston, US
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ICPMS06_381565Run ID: 

FORM 13 - ANALYSIS RUN LOG

Method: 
Instrument: 

Sample No. D/F Time Analytes

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06

Start Date: End Date:14-Apr-2021 14-Apr-2021

FileID
ICPMS06_381565_Tune 1 14-Apr-2021 00:00 ICPMS06_381565_Tune_1
CAL BLK 1 14-Apr-2021 10:39 010CALB.d_6040246 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
2/10/200 1 14-Apr-2021 10:41 011CALS.d_6040247 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
5/25/500 1 14-Apr-2021 10:43 012CALS.d_6040248 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
10/50/100 1 14-Apr-2021 10:45 013CALS.d_6040249 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
100/500/10K 1 14-Apr-2021 10:47 014CALS.d_6040250 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
200/1000/20K 1 14-Apr-2021 10:49 015CALS.d_6040251 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICV 1 14-Apr-2021 10:52 017_ICV.d_6040253 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LLICV2 1 14-Apr-2021 10:56 019LCV2.d_6040255 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LLICV5 1 14-Apr-2021 10:58 020LCV5.d_6040256 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICB 1 14-Apr-2021 11:07 021_ICB.d_6040257 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICSA 1 14-Apr-2021 11:09 022ICSA.d_6040258 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
ICSAB 1 14-Apr-2021 11:11 023ICSB.d_6040259 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCV 1 1 14-Apr-2021 11:36 032_CCV.d_6040262 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 1 1 14-Apr-2021 11:40 034_CCB.d_6040263 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LCS-164479 1 14-Apr-2021 11:44 036SMPL.d_6040264 AG AL AS BA BE CA CD CO CR FE K MG NA NI PB SB SE 

TL V ZN
LH18/24-SP140_033021 1 14-Apr-2021 11:48 038SMPL.d_6040266 AG AL AS BE CD CO CR FE K MG MN NI PB SB SE TL V 

ZN
LH18/24-SP140_033021SD 5 14-Apr-2021 11:50 039SMPL.d_6040267 AG AS BE CD CO CR FE K MG MN NI PB SB SE TL V ZN
LH18/24-SP140_033021MS 1 14-Apr-2021 11:52 040SMPL.d_6040268 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LH18/24-SP140_033021MSD 1 14-Apr-2021 11:54 041SMPL.d_6040269 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LH18/24-SP140_033021PDS 1 14-Apr-2021 11:56 042SMPL.d_6040270 AG AL AS BE CD CO CR FE K MG MN NI PB SB SE TL V 

ZN
MBLK-164479 1 14-Apr-2021 12:01 043SMPL.d_6040271 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCV 2 1 14-Apr-2021 12:07 045_CCV.d_6040273 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 2 1 14-Apr-2021 12:13 047_CCB.d_6040275 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
LH18/24-SP140_033021 20 14-Apr-2021 12:29 054SMPL.d_6040276 BA CA NA
LH18/24-SP140_033021SD 100 14-Apr-2021 12:31 055SMPL.d_6040277 BA CA NA
LH18/24-SP140_033021PDS 20 14-Apr-2021 12:33 056SMPL.d_6040278 BA CA NA
LCS-164479 1 14-Apr-2021 12:51 061SMPL.d_6040313 MN
CCV 3 1 14-Apr-2021 13:29 071_CCV.d_6040736 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN
CCB 3 1 14-Apr-2021 13:31 072_CCB.d_6040737 AG AL AS BA BE CA CD CO CR FE K MG MN NA NI PB 

SB SE TL V ZN

19-Apr-21Date: ALS Houston, US
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Form 2 - Initial and Continuing Calibration Verification

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03Instrument:
Method: SW7470A

Run ID: HG03_381562

Analyte Found

Seq: 6040200ICCV1 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:01

Mercury 5 4.87 97 90-110

Analyte Found

Seq: 6040201ICV ICV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:03

Mercury 5 5.17 103 90-110

Analyte Found

Seq: 6040641CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:51

Mercury 5 4.91 98 90-110

Analyte Found

Seq: 6040626CCV3 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:18

Mercury 5 5.03 101 90-110

Analyte Found

Seq: 6040667CCV4 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:42

Mercury 5 4.94 99 90-110

Analyte Found

Seq: 6040679CCV5 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 14:21

Mercury 5 5.02 100 90-110

Analyte Found

Seq: 6040689CCV6 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 14:44

Mercury 5 4.74 95 90-110

Analyte Found

Seq: 6040714CCV7 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:15

Mercury 5 5.23 105 90-110

Analyte Found

Seq: 6040977CCV8 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:38

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6040989CCV9 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 15:59

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6041007CCV10 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 16:21

Mercury 5 5.2 104 90-110

Analyte Found

Seq: 6041037CCV11 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 16:46

Mercury 5 5.17 103 90-110

Analyte Found

Seq: 6041049CCV12 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 17:08

Mercury 5 5.16 103 90-110

Analyte Found

Seq: 6041267CCV13 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 17:39

Mercury 5 5.14 103 90-110

19-Apr-21Date: ALS Houston, US
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Form 2 - Initial and Continuing Calibration Verification

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

HG03Instrument:
Method: SW7470A

Run ID: HG03_381562

Analyte Found

Seq: 6041279CCV14 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 18:01

Mercury 5 5.07 101 90-110

Analyte Found

Seq: 6041285CCV15 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 18:13

Mercury 5 5.08 102 90-110

19-Apr-21Date: ALS Houston, US
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Form 2 - Initial and Continuing Calibration Verification

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method: SW6020A

Run ID: ICPMS06_381565

Analyte Found

Seq: 6040253ICV ICV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 10:52

Aluminum 100 92.954 93 90-110
Antimony 100 99.216 99 90-110
Arsenic 100 96.461 97 90-110
Barium 100 97.407 97 90-110
Beryllium 100 95.362 95 90-110
Cadmium 100 98.204 98 90-110
Calcium 10000 9734.826 97 90-110
Chromium 100 96.251 96 90-110
Cobalt 100 100.555 101 90-110
Iron 10000 9814.78 98 90-110
Lead 100 98.884 99 90-110
Magnesium 10000 10050.644 101 90-110
Manganese 100 92.782 93 90-110
Nickel 100 97.3 97 90-110
Potassium 10000 9938.857 99 90-110
Selenium 100 98.028 98 90-110
Silver 100 102.432 102 90-110
Sodium 10000 9981.918 100 90-110
Thallium 100 98.373 98 90-110
Vanadium 100 94.986 95 90-110
Zinc 100 97.68 98 90-110

Analyte Found

Seq: 6040262CCV1 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 11:36

Aluminum 100 99.139 99 90-110
Antimony 100 97.854 98 90-110
Arsenic 100 94.749 95 90-110
Barium 100 96.555 97 90-110
Beryllium 100 97.189 97 90-110
Cadmium 100 97.28 97 90-110
Calcium 10000 9399.399 94 90-110
Chromium 100 93.785 94 90-110
Cobalt 100 101.405 101 90-110
Iron 10000 9620.144 96 90-110
Lead 100 98.562 99 90-110
Magnesium 10000 9513.788 95 90-110
Manganese 100 92.722 93 90-110
Nickel 100 97.83 98 90-110
Potassium 10000 9597.647 96 90-110
Selenium 100 95.283 95 90-110
Silver 100 100.744 101 90-110
Sodium 10000 9504.439 95 90-110
Thallium 100 97.707 98 90-110
Vanadium 100 93.915 94 90-110
Zinc 100 97.599 98 90-110

Analyte Found

Seq: 6040273CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:07

Aluminum 100 102.721 103 90-110
Antimony 100 98.663 99 90-110
Arsenic 100 96.613 97 90-110
Barium 100 97.46 98 90-110
Beryllium 100 99.717 100 90-110
Cadmium 100 100.193 100 90-110
Calcium 10000 9579.211 96 90-110
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Form 2 - Initial and Continuing Calibration Verification

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method: SW6020A

Run ID: ICPMS06_381565

Analyte Found

Seq: 6040273CCV2 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 12:07

Chromium 100 95.666 96 90-110
Cobalt 100 99.918 100 90-110
Iron 10000 9658.612 97 90-110
Lead 100 101.388 101 90-110
Magnesium 10000 9767.103 98 90-110
Manganese 100 94.312 94 90-110
Nickel 100 98.439 98 90-110
Potassium 10000 9775.062 98 90-110
Selenium 100 97.178 97 90-110
Silver 100 102.424 102 90-110
Sodium 10000 9773.91 98 90-110
Thallium 100 99.099 99 90-110
Vanadium 100 95.259 95 90-110
Zinc 100 99.459 100 90-110

Analyte Found

Seq: 6040736CCV3 CCV Units: ug/L

True %R Control Limits Flag

Date: 14-Apr-2021 13:29

Aluminum 100 102.574 103 90-110
Antimony 100 102.011 102 90-110
Arsenic 100 96.154 96 90-110
Barium 100 98.212 98 90-110
Beryllium 100 101.953 102 90-110
Cadmium 100 101.924 102 90-110
Calcium 10000 9575.567 96 90-110
Chromium 100 95.542 96 90-110
Cobalt 100 100.817 101 90-110
Iron 10000 9617.024 96 90-110
Lead 100 102.151 102 90-110
Magnesium 10000 9665.107 97 90-110
Manganese 100 93.32 93 90-110
Nickel 100 97.86 98 90-110
Potassium 10000 9868.448 99 90-110
Selenium 100 98.43 98 90-110
Silver 100 102.911 103 90-110
Sodium 10000 9621.24 96 90-110
Thallium 100 99.382 99 90-110
Vanadium 100 98.976 99 90-110
Zinc 100 98.086 98 90-110
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HG03_381562Run ID:

Form 3 - BLANKS

SW7470AMethod:
Instrument: HG03

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Analyte Result Qual

Seq: 6040202ICB 14-Apr-2021 12:05 ICB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040631MBLK-164599 14-Apr-2021 12:34 MBLK Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040642CCB1 14-Apr-2021 12:53 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040627CCB2 14-Apr-2021 13:21 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040668CCB3 14-Apr-2021 13:44 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040680CCB4 14-Apr-2021 14:22 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040690CCB5 14-Apr-2021 14:46 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040715CCB6 14-Apr-2021 15:17 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040978CCB7 14-Apr-2021 15:40 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6040990CCB8 14-Apr-2021 16:01 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041008CCB9 14-Apr-2021 16:23 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041038CCB10 14-Apr-2021 16:48 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041050CCB11 14-Apr-2021 17:09 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041268CCB12 14-Apr-2021 17:40 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2

Analyte Result Qual

Seq: 6041280CCB13 14-Apr-2021 18:03 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2
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HG03_381562Run ID:

Form 3 - BLANKS

SW7470AMethod:
Instrument: HG03

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Analyte Result Qual

Seq: 6041286CCB14 14-Apr-2021 18:14 CCB Units: ug/L

Report LimitMDL

Date:

Mercury U0.20.030.2
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Analyte Result Qual

Seq: 6040257ICB 14-Apr-2021 11:07 ICB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U50.45
Arsenic U50.45
Barium U51.95
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U50.45
Cobalt U50.15
Iron U20012200
Lead U50.65
Magnesium U20010200
Manganese U50.75
Nickel U50.65
Potassium U20018200
Selenium U51.15
Silver U50.25
Sodium J20014-15.89
Thallium U20.22
Vanadium U50.65
Zinc U525

Analyte Result Qual

Seq: 6040263CCB1 14-Apr-2021 11:40 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium U20014200
Thallium U20.22
Vanadium U50.65
Zinc U424

Analyte Result Qual

Seq: 6040271MBLK-164479 14-Apr-2021 12:01 MBLK Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony J50.40.815
Arsenic U50.45
Barium U51.95
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Analyte Result Qual

Seq: 6040271MBLK-164479 14-Apr-2021 12:01 MBLK Units: ug/L

Report LimitMDL

Date:

Chromium U50.45
Cobalt U50.15
Iron U20012200
Lead U50.65
Magnesium U20010200
Manganese U50.75
Nickel U50.65
Potassium U20018200
Selenium U51.15
Silver U50.25
Sodium J2001442.82
Thallium U20.22
Vanadium U50.65
Zinc U525

Analyte Result Qual

Seq: 6040275CCB2 14-Apr-2021 12:13 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum J101.82.731
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium U20014200
Thallium U20.22
Vanadium U50.65
Zinc U424

Analyte Result Qual

Seq: 6040737CCB3 14-Apr-2021 13:31 CCB Units: ug/L

Report LimitMDL

Date:

Aluminum U101.810
Antimony U20.42
Arsenic U20.42
Barium U41.94
Beryllium U20.22
Cadmium U20.22
Calcium U50034500
Chromium U40.44
Cobalt U50.25
Iron U20012200
Lead U20.62
Magnesium U20010200
Manganese U50.75
Nickel U20.62
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ICPMS06_381565Run ID:

Form 3 - BLANKS

SW6020AMethod:
Instrument: ICPMS06

Client:
Project:
WorkOrder:

Bhate Environmental Associates, Inc.
Groundwater Treatment Plant Quarterly Influent Samples
HS21031613

Analyte Result Qual

Seq: 6040737CCB3 14-Apr-2021 13:31 CCB Units: ug/L

Report LimitMDL

Date:

Potassium U20018200
Selenium U21.12
Silver U20.22
Sodium J2001415.8
Thallium 20.22.317
Vanadium U50.65
Zinc U424
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Form 4 - ICP Interference Check Sample

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client:

ICPMS06Instrument:
Method:SW6020A

Run ID:ICPMS06_381565

Analyte Found

ICSA

True %R

Date: 14-Apr-2021 11:09 Units: ug/LICSASeq: 6040258

Aluminum 100000 98360 98.4
Antimony 0.083 0
Arsenic 0.097 0
Barium 0.409 0
Beryllium -0.001 0
Cadmium 1.094 0
Calcium 100000 103500 104
Chromium 2.165 0
Cobalt 0.084 0
Iron 100000 104300 104
Lead 0.079 0
Magnesium 100000 107000 107
Manganese 0.46 0
Nickel 0.265 0
Potassium 100000 108800 109
Selenium 0.236 0
Silver 0.275 0
Sodium 100000 107400 107
Thallium 0.003 0
Vanadium 0.064 0
Zinc 1.29 0

Analyte Found

ICSAB

True %R

Date: 14-Apr-2021 11:11 Units: ug/LICSABSeq: 6040259

Aluminum 100500 97360 96.9
Antimony 100 106.2 106
Arsenic 100 107.3 107
Barium 100 105 105
Beryllium 100 102.2 102
Cadmium 100 103.6 104
Calcium 110000 114800 104
Chromium 100 108.8 109
Cobalt 100 105.2 105
Iron 110000 115000 105
Lead 100 106.4 106
Magnesium 110000 116300 106
Manganese 100 101.7 102
Nickel 100 102.3 102
Potassium 110000 119100 108
Selenium 100 109.3 109
Silver 100 105.1 105
Sodium 110000 116800 106
Thallium 100 104 104
Vanadium 100 106.8 107
Zinc 100 105.1 105
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Form 5A - Matrix Spike/Matrix Spike Duplicate Recovery

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 12:41

14-Apr-2021 09:00Date Extracted:
ug/LUnits: 

Matrix Spike: HS21040220-04MS
Client Sample ID: 

% Rec 
Limits

RPD 
Limit

MSD 
Result

Spike 
Amount % Rec% Rec

Spike 
Amount

MS 
Result

Sample 
Result RPDAnalyte

Analysis Method: SW7470A

Mercury 0.1810 5.000 5.000 96.4 5.050 5.000 97.4 82-119 0.995 20
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Form 5A - Matrix Spike/Matrix Spike Duplicate Recovery

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:54

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Matrix Spike: HS21031613-01MS
Client Sample ID: LH18/24-SP140_033021

% Rec 
Limits

RPD 
Limit

MSD 
Result

Spike 
Amount % Rec% Rec

Spike 
Amount

MS 
Result

Sample 
Result RPDAnalyte

Analysis Method: SW6020A

Aluminum 112.7 227.1 100.0 114 222.5 100.0 110 84-117 2.04 20
Antimony 5.000 45.25 50.00 89.7 46.18 50.00 91.6 85-117 2.04 20
Arsenic 0.9210 45.69 50.00 89.5 45.86 50.00 89.9 84-116 0.382 20
Barium 334.4 403.5 50.00 138 393.4 50.00 118 86-114 2.55 20
Beryllium 2.000 46.38 50.00 92.6 46.46 50.00 92.8 83-121 0.194 20
Cadmium 2.000 47.35 50.00 94.4 47.46 50.00 94.7 87-115 0.217 20
Calcium 19960 25750 5000 116 26090 5000 122 87-118 1.31 20
Chromium 3.044 47.48 50.00 88.9 48.28 50.00 90.5 85-116 1.68 20
Cobalt 3.048 49.13 50.00 92.2 48.99 50.00 91.9 86-115 0.275 20
Iron 485.7 5083 5000 92.0 5147 5000 93.2 87-118 1.23 20
Lead 5.000 46.87 50.00 93.3 47.14 50.00 93.9 88-115 0.579 20
Magnesium 15430 21280 5000 117 21040 5000 112 83-118 1.16 20
Manganese 197.3 255.1 50.00 115 251.8 50.00 109 87-115 1.29 20
Nickel 9.488 55.78 50.00 92.6 54.96 50.00 90.9 85-117 1.49 20
Potassium 1345 6192 5000 96.9 6215 5000 97.4 87-115 0.377 20
Selenium 5.000 46.30 50.00 91.9 46.30 50.00 91.9 80-120 0 20
Silver 5.000 49.40 50.00 98.9 48.66 50.00 97.4 85-116 1.51 20
Sodium 200600 216500 5000 319 218700 5000 363 85-117 1.01 20
Thallium 2.000 44.38 50.00 88.7 44.92 50.00 89.8 82-116 1.23 20
Vanadium 0.9110 46.82 50.00 91.8 47.03 50.00 92.2 86-115 0.456 20
Zinc 50.85 98.85 50.00 96.0 99.40 50.00 97.1 83-119 0.555 20
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Form 5B - Post Digest Sample Recovery

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:56

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: HS21031613-01PDS
Client Sample ID: LH18/24-SP140_033021

% Rec 
Limits% Rec

Spike 
Amount

PDS 
Result

Sample 
ResultAnalyte

Analysis Method: SW6020A

Aluminum 112.7 225.2 100 112 80-120
Antimony 0 95.65 100 95 80-120
Arsenic 0.921 101.7 100 101 80-120
Beryllium 0 103.2 100 103 80-120
Cadmium 0 106.5 100 106 80-120
Chromium 3.044 104.1 100 101 80-120
Cobalt 3.048 108.7 100 106 80-120
Iron 485.7 10730 10000 102 80-120
Lead 0 105.6 100 105 80-120
Magnesium 15430 27130 10000 117 80-120
Manganese 197.3 309.3 100 112 80-120
Nickel 9.488 110.3 100 101 80-120
Potassium 1345 12070 10000 107 80-120
Selenium 0 102.8 100 102 80-120
Silver 0 104.6 100 105 80-120
Thallium 0 116.8 100 117 80-120
Vanadium 0.911 105.3 100 104 80-120
Zinc 50.85 155.1 100 104 80-120
Barium 340.3 2159 2000 91 80-120
Calcium 21620 202100 200000 90 80-120
Sodium 215400 403600 200000 94 80-120
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Form 7 - Laboratory Control Sample

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 12:36

14-Apr-2021 09:00Date Extracted:
ug/LUnits: 

Lab Sample ID: LCS-164599

% Rec 
Limits% Rec

Spike 
Amount

LCS 
ResultAnalyte

Analysis Method: SW7470A

Mercury 5.33 107 82-1195
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Form 7 - Laboratory Control Sample

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:44

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: LCS-164479

% Rec 
Limits% Rec

Spike 
Amount

LCS 
ResultAnalyte

Analysis Method: SW6020A

Aluminum 104.9 105 84-117100
Antimony 44.74 90 85-11750
Arsenic 43.06 86 84-11650
Barium 46.26 93 86-11450
Beryllium 44.85 90 83-12150
Cadmium 47.17 94 87-11550
Calcium 4382 88 87-1185000
Chromium 43.14 86 85-11650
Cobalt 45.51 91 86-11550
Iron 4501 90 87-1185000
Lead 45.08 90 88-11550
Magnesium 4564 91 83-1185000
Nickel 46.11 92 85-11750
Potassium 4596 92 87-1155000
Selenium 45.96 92 80-12050
Silver 49.31 99 85-11650
Sodium 4534 91 85-1175000
Thallium 46.1 92 82-11650
Vanadium 43.82 88 86-11550
Zinc 47.67 95 83-11950
Manganese 45.26 91 87-11550
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Form 8 - ICP Serial Dilutions

HS21031613
Groundwater Treatment Plant Quarterly Influent Samples
Bhate Environmental Associates, Inc.

WorkOrder:
Project:
Client: Date Analyzed: 14-Apr-2021 11:50

12-Apr-2021 11:05Date Extracted:
ug/LUnits: 

Lab Sample ID: HS21031613-01SD
Client Sample ID: LH18/24-SP140_033021

SD ResultSample 
Result RPDAnalyte

Analysis Method: SW6020A

C C Q
Antimony 0 0 0U U
Arsenic 0.921 0 0J U
Beryllium 0 0 0U U
Cadmium 0 0 0U U
Chromium 3.044 2.896 5J J
Cobalt 3.048 3.116 2J J
Iron 485.7 522.8 8J
Lead 0 0 0U U
Magnesium 15430 15800 2
Manganese 197.3 194.2 2
Nickel 9.488 9.924 5J
Potassium 1345 1316 2
Selenium 0 0 0U U
Silver 0 0 0U U
Thallium 0 0 0U U
Vanadium 0.911 4.301 372J J
Zinc 50.85 53.46 5
Barium 340.3 347.5 2J
Calcium 21620 23620 9J
Sodium 215400 222700 3
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Report Generated By Teledyne Leeman QuickTrace

Analyst:

Worksheet file:

Creation Date:

Comment:

ALSHS.NoUser

C:\Users\Public\Documents\Teledyne CETAC\QuickTrace\Worksheets\04142021AW.wszf

4/14/2021 11:38:13 AM

Results

Sample Name Type Date/Time Conc (ppb) µAbs %RSD FlagsResidual

Calibration Blank 04/14/21 11:48:36 am 84 30.17

Replicates 53.2 84.0 84.7 115.5

0.000STD -22.97

Standard #1 (0.2 ppb) 04/14/21 11:50:18 am 1288 2.08

Replicates 1253.2 1300.1 1282.1 1315.5

0.200STD -15.63

Standard #2 (0.5 ppb) 04/14/21 11:52:00 am 3277 1.12

Replicates 3230.5 3273.3 3319.0 3285.2

0.500STD 27.10

Standard #3 (2.0 ppb) 04/14/21 11:53:42 am 12088 2.85

Replicates 11628.8 12040.5 12256.5 12425.4

2.000STD 45.15

Standard #4 (5.0 ppb) 04/14/21 11:55:24 am 29672 0.19

Replicates 29600.0 29710.4 29654.2 29721.9

5.000STD 74.73

Standard #5 (10.0 ppb) 04/14/21 11:57:07 am 57972 0.12

Replicates 57915.2 57984.5 57923.9 58064.2

10.000STD -49.32

Concentration (ppb)

109876543210

µ
A

b
s
o
rb

a
n
c
e

60,000

50,000

40,000

30,000

20,000

10,000

0

Equation:

R2:

SEE:

Flags:

Abs = 5804.054x + 217.656

Calibration

0.99985

312.0359

ICCV 04/14/21 12:01:58 pm 28460 2.86

Replicates 27389.1 28290.3 28950.3 29208.3

4.870UNK

ICV 04/14/21 12:03:39 pm 30197 0.28

Replicates 30079.2 30203.7 30233.3 30272.2

5.170UNK

ICB 04/14/21 12:05:20 pm 108 69.55 s

Replicates 99.0 118.2 89.4 124.1

0.004UNK

CRA 04/14/21 12:07:02 pm 1268 2.52

Replicates 1232.9 1252.9 1288.0 1296.4

0.203UNK

MBLK-164599 04/14/21 12:34:41 pm 57 82.88 s

Replicates 27.7 59.0 60.7 82.0

-0.005UNK

LCS-164599 04/14/21 12:36:23 pm 31100 0.19

Replicates 31012.4 31116.6 31124.9 31146.1

5.330UNK

HS21040220-04 04/14/21 12:38:05 pm 1136 1.94

Replicates 1128.2 1111.0 1156.3 1148.2

0.181UNK

4/14/2021 6:19:22 PM Page 104142021AW.wszf of 10
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Sample Name Type Date/Time Conc (ppb) µAbs %RSD FlagsResidual

HS21040220-04MS 04/14/21 12:39:47 pm 29219 0.51

Replicates 29008.8 29218.9 29305.2 29341.9

5.000UNK

HS21040220-04MSD 04/14/21 12:41:29 pm 29469 0.42

Replicates 29287.7 29503.6 29544.6 29540.9

5.050UNK

HS21031608-01 04/14/21 12:43:11 pm 38 17.24

Replicates 38.5 45.5 26.6 40.8

-0.008UNK

HS21031613-01 04/14/21 12:44:54 pm 113 30.02 s

Replicates 104.6 112.9 124.4 108.9

0.005UNK

HS21040054-01 04/14/21 12:46:36 pm 811000.59 s

Replicates 68.9 76.2 57.4 123.4

0.000UNK

HS21040054-02 04/14/21 12:48:17 pm 843146.90 s

Replicates 79.6 97.6 61.1 96.9

0.000UNK

HS21040054-03 04/14/21 12:49:58 pm 63 115.77 s

Replicates 27.4 82.7 60.9 79.1

-0.004UNK

CCV 04/14/21 12:51:41 pm 28687 2.88

Replicates 27662.5 28447.9 29067.7 29568.9

4.910UNK

CCB 04/14/21 12:53:25 pm 81 441.41 s

Replicates 65.8 98.6 89.7 68.9

-0.001UNK

HS21040054-04 04/14/21 01:01:25 pm 68 148.97 s

Replicates 34.7 93.3 71.5 72.5

-0.003UNK

HS21040054-05 04/14/21 01:03:07 pm 103 103.75 s

Replicates 80.7 107.4 97.6 128.2

0.003UNK

HS21040054-06 04/14/21 01:04:48 pm 38 77.86

Replicates -5.0 25.0 53.9 78.4

-0.008UNK

HS21040054-07 04/14/21 01:06:30 pm 65 104.22 s

Replicates 58.9 55.5 52.1 94.8

-0.003UNK

HS21040054-08 04/14/21 01:08:12 pm 97 152.52 s

Replicates 97.4 71.1 102.1 116.9

0.002UNK

HS21040220-02 04/14/21 01:09:54 pm 60 121.00 s

Replicates 84.2 73.9 16.9 64.1

-0.004UNK

HS21040220-03 04/14/21 01:11:36 pm 75 77.47 s

Replicates 75.5 68.7 85.0 70.8

-0.002UNK

HS21040220-05 04/14/21 01:13:18 pm 74 133.92 s

Replicates 73.7 62.7 63.8 94.0

-0.002UNK

HS21040285-02 04/14/21 01:15:01 pm 30 17.84

Replicates 17.0 30.5 31.8 40.5

-0.009UNK

HS21040285-03 04/14/21 01:16:43 pm 69 138.91 s

Replicates 76.7 80.2 36.4 81.7

-0.003UNK
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CCV 04/14/21 01:18:26 pm 29395 1.13

Replicates 28919.6 29417.6 29590.4 29653.2

5.030UNK

CCB 04/14/21 01:21:21 pm 110 122.23 s

Replicates 82.9 155.7 106.2 96.4

0.004UNK

HS21040285-04 04/14/21 01:25:42 pm 236 10.32 s

Replicates 256.8 227.4 237.7 221.0

0.026UNK

HS21040364-01 04/14/21 01:27:24 pm 111 49.86 s

Replicates 98.2 101.7 126.2 118.4

0.005UNK

HS21040364-02 04/14/21 01:29:05 pm 132 24.02 s

Replicates 127.0 149.1 124.6 127.4

0.008UNK

MBLK-164591 04/14/21 01:30:46 pm 95 115.61 s

Replicates 91.0 80.3 99.1 108.3

0.002UNK

MBLKT1-164591 04/14/21 01:32:28 pm 831166.74 s

Replicates 83.2 56.4 91.9 99.4

0.000UNK

MBLKT2-164591 04/14/21 01:34:10 pm 134 38.36 s

Replicates 126.5 111.4 154.1 145.7

0.009UNK

MBLKT3-164591 04/14/21 01:35:52 pm 142 25.33 s

Replicates 124.9 136.8 159.0 147.7

0.010UNK

LCS-164591 04/14/21 01:37:33 pm 30354 1.41

Replicates 29762.7 30329.1 30595.4 30727.6

5.200UNK

HS21040308-01 04/14/21 01:39:16 pm 86 533.87 s

Replicates 71.0 91.8 92.3 90.0

0.000UNK

HS21040308-01MS 04/14/21 01:40:58 pm 31590 0.08

Replicates 31551.4 31600.8 31598.5 31607.5

5.410UNK

CCV 04/14/21 01:42:41 pm 28846 2.27

Replicates 27959.5 28771.6 29213.4 29438.2

4.940UNK

CCB 04/14/21 01:44:24 pm 98 112.49 s

Replicates 81.2 88.8 110.9 110.4

0.002UNK

HS21040308-01MSD 04/14/21 02:04:05 pm 31435 0.16

Replicates 31466.2 31463.4 31449.7 31360.4

5.390UNK

HS21040404-01 04/14/21 02:05:47 pm 178 16.49 s

Replicates 201.1 168.0 169.2 174.9

0.016UNK

HS21040404-02 04/14/21 02:07:29 pm 116 49.23 s

Replicates 108.5 98.4 124.9 133.3

0.005UNK

HS21040439-01 04/14/21 02:09:10 pm 113 130.13 s

Replicates 105.6 65.4 154.5 127.9

0.005UNK

HS21040471-01 04/14/21 02:10:51 pm 97 84.55 s

Replicates 100.7 104.1 103.1 81.1

0.002UNK
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HS21040476-01 04/14/21 02:12:32 pm 138 21.82 s

Replicates 127.7 128.9 150.7 146.1

0.009UNK

HS21040479-01 04/14/21 02:14:14 pm 111 51.29 s

Replicates 118.2 116.0 90.7 119.7

0.005UNK

HS21040489-01 04/14/21 02:15:56 pm 96 165.02 s

Replicates 67.8 105.4 99.3 113.4

0.002UNK

HS21040507-01 04/14/21 02:17:38 pm 122 4.84

Replicates 123.7 123.1 121.7 119.6

0.006UNK

HS21040507-02 04/14/21 02:19:20 pm 132 77.50 s

Replicates 139.7 102.5 104.1 180.1

0.008UNK

CCV 04/14/21 02:21:03 pm 29336 1.24

Replicates 28799.4 29424.4 29530.3 29588.8

5.020UNK

CCB 04/14/21 02:22:46 pm 69 108.78 s

Replicates 46.6 69.5 76.0 85.0

-0.003UNK

HS21040507-03 04/14/21 02:27:56 pm 64 36.48 s

Replicates 58.2 58.5 65.8 73.8

-0.003UNK

HS21040521-01 04/14/21 02:29:39 pm 88 411.87 s

Replicates 73.9 81.1 87.3 110.6

0.001UNK

HS21040522-01 04/14/21 02:31:21 pm 831722.76 s

Replicates 106.0 37.7 100.2 86.2

0.000UNK

HS21040533-01 04/14/21 02:33:04 pm 69 128.52 s

Replicates 60.7 77.4 45.9 91.6

-0.003UNK

HS21040533-02 04/14/21 02:34:45 pm 121 64.14 s

Replicates 98.0 152.7 123.8 109.8

0.006UNK

HS21040533-03 04/14/21 02:36:27 pm 1 20.16

Replicates -23.7 7.5 4.2 14.9

-0.014UNK

HS21040533-04 04/14/21 02:38:08 pm 9 28.44

Replicates 31.8 -1.4 -14.8 22.1

-0.013UNK

HS21040533-05 04/14/21 02:39:50 pm 68 167.90 s

Replicates 80.2 100.4 50.9 42.0

-0.003UNK

MBLK-164597 04/14/21 02:41:31 pm 73 87.74 s

Replicates 68.9 62.7 72.8 86.7

-0.002UNK

LCS-164597 04/14/21 02:43:13 pm 95 110.25 s

Replicates 92.0 82.5 111.8 95.5

0.002UNK

CCV 04/14/21 02:44:56 pm 27650 3.84

Replicates 26407.9 27245.9 28087.7 28857.4

4.740UNK

CCB 04/14/21 02:46:39 pm 97 115.35 s

Replicates 94.1 89.2 118.4 86.4

0.002UNK
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HS21040152-01 04/14/21 02:52:54 pm 29099 1.59

Replicates 28577.2 28915.1 29249.9 29653.6

4.980UNK

HS21040152-01MS 04/14/21 02:54:36 pm 148 47.09 s

Replicates 126.6 119.9 164.2 182.9

0.011UNK

HS21040152-01MSD 04/14/21 02:56:19 pm 34385 2.36

Replicates 33469.9 34037.0 34701.3 35333.3

5.890UNK

MBLKP1-164597 04/14/21 02:59:17 pm 118 39.86 s

Replicates 99.6 118.1 131.2 122.7

0.006UNK

LCS-164597 04/14/21 03:00:58 pm 27538 0.46

Replicates 27651.1 27625.3 27496.0 27378.5

4.720UNK

HS21040152-01 04/14/21 03:02:40 pm 113 40.65 s

Replicates 119.4 116.0 95.8 121.0

0.005UNK

HS21040152-01MS 04/14/21 03:04:23 pm 27517 1.19

Replicates 27893.2 27626.9 27427.6 27121.4

4.710UNK

HS21040152-01MSD 04/14/21 03:06:05 pm 36271 1.21

Replicates 36770.8 36437.4 36128.0 35747.5

6.220UNK

HS21040152-01MS 04/14/21 03:11:23 pm 30105 0.52

Replicates 30273.4 30180.1 30050.9 29915.1

5.160UNK

HS21040152-01MSD 04/14/21 03:13:47 pm 31782 0.40

Replicates 31902.0 31864.4 31735.2 31627.1

5.440UNK

CCV 04/14/21 03:15:49 pm 30538 0.22

Replicates 30462.8 30610.7 30575.9 30502.4

5.230UNK

CCB 04/14/21 03:17:32 pm 93 188.67 s

Replicates 94.9 69.9 104.8 101.1

0.001UNK

MBLK-164604 04/14/21 03:21:23 pm 58 105.01 s

Replicates 33.5 35.0 81.6 82.3

-0.005UNK

LCS-164604 04/14/21 03:23:06 pm 32142 0.12

Replicates 32148.4 32192.3 32116.3 32112.5

5.510UNK

HS21040109-04 04/14/21 03:24:47 pm 464 5.17 s

Replicates 458.1 467.3 489.5 442.5

0.065UNK

HS21040109-04MS 04/14/21 03:26:29 pm 30206 0.21

Replicates 30129.8 30277.9 30231.7 30184.5

5.170UNK

HS21040109-04MSD 04/14/21 03:28:11 pm 30980 0.09

Replicates 30976.6 31018.2 30957.1 30968.4

5.310UNK

HS21040329-09 04/14/21 03:29:52 pm 541 5.52 s

Replicates 525.5 514.5 554.0 569.2

0.078UNK

HS21040329-10 04/14/21 03:31:34 pm 168 10.91 s

Replicates 160.8 159.6 174.0 177.6

0.014UNK
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HS21040329-11 04/14/21 03:33:16 pm 319 12.34 s

Replicates 283.4 329.6 351.7 311.1

0.040UNK

HS21040329-12 04/14/21 03:34:58 pm 321 6.42 s

Replicates 334.8 329.0 300.1 319.8

0.041UNK

HS21040109-05 04/14/21 03:36:39 pm 254 6.34 s

Replicates 246.7 270.1 250.2 249.4

0.029UNK

CCV 04/14/21 03:38:22 pm 30335 0.08

Replicates 30310.8 30370.0 30326.0 30335.0

5.200UNK

CCB 04/14/21 03:40:06 pm 103 80.44 s

Replicates 106.2 100.6 84.9 122.1

0.003UNK

HS21040109-06 04/14/21 03:42:31 pm 337 9.70 s

Replicates 366.6 308.7 328.5 344.0

0.043UNK

HS21040109-07 04/14/21 03:44:13 pm 180 18.91 s

Replicates 176.4 168.8 206.3 167.8

0.016UNK

HS21040109-08 04/14/21 03:45:56 pm 157 15.85 s

Replicates 174.3 152.9 153.2 148.6

0.013UNK

HS21040109-09 04/14/21 03:47:38 pm 194 12.39 s

Replicates 183.0 198.1 211.4 183.4

0.019UNK

HS21040109-10 04/14/21 03:49:20 pm 118 45.94 s

Replicates 109.3 106.0 139.7 115.2

0.006UNK

HS21040109-11 04/14/21 03:51:02 pm 193 7.54 s

Replicates 185.2 187.2 202.7 196.5

0.019UNK

HS21040109-12 04/14/21 03:52:44 pm 271 7.18 s

Replicates 290.2 266.9 258.4 270.3

0.032UNK

HS21040109-13 04/14/21 03:54:26 pm 239 13.94 s

Replicates 213.4 250.6 229.3 261.4

0.026UNK

HS21040109-14 04/14/21 03:56:07 pm 293 6.93 s

Replicates 281.0 297.6 282.0 311.5

0.036UNK

HS21040109-15 04/14/21 03:57:49 pm 117 64.05 s

Replicates 91.3 132.7 109.1 136.1

0.006UNK

CCV 04/14/21 03:59:32 pm 30373 0.19

Replicates 30306.7 30447.7 30374.2 30362.2

5.200UNK

CCB 04/14/21 04:01:15 pm 95 236.12 s

Replicates 86.9 120.8 111.3 62.7

0.002UNK

HS21040109-16 04/14/21 04:04:32 pm 99 136.91 s

Replicates 96.7 128.6 86.1 85.3

0.003UNK

HS21040109-17 04/14/21 04:06:14 pm 195 26.39 s

Replicates 170.1 182.2 237.2 191.9

0.019UNK
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HS21040109-18 04/14/21 04:07:56 pm 110 40.07 s

Replicates 104.8 124.7 109.9 101.2

0.004UNK

HS21040109-19 04/14/21 04:09:39 pm 175 14.89 s

Replicates 154.8 184.6 180.6 178.2

0.015UNK

MBLK-164601 04/14/21 04:11:21 pm 128 47.13 s

Replicates 141.4 141.4 98.1 130.7

0.007UNK

LCS-164601 04/14/21 04:13:04 pm 31374 0.15

Replicates 31305.2 31408.8 31383.0 31400.0

5.370UNK

HS21040427-01 04/14/21 04:14:45 pm 157 31.13 s

Replicates 125.6 156.0 174.7 172.5

0.013UNK

HS21040427-01MS 04/14/21 04:16:27 pm 31379 0.06

Replicates 31375.1 31382.3 31356.8 31401.3

5.380UNK

HS21040427-01MSD 04/14/21 04:18:09 pm 31969 0.25

Replicates 31857.0 32040.3 32011.1 31969.1

5.480UNK

HS21040427-02 04/14/21 04:19:51 pm 183 32.49 s

Replicates 143.4 193.5 175.5 219.7

0.017UNK

CCV 04/14/21 04:21:34 pm 30344 0.24

Replicates 30240.8 30414.1 30373.6 30348.9

5.200UNK

CCB 04/14/21 04:23:17 pm 97 98.56 s

Replicates 93.9 80.8 106.0 109.3

0.002UNK

HS21040427-03 04/14/21 04:27:23 pm 2075 0.42

Replicates 2081.8 2063.2 2077.5 2079.3

0.342UNK

HS21040427-04 04/14/21 04:29:05 pm 958 0.71

Replicates 962.5 955.4 950.8 963.9

0.150UNK

HS21040427-05 04/14/21 04:30:47 pm 3822 4.63

Replicates 3594.4 3787.9 3921.6 3986.1

0.642UNK

HS21040427-06 04/14/21 04:32:29 pm 327 3.15

Replicates 315.8 331.5 332.3 326.8

0.042UNK

HS21040427-07 04/14/21 04:34:11 pm 12344 1.15

Replicates 12521.5 12387.2 12261.4 12204.6

2.110UNK

HS21040427-08 04/14/21 04:35:53 pm 338 7.83 s

Replicates 354.3 345.2 309.0 342.8

0.043UNK

HS21040427-09 04/14/21 04:37:36 pm 126642 0.57 O

Replicates 125593.9 126787.6 126936.8 127250.8

21.700UNK

HS21040624-01 04/14/21 04:40:55 pm 87 571.94 s

Replicates 79.0 86.9 111.4 72.1

0.001UNK

HS21040427-09 X10 04/14/21 04:42:57 pm 16754 0.22

Replicates 16770.7 16797.2 16730.4 16715.7

2.860UNK
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MBLK-164616 04/14/21 04:44:39 pm 427 6.87 s

Replicates 409.0 404.0 451.0 442.2

0.059UNK

CCV 04/14/21 04:46:22 pm 30205 0.28

Replicates 30079.5 30241.4 30256.9 30240.4

5.170UNK

CCB 04/14/21 04:48:05 pm 101 71.42 s

Replicates 97.6 87.6 102.8 116.3

0.003UNK

LCS-164616 04/14/21 04:51:09 pm 32543 0.55

Replicates 32409.6 32785.8 32567.7 32407.0

5.580UNK

HS21040408-08 04/14/21 04:52:51 pm 469 5.38 s

Replicates 439.7 473.6 474.3 488.3

0.066UNK

HS21040408-08MS 04/14/21 04:54:33 pm 30915 0.52

Replicates 31063.1 31016.3 30877.3 30704.7

5.300UNK

HS21040408-08MSD 04/14/21 04:56:15 pm 31971 0.75

Replicates 32188.0 32131.1 31903.5 31661.8

5.480UNK

HS21040408-01 04/14/21 04:57:57 pm 401 4.49

Replicates 409.9 384.0 394.9 415.2

0.054UNK

HS21040408-02 04/14/21 04:59:39 pm 655 5.76 s

Replicates 640.1 619.6 696.2 662.7

0.098UNK

HS21040408-03 04/14/21 05:01:21 pm 417 3.44

Replicates 428.2 423.4 411.4 403.1

0.057UNK

HS21040408-04 04/14/21 05:03:03 pm 363 5.66 s

Replicates 346.5 382.1 368.1 354.0

0.048UNK

HS21040408-05 04/14/21 05:04:46 pm 407 5.71 s

Replicates 390.0 393.1 416.3 428.1

0.055UNK

HS21040408-06 04/14/21 05:06:28 pm 414 6.93 s

Replicates 433.2 390.6 398.1 433.9

0.057UNK

CCV 04/14/21 05:08:11 pm 30131 0.59

Replicates 29872.4 30169.3 30260.4 30221.6

5.160UNK

CCB 04/14/21 05:09:54 pm 74 192.97 s

Replicates 96.8 53.2 84.9 59.9

-0.002UNK

HS21040408-07 04/14/21 05:16:26 pm 428 5.06 s

Replicates 407.5 418.7 443.5 440.7

0.059UNK

HS21040408-09 04/14/21 05:18:09 pm 349 7.25 s

Replicates 354.0 364.8 321.1 356.3

0.045UNK

HS21040408-10 04/14/21 05:19:51 pm 399 5.36 s

Replicates 421.1 381.8 401.9 391.3

0.054UNK

MBLK-164617 04/14/21 05:27:17 pm 187 19.45 s

Replicates 161.1 209.7 190.6 187.1

0.018UNK
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LCS-164617 04/14/21 05:28:59 pm 31781 0.18

Replicates 31721.5 31856.8 31784.0 31760.8

5.440UNK

HS21040395-01 04/14/21 05:30:41 pm 394 6.88 s

Replicates 365.0 408.5 392.0 411.7

0.053UNK

HS21040395-01MS 04/14/21 05:32:24 pm 31878 0.44

Replicates 31670.7 31937.7 31929.0 31973.2

5.460UNK

HS21040395-01MSD 04/14/21 05:34:06 pm 31633 0.14

Replicates 31568.1 31661.9 31653.3 31648.8

5.420UNK

HS21040395-02 04/14/21 05:35:48 pm 406 6.87 s

Replicates 391.0 422.4 427.9 383.7

0.055UNK

HS21040395-03 04/14/21 05:37:30 pm 448 4.93

Replicates 444.0 444.7 473.5 431.0

0.063UNK

CCV 04/14/21 05:39:13 pm 30001 0.47

Replicates 29810.3 29982.9 30093.0 30116.9

5.140UNK

CCB 04/14/21 05:40:56 pm 122 34.08 s

Replicates 114.8 109.0 125.6 138.0

0.006UNK

HS21040395-04 04/14/21 05:44:27 pm 465 4.98

Replicates 437.1 473.9 469.8 479.1

0.065UNK

HS21040409-01 04/14/21 05:46:10 pm 498 2.58

Replicates 499.0 485.4 496.3 511.4

0.071UNK

HS21040409-02 04/14/21 05:47:52 pm 486 6.55 s

Replicates 461.7 511.8 505.3 464.8

0.069UNK

HS21040409-03 04/14/21 05:49:35 pm 521 1.48

Replicates 522.2 520.3 528.9 513.3

0.075UNK

HS21040409-04 04/14/21 05:51:17 pm 655 3.28

Replicates 631.7 677.2 659.0 652.8

0.098UNK

HS21040499-01 04/14/21 05:53:00 pm 356 6.68 s

Replicates 373.6 356.2 364.7 331.4

0.047UNK

HS21040499-02 04/14/21 05:54:42 pm 427 4.81

Replicates 414.1 447.9 433.4 413.9

0.059UNK

HS21040499-03 04/14/21 05:56:25 pm 390 5.20 s

Replicates 367.3 389.2 401.4 400.7

0.052UNK

HS21040499-04 04/14/21 05:58:07 pm 444 3.21

Replicates 459.0 431.0 441.8 444.3

0.062UNK

HS21040559-01 04/14/21 05:59:49 pm 415 8.04 s

Replicates 427.9 446.4 387.9 399.6

0.057UNK

CCV 04/14/21 06:01:32 pm 29591 0.82

Replicates 29227.7 29723.7 29710.2 29703.0

5.070UNK
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CCB 04/14/21 06:03:15 pm 137 26.67 s

Replicates 121.1 130.9 144.9 152.7

0.009UNK

HS21040559-02 04/14/21 06:05:28 pm 360 9.41 s

Replicates 366.5 323.0 384.0 365.4

0.047UNK

HS21040559-03 04/14/21 06:07:10 pm 379 4.58

Replicates 367.7 398.3 373.0 375.8

0.051UNK

HS21040559-04 04/14/21 06:08:53 pm 452 2.75

Replicates 442.2 448.1 450.2 465.9

0.063UNK

CCV 04/14/21 06:13:06 pm 29670 0.69

Replicates 29362.3 29755.6 29787.6 29773.4

5.080UNK

CCB 04/14/21 06:14:49 pm 130 71.19 s

Replicates 102.8 124.1 176.1 115.4

0.008UNK
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Calibration for 301_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 294CALB.d CAL BLK 4/14/2021 11:11:55 PM

2 295CALS.d 2/10/200 4/14/2021 11:13:54 PM

3 296CALS.d 5/25/500 4/14/2021 11:15:53 PM

4 297CALS.d 10/50/100 4/14/2021 11:17:52 PM

5 298CALS.d 100/500/10K 4/14/2021 11:19:49 PM

6 299CALS.d 200/1000/20K 4/14/2021 11:21:40 PM
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Calibration for 301_ICV.d

y = 0.0144 * x  + 0.0564

R =  1.0000

DL = 0.1808

BEC = 3.928

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 1.4141E-005

R =  0.9999

DL = 0.00386

BEC = 0.00387

Weight: <None>

Min Conc: <None>

Page 2 4/15/2021 8:27:08 AMPage 430 of 722

01038559



Calibration for 301_ICV.d

y = 0.0022 * x  + 0.0148

R =  1.0000

DL = 0.3472

BEC = 6.642

Weight: <None>

Min Conc: <None>

y = 0.0015 * x  + 0.1714

R =  1.0000

DL = 4.853

BEC = 112.1

Weight: <None>

Min Conc: <None>

Page 3 4/15/2021 8:27:08 AMPage 431 of 722

01038560



Calibration for 301_ICV.d

y = 8.9568E-004 * x  + 0.0019

R =  1.0000

DL = 0.4196

BEC = 2.172

Weight: <None>

Min Conc: <None>

y = 0.0066 * x  + 0.0201

R =  0.9999

DL = 0.6311

BEC = 3.043

Weight: <None>

Min Conc: <None>

Page 4 4/15/2021 8:27:09 AMPage 432 of 722

01038561



Calibration for 301_ICV.d

y = 5.4520E-004 * x  + 0.0016

R =  1.0000

DL = 0.298

BEC = 2.886

Weight: <None>

Min Conc: <None>

y = 0.0031 * x  + 0.1682

R =  0.9995

DL = 3.897

BEC = 54

Weight: <None>

Min Conc: <None>

Page 5 4/15/2021 8:27:09 AMPage 433 of 722

01038562



Calibration for 301_ICV.d

y = 3.0340E-004 * x  + 0.0061

R =  1.0000

DL = 0.1309

BEC = 20.26

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0607

R =  1.0000

DL = 3.599

BEC = 56.3

Weight: <None>

Min Conc: <None>

Page 6 4/15/2021 8:27:09 AMPage 434 of 722

01038563



Calibration for 301_ICV.d

y = 3.3422E-006 * x  + 3.3419E-005

R =  1.0000

DL = 7.688

BEC = 9.999

Weight: <None>

Min Conc: <None>

y = 0.0235 * x  + 0.0091

R =  1.0000

DL = 0.03155

BEC = 0.3875

Weight: <None>

Min Conc: <None>

Page 7 4/15/2021 8:27:10 AMPage 435 of 722

01038564



Calibration for 301_ICV.d

y = 5.8271E-005 * x  + 8.5918E-004

R =  0.9999

DL = 4.234

BEC = 14.74

Weight: <None>

Min Conc: <None>

y = 3.3603E-004 * x  + 2.7814E-005

R =  1.0000

DL = 0.04336

BEC = 0.08277

Weight: <None>

Min Conc: <None>

Page 8 4/15/2021 8:27:10 AMPage 436 of 722

01038565



Calibration for 301_ICV.d

y = 0.0092 * x  + 0.0023

R =  1.0000

DL = 0.03951

BEC = 0.2485

Weight: <None>

Min Conc: <None>

y = 0.0094 * x  + 0.0060

R =  1.0000

DL = 0.03925

BEC = 0.6451

Weight: <None>

Min Conc: <None>

Page 9 4/15/2021 8:27:11 AMPage 437 of 722

01038566



Calibration for 301_ICV.d

y = 0.0110 * x  + 0.0027

R =  0.9999

DL = 0.06729

BEC = 0.2472

Weight: <None>

Min Conc: <None>

y = 0.0082 * x  + 4.9502E-004

R =  0.9999

DL = 0.03011

BEC = 0.06064

Weight: <None>

Min Conc: <None>

Page 10 4/15/2021 8:27:11 AMPage 438 of 722

01038567



Calibration for 301_ICV.d

y = 0.0096 * x  + 0.0293

R =  1.0000

DL = 0.2261

BEC = 3.059

Weight: <None>

Min Conc: <None>

y = 0.0159 * x  + 4.1876E-005

R =  0.9999

DL = 0.004285

BEC = 0.002633

Weight: <None>

Min Conc: <None>

Page 11 4/15/2021 8:27:11 AMPage 439 of 722

01038568



Calibration for 301_ICV.d

y = 0.0023 * x  + 2.5017E-004

R =  1.0000

DL = 0.05491

BEC = 0.1107

Weight: <None>

Min Conc: <None>

y = 0.0039 * x  + 2.1102E-004

R =  1.0000

DL = 0.03728

BEC = 0.05417

Weight: <None>

Min Conc: <None>

Page 12 4/15/2021 8:27:12 AMPage 440 of 722

01038569



Calibration for 301_ICV.d

y = 0.0056 * x  + 0.0022

R =  1.0000

DL = 0.03253

BEC = 0.4

Weight: <None>

Min Conc: <None>

y = 0.0107 * x  + 0.0012

R =  1.0000

DL = 0.005692

BEC = 0.1098

Weight: <None>

Min Conc: <None>

Page 13 4/15/2021 8:27:12 AMPage 441 of 722

01038570



Calibration for 301_ICV.d

y = 0.0015 * x  + 7.8555E-004

R =  1.0000

DL = 0.07305

BEC = 0.5106

Weight: <None>

Min Conc: <None>

y = 0.0020 * x  + 9.6480E-004

R =  1.0000

DL = 0.08536

BEC = 0.4882

Weight: <None>

Min Conc: <None>

Page 14 4/15/2021 8:27:12 AMPage 442 of 722

01038571



Calibration for 301_ICV.d

y = 0.0015 * x  + 1.3544E-004

R =  1.0000

DL = 0.02958

BEC = 0.09051

Weight: <None>

Min Conc: <None>

y = 7.3620E-005 * x  + 0.3451

R =  0.9104

DL = 280.7

BEC = 4687

Weight: <None>

Min Conc: <None>

Page 15 4/15/2021 8:27:13 AMPage 443 of 722

01038572



Calibration for 301_ICV.d

y = 6.6129E-005 * x  + 0.3421

R =  0.7924

DL = 128.4

BEC = 5173

Weight: <None>

Min Conc: <None>

y = 7.3111E-005 * x  + 0.0025

R =  0.9998

DL = 2.739

BEC = 34.6

Weight: <None>

Min Conc: <None>

Page 16 4/15/2021 8:27:13 AMPage 444 of 722

01038573



Calibration for 301_ICV.d

y = 4.1256E-005 * x  + 3.9055E-005

R =  1.0000

DL = 1.303

BEC = 0.9466

Weight: <None>

Min Conc: <None>

y = 2.3597E-004 * x  + 0.0038

R =  1.0000

DL = 1.403

BEC = 16.2

Weight: <None>

Min Conc: <None>

Page 17 4/15/2021 8:27:14 AMPage 445 of 722

01038574



Calibration for 301_ICV.d

y = 1.4184E-004 * x  + 1.6226E-004

R =  1.0000

DL = 0.308

BEC = 1.144

Weight: <None>

Min Conc: <None>

y = 9.7636E-005 * x  - 2.9257E-005

R =  0.9998

DL = 1.136

BEC = -0.2997

Weight: <None>

Min Conc: <None>

Page 18 4/15/2021 8:27:14 AMPage 446 of 722

01038575



Calibration for 301_ICV.d

y = 6.6348E-005 * x  + 3.1116E-004

R =  1.0000

DL = 1.357

BEC = 4.69

Weight: <None>

Min Conc: <None>

y = 0.0126 * x  + 0.0011

R =  1.0000

DL = 0.005141

BEC = 0.09062

Weight: <None>

Min Conc: <None>

Page 19 4/15/2021 8:27:14 AMPage 447 of 722

01038576



Calibration for 301_ICV.d

y = 0.0026 * x  + 7.0326E-005

R =  0.9999

DL = 0.006363

BEC = 0.02725

Weight: <None>

Min Conc: <None>

y = 0.0066 * x  + 8.1867E-005

R =  1.0000

DL = 0.008759

BEC = 0.01236

Weight: <None>

Min Conc: <None>

Page 20 4/15/2021 8:27:15 AMPage 448 of 722

01038577



Calibration for 301_ICV.d

y = 0.0014 * x  + 4.0287E-006

R =  1.0000

DL = 0.004241

BEC = 0.002927

Weight: <None>

Min Conc: <None>

y = 0.0043 * x  + 9.5376E-004

R =  0.9995

DL = 0.01989

BEC = 0.2199

Weight: <None>

Min Conc: <None>

Page 21 4/15/2021 8:27:15 AMPage 449 of 722

01038578



Calibration for 301_ICV.d

y = 0.0050 * x  + 0.0011

R =  1.0000

DL = 0.03105

BEC = 0.2201

Weight: <None>

Min Conc: <None>

y = 0.0071 * x  + 3.3370E-004

R =  1.0000

DL = 0.004445

BEC = 0.04709

Weight: <None>

Min Conc: <None>

Page 22 4/15/2021 8:27:15 AMPage 450 of 722

01038579



Calibration for 301_ICV.d

y = 0.0116 * x  + 5.3672E-004

R =  1.0000

DL = 0.0118

BEC = 0.04637

Weight: <None>

Min Conc: <None>

y = 0.0021 * x  + 1.3267E-004

R =  1.0000

DL = 0.03014

BEC = 0.06196

Weight: <None>

Min Conc: <None>

Page 23 4/15/2021 8:27:16 AMPage 451 of 722

01038580



Calibration for 301_ICV.d

y = 2.1000E-006 * x  + 3.5068E-004

R =  0.9518

DL = 23.8

BEC = 167

Weight: <None>

Min Conc: <None>

y = 4.0946E-006 * x  + 0.0011

R =  0.8935

DL = 61.45

BEC = 269.4

Weight: <None>

Min Conc: <None>

Page 24 4/15/2021 8:27:16 AMPage 452 of 722

01038581



Calibration for 301_ICV.d

y = 0.0054 * x  + 2.9983E-005

R =  1.0000

DL = 0.002868

BEC = 0.00553

Weight: <None>

Min Conc: <None>

y = 0.0127 * x  + 5.8973E-005

R =  0.9999

DL = 0.003014

BEC = 0.004657

Weight: <None>

Min Conc: <None>

Page 25 4/15/2021 8:27:17 AMPage 453 of 722

01038582



Calibration for 301_ICV.d

y = 0.0049 * x  + 4.3531E-005

R =  1.0000

DL = 0.005095

BEC = 0.008882

Weight: <None>

Min Conc: <None>

y = 0.0044 * x  + 4.4132E-005

R =  1.0000

DL = 0.002876

BEC = 0.009968

Weight: <None>

Min Conc: <None>

Page 26 4/15/2021 8:27:17 AMPage 454 of 722

01038583



Calibration for 301_ICV.d

y = 0.0197 * x  + 1.7260E-004

R =  1.0000

DL = 0.001633

BEC = 0.008746

Weight: <None>

Min Conc: <None>

y = 0.0205 * x  + 9.9976E-006

R =  0.9998

DL = 0.0004936

BEC = 0.0004871

Weight: <None>

Min Conc: <None>

Page 27 4/15/2021 8:27:17 AMPage 455 of 722

01038584



Calibration for 301_ICV.d

Page 28 4/15/2021 8:27:18 AMPage 456 of 722

01038585



Calibration for 301_ICV.d

Page 29 4/15/2021 8:27:18 AMPage 457 of 722

01038586



Calibration for 301_ICV.d

Page 30 4/15/2021 8:27:18 AMPage 458 of 722

01038587



Calibration for 227_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 220CALB.d CAL BLK 4/14/2021 8:33:54 PM

2 221CALS.d 2/10/200 4/14/2021 8:35:53 PM

3 222CALS.d 5/25/500 4/14/2021 8:37:52 PM

4 223CALS.d 10/50/100 4/14/2021 8:39:50 PM

5 224CALS.d 100/500/10K 4/14/2021 8:41:48 PM

6 225CALS.d 200/1000/20K 4/14/2021 8:43:38 PM

Page 1 4/15/2021 8:26:33 AMPage 459 of 722

01038588



Calibration for 227_ICV.d

y = 0.0144 * x  + 0.0577

R =  1.0000

DL = 0.1288

BEC = 3.997

Weight: <None>

Min Conc: <None>

y = 0.0035 * x  + 6.7386E-006

R =  0.9999

DL = 0.007944

BEC = 0.001916

Weight: <None>

Min Conc: <None>

Page 2 4/15/2021 8:26:33 AMPage 460 of 722

01038589



Calibration for 227_ICV.d

y = 0.0021 * x  + 0.0104

R =  0.9999

DL = 0.2571

BEC = 5.018

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1054

R =  1.0000

DL = 1.141

BEC = 67.48

Weight: <None>

Min Conc: <None>

Page 3 4/15/2021 8:26:33 AMPage 461 of 722

01038590



Calibration for 227_ICV.d

y = 9.2564E-004 * x  + 0.0018

R =  1.0000

DL = 0.2218

BEC = 1.922

Weight: <None>

Min Conc: <None>

y = 0.0069 * x  + 0.0205

R =  0.9999

DL = 0.1768

BEC = 2.971

Weight: <None>

Min Conc: <None>

Page 4 4/15/2021 8:26:34 AMPage 462 of 722

01038591



Calibration for 227_ICV.d

y = 5.7720E-004 * x  + 0.0016

R =  1.0000

DL = 0.2583

BEC = 2.747

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 0.1801

R =  0.9970

DL = 1.893

BEC = 54.19

Weight: <None>

Min Conc: <None>

Page 5 4/15/2021 8:26:34 AMPage 463 of 722

01038592



Calibration for 227_ICV.d

y = 3.1211E-004 * x  + 0.0065

R =  1.0000

DL = 0.9628

BEC = 20.8

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0623

R =  1.0000

DL = 4.224

BEC = 56.65

Weight: <None>

Min Conc: <None>

Page 6 4/15/2021 8:26:34 AMPage 464 of 722

01038593



Calibration for 227_ICV.d

y = 3.3804E-006 * x  + 3.2326E-005

R =  0.9999

DL = 4.319

BEC = 9.563

Weight: <None>

Min Conc: <None>

y = 0.0243 * x  + 0.0109

R =  1.0000

DL = 0.01868

BEC = 0.4472

Weight: <None>

Min Conc: <None>

Page 7 4/15/2021 8:26:35 AMPage 465 of 722

01038594



Calibration for 227_ICV.d

y = 5.8941E-005 * x  + 8.4387E-004

R =  0.9999

DL = 2.349

BEC = 14.32

Weight: <None>

Min Conc: <None>

y = 3.4067E-004 * x  + 3.2262E-005

R =  1.0000

DL = 0.1159

BEC = 0.0947

Weight: <None>

Min Conc: <None>

Page 8 4/15/2021 8:26:35 AMPage 466 of 722

01038595



Calibration for 227_ICV.d

y = 0.0093 * x  + 0.0031

R =  0.9998

DL = 0.0237

BEC = 0.3378

Weight: <None>

Min Conc: <None>

y = 0.0095 * x  + 0.0067

R =  1.0000

DL = 0.06229

BEC = 0.7074

Weight: <None>

Min Conc: <None>

Page 9 4/15/2021 8:26:36 AMPage 467 of 722

01038596



Calibration for 227_ICV.d

y = 0.0108 * x  + 0.0026

R =  0.9999

DL = 0.01875

BEC = 0.2438

Weight: <None>

Min Conc: <None>

y = 0.0083 * x  + 6.5533E-004

R =  0.9994

DL = 0.03786

BEC = 0.07898

Weight: <None>

Min Conc: <None>

Page 10 4/15/2021 8:26:36 AMPage 468 of 722

01038597



Calibration for 227_ICV.d

y = 0.0097 * x  + 0.0299

R =  1.0000

DL = 0.2844

BEC = 3.089

Weight: <None>

Min Conc: <None>

y = 0.0156 * x  + 9.1085E-005

R =  1.0000

DL = 0.006356

BEC = 0.00584

Weight: <None>

Min Conc: <None>

Page 11 4/15/2021 8:26:36 AMPage 469 of 722

01038598



Calibration for 227_ICV.d

y = 0.0023 * x  + 1.5395E-004

R =  1.0000

DL = 0.01794

BEC = 0.06666

Weight: <None>

Min Conc: <None>

y = 0.0038 * x  + 2.3553E-004

R =  1.0000

DL = 0.04716

BEC = 0.06169

Weight: <None>

Min Conc: <None>

Page 12 4/15/2021 8:26:37 AMPage 470 of 722

01038599



Calibration for 227_ICV.d

y = 0.0057 * x  + 6.2293E-004

R =  1.0000

DL = 0.01819

BEC = 0.1091

Weight: <None>

Min Conc: <None>

y = 0.0106 * x  + 0.0011

R =  0.9999

DL = 0.009311

BEC = 0.1079

Weight: <None>

Min Conc: <None>

Page 13 4/15/2021 8:26:37 AMPage 471 of 722

01038600



Calibration for 227_ICV.d

y = 0.0015 * x  + 7.3917E-004

R =  1.0000

DL = 0.07371

BEC = 0.4837

Weight: <None>

Min Conc: <None>

y = 0.0020 * x  + 0.0010

R =  1.0000

DL = 0.03583

BEC = 0.5106

Weight: <None>

Min Conc: <None>

Page 14 4/15/2021 8:26:37 AMPage 472 of 722

01038601



Calibration for 227_ICV.d

y = 0.0015 * x  + 1.8602E-004

R =  0.9999

DL = 0.07206

BEC = 0.1252

Weight: <None>

Min Conc: <None>

y = 7.2139E-005 * x  + 0.3395

R =  0.9343

DL = 56.98

BEC = 4706

Weight: <None>

Min Conc: <None>

Page 15 4/15/2021 8:26:38 AMPage 473 of 722

01038602



Calibration for 227_ICV.d

y = 8.5259E-005 * x  + 0.3373

R =  0.7597

DL = 65.86

BEC = 3956

Weight: <None>

Min Conc: <None>

y = 7.5230E-005 * x  + 0.0034

R =  0.9999

DL = 9.199

BEC = 44.89

Weight: <None>

Min Conc: <None>

Page 16 4/15/2021 8:26:38 AMPage 474 of 722

01038603



Calibration for 227_ICV.d

y = 4.1994E-005 * x  + 4.9937E-005

R =  0.9999

DL = 1.582

BEC = 1.189

Weight: <None>

Min Conc: <None>

y = 2.3407E-004 * x  + 0.0040

R =  1.0000

DL = 2.295

BEC = 17.02

Weight: <None>

Min Conc: <None>

Page 17 4/15/2021 8:26:38 AMPage 475 of 722

01038604



Calibration for 227_ICV.d

y = 1.4031E-004 * x  + 1.7783E-004

R =  1.0000

DL = 0.7967

BEC = 1.267

Weight: <None>

Min Conc: <None>

y = 9.6958E-005 * x  + 1.3129E-005

R =  0.9999

DL = 0.6046

BEC = 0.1354

Weight: <None>

Min Conc: <None>

Page 18 4/15/2021 8:26:39 AMPage 476 of 722

01038605



Calibration for 227_ICV.d

y = 6.6396E-005 * x  + 3.0920E-004

R =  1.0000

DL = 4.384

BEC = 4.657

Weight: <None>

Min Conc: <None>

y = 0.0128 * x  + 0.0011

R =  0.9999

DL = 0.01288

BEC = 0.08802

Weight: <None>

Min Conc: <None>

Page 19 4/15/2021 8:26:39 AMPage 477 of 722

01038606



Calibration for 227_ICV.d

y = 0.0026 * x  + 1.5559E-005

R =  0.9997

DL = 0.00667

BEC = 0.005943

Weight: <None>

Min Conc: <None>

y = 0.0067 * x  + 8.9210E-005

R =  1.0000

DL = 0.007618

BEC = 0.01329

Weight: <None>

Min Conc: <None>

Page 20 4/15/2021 8:26:40 AMPage 478 of 722

01038607



Calibration for 227_ICV.d

y = 0.0014 * x  + 1.5045E-006

R =  0.9998

DL = 0.0028

BEC = 0.001078

Weight: <None>

Min Conc: <None>

y = 0.0043 * x  + 8.7841E-004

R =  1.0000

DL = 0.003509

BEC = 0.2027

Weight: <None>

Min Conc: <None>

Page 21 4/15/2021 8:26:40 AMPage 479 of 722

01038608



Calibration for 227_ICV.d

y = 0.0049 * x  + 0.0010

R =  0.9995

DL = 0.03364

BEC = 0.2059

Weight: <None>

Min Conc: <None>

y = 0.0070 * x  + 0.0010

R =  1.0000

DL = 0.007425

BEC = 0.1453

Weight: <None>

Min Conc: <None>

Page 22 4/15/2021 8:26:40 AMPage 480 of 722

01038609



Calibration for 227_ICV.d

y = 0.0118 * x  + 0.0014

R =  0.9997

DL = 0.01174

BEC = 0.1198

Weight: <None>

Min Conc: <None>

y = 0.0022 * x  + 1.5505E-004

R =  0.9998

DL = 0.02389

BEC = 0.07088

Weight: <None>

Min Conc: <None>

Page 23 4/15/2021 8:26:41 AMPage 481 of 722

01038610



Calibration for 227_ICV.d

y = 1.4565E-006 * x  + 1.9150E-004

R =  0.9733

DL = 57.82

BEC = 131.5

Weight: <None>

Min Conc: <None>

y = 3.6740E-006 * x  + 5.1432E-004

R =  0.9603

DL = 108.2

BEC = 140

Weight: <None>

Min Conc: <None>

Page 24 4/15/2021 8:26:41 AMPage 482 of 722

01038611



Calibration for 227_ICV.d

y = 0.0054 * x  + 2.3162E-005

R =  1.0000

DL = 0.003287

BEC = 0.004253

Weight: <None>

Min Conc: <None>

y = 0.0130 * x  + 5.9645E-005

R =  1.0000

DL = 0.0005641

BEC = 0.004599

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0049 * x  + 5.2982E-005

R =  1.0000

DL = 0.004678

BEC = 0.01085

Weight: <None>

Min Conc: <None>

y = 0.0044 * x  + 5.0731E-005

R =  0.9998

DL = 0.00232

BEC = 0.01162

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d

y = 0.0195 * x  + 2.4314E-004

R =  1.0000

DL = 0.00206

BEC = 0.01246

Weight: <None>

Min Conc: <None>

y = 0.0202 * x  + 6.7061E-006

R =  0.9998

DL = 0.0003272

BEC = 0.0003326

Weight: <None>

Min Conc: <None>
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Calibration for 227_ICV.d
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Calibration for 227_ICV.d
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Calibration for 227_ICV.d
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Calibration for 017_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 010CALB.d CAL BLK 4/14/2021 10:39:20 AM

2 011CALS.d 2/10/200 4/14/2021 10:41:19 AM

3 012CALS.d 5/25/500 4/14/2021 10:43:18 AM

4 013CALS.d 10/50/100 4/14/2021 10:45:16 AM

5 014CALS.d 100/500/10K 4/14/2021 10:47:14 AM

6 015CALS.d 200/1000/20K 4/14/2021 10:49:06 AM
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Calibration for 017_ICV.d

y = 0.0135 * x  + 0.0578

R =  1.0000

DL = 0.1023

BEC = 4.284

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 2.1348E-005

R =  1.0000

DL = 0.002835

BEC = 0.006455

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0018 * x  + 0.0212

R =  1.0000

DL = 0.7195

BEC = 11.88

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1249

R =  1.0000

DL = 6.103

BEC = 80.21

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 9.2016E-004 * x  + 0.0019

R =  1.0000

DL = 0.6582

BEC = 2.076

Weight: <None>

Min Conc: <None>

y = 0.0068 * x  + 0.0192

R =  0.9997

DL = 0.1357

BEC = 2.81

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 5.7002E-004 * x  + 0.0016

R =  0.9997

DL = 0.5366

BEC = 2.837

Weight: <None>

Min Conc: <None>

y = 0.0032 * x  + 0.1978

R =  0.9946

DL = 1.881

BEC = 61.33

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.1373E-004 * x  + 0.0073

R =  1.0000

DL = 1.202

BEC = 23.2

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0721

R =  1.0000

DL = 4.045

BEC = 65.81

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.3137E-006 * x  + 5.2571E-005

R =  1.0000

DL = 25.37

BEC = 15.86

Weight: <None>

Min Conc: <None>

y = 0.0225 * x  + 0.0373

R =  1.0000

DL = 0.03764

BEC = 1.658

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 5.8154E-005 * x  + 0.0016

R =  0.9999

DL = 2.944

BEC = 28.12

Weight: <None>

Min Conc: <None>

y = 3.3369E-004 * x  + 1.4014E-005

R =  0.9999

DL = 0.05594

BEC = 0.042

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0090 * x  + 0.0016

R =  0.9999

DL = 0.01443

BEC = 0.1748

Weight: <None>

Min Conc: <None>

y = 0.0090 * x  + 0.0056

R =  0.9999

DL = 0.05614

BEC = 0.6254

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0106 * x  + 0.0030

R =  0.9999

DL = 0.02654

BEC = 0.2859

Weight: <None>

Min Conc: <None>

y = 0.0080 * x  + 9.0522E-004

R =  0.9997

DL = 0.03048

BEC = 0.1127

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0093 * x  + 0.0291

R =  1.0000

DL = 0.4093

BEC = 3.133

Weight: <None>

Min Conc: <None>

y = 0.0148 * x  + 1.2223E-004

R =  0.9997

DL = 0.001001

BEC = 0.008237

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0022 * x  + 1.8217E-004

R =  1.0000

DL = 0.05022

BEC = 0.08269

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 2.7232E-004

R =  1.0000

DL = 0.06071

BEC = 0.07406

Weight: <None>

Min Conc: <None>

Page 12 4/15/2021 8:21:54 AMPage 500 of 722

01038629



Calibration for 017_ICV.d

y = 0.0054 * x  + 9.9413E-004

R =  0.9999

DL = 0.02943

BEC = 0.1828

Weight: <None>

Min Conc: <None>

y = 0.0100 * x  + 0.0015

R =  1.0000

DL = 0.0805

BEC = 0.1502

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0014 * x  + 7.7859E-004

R =  1.0000

DL = 0.1925

BEC = 0.545

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 9.6700E-004

R =  1.0000

DL = 0.1429

BEC = 0.5122

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0015 * x  + 2.1898E-004

R =  1.0000

DL = 0.05708

BEC = 0.1493

Weight: <None>

Min Conc: <None>

y = 8.2916E-005 * x  + 0.3374

R =  0.9608

DL = 53.44

BEC = 4070

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.6612E-005 * x  + 0.3545

R =  0.9248

DL = 108.8

BEC = 9684

Weight: <None>

Min Conc: <None>

y = 6.6773E-005 * x  + 0.0023

R =  0.9999

DL = 1.763

BEC = 34.13

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.9397E-005 * x  + 4.1755E-005

R =  0.9999

DL = 2.069

BEC = 1.06

Weight: <None>

Min Conc: <None>

y = 2.0909E-004 * x  + 0.0041

R =  1.0000

DL = 2.307

BEC = 19.62

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.3490E-004 * x  + 2.0042E-004

R =  1.0000

DL = 0.3359

BEC = 1.486

Weight: <None>

Min Conc: <None>

y = 8.6006E-005 * x  - 2.8097E-005

R =  1.0000

DL = 0.6481

BEC = -0.3267

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 6.3065E-005 * x  + 4.0517E-004

R =  0.9996

DL = 2.02

BEC = 6.425

Weight: <None>

Min Conc: <None>

y = 0.0117 * x  + 0.0010

R =  1.0000

DL = 0.0166

BEC = 0.08892

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0023 * x  + 3.4981E-005

R =  1.0000

DL = 0.01177

BEC = 0.015

Weight: <None>

Min Conc: <None>

y = 0.0062 * x  + 4.0082E-004

R =  0.9998

DL = 0.04568

BEC = 0.06498

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0012 * x  + 2.7570E-006

R =  1.0000

DL = 9.226E-05

BEC = 0.002232

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 0.0013

R =  0.9973

DL = 0.06262

BEC = 0.3384

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 0.0014

R =  0.9986

DL = 0.08739

BEC = 0.3134

Weight: <None>

Min Conc: <None>

y = 0.0063 * x  + 0.0017

R =  1.0000

DL = 0.02578

BEC = 0.2765

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0098 * x  + 0.0027

R =  1.0000

DL = 0.03056

BEC = 0.2766

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 8.1887E-005

R =  0.9999

DL = 0.02169

BEC = 0.04217

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.1139E-006 * x  + 1.8205E-004

R =  0.9891

DL = 56.81

BEC = 163.4

Weight: <None>

Min Conc: <None>

y = 2.6670E-006 * x  + 5.7331E-004

R =  0.9776

DL = 84.04

BEC = 215

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0050 * x  + 1.5365E-004

R =  0.9997

DL = 0.0207

BEC = 0.0307

Weight: <None>

Min Conc: <None>

y = 0.0118 * x  + 3.2522E-004

R =  0.9999

DL = 0.006895

BEC = 0.02758

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 1.1846E-004

R =  1.0000

DL = 0.0142

BEC = 0.02667

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 1.3772E-004

R =  1.0000

DL = 0.01546

BEC = 0.03476

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0179 * x  + 5.5253E-004

R =  1.0000

DL = 0.005153

BEC = 0.03093

Weight: <None>

Min Conc: <None>

y = 0.0183 * x  + 3.3576E-005

R =  0.9999

DL = 0.0005311

BEC = 0.001834

Weight: <None>

Min Conc: <None>

Page 27 4/15/2021 8:21:59 AMPage 515 of 722

01038644



Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration Blank Report

324.76

0.18

0.75

4.22

0.32

6.94

105.83

0.18

0.00

0.20

20.04

0.15

0.07

5.37

0.47

0.01

0.00
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4.24

10.67

1.19

1.13

4.45
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5.93
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0.62
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0.00
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0.02
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923
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CPS
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No Gas
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No Gas

No Gas
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Tune Mode

No Gas

No Gas
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1

1

2

2
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1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

1

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

9

51

52

56

78

118

Pb

U

Ca

Sb

Ti

Cu

Mo

Sn

Sb

Ba

Tl

Tl

Al

Si

P

Ag

Cd

Sr

Co

Ni

Cu

Zn

Al

B

As

Ca

Na

Mg

K

Mn

Be

V

Cr

Fe

Se

Sn

Dilution 1

Comment

QC Analyte Table

Name

Li

Mass

7

Tune Step

1

Acq Date Time 2021-04-14T10:39:20-05:00

Sample Type CalBlk

Level 1

Sample Table

Sample Name CAL BLK

Data File Name 010CALB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Calibration Blank Report

1640019

954225

%RSD

0.84

1.16

Tune Mode

No Gas

He

Mass

6

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS
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Calibration Blank Report

1.58

Name Mass Tune Step Tune Mode CPS %RSD

3111700

3627635

3576963

0.45

1.38

1

1

1

No Gas

No Gas

No Gas

Ge

In

Bi

72

115

209
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

99.50

Ref CPS

1640019

%RSD

1.24

CPS

1631859

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

2.42

0.01

0.01

QC ISTD Table

0.03

0.00

0.00

0.03

0.00

0.01
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0.00
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0.00

0.01

0.03

0.01
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0.01

0.00

0.00

0.00

0.00
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21037

37402

%RSD

0.03

0.01

0.00

0.00

1.63

0.01

42630

14552

77618

32877

123746

121549

32355

47395

8783

85633

17362

47781
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4598

2414

60387

93633

715163

409075

183256

279266

16043

28834
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No Gas

CPS

10392

17694

22332

1886313

413

24837

2990

12132

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:41:19-05:00

Sample Type CalStd

Level 2

Sample Table

Sample Name 2/10/200

Data File Name 011CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Calibration Standard Report

120

120

120

120

70

70

70

70
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3111700
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3599842

He

No Gas

No Gas

No Gas

2

1

1

1
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209

Ge

Ge
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Bi
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

97.97

Ref CPS

1640019

%RSD

0.80

CPS

1606799

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.76

0.00

0.00

QC ISTD Table

0.00
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0.00
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He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:43:18-05:00

Sample Type CalStd

Level 3

Sample Table

Sample Name 5/25/500

Data File Name 012CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:44 AM on:4/14/2021
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Calibration Standard Report

120

120

120

120

70

70

70

70

99.76

99.56

101.24

100.40

954225

3111700

3627635

3576963

0.98

1.40

0.99

1.73

951927

3097941

3672627

3591220

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi

Page 2 of 2 Printed at: 10:44 AM on:4/14/2021
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

98.79

Ref CPS

1640019

%RSD

0.28

CPS

1620141

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.05

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.01

0.08

0.00

0.02

0.00

0.00

0.00

0.00

0.00

3324

94945

176781

%RSD

0.00

0.00

0.00

0.00

0.19

0.00

193245

70709

386287

163757

611148

612812

71715

232504

45285

425200

85392

197203

97082

18960

6752

173150

266625

1140541

1625048

917178

1139912

74516

141111

35704

No Gas

CPS

51658

82386

100141

8915999

1434

99844

13872

57008

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:45:16-05:00

Sample Type CalStd

Level 4

Sample Table

Sample Name 10/50/100

Data File Name 013CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:46 AM on:4/14/2021

Page 526 of 722

01038655



Calibration Standard Report

120

120

120

120

70

70

70

70

99.22

99.71

101.11

100.05

954225

3111700

3627635

3576963

0.80

0.75

1.65

3.28

946815

3102776

3667987

3578613

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi

Page 2 of 2 Printed at: 10:46 AM on:4/14/2021
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

95.64

Ref CPS

1640019

%RSD

0.28

CPS

1568551

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.00

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

31600

921090

1699352

%RSD

0.00

0.00

0.00

0.00

0.01

0.00

1936602

683924

4040861

1676894

6239768

6235512

497021

2292971

443345

4194101

841814

1620707

929898

178360

57261

1435297

2241314

6396122

14690519

8603562

10291413

726167

1447477

349476

No Gas

CPS

519012

821687

972081

86496739

12892

811192

136025

535721

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:47:14-05:00

Sample Type CalStd

Level 5

Sample Table

Sample Name 100/500/10K

Data File Name 014CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:48 AM on:4/14/2021
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Calibration Standard Report

120

120

120

120

70

70

70

70

98.47

98.38

99.49

97.62

954225

3111700

3627635

3576963

0.61

0.74

1.74

1.87

939636

3061385

3609260

3491766

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi

Page 2 of 2 Printed at: 10:48 AM on:4/14/2021
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Calibration Standard Report

QC Flag%QC High

120

%QC Low

70

%Rec

93.89

Ref CPS

1640019

%RSD

1.44

CPS

1539892

Tune Mode

No Gas

Tune Step

1

Mass

6

Name

Li

0.00

0.00

0.00

0.00

0.00

QC ISTD Table

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

60835

1947743

3264807

%RSD

0.00

0.00

0.00

0.00

0.00

0.00

3768748

1391832

8092962

3454283

12206268

12584739

969663

4362586

880806

8318955

1748007

2749982

1844696

348349

105364

2779754

4135298

9889098

28817861

16958673

20264162

1493981

2705816

675201

No Gas

CPS

1022964

1662330

1960899

171303464

25004

1443663

271198

1078050

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

1

2

2

1

Tune Mode

No Gas

He

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

1

2

2

2

2

2

2

43

121

63

Tune Step

1

2

2

2

2

2

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

Cu

Mass

9

51

52

56

78

118

75

44

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Se

Sn

As

Ca

Na

Mg

QC Analyte Table

Name

Be

V

Cr

Fe

Dilution 1

Comment

ISTD Ref File Name 010CALB.d

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:49:06-05:00

Sample Type CalStd

Level 6

Sample Table

Sample Name 200/1000/20K

Data File Name 015CALS.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 2 Printed at: 10:50 AM on:4/14/2021

Page 530 of 722

01038659



Calibration Standard Report

120

120

120

120

70

70

70

70

96.46

96.81

98.16

95.51

954225

3111700

3627635

3576963

0.97

0.95

1.15

2.06

920415

3012517

3560942

3416516

He

No Gas

No Gas

No Gas

2

1

1

1

72

72

115

209

Ge

Ge

In

Bi
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Initial Calibration Verification (ICV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

98.54

99.60

97.84

99.89

97.25

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

3.44

0.18

0.80

0.84

2.04

CPS

1616119

950382

3044360

3623559

3478539

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

ICV Main CR1 Failed

ICV Main CR1 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

98.0

101.9

96.9

31.2

49.4

%Low

90

90

90

90

98.4

97.5

98.9

96.7

101.6

93.2

98.2

100.9

95.4

95.0

100.7

97.4

93.0

98.3

96.1

101.9

99.9

102.4

99.4

92.8

100.6

97.3

95.8

97.7

98.0

90.3

96.5

97.3

99.8

100.5

%Rec

99.2

95.0

95.0

96.3

98.1

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

500

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

1.39

0.80

2.18

1.52

7.46

Exp Value

100

100

100

100

0.54

0.43

0.55

0.41

3.06

0.67

0.24

0.67

1.10

0.26

0.23

0.40

1.08

0.81

1.03

0.47

0.68

1.39

1.10

0.53

1.35

0.36

1.06

0.71

1.74

0.68

0.20

0.53

1.58

0.90

CPS %RSD

1.40

0.42

0.65

0.59

0.57

924314

31095

1691169

25300

660

670

685676

4034853

1698292

6145405

6154849

32051

2291100

439482

4266618

839669

1375517

1923124

176171

51894

1450700

2058729

5606639

499337

8791095

10416045

709182

1418245

340278

910368

86634105

12758

687132

134674

539585

14896357

1.285

0.520

1.470

9.634

40.284

CPS

2254507

509317

810557

969921

1.487

1.593

2.427

1.833

3.196

0.601

1.003

1.457

1.574

1.079

0.660

1.135

0.931

2.661

1.889

0.449

0.546

0.900

1.105

0.375

1.531

0.535

1.196

0.785

1.667

2.140

0.215

0.567

1.404

0.906

101.938

96.947

31.202

49.387

Conc %RSD

4.907

3.467

0.763

0.770

0.747

97.534

98.884

96.686

10161.700

93.194

98.010

100.885

95.364

94.987

100.660

97.407

98.373

491.463

96.078

509.706

499.606

102.432

98.204

92.782

100.555

97.300

95.753

97.680

92.954

90.267

96.461

9734.826

9981.918

10050.644

9938.857

No Gas

No Gas

He

Conc

99.163

95.017

94.986

96.251

9814.780

98.028

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:52:56-05:00

Sample Type ICV

Dilution 1

Sample Table

Sample Name ICV

Data File Name 017_ICV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 10:53 AM on:4/14/2021
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Calibration for 017_ICV.d

Batch Folder:

Analysis File:

DA Date-Time:

Calibration Title:

Calibration Method:

VIS Interpolation Fit:

C:\Agilent\ICPMH\1\DATA\041421A.b\

041421A.batch.bin

4/14/2021 11:38:57 PM

External Calibration

Level Standard Data File Sample Name Acq. Date-Time

1 010CALB.d CAL BLK 4/14/2021 10:39:20 AM

2 011CALS.d 2/10/200 4/14/2021 10:41:19 AM

3 012CALS.d 5/25/500 4/14/2021 10:43:18 AM

4 013CALS.d 10/50/100 4/14/2021 10:45:16 AM

5 014CALS.d 100/500/10K 4/14/2021 10:47:14 AM

6 015CALS.d 200/1000/20K 4/14/2021 10:49:06 AM

Page 1 4/15/2021 8:21:50 AMPage 533 of 722

01038662



Calibration for 017_ICV.d

y = 0.0135 * x  + 0.0578

R =  1.0000

DL = 0.1023

BEC = 4.284

Weight: <None>

Min Conc: <None>

y = 0.0033 * x  + 2.1348E-005

R =  1.0000

DL = 0.002835

BEC = 0.006455

Weight: <None>

Min Conc: <None>

Page 2 4/15/2021 8:21:50 AMPage 534 of 722
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Calibration for 017_ICV.d

y = 0.0018 * x  + 0.0212

R =  1.0000

DL = 0.7195

BEC = 11.88

Weight: <None>

Min Conc: <None>

y = 0.0016 * x  + 0.1249

R =  1.0000

DL = 6.103

BEC = 80.21

Weight: <None>

Min Conc: <None>

Page 3 4/15/2021 8:21:50 AMPage 535 of 722
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Calibration for 017_ICV.d

y = 9.2016E-004 * x  + 0.0019

R =  1.0000

DL = 0.6582

BEC = 2.076

Weight: <None>

Min Conc: <None>

y = 0.0068 * x  + 0.0192

R =  0.9997

DL = 0.1357

BEC = 2.81

Weight: <None>

Min Conc: <None>

Page 4 4/15/2021 8:21:51 AMPage 536 of 722
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Calibration for 017_ICV.d

y = 5.7002E-004 * x  + 0.0016

R =  0.9997

DL = 0.5366

BEC = 2.837

Weight: <None>

Min Conc: <None>

y = 0.0032 * x  + 0.1978

R =  0.9946

DL = 1.881

BEC = 61.33

Weight: <None>

Min Conc: <None>

Page 5 4/15/2021 8:21:51 AMPage 537 of 722
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Calibration for 017_ICV.d

y = 3.1373E-004 * x  + 0.0073

R =  1.0000

DL = 1.202

BEC = 23.2

Weight: <None>

Min Conc: <None>

y = 0.0011 * x  + 0.0721

R =  1.0000

DL = 4.045

BEC = 65.81

Weight: <None>

Min Conc: <None>

Page 6 4/15/2021 8:21:51 AMPage 538 of 722
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Calibration for 017_ICV.d

y = 3.3137E-006 * x  + 5.2571E-005

R =  1.0000

DL = 25.37

BEC = 15.86

Weight: <None>

Min Conc: <None>

y = 0.0225 * x  + 0.0373

R =  1.0000

DL = 0.03764

BEC = 1.658

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 5.8154E-005 * x  + 0.0016

R =  0.9999

DL = 2.944

BEC = 28.12

Weight: <None>

Min Conc: <None>

y = 3.3369E-004 * x  + 1.4014E-005

R =  0.9999

DL = 0.05594

BEC = 0.042

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0090 * x  + 0.0016

R =  0.9999

DL = 0.01443

BEC = 0.1748

Weight: <None>

Min Conc: <None>

y = 0.0090 * x  + 0.0056

R =  0.9999

DL = 0.05614

BEC = 0.6254

Weight: <None>

Min Conc: <None>

Page 9 4/15/2021 8:21:53 AMPage 541 of 722

01038670



Calibration for 017_ICV.d

y = 0.0106 * x  + 0.0030

R =  0.9999

DL = 0.02654

BEC = 0.2859

Weight: <None>

Min Conc: <None>

y = 0.0080 * x  + 9.0522E-004

R =  0.9997

DL = 0.03048

BEC = 0.1127

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0093 * x  + 0.0291

R =  1.0000

DL = 0.4093

BEC = 3.133

Weight: <None>

Min Conc: <None>

y = 0.0148 * x  + 1.2223E-004

R =  0.9997

DL = 0.001001

BEC = 0.008237

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0022 * x  + 1.8217E-004

R =  1.0000

DL = 0.05022

BEC = 0.08269

Weight: <None>

Min Conc: <None>

y = 0.0037 * x  + 2.7232E-004

R =  1.0000

DL = 0.06071

BEC = 0.07406

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0054 * x  + 9.9413E-004

R =  0.9999

DL = 0.02943

BEC = 0.1828

Weight: <None>

Min Conc: <None>

y = 0.0100 * x  + 0.0015

R =  1.0000

DL = 0.0805

BEC = 0.1502

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0014 * x  + 7.7859E-004

R =  1.0000

DL = 0.1925

BEC = 0.545

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 9.6700E-004

R =  1.0000

DL = 0.1429

BEC = 0.5122

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0015 * x  + 2.1898E-004

R =  1.0000

DL = 0.05708

BEC = 0.1493

Weight: <None>

Min Conc: <None>

y = 8.2916E-005 * x  + 0.3374

R =  0.9608

DL = 53.44

BEC = 4070

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.6612E-005 * x  + 0.3545

R =  0.9248

DL = 108.8

BEC = 9684

Weight: <None>

Min Conc: <None>

y = 6.6773E-005 * x  + 0.0023

R =  0.9999

DL = 1.763

BEC = 34.13

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 3.9397E-005 * x  + 4.1755E-005

R =  0.9999

DL = 2.069

BEC = 1.06

Weight: <None>

Min Conc: <None>

y = 2.0909E-004 * x  + 0.0041

R =  1.0000

DL = 2.307

BEC = 19.62

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.3490E-004 * x  + 2.0042E-004

R =  1.0000

DL = 0.3359

BEC = 1.486

Weight: <None>

Min Conc: <None>

y = 8.6006E-005 * x  - 2.8097E-005

R =  1.0000

DL = 0.6481

BEC = -0.3267

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 6.3065E-005 * x  + 4.0517E-004

R =  0.9996

DL = 2.02

BEC = 6.425

Weight: <None>

Min Conc: <None>

y = 0.0117 * x  + 0.0010

R =  1.0000

DL = 0.0166

BEC = 0.08892

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0023 * x  + 3.4981E-005

R =  1.0000

DL = 0.01177

BEC = 0.015

Weight: <None>

Min Conc: <None>

y = 0.0062 * x  + 4.0082E-004

R =  0.9998

DL = 0.04568

BEC = 0.06498

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0012 * x  + 2.7570E-006

R =  1.0000

DL = 9.226E-05

BEC = 0.002232

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 0.0013

R =  0.9973

DL = 0.06262

BEC = 0.3384

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 0.0014

R =  0.9986

DL = 0.08739

BEC = 0.3134

Weight: <None>

Min Conc: <None>

y = 0.0063 * x  + 0.0017

R =  1.0000

DL = 0.02578

BEC = 0.2765

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0098 * x  + 0.0027

R =  1.0000

DL = 0.03056

BEC = 0.2766

Weight: <None>

Min Conc: <None>

y = 0.0019 * x  + 8.1887E-005

R =  0.9999

DL = 0.02169

BEC = 0.04217

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 1.1139E-006 * x  + 1.8205E-004

R =  0.9891

DL = 56.81

BEC = 163.4

Weight: <None>

Min Conc: <None>

y = 2.6670E-006 * x  + 5.7331E-004

R =  0.9776

DL = 84.04

BEC = 215

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0050 * x  + 1.5365E-004

R =  0.9997

DL = 0.0207

BEC = 0.0307

Weight: <None>

Min Conc: <None>

y = 0.0118 * x  + 3.2522E-004

R =  0.9999

DL = 0.006895

BEC = 0.02758

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0044 * x  + 1.1846E-004

R =  1.0000

DL = 0.0142

BEC = 0.02667

Weight: <None>

Min Conc: <None>

y = 0.0040 * x  + 1.3772E-004

R =  1.0000

DL = 0.01546

BEC = 0.03476

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d

y = 0.0179 * x  + 5.5253E-004

R =  1.0000

DL = 0.005153

BEC = 0.03093

Weight: <None>

Min Conc: <None>

y = 0.0183 * x  + 3.3576E-005

R =  0.9999

DL = 0.0005311

BEC = 0.001834

Weight: <None>

Min Conc: <None>
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Calibration for 017_ICV.d
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

100.52

100.82

101.35

102.51

101.502.19

Ref CPS

1640019

954225

3111700

3627635

3576963

1648577

962082

3153678

3718745

3630638

%RSD

0.93

0.47

2.22

1.81

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

NewName Main CR1 Failed

NewName Main CR1 Failed

NewName Main CR1 Failed

200

2

2

QC Flag

2

2

2

2

200

2

2

2

2

2

2

2

2

10

2

10

10

2

200

2

2

2

2

2

2

2

2

200

200

200

LDR

2

2

2

2

200

0.00

29.00

0.01

0.31

0.01

0.43

0.01

0.00

0.01

0.00

0.01

0.00

0.00

0.03

0.00

0.02

0.00

0.01

0.03

0.01

0.04

0.06

0.02

0.00

1.56

0.05

0.11

0.07

0.01

0.01

476

%RSD

0.00

0.02

0.01

0.01

0.01

0.43

0.01

0.07

123579

123552

670

21882

657

36857

17652

49293

43121

14315

81327

33983

94919

720655

32726

47700

9100

86555

29115

7179

20305

4528

2334

80909

3006

12339

414318

186474

280696

16006

3.08

39.54

CPS

139276

10414

17942

22522

1898346

437

25044

3.64

2.13

1.83

20.27

0.56

22.98

2.30

2.02

2.26

1.93

4.82

1.25

2.99

1.82

6.90

4.61

1.29

2.20

2.10

2.02

3.61

1.30

6.25

24.82

2.78

8.04

3.73

0.59

1.63

1.97

2.004

1.967

2.069

Conc %RSD

2.71

2.49

1.94

2.58

1.65

18.04

1.873

1.840

1.875

1.858

194.338

1.926

1.979

1.907

1.940

2.991

1.908

1.941

1.420

15.623

1.591

9.530

9.877

2.014

200.528

1.958

2.031

1.955

1.963

1.980

1.879

2.897

1.981

192.408

196.255

208.576

FinalConc

1.974

1.896

1.906

1.928

209.373

1.858

194.338

1.926

2.004

1.967

2.069

2.991

1.908

1.941

1.873

1.840

1.875

9.530

9.877

2.014

1.979

1.907

1.940

1.955

1.963

1.980

1.420

15.623

1.591

192.408

196.255

208.576

200.528

1.958

2.031

No Gas

Conc

1.974

1.896

1.906

1.928

209.373

1.879

2.897

1.981

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:56:47-05:00

Sample Type LLCCV2

Dilution 1

Sample Table

Sample Name LLICV2

Data File Name 019LCV2.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 10:57 AM on:4/14/2021
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

100.70

102.88

100.45

103.42

103.552.05

Ref CPS

1640019

954225

3111700

3627635

3576963

1651549

981687

3125819

3751598

3703933

%RSD

1.68

2.71

1.28

1.34

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

NewName2 Main CR1 Failed

5

5

5

QC Flag

5

5

5

5

500

5

5

5

5

5

5

5

5

25

5

25

25

5

500

5

5

5

5

5

5

5

5

500

500

500

LDR

5

5

5

5

500

0.00

29.90

0.01

0.30

0.01

0.40

0.01

0.00

0.01

0.00

0.01

0.00

0.00

0.05

0.00

0.02

0.00

0.01

0.03

0.01

0.05

0.11

0.02

0.00

1.65

0.06

0.11

0.08

0.01

0.01

1063

%RSD

0.00

0.02

0.01

0.01

0.01

0.57

0.01

0.07

309867

306813

1843

49427

1597

88282

43746

102965

99597

35462

196856

80684

163995

885872

47552

118346

23151

213478

71624

18129

49668

10164

4094

114482

6968

28386

870785

455207

605632

38000

1.41

13.37

CPS

205409

25917

42477

51112

4563168

783

51394

0.90

2.15

1.26

5.26

2.97

6.38

1.97

1.36

1.98

2.93

3.33

2.39

2.91

4.57

7.83

9.52

2.39

1.80

1.80

3.47

3.29

3.01

3.54

5.70

0.70

2.17

2.20

4.12

2.03

2.17

4.838

5.009

4.283

Conc %RSD

3.39

3.68

3.36

3.13

3.29

0.69

4.482

4.322

4.653

4.524

551.152

4.580

4.995

4.791

4.785

6.554

4.816

4.825

4.484

26.972

4.863

26.562

25.297

5.050

497.519

4.708

4.911

4.950

4.918

4.972

4.425

6.208

4.692

469.284

489.593

502.043

FinalConc

4.931

4.723

4.655

4.641

497.795

4.524

551.152

4.580

4.838

5.009

4.283

6.554

4.816

4.825

4.482

4.322

4.653

26.562

25.297

5.050

4.995

4.791

4.785

4.950

4.918

4.972

4.484

26.972

4.863

469.284

489.593

502.043

497.519

4.708

4.911

No Gas

Conc

4.931

4.723

4.655

4.641

497.795

4.425

6.208

4.692

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T10:58:46-05:00

Sample Type LLCCV5

Dilution 1

Sample Table

Sample Name LLICV5

Data File Name 020LCV5.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 10:59 AM on:4/14/2021

Page 564 of 722

01038693



Initial Calibration Blank (ICB) Report

QC ISTD Table

2.5

100

2.5

2.5

1

QC Flag

5

2.5

2.5

1

1

2.5

10

10

2.5

1

2.5

2.5

2.5

1

2.5

5

0.5

5

100

100

100

100

2.5

2.5

21.4

Upper Limit

0.5

0.5

2.5

2.5

100

1

2.5

2.5

33.3

6.3

16.9

26.6

11.9

91.7

7.5

43.4

3.8

4.5

19.9

31.4

3.3

2.7

1.7

0.5

34.7

21.7

16.0

31.1

10.9

1.6

8.9

1.3

2.1

10.5

14.5

1.2

9.6

1.5

2510

17

70

CPS %RSD

1.0

93.3

4.0

7.3

3.3

6.3

380

7422

3187

2540

123

43

1490

27

1203

207

5395

5358

1023

1613

36487

56853

629473

23190

533

68580

1387

103

330

1287

29051

194

2344

176

1077

100540

-228.6

-121.3

-148.1

589.4

8.4

CPS

96983

22

1738

2887

98.3

-167.8

97.3

27.0

29.5

17.5

144.8

267.6

-2786.9

34.4

-2.8

123.5

62.6

-5.8

180.7

-337.2

110.4

-24.9

-26.6

-5.8

-3.9

-22.7

45.1

-167.9

0.582

Conc %RSD

-150.0

-137.5

44.2

-152.7

-738.9

-177.7

-36.7

-41.9

0.130

0.006

0.000

-2.839

-0.021

0.008

-0.062

0.009

0.020

-0.006

0.009

0.131

0.250

-0.180

0.440

0.196

-0.001

0.003

0.059

-0.001

0.015

-0.022

0.028

-0.016

-0.016

-0.030

-9.676

-15.888

-1.498

-3.431

He

He

No Gas

Conc

-0.021

-0.003

0.018

-0.014

-0.015

-0.053

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

2

2

2

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

203

208

238

43

121

47

88

95

118

121

137

205

11

27

28

31

107

111

55

59

60

63

66

27

118

75

44

23

24

39

Sb

Ti

Se

Mass

7

9

51

52

56

78

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Pass

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:07:41-05:00

Sample Type ICB

Dilution 1

Sample Table

Sample Name ICB

Data File Name 021_ICB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Initial Calibration Blank (ICB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

102.75

105.17

101.56

104.27

109.22

Ref CPS

1640019

954225

3111700

3627635

3576963

1003548

3160331

3782452

3906920

%RSD

1.06

0.64

2.53

2.21

9.03

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

Name

Li

Tune Step

1

CPS

1685076
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Interference Check Solution A (ICS-A) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

99.08

96.83

96.33

95.34

91.42

Ref CPS

1640019

954225

3111700

3627635

3576963

923949

2997575

3458485

3270073

%RSD

1.57

0.57

3.27

0.57

1.10

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

ICSA Main CR1 Failed

ICSA Main CR1 Failed

QC ISTD Table

Name

Li

Tune Step

1

CPS

1624940

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

0

0

0

0

0

QC Flag

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

ICSA Main CR1 Failed

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

0

-60.5

Upper Limit

0

0

0

0

0

0

0

0

22.3

4.6

16.4

1.2

3.8

0.6

2.2

0.6

4.2

5.8

8.0

5.7

4.3

0.9

1.1

0.6

4.3

3.2

5.2

3.2

15.3

8.3

5.4

0.2

3.8

8.1

0.8

0.9

1.2

1.2

3244

659335

-268

CPS %RSD

1.8

57.7

1.8

4.4

1.0

14.1

3034

1177

417

6394

247

323566

7262

4681

47762

17254821

7776

6932

3144

51803566

36409

1934731491

855854

92513882

90998542

110221655

4251

1263

1153

3134

894547533

215

3984

334

5562797

154676504

28.0

1.0

14.6

0.3

-85.7

CPS

109512

30

1975

23941

11.9

10.8

8.2

68.4

-101.9

7.7

14.1

3.1

5.9

3.7

2.1

1.2

19.0

14.2

7.6

0.5

107.5

2.3

1.2

1.5

0.7

1.7

6.0

3.0

-0.705

Conc %RSD

4.1

-366.7

8.0

5.4

1.3

101.6

8.8

19.5

-0.005

0.079

0.002

105666.903

0.083

2138.510

1.095

2139.229

0.226

0.093

0.409

0.003

0.681

94417.886

27.283

98414.201

0.275

1.094

0.460

0.084

0.265

0.189

1.290

98359.659

0.224

0.097

103505.071

107396.795

107030.701

108837.954

He

He

No Gas

Conc

0.708

-0.001

0.064

2.165

104274.718

0.236

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

1

2

2

2

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

203

208

238

43

121

47

88

95

118

121

137

205

11

27

28

31

107

111

55

59

60

63

66

27

118

75

44

23

24

39

Sb

Ti

Se

Mass

7

9

51

52

56

78

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:09:40-05:00

Sample Type ICSA

Dilution 1

Sample Table

Sample Name ICSA

Data File Name 022ICSA.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Interference Check Solution AB (ICS-AB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

97.34

96.55

95.69

95.02

90.88

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

3.00

0.66

0.66

1.57

1.70

CPS

1596371

921323

2977523

3447066

3250580

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

ICSB Main CR1 Failed

ICSB Main CR1 Failed

ICSB Main CR1 Failed

ICSB Main CR1 Failed

120

QC Flag

ICSB Main CR1 Failed

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

120

80

80

%High

120

120

120

120

120

120

120

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

80

2254.5

105.5

111.0

%Low

180

80

80

80

80

80

104.0

103.9

106.4

108.4

117419.7

106.2

103.6

110.5

2268.4

106.0

105.5

105.0

97361.7

540.1

95055.8

530.4

98138.1

105.1

119103.6

101.7

105.2

102.3

99.5

105.1

109.3

97.9

107.3

114768.5

116823.7

116270.5

%Rec

103.8

102.2

106.8

108.8

114992.6

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

100

3.48

Exp Value

100

100

100

100

100

100

100

100

0.52

0.51

0.54

0.67

1.02

0.39

0.44

1.33

1.07

0.40

1.44

2.89

1.60

1.18

0.59

0.90

0.71

2.16

2.10

1.04

0.24

0.54

0.90

1.63

0.40

0.57

1.23

0.25

0.92

0.33

1711538

28346

CPS %RSD

0.24

0.77

2.37

2.77

0.39

2.58

0.33

1689918

6181102

6447067

358511

958551

693080

4443828

18233933

1460046

1970694

703130

3985992

1571665

1935824664

5682905

91697059

2236509

441104

753287

1438390

346964

916751

183663

51129929

716568

145225

6150559

167773154

98569102

120275585

1.434

1.045

3.605

CPS

2326828

539169

883623

1062851

983668492

13763

2.984

4.274

2.186

1.895

1.092

1.221

0.971

3.245

1.814

2.558

0.665

1.682

1.485

2.651

0.968

0.786

0.326

2.340

0.705

0.534

1.688

0.447

0.462

0.529

2.843

2.441

0.851

0.679

1.131

0.544

Conc %RSD

3.128

3.706

2.854

3.308

1.051

108.375

117419.697

106.161

2254.478

105.492

111.021

106.044

105.474

105.016

104.011

103.883

106.428

530.445

98138.079

105.140

103.617

110.485

2268.427

102.343

99.472

105.086

97361.696

540.090

95055.821

114768.548

116823.733

116270.453

119103.614

101.674

105.195

No Gas

Conc

103.751

102.196

106.846

108.849

114992.628

109.261

97.938

107.320

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

47

63

82

Tune Step

1

1

2

2

2

2

205

203

208

238

43

121

111

88

95

118

121

137

27

11

27

28

31

107

39

55

59

60

63

66

78

118

75

44

23

24

Sb

Ti

Cu

Se

Mass

7

9

51

52

56

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:11:43-05:00

Sample Type ICSB

Dilution 1

Sample Table

Sample Name ICSAB

Data File Name 023ICSB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

94.69

101.77

100.34

102.01

100.48

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

2.29

2.33

0.32

1.52

1.33

CPS

1552859

971147

3122337

3700536

3594290

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

96.4

101.8

96.7

75.2

134.7

%Low

90

90

90

90

97.7

96.1

98.6

96.3

98.0

97.9

97.3

97.5

98.8

95.8

99.3

96.6

99.1

95.9

102.7

10.3

95.3

100.7

96.0

92.7

101.4

97.8

95.5

97.6

95.3

91.0

94.7

94.0

95.0

95.1

%Rec

99.5

97.2

93.9

93.8

96.2

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

1.99

0.24

2.11

12.75

17.76

Exp Value

100

100

100

100

0.75

0.65

0.88

0.99

2.58

1.06

1.29

0.62

0.37

1.34

1.14

1.72

2.52

2.90

1.57

2.81

0.78

1.48

1.15

0.91

1.19

0.85

0.28

0.77

0.37

0.71

1.23

0.74

0.68

0.47

CPS %RSD

2.43

0.45

0.60

1.69

1.26

931172

31236

1731715

25880

830

903

694114

4141187

1729617

6330114

6335901

31580

2301195

444587

4209810

852931

1416174

1946572

179815

56425

1361176

2252166

5789824

489389

8499832

10275813

723935

1460869

349439

927138

86732659

12672

701769

135106

532182

14492600

3.205

0.221

2.353

40.178

50.422

CPS

2175544

499010

818654

965303

1.729

1.654

2.162

1.744

4.292

2.978

1.300

2.079

1.194

2.550

1.288

1.660

3.976

2.323

1.456

2.813

0.722

0.184

3.174

2.589

3.017

3.113

2.471

2.206

2.641

2.021

3.469

3.033

2.983

2.736

101.774

96.703

75.204

134.689

Conc %RSD

1.373

1.832

2.417

3.633

3.166

96.126

98.562

96.313

9803.039

97.854

96.385

97.480

98.822

95.779

99.338

96.555

97.707

479.377

102.656

513.597

476.386

100.744

97.280

92.722

101.405

97.830

95.466

97.599

99.139

90.958

94.749

9399.399

9504.439

9513.788

9597.647

No Gas

No Gas

He

Conc

99.498

97.189

93.915

93.785

9620.144

95.283

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:36:34-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 032_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

%QC Low

70

70

70

70

%Rec

97.81

102.71

100.51

103.91

Ref CPS

1640019

954225

3111700

3627635

980099

3127456

3769508

%RSD

0.47

2.53

2.27

0.41

2

1

1

Tune Mode

No Gas

He

No Gas

No Gas

Ge

Ge

In

Mass

6

72

72

115

QC ISTD Table

Name

Li

Tune Step

1

CPS

1604046

CCB Main CR1 Failed

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

731.0

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

6.6

28.0

34.6

4.5

33.3

4.8

15.0

4.2

4.7

9.9

23.7

18.1

2.2

0.7

1.7

15.3

100.0

8.9

31.5

15.1

2.3

6.1

1.6

3.3

10.5

8.9

0.8

11.2

1.8

7.4

30

2144

33

CPS %RSD

1.2

15.7

4.8

11.2

0.9

10.9

3120

1273

1623

250

50

2360

20

1243

400

4968

4574

233

1220

37918

50318

600387

21216

543

69779

2984

110

350

1170

1693

29990

195

211

1370

103555

643

-914.0

-18.5

65.5

-6.4

195.8

CPS

92860

18

1940

2724

-38.9

-29.9

36.4

29.9

-22.5

52.2

-49.3

-8.4

208.2

-4.3

22.9

-208.3

-18.6

16.6

-12.1

36.3

-23.0

-53.7

-18.1

-4.9

-86.3

11.8

-310.6

70.4

0.451

Conc %RSD

1123.3

-18.6

32.1

-143.8

42.0

-2079.4

-678.3

-44.0

-0.006

0.002

-0.540

-0.030

0.050

-0.057

0.031

-0.007

-0.043

-0.010

0.046

0.040

-0.456

-1.790

-1.567

-0.042

0.002

-0.061

-0.001

0.023

-0.031

0.404

-0.652

1.366

-0.002

-4.090

-12.339

-1.363

-0.811

0.267

He

No Gas

No Gas

Conc

0.004

-0.003

0.046

-0.023

0.164

-0.008

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T11:40:27-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 034_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

101.63

107.82

103.60

Ref CPS

1640019

954225

3111700

1666699

1028862

3223819

%RSD

0.62

1.83

0.701

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.23

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.00

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

-0.01

0.00

1.66

0.06

0.11

0.09

0.01

0.01

13140

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.07

100

14928

452701

15733

849736

235876

4391

917315

348532

2053598

812490

3044304

2485135

1101454

1180360

225807

5428

420686

694920

174703

467099

93555

63157

26270

65205

263810

7391835

4322265

5253574

359445

0.45

4.97

CPS

96311

247265

405589

472209

43018826

6584

2324

2.03

-203.65

0.78

1.63

2.61

0.30

1.70

-61.71

0.71

0.43

3.11

2.09

-8.14

1.76

2.26

2.04

1.26

13.12

1.76

0.87

0.30

1.44

2.24

1.88

-93.66

1.70

1.73

3.15

1.47

1.19

48.272

50.672

47.713

Conc %RSD

-333.41

0.67

1.58

1.37

1.15

1.30

42.950

45.085

0.000

4363.238

44.744

45.796

0.031

46.524

-0.054

45.189

46.262

46.096

104.876

-3.051

109.910

44.611

49.306

47.170

4595.929

43.388

45.512

46.107

45.310

47.667

45.958

-0.027

43.065

4381.899

4533.667

4564.254

FinalConc

-0.004

44.854

43.818

43.135

4500.748

4363.238

44.744

45.796

48.272

50.672

47.713

45.189

46.262

46.096

42.950

45.085

0.000

44.611

49.306

47.170

0.031

46.524

-0.054

46.107

45.310

47.667

104.876

-3.051

109.910

4381.899

4533.667

4564.254

4595.929

43.388

45.512

No Gas

Conc

-0.004

44.854

43.818

43.135

4500.748

45.958

-0.027

43.065

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T11:44:27-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name LCS-164479

Data File Name 036SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

106.85

105.621.94

3627635

3576963

3876082

3777827

0.761

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

104.13

110.54

104.34

102.24

94.191.06

Ref CPS

1640019

954225

3111700

3627635

3576963

1707738

1054828

3246871

3708756

3369170

%RSD

1.33

2.48

0.79

1.84

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.60

0.01

0.28

0.01

0.02

0.60

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.16

0.03

0.00

1.63

0.06

0.10

0.08

0.01

0.01

136

%RSD

0.00

0.02

0.01

0.01

0.01

0.13

0.00

0.06

25246

71871

6879

940

84720

252376

3744

13244

2408169

2474

947

14490

2753810

148773768

673

597

17899925

35882

47804

37052

39996

102216

69448

175750

1655

1225994

329538102

14970447

1629448

1671706

2.39

46.65

CPS

397099

348

10258

37089

4784659

259

2107

4.51

3.48

1.65

2.73

11.06

0.88

1.84

-17.36

6.52

2.84

37.26

49.89

0.51

2.29

0.53

-11.93

1.41

2.49

5.46

4.16

5.85

5.54

3.57

3.48

-45.98

8.80

1.89

2.63

2.88

4.07

4.614

53.872

0.814

Conc %RSD

1.64

12.72

3.03

6.95

3.43

80.49

0.025

0.210

0.408

20551.488

0.391

2.634

413.863

4.134

-0.085

0.375

334.404

0.035

112.705

45.793

121.189

14146.129

-0.035

0.128

1345.210

197.328

3.048

9.488

3.649

50.848

0.336

-0.051

0.921

19963.999

200564.807

15429.089

FinalConc

12.942

0.055

0.911

3.044

485.671

20551.488

0.391

2.634

4.614

53.872

0.814

0.375

334.404

0.035

0.025

0.210

0.408

14146.129

-0.035

0.128

413.863

4.134

-0.085

9.488

3.649

50.848

112.705

45.793

121.189

19963.999

200564.807

15429.089

1345.210

197.328

3.048

No Gas

Conc

12.942

0.055

0.911

3.044

485.671

0.336

-0.051

0.921

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:48:25-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01

Data File Name 038SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

105.85

108.94

106.42

Ref CPS

1640019

954225

3111700

1735955

1039570

3311381

%RSD

0.82

1.32

0.871

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.92

0.00

0.26

0.00

0.02

-0.52

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.15

0.01

0.00

1.64

0.06

0.10

0.07

0.01

0.01

-38

%RSD

0.00

0.01

0.01

0.01

0.01

0.06

-0.01

0.04

5505

14401

2864

177

20779

53737

2997

5835

477883

860

373

4124

760932

30528710

417

143

3657289

7919

9740

7866

9794

21985

20041

61201

604

240016

66530631

3023437

374571

325236

3.27

208.85

CPS

164842

75

9641

9507

1039453

228

1627

16.73

0.27

2.70

190.44

32.43

0.53

2.48

-12.09

79.81

0.79

-75.37

-8.99

6.17

4.33

0.69

-4.91

11.65

0.98

0.65

3.05

7.38

7.81

1.45

4.85

-10.92

19.79

1.52

1.53

1.50

1.63

4.854

54.078

0.984

Conc %RSD

3.09

51.24

2.80

3.08

1.05

79.72

-0.048

0.172

0.416

20826.535

0.026

2.340

418.759

4.464

-0.686

0.025

328.750

-0.035

154.878

39.383

153.985

13986.645

-0.235

0.144

1315.676

194.180

3.116

9.924

3.966

53.457

0.696

-0.566

1.237

19711.647

205049.155

15795.270

FinalConc

13.750

0.033

4.301

2.896

522.810

4165.307

0.005

0.468

0.971

10.816

0.197

0.005

65.750

-0.007

-0.010

0.034

0.083

2797.329

-0.047

0.029

83.752

0.893

-0.137

1.985

0.793

10.691

30.976

7.877

30.797

3942.329

41009.831

3159.054

263.135

38.836

0.623

No Gas

Conc

2.750

0.007

0.860

0.579

104.562

0.139

-0.113

0.247

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:50:26-05:00

Sample Type Sample

Dilution 5

Sample Table

Sample Name HS21031613-01SD

Data File Name 039SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.11

98.771.26

3627635

3576963

3740477

3533076

0.651

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

105.32

109.64

105.10

102.81

95.292.55

Ref CPS

1640019

954225

3111700

3627635

3576963

1727238

1046230

3270293

3729461

3408472

%RSD

2.41

2.11

1.99

1.79

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.84

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.64

0.06

0.10

0.09

0.01

0.01

13478

%RSD

0.00

0.02

0.01

0.01

0.01

0.69

0.00

0.06

27204

90825

465415

17678

922115

487114

3764

934241

2922501

1783633

699248

2855353

5046254

157798864

1137592

218084

18689791

471002

762649

214787

502358

196166

137052

183502

70314

1567380

352854381

20486688

7168494

2143716

1.60

4.28

CPS

411638

264871

440499

528210

49398064

6742

2170

1.88

5.68

2.55

3.29

3.98

2.43

1.19

-24.66

2.17

0.85

2.71

3.65

1.64

3.19

2.31

2.11

1.90

1.93

3.22

2.55

2.94

2.31

3.45

2.71

-29.26

2.70

4.20

2.60

1.64

3.36

51.664

103.744

48.274

Conc %RSD

2.14

1.74

2.36

1.55

2.01

3.58

40.981

46.872

0.435

26190.714

45.251

50.622

429.725

54.142

-0.085

45.381

403.529

44.376

227.060

47.666

222.833

14904.352

49.395

47.353

6191.599

255.054

49.127

55.781

47.937

98.847

46.295

-0.037

45.687

25747.685

216508.783

21283.190

FinalConc

13.374

46.375

46.817

47.480

5083.496

26190.714

45.251

50.622

51.664

103.744

48.274

45.381

403.529

44.376

40.981

46.872

0.435

14904.352

49.395

47.353

429.725

54.142

-0.085

55.781

47.937

98.847

227.060

47.666

222.833

25747.685

216508.783

21283.190

6191.599

255.054

49.127

No Gas

Conc

13.374

46.375

46.817

47.480

5083.496

46.295

-0.037

45.687

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:52:25-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01MS

Data File Name 040SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 11:53 AM on:4/14/2021
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01038706



Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

104.60

107.43

103.74

102.33

93.690.33

Ref CPS

1640019

954225

3111700

3627635

3576963

1715404

1025164

3228030

3711981

3351148

%RSD

1.02

1.81

0.45

1.10

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.43

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.68

0.06

0.11

0.09

0.01

0.01

12907

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.07

26836

89483

465464

17118

911951

482102

3404

927902

2835652

1776087

712828

2824455

4788116

154499784

1115599

217561

18525866

467052

745249

207374

494736

193318

131659

183253

69172

1556698

349323555

19843388

7051430

2074016

0.96

7.63

CPS

410515

263619

433626

526234

49001716

6606

1803

1.17

3.59

2.10

2.26

3.36

0.29

0.82

-21.17

0.35

0.99

1.44

0.70

1.09

3.87

0.20

0.27

0.91

2.98

1.27

2.17

2.54

2.19

1.84

0.35

-28.00

1.75

1.72

1.18

1.23

2.58

51.752

103.999

46.806

Conc %RSD

1.33

0.79

2.00

2.42

2.69

3.02

42.467

47.144

0.436

26330.809

46.184

50.018

427.959

53.936

-0.108

45.652

393.356

44.923

222.475

47.985

214.065

14778.854

48.656

47.456

6214.999

251.780

48.992

54.956

48.178

99.397

46.295

-0.087

45.862

26087.033

218701.205

21036.932

FinalConc

13.443

46.465

47.031

48.283

5146.580

26330.809

46.184

50.018

51.752

103.999

46.806

45.652

393.356

44.923

42.467

47.144

0.436

14778.854

48.656

47.456

427.959

53.936

-0.108

54.956

48.178

99.397

222.475

47.985

214.065

26087.033

218701.205

21036.932

6214.999

251.780

48.992

No Gas

Conc

13.443

46.465

47.031

48.283

5146.580

46.295

-0.087

45.862

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:54:24-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01MSD

Data File Name 041SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b

Page 1 of 1 Printed at: 11:55 AM on:4/14/2021
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Sample Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

107.48

110.03

105.22

102.10

95.891.13

Ref CPS

1640019

954225

3111700

3627635

3576963

1762633

1049933

3274125

3703961

3429984

%RSD

0.76

1.54

0.53

1.04

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

In

Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

>LDR

>LDR

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

28.73

0.01

0.29

0.01

0.02

0.36

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.64

0.06

0.10

0.09

0.01

0.01

29299

%RSD

0.00

0.02

0.01

0.01

0.01

0.70

0.00

0.06

27588

112880

984384

37903

1970058

762141

3744

2006477

3304189

4722687

2021064

6471015

5523583

159876588

2391743

487133

19249253

1001713

1693870

426107

1103031

308375

136461

189299

156861

1976906

371607701

26209293

13961596

2609478

1.47

3.12

CPS

423521

601790

992502

1158169

104635912

14764

2084

1.70

3.96

1.43

1.88

3.11

1.74

0.49

-9.26

2.87

2.04

2.12

1.83

1.37

1.41

1.07

2.14

1.29

2.21

1.43

1.98

0.66

0.28

1.41

0.71

-20.16

1.28

1.37

0.48

0.89

1.62

110.435

162.410

104.383

Conc %RSD

2.04

1.14

0.68

2.46

1.79

0.66

117.708

105.579

0.438

32432.689

95.653

108.178

445.554

115.937

-0.085

97.648

459.391

116.772

225.190

48.304

243.852

15079.609

104.621

106.487

12073.732

309.333

108.731

110.304

105.032

155.089

102.764

-0.057

101.719

32352.676

227146.860

27129.297

FinalConc

13.516

103.233

105.300

104.082

10731.979

32432.689

95.653

108.178

110.435

162.410

104.383

97.648

459.391

116.772

117.708

105.579

0.438

15079.609

104.621

106.487

445.554

115.937

-0.085

110.304

105.032

155.089

225.190

48.304

243.852

32352.676

227146.860

27129.297

12073.732

309.333

108.731

No Gas

Conc

13.516

103.233

105.300

104.082

10731.979

102.764

-0.057

101.719

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Fail

Acq Date Time 2021-04-14T11:56:24-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name HS21031613-01PDS

Data File Name 042SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

QC Flag%QC High

120

%QC Low

70

%Rec

106.55

Ref CPS

16400191747512

%RSD

1.89

Tune Mode

No Gas

Mass

6

QC ISTD Table

Name

Li

Tune Step

1

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

2.00

0.01

0.18

0.00

0.00

0.19

0.00

0.01

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.00

0.01

0.00

0.01

0.00

0.01

-0.01

-0.01

0.00

-0.59

0.02

-0.01

0.00

0.01

0.00

-189

%RSD

0.00

0.00

0.01

0.00

0.01

0.03

0.00

0.03

60

57

10741

37

4187

2787

3894

34296

577

8377

3491

3057

60726

701180

943

13

2127

2447

137

360

1763

1220

1503

27667

366

1223

192880

1723

73371

1863

27.36

-166.62

CPS

105821

33

6031

3190

55302

210

2114

31.42

-12.35

806.76

7.22

25.89

16.30

32.41

-18.85

20.85

51.44

40.86

34.37

-8.51

-347.52

14.00

-23.94

204.52

-7.45

14.29

440.52

92.24

34.60

29.92

-106.77

-24.33

26.12

-32.08

2.04

-20.18

18.75

0.059

0.067

-0.360

Conc %RSD

33.31

-314.89

3.40

135.23

5.17

372.08

0.156

0.015

-0.001

1.133

0.815

0.067

-0.041

0.258

-0.083

1.442

0.035

0.162

-0.215

-3.008

-0.025

6.877

-0.025

0.001

0.735

0.118

0.001

0.023

0.025

0.130

0.062

-0.049

0.098

-7.227

42.820

-0.214

FinalConc

0.202

-0.001

0.494

0.014

2.785

1.133

0.815

0.067

0.059

0.067

-0.360

1.442

0.035

0.162

0.156

0.015

-0.001

6.877

-0.025

0.001

-0.041

0.258

-0.083

0.023

0.025

0.130

-0.215

-3.008

-0.025

-7.227

42.820

-0.214

0.735

0.118

0.001

No Gas

Conc

0.202

-0.001

0.494

0.014

2.785

0.062

-0.049

0.098

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:01:06-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name MBLK-164479

Data File Name 043SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

120

120

70

70

70

70

105.48

102.45

105.69

103.684.63

954225

3111700

3627635

3576963

1006469

3187822

3834031

3708496

0.86

0.92

1.49

1

1

1

He

No Gas

No Gas

No Gas

Ge

In

Bi

72

72

115

209

Ge 2
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

98.71

104.50

102.92

102.62

98.31

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

2.24

2.03

0.93

2.17

1.19

CPS

1618790

997191

3202575

3722809

3516464

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

99.0

101.8

96.8

86.1

109.1

%Low

90

90

90

90

99.1

100.1

101.4

100.0

99.3

98.7

100.2

99.9

100.6

99.7

99.5

97.5

102.7

98.7

104.8

10.7

97.8

102.4

97.8

94.3

99.9

98.4

96.4

99.5

97.2

92.5

96.6

95.8

97.7

97.7

%Rec

100.3

99.7

95.3

95.7

96.6

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

2.19

1.30

0.91

4.90

18.83

Exp Value

100

100

100

100

1.19

0.43

0.50

1.39

1.37

0.58

0.43

0.44

0.62

0.69

0.69

0.84

1.35

2.04

2.10

1.03

0.84

2.44

0.44

0.21

1.40

0.18

0.95

0.20

0.27

0.21

0.64

1.00

0.59

1.53

CPS %RSD

1.11

0.27

0.85

1.64

1.20

964111

32970

1776351

26575

890

863

704713

4109145

1762975

6370952

6435713

32876

2353244

460569

4338336

872962

1482936

2000632

188147

59989

1459334

2356882

6135202

514640

8963239

10747693

756139

1478186

361119

961265

89442079

13268

723342

141483

557054

15303717

1.295

0.968

1.526

15.742

51.075

CPS

2284508

533696

852693

1011436

2.157

0.760

1.596

1.090

1.238

2.567

1.805

1.743

1.934

2.545

1.274

1.848

1.928

3.655

2.712

0.604

1.496

2.497

1.726

2.222

2.891

1.961

1.231

2.016

2.264

1.435

2.502

1.200

1.439

0.715

101.782

96.815

86.112

109.143

Conc %RSD

2.509

2.260

2.139

1.283

1.415

100.142

101.388

99.985

9934.738

98.663

99.044

99.862

100.552

99.721

99.544

97.460

99.099

493.554

104.808

532.660

489.039

102.424

100.193

94.312

99.918

98.439

96.375

99.459

102.721

92.475

96.613

9579.211

9773.910

9767.103

9775.062

No Gas

No Gas

He

Conc

100.287

99.717

95.259

95.666

9658.612

97.178

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T12:07:33-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 045_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC ISTD Table

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

-775.8

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

7.0

33.7

27.0

9.1

86.6

6.7

2.6

4.2

5.3

6.8

18.5

22.2

0.5

0.6

1.1

9.5

43.3

2.7

8.3

11.5

9.8

4.3

10.9

2.7

18.2

5.1

1.4

3.2

1.0

8.8

13

2767

-31

CPS %RSD

0.4

56.8

1.2

8.2

1.3

10.9

3314

1470

1620

163

57

3164

13

3794

380

4127

6492

440

3170

30463

120784

621175

22415

640

70717

2014

120

380

1223

1400

47379

224

247

1763

135162

1240

367.2

79.6

-3051.4

-45.0

440.9

CPS

97634

18

3656

3020

44.1

22.6

23.4

30.1

-15.3

136.4

-114.8

-6.8

199.4

-69.2

3.8

-18.1

-57.5

4.0

16.8

-20.5

2.5

-318.8

32.0

-4.0

-252.2

15.5

-782.7

50.3

0.203

Conc %RSD

292.9

-58.6

4.5

3453.0

8.7

70.6

172.7

48.4

-0.007

0.001

1.282

0.049

-0.001

-0.021

0.028

-0.065

0.053

0.018

0.047

0.047

2.792

-0.229

-0.533

-0.038

0.001

-0.003

0.000

0.030

-0.027

0.231

2.731

-1.732

0.020

2.275

6.808

-0.725

-1.051

0.139

He

No Gas

No Gas

Conc

0.015

-0.003

0.234

0.001

1.985

0.176

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Pass

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T12:13:38-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 047_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

102.57

104.56

101.32

104.45

104.54

Ref CPS

1640019

954225

3111700

3627635

3576963

997716

3152723

3789129

3739534

%RSD

0.78

3.37

1.69

0.19

4.14

2

1

1

1

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Ge

Ge

In

Bi

Mass

6

72

72

115

209

Name

Li

Tune Step

1

CPS

1682119
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

99.36

105.14

103.17

Ref CPS

1640019

954225

3111700

1629444

1003291

3210221

%RSD

1.11

2.43

1.921

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.65

0.01

0.22

0.00

0.02

0.08

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.02

0.00

0.01

-0.01

0.02

0.01

0.05

0.14

0.01

0.00

1.67

0.06

0.11

0.05

0.01

0.01

-111

%RSD

0.00

0.01

0.00

0.00

0.01

0.06

-0.01

0.01

1470

3571

12016

53

6602

19321

2577

33490

125296

6375

2827

3560

389406

8071665

557

77

917654

3501

2687

2100

3230

7762

9378

44497

254

64705

16953495

786595

149286

84950

3.63

-1000.05

CPS

111175

67

2506

4601

324575

219

1357

18.46

5.83

4.74

3.28

64.88

12.43

19.16

-5.78

20.23

0.41

31.64

38.31

19.86

14.47

2.23

-6.88

52.67

0.12

2.71

3.04

6.11

12.93

0.21

8.57

-12.76

140.34

2.94

1.30

3.00

5.48

3.912

73.394

-1.697

Conc %RSD

10.75

21.61

5.34

18.26

2.88

161.96

2.464

0.468

0.401

21174.913

18.975

2.347

414.225

7.637

-3.346

27.880

340.266

2.395

271.576

68.495

297.977

14369.100

-0.822

0.283

1401.548

208.636

3.446

9.911

3.436

71.724

2.572

-2.811

0.483

21624.735

215397.502

17007.561

FinalConc

15.407

0.118

2.078

2.966

634.494

1058.746

0.949

0.117

0.196

3.670

-0.085

1.394

17.013

0.120

0.123

0.023

0.020

718.455

-0.041

0.014

20.711

0.382

-0.167

0.496

0.172

3.586

13.579

3.425

14.899

1081.237

10769.875

850.378

70.077

10.432

0.172

No Gas

Conc

0.770

0.006

0.104

0.148

31.725

0.129

-0.141

0.024

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:29:20-05:00

Sample Type Sample

Dilution 20

Sample Table

Sample Name HS21031613-01

Data File Name 054SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

104.28

102.500.66

3627635

3576963

3783000

3666544

0.471

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

98.99

102.25

102.91

Ref CPS

1640019

954225

3111700

1623413

975714

3202139

%RSD

0.65

0.42

0.091

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

29.23

0.01

0.18

0.00

0.01

-0.06

0.00

0.01

0.00

0.00

0.00

0.00

0.01

-0.01

0.01

0.00

0.01

-0.01

0.02

0.00

0.03

0.13

-0.01

0.00

1.57

0.06

0.11

0.02

0.01

0.01

-77

%RSD

0.00

0.00

0.00

0.00

0.01

0.00

-0.01

-0.01

297

930

5465

33

3354

6155

2494

11082

25572

947

407

1807

240262

2173154

423

20

191897

793

573

583

1510

2384

6215

29384

196

14998

3506209

158924

84598

17164

5.52

1004.10

CPS

98292

30

2539

3164

118513

196

1287

-65.97

34.11

5.58

5.75

59.19

169.44

7.33

-3.95

6.79

0.91

-39.86

-36.81

-18.73

2.59

2.87

-5.11

271.50

1.94

3.48

7.52

27.79

260.87

6.04

1.58

-2.49

-8.09

3.24

1.55

0.93

8.42

0.979

80.047

4.621

Conc %RSD

22.23

-209.43

2.91

108.82

0.48

3189.33

-0.861

-0.345

0.256

27182.610

29.642

6.048

430.696

7.590

-17.107

27.650

347.522

-0.576

833.777

-173.796

816.103

14909.765

-4.664

0.213

1333.392

207.741

3.137

8.847

0.472

78.168

0.323

-15.124

-1.265

23618.929

222670.188

17493.387

FinalConc

20.094

-0.087

11.551

2.077

994.898

271.826

0.296

0.060

0.010

0.800

0.046

0.276

3.475

-0.006

-0.009

-0.003

0.003

149.098

-0.047

0.002

4.307

0.076

-0.171

0.088

0.005

0.782

8.338

-1.738

8.161

236.189

2226.702

174.934

13.334

2.077

0.031

No Gas

Conc

0.201

-0.001

0.116

0.021

9.949

0.003

-0.151

-0.013

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:31:19-05:00

Sample Type Sample

Dilution 100

Sample Table

Sample Name HS21031613-01SD

Data File Name 055SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.20

102.910.94

3627635

3576963

3743634

3681054

1.061

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

100.10

101.87

101.93

Ref CPS

1640019

954225

3111700

1641668

972040

3171800

%RSD

0.98

0.26

1.471

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

31.00

0.01

0.31

0.01

0.02

0.37

0.01

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

-0.01

0.03

0.01

0.05

0.18

0.00

0.00

1.76

0.07

0.11

0.09

0.01

0.01

24711

%RSD

0.00

0.02

0.01

0.01

0.01

0.75

-0.01

0.07

1473

33635

839788

30324

1618633

433031

2850

1743192

779595

4260818

1764280

5831493

2211288

8149691

2115972

419042

917144

819575

1376890

334453

873871

173467

56204

32494

123959

572799

30678320

9055094

10171789

761511

1.44

2.64

CPS

110980

488691

791278

921100

82735142

12146

1333

1.60

1.51

1.95

0.68

2.25

2.07

2.74

-5.26

2.32

2.83

1.85

3.56

-10.15

2.09

1.17

2.73

2.42

2.52

1.05

2.34

1.05

0.44

0.32

1.15

-15.72

0.26

1.21

0.89

1.03

0.86

1872.890

1900.742

1818.546

Conc %RSD

4.10

0.70

0.69

0.76

0.77

1.56

1989.578

1841.734

0.418

208532.068

1762.079

1868.993

421.278

1890.120

-2.917

1751.054

2158.774

2039.332

1972.015

-15.799

1982.973

14708.611

1844.005

1825.108

189733.867

1948.292

1908.875

1870.002

1797.111

1880.353

1822.889

-2.854

1735.861

202100.394

403623.549

202438.673

FinalConc

14.472

1800.157

1813.069

1786.961

183279.073

10426.603

88.104

93.450

93.645

95.037

90.927

87.553

107.939

101.967

99.479

92.087

0.021

735.431

92.200

91.255

21.064

94.506

-0.146

93.500

89.856

94.018

98.601

-0.790

99.149

10105.020

20181.177

10121.934

9486.693

97.415

95.444

No Gas

Conc

0.724

90.008

90.653

89.348

9163.954

91.144

-0.143

86.793

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:33:19-05:00

Sample Type Sample

Dilution 20

Sample Table

Sample Name HS21031613-01PDS

Data File Name 056SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

102.53

99.082.39

3627635

3576963

3719306

3544169

2.361

1

No Gas

No Gas

In

Bi

115

209
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Sample Report

QC Flag%QC High

120

120

120

%QC Low

70

70

70

%Rec

103.92

103.31

102.99

Ref CPS

1640019

954225

3111700

1704264

985771

3204827

%RSD

1.44

1.36

0.591

Tune Mode

No Gas

He

No GasGe

Mass

6

72

72

QC ISTD Table

Name

Li

Ge

Tune Step

1

2

CPS

2000

2000

2000

QC Flag

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

2000

200000

2000

2000

2000

2000

2000

2000

200

2000

200000

200000

200000

LDR

2000

2000

2000

2000

200000

30.51

0.01

0.30

0.01

0.02

0.37

0.00

0.01

0.00

0.01

0.00

0.00

0.01

0.00

0.02

0.00

0.01

0.00

0.03

0.01

0.05

0.17

0.03

0.00

1.73

0.06

0.11

0.09

0.01

0.01

13608

%RSD

0.00

0.02

0.01

0.01

0.01

0.73

0.00

0.07

87

15839

456099

15713

839787

232930

3977

910729

342219

1962940

767712

2983974

2033267

2857578

1162025

222248

5041

417360

690606

175178

461714

92245

52151

532370

65081

265682

7436197

4380878

5330655

359260

0.48

2.91

CPS

97662

256548

406263

471875

43075541

6606

2000

2.63

-35.24

2.02

0.54

3.71

0.51

0.51

-29.22

1.58

0.29

2.69

3.27

1.53

1.53

3.78

1.62

0.65

5.13

1.46

1.49

1.95

1.80

2.82

2.18

-28.77

1.99

2.26

2.14

2.55

3.39

47.988

50.333

49.702

Conc %RSD

-134.17

1.24

1.22

1.64

1.55

1.32

41.601

45.295

-0.001

4832.483

47.056

47.741

0.026

47.556

-0.073

45.131

46.804

45.156

89.988

163.180

89.960

215.167

50.012

47.833

4871.996

45.263

47.208

48.264

46.749

49.069

48.194

-0.059

44.869

4607.336

4763.275

4828.759

FinalConc

-0.039

45.517

45.814

45.000

4703.828

4832.483

47.056

47.741

47.988

50.333

49.702

45.131

46.804

45.156

41.601

45.295

-0.001

215.167

50.012

47.833

0.026

47.556

-0.073

48.264

46.749

49.069

89.988

163.180

89.960

4607.336

4763.275

4828.759

4871.996

45.263

47.208

No Gas

Conc

-0.039

45.517

45.814

45.000

4703.828

48.194

-0.059

44.869

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

1

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

2

2

2

2

2

2

2

2

1

1

2

2

2

2

43

121

47

63

66

82

121

137

205

203

208

238

28

107

111

88

95

118

60

63

66

27

11

27

44

23

24

39

55

59

51

52

56

78

118

75

Ca

Sb

Ti

Cu

Zn

Se

Sb

Ba

Tl

Tl

Pb

U

Si

Ag

Cd

Sr

Mo

Sn

Ni

Cu

Zn

Al

B

Al

Ca

Na

Mg

K

Mn

Co

V

Cr

Fe

Se

Sn

As

ISTD Pass/Fail Pass

QC Analyte Table

Name

Li

Be

Mass

7

9

Tune Step

Comment DOD TW 164479

ISTD Ref FileName 010CALB.d

Sample QC Pass/Fail Pass

Acq Date Time 2021-04-14T12:51:18-05:00

Sample Type Sample

Dilution 1

Sample Table

Sample Name LCS-164479

Data File Name 061SMPL.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Sample Report

120

120

70

70

103.70

103.072.99

3627635

3576963

3761797

3686731

0.441

1

No Gas

No Gas

In

Bi

115

209
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Continuing Calibration Verification (CCV) Report

QC Flag%QC High

120

120

120

120

120

%QC Low

70

70

70

70

70

%Rec

107.57

114.67

108.96

108.35

103.26

Ref CPS

1640019

954225

3111700

3627635

3576963

%RSD

0.57

2.06

0.39

1.08

3.33

CPS

1764245

1094216

3390531

3930436

3693744

Tune Mode

No Gas

He

No Gas

No Gas

No Gas

Tune Step

1

2

1

1

1Bi

Mass

6

72

72

115

209

QC ISTD Table

Name

Li

Ge

Ge

In

CCV Main CR1-2 Failed

CCV Main CR1-2 Failed

110

110

110

110

110

QC Flag

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

110

%High2

110

110

110

110

110

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

90

97.4

105.7

102.3

113.8

105.4

%Low

90

90

90

90

99.4

100.2

102.2

98.9

98.9

102.0

101.9

101.8

104.5

99.5

99.4

98.2

102.6

103.5

108.1

11.4

102.8

102.9

98.7

93.3

100.8

97.9

98.0

98.1

98.4

94.6

96.2

95.8

96.2

96.7

%Rec

101.4

102.0

99.0

95.5

96.2

100

100

100

100

100

100

100

100

100

100

100

10000

100

100

100

100

100

100

100

100

500

100

5000

500

10000

10000

100

100

100

100

10000

100

100

100

10000

10000

3.05

0.69

2.06

7.23

8.99

Exp Value

100

100

100

100

0.46

0.74

0.84

1.39

0.84

1.65

0.45

0.29

2.16

2.27

0.70

0.70

0.87

0.46

1.54

0.53

0.35

0.80

0.92

0.81

1.02

1.09

0.86

1.70

1.49

0.84

1.26

0.60

0.37

0.60

CPS %RSD

0.84

0.34

2.18

1.75

0.91

1093829

35553

1953736

29748

1047

933

749913

4325926

1851175

6738684

6682023

35921

2496472

494765

4671010

958113

1562711

2114288

203655

65735

1667135

2572556

6878426

571309

9730743

11903956

821083

1636604

393961

1072977

97711699

14745

782185

154525

610899

16530969

5.129

1.059

2.407

18.533

33.862

CPS

2517824

594887

972165

1108108

3.543

3.257

3.216

1.931

1.255

2.424

0.675

0.808

1.827

1.777

1.084

0.499

1.359

0.773

1.968

0.846

0.066

1.473

2.651

1.453

2.669

1.510

1.218

1.179

1.841

1.587

2.215

2.605

2.164

2.079

105.750

102.347

113.770

105.360

Conc %RSD

0.435

0.265

2.528

3.179

2.107

100.170

102.151

98.870

9892.547

102.011

97.398

101.822

104.503

99.495

99.363

98.212

99.382

517.690

108.137

567.707

513.882

102.911

101.924

93.320

100.817

97.860

98.040

98.086

102.574

94.561

96.154

9575.567

9621.240

9665.107

9868.448

No Gas

No Gas

He

Conc

101.431

101.953

98.976

95.542

9617.024

98.430

No Gas

No Gas

He

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

No Gas

He

He

He

He

He

He

1

2

Tune Mode

No Gas

No Gas

He

He

He

He

He

1

2

2

2

1

1

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

2

1

1

2

2

2

2

2

2

182

Tune Step

1

1

2

2

2

2

2

2

43

121

47

63

82

182

121

137

205

203

208

238

31

107

111

88

95

118

63

66

27

11

27

28

23

24

39

55

59

60

52

56

78

118

75

44

Sb

Ti

Cu

Se

W

W

Ba

Tl

Tl

Pb

U

Ca

Ag

Cd

Sr

Mo

Sn

Sb

Zn

Al

B

Al

Si

P

Mg

K

Mn

Co

Ni

Cu

Fe

Se

Sn

As

Ca

Na

QC Analyte Table

Name

Li

Be

V

Cr

Mass

7

9

51

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T13:29:46-05:00

Sample Type CCV

Dilution 1

Sample Table

Sample Name CCV

Data File Name 071_CCV.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

QC Flag%QC High

120

120

120

120

%QC Low

70

70

70

70

%Rec

109.02

112.24

109.43

110.27

Ref CPS

1640019

954225

3111700

3627635

1071011

3405161

4000206

%RSD

0.54

2.51

0.59

0.44

2

1

1

Tune Mode

No Gas

He

No Gas

No Gas

Ge

Ge

In

Mass

6

72

72

115

QC ISTD Table

Name

Li

Tune Step

1

CPS

1787935

CCB Main CR1 Failed

CCB Main CR1 Failed

CCB Main CR1 Failed

100

2.5

2.5

2.5

2

QC Flag

2.5

2.5

1

1

2.5

2.5

10

2.5

1

2.5

2.5

5

2

2.5

5

0.5

5

10

100

100

100

2.5

2.5

2.5

-130.5

Upper Limit

0.5

0.5

2.5

2.5

100

2

2.5

100

17.2

44.8

25.0

5.6

32.7

5.4

34.0

9.9

12.5

21.6

41.1

44.3

0.9

0.5

1.6

7.8

35.3

10.5

40.5

20.6

7.3

4.2

4.0

10.2

10.8

6.8

0.5

12.2

0.7

12.3

47

2260

-115

CPS %RSD

1.3

20.8

2.7

1.2

3.1

15.3

103277

44083

2453

1360

40

5104

43

2517

1530

8376

11786

350

2294

76367

83956

698238

25243

577

77470

1183

127

270

990

1180

46912

209

270

1327

160116

1023

-57.8

16.2

46.3

-11.8

-758.0

CPS

106044

37

3822

3100

26.3

335.1

41.9

45.2

111.7

49.6

94.9

-4.6

46.9

-17.0

38.0

29.1

-15.9

33.7

25.4

19.2

2.5

12.4

12.4

-14.3

814.7

80.6

-960.7

-236.8

-0.068

Conc %RSD

54.3

-487.2

0.9

-75.6

13.5

-588.6

85.0

-13.7

0.006

0.018

-4.620

0.211

0.088

-0.061

0.149

0.188

0.277

0.003

2.317

2.326

0.795

2.252

0.429

-0.042

0.007

-0.035

0.000

-0.006

-0.058

0.072

0.924

12.046

0.023

-6.829

15.801

-1.035

0.252

0.025

He

No Gas

No Gas

Conc

0.109

0.000

0.223

-0.012

1.587

-0.040

No Gas

No Gas

No Gas

No Gas

He

He

No Gas

No Gas

No Gas

No Gas

No Gas

No Gas

He

No Gas

No Gas

No Gas

No Gas

No Gas

He

He

He

He

He

He

He

He

He

He

He

He

2

2

2

1

1

Tune Mode

No Gas

No Gas

He

He

1

1

1

1

1

1

1

1

1

1

1

1

2

2

2

1

1

1

2

2

2

2

2

2

82

Tune Step

1

1

2

2

2

2

2

2

208

238

43

121

47

63

95

118

121

137

205

203

27

28

31

107

111

88

59

60

63

66

27

11

75

44

23

24

39

55

Ti

Cu

Se

Mass

7

9

51

52

56

78

Tl

Tl

Pb

U

Ca

Sb

Cd

Sr

Mo

Sn

Sb

Ba

Al

B

Al

Si

P

Ag

K

Mn

Co

Ni

Cu

Zn

Fe

Se

As

Ca

Na

Mg

QC Analyte Table

Name

Li

Be

V

Cr

Comment

ISTD Ref File Name 010CALB.d

Sample QC Pass/Fail Fail

ISTD Pass/Fail Pass

Acq Date Time 2021-04-14T13:31:37-05:00

Sample Type CCB

Dilution 1

Sample Table

Sample Name CCB

Data File Name 072_CCB.d

Data Path Name C:\Agilent\ICPMH\1\DATA\041421A.b
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Continuing Calibration Blank (CCB) Report

12070104.5735769633740459 0.611 No GasBi 209
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HS21031613 Wet Chem Raw Data 
(9056_anions_W)

ALS WO# HS21031613
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Sequence: 041321
Last Update Operator: alshs.nouser

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 1 of 2

Printed by alshs.nouser
19/04/21 14:37

CD Name Comment Type Position Dilution Level Instrument Method Processing Method

      STD1 Calibration StandardBB1 1.00 1 Anions Program 06022020.1 Anions Processing Method

      STD2 Calibration StandardBB2 1.00 2 Anions Program 06022020.1 Anions Processing Method

      STD3 Calibration StandardBB3 1.00 3 Anions Program 06022020.1 Anions Processing Method

      STD4 Calibration StandardBB4 1.00 4 Anions Program 06022020.1 Anions Processing Method

      STD5 Calibration StandardBB5 1.00 5 Anions Program 06022020.1 Anions Processing Method

      STD6 Calibration StandardBB6 1.00 6 Anions Program 06022020.1 Anions Processing Method

      ICV Unknown BB7 1.00 Anions Program 06022020.1 Anions Processing Method

      ICB Unknown BB8 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R6 1.00 Anions Program 06022020.1 Anions Processing Method

      MBLK- Unknown R5 1.00 Anions Program 06022020.1 Anions Processing Method

      LCS- Unknown R2 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV Unknown B4 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R4 1.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R6 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031608-01 Unknown RD7 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031608-01DF20 Unknown RD8 20.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01 Unknown RE1 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01MS Unknown RE2 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01MSD Unknown RE3 1.00 Anions Program 06022020.1 Anions Processing Method

      HS21031613-01DF20 Unknown RE4 20.00 Anions Program 06022020.1 Anions Processing Method

      CCV1 Unknown R3 1.00 Anions Program 06022020.1 Anions Processing Method

      CCB Unknown R5 1.00 Anions Program 06022020.1 Anions Processing Method
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Sequence: 041321
Last Update Operator: alshs.nouser

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 2 of 2

Printed by alshs.nouser
19/04/21 14:37

CD Name
Volu

me
[µl]

Status Inject Time

      STD1 5.0 Finished 3/19/2021 2:34:19 AM -05:00

      STD2 5.0 Finished 3/19/2021 2:52:47 AM -05:00

      STD3 5.0 Finished 3/19/2021 3:11:11 AM -05:00

      STD4 5.0 Finished 3/19/2021 3:29:36 AM -05:00

      STD5 5.0 Finished 3/19/2021 3:48:01 AM -05:00

      STD6 5.0 Finished 3/19/2021 4:06:28 AM -05:00

      ICV 5.0 Finished 3/19/2021 4:24:53 AM -05:00

      ICB 5.0 Finished 3/19/2021 5:01:41 AM -05:00

      CCV1 5.0 Finished 4/13/2021 1:19:18 PM -05:00

      CCB 5.0 Finished 4/13/2021 1:37:44 PM -05:00

      MBLK- 5.0 Finished 4/13/2021 2:33:06 PM -05:00

      LCS- 5.0 Finished 4/13/2021 2:51:33 PM -05:00

      CCV 5.0 Finished 4/13/2021 4:23:46 PM -05:00

      CCB 5.0 Finished 4/13/2021 4:59:10 PM -05:00

      CCV1 5.0 Finished 4/13/2021 8:21:50 PM -05:00

      CCB 5.0 Finished 4/13/2021 8:40:15 PM -05:00

      HS21031608-01 5.0 Finished 4/14/2021 12:40:51 AM -05:00

      HS21031608-01DF20 5.0 Finished 4/14/2021 12:59:14 AM -05:00

      HS21031613-01 5.0 Finished 4/14/2021 1:17:40 AM -05:00

      HS21031613-01MS 5.0 Finished 4/14/2021 1:36:03 AM -05:00

      HS21031613-01MSD 5.0 Finished 4/14/2021 1:54:27 AM -05:00

      HS21031613-01DF20 5.0 Finished 4/14/2021 2:12:50 AM -05:00

      CCV1 5.0 Finished 4/14/2021 3:26:33 AM -05:00

      CCB 5.0 Finished 4/14/2021 4:03:26 AM -05:00
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Sequence: 041321
Injection #6: STD6 Calibration

Chromeleon 7,
Version 7.2.9.11323, Thermo Fisher Scientific Page 1 of 1

Printed by alshs.nouser
19/04/21 14:38

Peak Peak Name Cal.Type Eval.Type Number Rel.Std.Dev. Coeff.of C0 C1 C2

No. of Points % Determination (Offset) (Slope) (Curve)

1 Fluoride Lin, WithOffset, 1/A Area 6 14.2721 0.99908 -0.0101 0.2938 0.0000 

2 Chloride Lin, WithOffset, 1/A Area 6 1.9269 0.99998 0.0246 0.1961 0.0000 

3 Nitrite,N Lin, WithOffset, 1/A Area 6 29.0460 0.99479 0.0141 0.3834 0.0000 

5 Bromide Lin, WithOffset, 1/A Area 6 6.5246 0.99931 0.0258 0.0775 0.0000 

6 Sulfate Lin, WithOffset, 1/A Area 6 5.7842 0.99978 0.0360 0.1408 0.0000 

7 Nitrate Lin, WithOffset, 1/A Area 6 2.7454 0.99996 0.0067 0.4997 0.0000 

8 Chlorate Lin, WithOffset, 1/A Area 6 17.5063 0.99733 0.0108 0.0850 0.0000 

10 Phosphate Lin, WithOffset, 1/A Area 5 12.5412 0.99846 -0.0503 0.1737 0.0000 

Maximum 29.0460 0.99998 

Minimum 1.9269 0.99479 
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Instrument:ICSINTEG   Sequence:041321 Page 1 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

1 STD1

Sample Name: STD1 Injection Volume: 5.00

Vial Number: BB1 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 02:34 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.019 0.1001 0.1001 1.0000

2  5.33 Chloride BMB 0.123 0.5037 0.5037 1.0000

3  6.39 Nitrite,N BMB 0.041 0.0691 0.0691 1.0000

5  8.42 Bromide  M * 0.035 0.1129 0.1129 1.0000

6  9.25 Sulfate  M 0.104 0.4806 0.4806 1.0000

7  9.65 Nitrate  M 0.057 0.1016 0.1016 1.0000

8  10.19 Chlorate  MB^ 0.017 0.0682 0.0682 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.396 1.44 
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Instrument:ICSINTEG   Sequence:041321 Page 2 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

2 STD2

Sample Name: STD2 Injection Volume: 5.00

Vial Number: BB2 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 02:52 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB* 0.105 0.3907 0.3907 1.0000

2  5.33 Chloride BMB 0.415 1.9922 1.9922 1.0000

3  6.39 Nitrite,N BMB 0.181 0.4352 0.4352 1.0000

5  8.42 Bromide  M * 0.056 0.3871 0.3871 1.0000

6  9.25 Sulfate  M 0.320 2.0188 2.0188 1.0000

7  9.64 Nitrate  M 0.208 0.4033 0.4033 1.0000

8  10.19 Chlorate  MB^ 0.050 0.4595 0.4595 1.0000

9  14.26 Phosphate BMB^ 0.029 0.4541 0.4541 1.0000

Total: 0.000 1.364 6.54 
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Instrument:ICSINTEG   Sequence:041321 Page 3 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

3 STD3

Sample Name: STD3 Injection Volume: 5.00

Vial Number: BB3 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:11 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 0.559 1.9360 1.9360 1.0000

2  5.33 Chloride BMB 1.967 9.9055 9.9055 1.0000

3  6.40 Nitrite,N BMB 0.892 2.2893 2.2893 1.0000

5  8.42 Bromide  M * 0.169 1.8534 1.8534 1.0000

6  9.22 Sulfate  M 1.452 10.0579 10.0579 1.0000

7  9.62 Nitrate  M 0.989 1.9651 1.9651 1.0000

8  10.19 Chlorate  MB^ 0.201 2.2396 2.2396 1.0000

9  14.13 Phosphate BMB 0.258 1.7779 1.7779 1.0000

Total: 0.000 6.488 32.02 
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Instrument:ICSINTEG   Sequence:041321 Page 4 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

4 STD4

Sample Name: STD4 Injection Volume: 5.00

Vial Number: BB4 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:29 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 1.213 4.1637 4.1637 1.0000

2  5.32 Chloride BMb* 3.957 20.0467 20.0467 1.0000

3  6.40 Nitrite,N bMB* 1.671 4.3222 4.3222 1.0000

5  8.42 Bromide  M * 0.323 3.8403 3.8403 1.0000

6  9.19 Sulfate  M 2.909 20.4074 20.4074 1.0000

7  9.58 Nitrate  M 1.986 3.9610 3.9610 1.0000

8  10.18 Chlorate  MB^ 0.380 4.3412 4.3412 1.0000

9  14.06 Phosphate BMB 0.619 3.8518 3.8518 1.0000

Total: 0.000 13.058 64.93 
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Instrument:ICSINTEG   Sequence:041321 Page 5 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

5 STD5

Sample Name: STD5 Injection Volume: 5.00

Vial Number: BB5 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 03:48 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 3.032 10.3517 10.3517 1.0000

2  5.32 Chloride BMB 9.893 50.3135 50.3135 1.0000

3  6.39 Nitrite,N BM * 4.056 10.5424 10.5424 1.0000

5  8.41 Bromide  MB* 0.803 10.0249 10.0249 1.0000

6  9.11 Sulfate BM 7.184 50.7797 50.7797 1.0000

7  9.51 Nitrate  M 4.996 9.9839 9.9839 1.0000

8  10.15 Chlorate  M ^ 0.852 9.8970 9.8970 1.0000

10  13.92 Phosphate BMB 1.677 9.9434 9.9434 1.0000

Total: 0.000 32.492 161.84 
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Instrument:ICSINTEG   Sequence:041321 Page 6 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

6 STD6

Sample Name: STD6 Injection Volume: 5.00

Vial Number: BB6 Channel: CD

Sample Type: Calibration Standard Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 04:06 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.73 Fluoride BMB 5.737 19.5578 19.5578 1.0000

2  5.31 Chloride BMB 19.587 99.7384 99.7384 1.0000

3  6.38 Nitrite,N BMB 7.239 18.8419 18.8419 1.0000

5  8.38 Bromide BM 1.597 20.2814 20.2814 1.0000

6  9.01 Sulfate  M 13.938 98.7555 98.7555 1.0000

7  9.43 Nitrate  M ^ 10.043 20.0851 20.0851 1.0000

8  10.12 Chlorate  M ^ 1.667 19.4945 19.4945 1.0000

10  13.78 Phosphate BMB 3.488 20.3728 20.3728 1.0000

Total: 0.000 63.296 317.13 
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Instrument:ICSINTEG   Sequence:041321 Page 7 of 25

AS18 Report/Calibration
Chromeleon (c) Dionex

Version 7.2.9.11323

Calibration

Calibration Details Fluoride

Calibration Type Lin, WithOffset, 1/A Offset (C0) -0.0101

Evaluation Type Area Slope (C1) 0.2938

Number of Calibration Points 6 Curve (C2) 0.0000

Number of disabled Calibration Points 0 R-Square 0.9991

Calibration Plot Fluoride

Calibration Results Fluoride

No. Injection Name Calibration X Value Y Value Y Value Area Height 

Level µS*min µS

CD CD CD CD CD

Fluoride Fluoride Fluoride Fluoride Fluoride

1 STD1 1 0.1000 0.0193 0.0193 0.019 0.197

2 STD2 2 0.4000 0.1047 0.1047 0.105 0.848

3 STD3 3 2.0000 0.5588 0.5588 0.559 4.805

4 STD4 4 4.0000 1.2134 1.2134 1.213 10.206

5 STD5 5 10.0000 3.0317 3.0317 3.032 24.613

6 STD6 6 20.0000 5.7369 5.7369 5.737 44.208
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Instrument:ICSINTEG   Sequence:041321 Page 8 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

7 ICV

Sample Name: ICV Injection Volume: 5.00

Vial Number: BB7 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 04:24 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 1.234 4.2342 4.2342 1.0000

2  5.32 Chloride BMb* 3.949 20.0060 20.0060 1.0000

3  6.40 Nitrite,N bMB* 1.681 4.3476 4.3476 1.0000

5  8.42 Bromide  M 0.321 3.8099 3.8099 1.0000

6  9.19 Sulfate  M 2.901 20.3535 20.3535 1.0000

7  9.58 Nitrate  M 1.981 3.9506 3.9506 1.0000

8  10.18 Chlorate  MB 0.383 4.3825 4.3825 1.0000

9  14.06 Phosphate BMB 0.657 4.0742 4.0742 1.0000

Total: 0.000 13.107 65.16 
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Instrument:ICSINTEG   Sequence:041321 Page 9 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

8 ICB

Sample Name: ICB Injection Volume: 5.00

Vial Number: BB8 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 03/19/2021 05:01 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.70 Fluoride BMB 0.003 0.0444 0.0444 1.0000

3  5.32 Chloride BMB 0.028 0.0191 0.0191 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

5 9.24 Sulfate bMB* 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.034 0.06 
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Instrument:ICSINTEG   Sequence:041321 Page 10 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

19 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 13:19 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 3.078 10.5100 10.5100 1.0000

2  5.30 Chloride BMB 9.500 48.3119 48.3119 1.0000

3  6.37 Nitrite,N BMB 3.938 10.2330 10.2330 1.0000

5  8.37 Bromide BMB 0.758 9.4482 9.4482 1.0000

6  9.07 Sulfate BM 6.754 47.7225 47.7225 1.0000

7  9.46 Nitrate  M 4.802 9.5965 9.5965 1.0000

8  10.09 Chlorate  MB 0.889 10.3379 10.3379 1.0000

9  13.90 Phosphate BMB 1.561 9.2805 9.2805 1.0000

Total: 0.000 31.281 155.44 
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Instrument:ICSINTEG   Sequence:041321 Page 11 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

20 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R6 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 13:37 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.005 0.00 
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Instrument:ICSINTEG   Sequence:041321 Page 12 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

23 MBLK-

Sample Name: MBLK- Injection Volume: 5.00

Vial Number: R5 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 14:33 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate bM * 0.002 n.a. n.a. 1.0000

4 9.59 Nitrate  MB* 0.001 n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.006 0.00 
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Instrument:ICSINTEG   Sequence:041321 Page 13 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

24 LCS-

Sample Name: LCS- Injection Volume: 5.00

Vial Number: R2 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 14:51 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 1.260 4.3229 4.3229 1.0000

2  5.30 Chloride BMb* 4.002 20.2763 20.2763 1.0000

3  6.37 Nitrite,N bMB* 1.683 4.3532 4.3532 1.0000

5  8.38 Bromide  M * 0.308 3.6407 3.6407 1.0000

6  9.14 Sulfate  M * 2.891 20.2838 20.2838 1.0000

7  9.53 Nitrate  M * 2.013 4.0140 4.0140 1.0000

8  10.12 Chlorate  MB* 0.356 4.0619 4.0619 1.0000

9  14.02 Phosphate BMB 0.642 3.9868 3.9868 1.0000

Total: 0.000 13.155 64.94 
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Chromeleon (c) Dionex

Version 7.2.9.11323

28 CCV

Sample Name: CCV Injection Volume: 5.00

Vial Number: B4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 16:23 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 1.278 4.3822 4.3822 1.0000

2  5.30 Chloride BMB 3.791 19.2027 19.2027 1.0000

3  6.37 Nitrite,N BMb* 1.694 4.3824 4.3824 1.0000

5  8.39 Bromide bM * 0.305 3.6029 3.6029 1.0000

6  9.15 Sulfate  M * 2.754 19.3080 19.3080 1.0000

7  9.53 Nitrate  M * 1.941 3.8709 3.8709 1.0000

8  10.12 Chlorate  MB* 0.397 4.5495 4.5495 1.0000

9  14.06 Phosphate BMB 0.545 3.4262 3.4262 1.0000

Total: 0.000 12.705 62.72 

Page 617 of 722

01038746



Instrument:ICSINTEG   Sequence:041321 Page 15 of 25

AS18 Report/Integration
Chromeleon (c) Dionex
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29 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 16:59 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chloride n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

2 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.002 0.00 
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AS18 Report/Integration
Chromeleon (c) Dionex
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40 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 20:21 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB* 3.195 10.9070 10.9070 1.0000

2  5.30 Chloride BMb* 10.500 53.4080 53.4080 1.0000

3  6.37 Nitrite,N bMB* 4.108 10.6770 10.6770 1.0000

5  8.37 Bromide BM * 0.829 10.3676 10.3676 1.0000

6  9.05 Sulfate  M * 7.450 52.6696 52.6696 1.0000

7  9.47 Nitrate  M * 5.267 10.5257 10.5257 1.0000

8  10.10 Chlorate  MB* 0.875 10.1741 10.1741 1.0000

10  13.89 Phosphate BMB 1.647 9.7728 9.7728 1.0000

Total: 0.000 33.871 168.50 
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41 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R6 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/13/2021 20:40 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.003 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.17 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.006 0.00 
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45 HS21031608-01

Sample Name: HS21031608-01 Injection Volume: 5.00

Vial Number: RD7 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 00:40 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.69 Fluoride BMB 0.012 0.0752 0.0752 1.0000

3  5.25 Chloride BMB 112.369 572.7840 572.7840 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

6 8.37 Bromide  M 0.103 0.9922 0.9922 1.0000

7 9.15 Sulfate  MB 3.403 23.9169 23.9169 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 115.886 597.77 
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46 HS21031608-01DF20

Sample Name: HS21031608-01DF20 Injection Volume: 5.00

Vial Number: RD8 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 20.0000

Recording Time: 04/14/2021 00:59 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 20.0000

2 5.30 Chloride BMB 5.721 29.0419 580.8385 20.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 20.0000

4 8.37 Bromide  M 0.026 0.0060 0.1195 20.0000

5 9.22 Sulfate  M 0.159 0.8733 17.4660 20.0000

6 9.59 Nitrate  MB 0.024 0.0337 0.6744 20.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 20.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 20.0000

Total: 0.000 5.930 599.10 
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47 HS21031613-01

Sample Name: HS21031613-01 Injection Volume: 5.00

Vial Number: RE1 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:17 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.70 Fluoride BMB 0.029 0.1340 0.1340 1.0000

2  5.27 Chloride BMB 57.238 291.7017 291.7017 1.0000

3  6.34 Nitrite,N BMB 0.011 n.a. n.a. 1.0000

6  8.37 Bromide  M 0.108 1.0607 1.0607 1.0000

7  9.14 Sulfate  M 4.262 30.0208 30.0208 1.0000

8  9.57 Nitrate  M 0.358 0.7027 0.7027 1.0000

9  10.14 Chlorate  MB 0.027 0.1897 0.1897 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 62.033 323.81 

Page 623 of 722

01038752



Instrument:ICSINTEG   Sequence:041321 Page 21 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

48 HS21031613-01MS

Sample Name: HS21031613-01MS Injection Volume: 5.00

Vial Number: RE2 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:36 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.726 2.5054 2.5054 1.0000

2  5.27 Chloride BMB 58.245 296.8335 296.8335 1.0000

3  6.36 Nitrite,N BMB 0.957 2.4589 2.4589 1.0000

5  8.37 Bromide  M 0.258 2.9901 2.9901 1.0000

6  9.11 Sulfate  M 5.673 40.0418 40.0418 1.0000

7  9.54 Nitrate  M 1.365 2.7176 2.7176 1.0000

8  10.12 Chlorate  MB 0.218 2.4361 2.4361 1.0000

9  14.29 Phosphate BMB 0.200 1.4404 1.4404 1.0000

Total: 0.000 67.640 351.42 
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49 HS21031613-01MSD

Sample Name: HS21031613-01MSD Injection Volume: 5.00

Vial Number: RE3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 01:54 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.71 Fluoride BMB 0.730 2.5194 2.5194 1.0000

2  5.27 Chloride BMB 58.374 297.4912 297.4912 1.0000

3  6.36 Nitrite,N BMB 0.957 2.4596 2.4596 1.0000

5  8.37 Bromide  M 0.259 3.0031 3.0031 1.0000

6  9.11 Sulfate  M 5.662 39.9658 39.9658 1.0000

7  9.54 Nitrate  M 1.368 2.7235 2.7235 1.0000

8  10.12 Chlorate  MB 0.217 2.4317 2.4317 1.0000

9  14.30 Phosphate BMB 0.168 1.2572 1.2572 1.0000

Total: 0.000 67.735 351.85 
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50 HS21031613-01DF20

Sample Name: HS21031613-01DF20 Injection Volume: 5.00

Vial Number: RE4 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 20.0000

Recording Time: 04/14/2021 02:12 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 20.0000

1 5.31 Chloride BMB 2.963 14.9832 299.6648 20.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 20.0000

3 8.38 Bromide  M 0.026 n.a. n.a. 20.0000

4 9.21 Sulfate  M 0.204 1.1896 23.7925 20.0000

5 9.58 Nitrate  MB 0.048 0.0820 1.6392 20.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 20.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 20.0000

Total: 0.000 3.240 325.10 

Page 626 of 722

01038755



Instrument:ICSINTEG   Sequence:041321 Page 24 of 25

AS18 Report/Integration
Chromeleon (c) Dionex

Version 7.2.9.11323

52 CCV1

Sample Name: CCV1 Injection Volume: 5.00

Vial Number: R3 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 03:26 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

1  3.72 Fluoride BMB 2.881 9.8371 9.8371 1.0000

2  5.30 Chloride BM * 8.864 45.0686 45.0686 1.0000

3  6.37 Nitrite,N  MB* 3.745 9.7307 9.7307 1.0000

5  8.37 Bromide  M * 0.835 10.4461 10.4461 1.0000

6  9.07 Sulfate  M * 6.457 45.6137 45.6137 1.0000

7  9.48 Nitrate  M * 4.604 9.1998 9.1998 1.0000

8  10.10 Chlorate  M * 0.902 10.4861 10.4861 1.0000

10  13.93 Phosphate BMB 1.373 8.1937 8.1937 1.0000

Total: 0.000 29.661 148.58 
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53 CCB

Sample Name: CCB Injection Volume: 5.00

Vial Number: R5 Channel: CD

Sample Type: Unknown Wavelength: 210

Control Program: Anions Program 06022020.1 Bandwidth: n.a.

Quantif. Method: Anions Processing Method Dilution Factor: 1.0000

Recording Time: 04/14/2021 04:03 Sample Weight: 1.0000

Run Time:

Integration Results

No. Retention Peak Name Peak Type Area Amount Concentration Dilution 

min µS*min ppm ppm

n.a. n.a. Fluoride n.a. n.a. n.a. n.a. 1.0000

1 5.30 Chloride BMB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrite,N n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Bromide n.a. n.a. n.a. n.a. 1.0000

3 9.20 Sulfate  MB 0.002 n.a. n.a. 1.0000

n.a. n.a. Nitrate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Chlorate n.a. n.a. n.a. n.a. 1.0000

n.a. n.a. Phosphate n.a. n.a. n.a. n.a. 1.0000

Total: 0.000 0.004 0.00 
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HS21031613 Wet Chem Raw Data 
(O&G_1664_W_HS)

ALS WO# HS21031613
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Method: O&G, HEM by EPA 1664A (SOP HS-WC036, Current Revision)

Analyst: KAH Pan Actual Deg C Date Time O&G Temp Deg C Actual Deg C Date Time

Review By: Pan 1st In: 104 04/09/2021 10:40AM O&G 1st In: 68-72 68 04/09/2021 1:00PM

Batch ID: Pan 1st Out: 104 04/09/2021 1:00PM O&G 1st Out: 68-72 68 04/09/2021 1:10PM

LCS/MS Spike ID: 3110603620 40 Pan 2nd In: 104 04/09/2021 1:30PM O&G 2nd In: 68-72 68 04/09/2021 1:25PM

Hexane ID: 3100603807 Pan 2nd Out: 104 04/09/2021 1:50PM O&G 2nd Out: 68-72 68 04/09/2021 1:35PM

Filter Lot: 3100602622 Pan 3rd In: O&G 3rd In: 68-72

Silica Gel: grams mg Accept. Pan 3rd Out: O&G 3rd Out: 68-72

0.0020 2.0 Yes Oven ID: Oven ID:

1.0000 1000 Yes Balance ID: Balance ID:

0.0020 2.0 Yes Criteria Criteria Criteria Criteria

1.0000 1000 Yes Change is Change is Change is Change is

<0.0005 g <4% <0.0005 g <4%

 1st Dry  2nd Dry 3rd Dry Passes Passes Pan 70 deg C 70 deg C 70 deg C Passes Passes O&G

Dish SGT Sample pH Pan Pan Pan Difference % Weight Weight Sample O&G 1st O&G 2nd O&G 3rd Difference % Weight Weight O&G

ID Work Order # Type Check  Wt (g)  Wt (g)  Wt (g) Criteria Criteria (g) Vol (mL) dry Wt (g) dry Wt (g) dry Wt (g) Criteria Criteria (g) (mg/L)

1 WBLKW-040921 1 of 1 MBLK <2 6.3504 6.3507 Yes Yes 6.3507 1000 6.3506 6.3508 Yes Yes 0.0001 0.1

2 WLCSW-040921 1 of 1 LCS <2 6.3346 6.3347 Yes Yes 6.3347 1000 6.3728 6.3727 Yes Yes 0.0380 38.0

3 WLCSDW-040921 1 of 1 LCSD <2 6.3027 6.3026 Yes Yes 6.3026 1000 6.3407 6.3407 Yes Yes 0.0381 38.1

4 HS21040369-01MS 2 of 2 MS <2 6.2749 6.2749 Yes Yes 6.2749 1000 6.3113 6.3111 Yes Yes 0.0362 36.2

5 HS21040369-01 1 of 2 Sample <2 6.3045 6.3045 Yes Yes 6.3045 234 6.3052 6.3050 Yes Yes 0.0005 2.1

6 HS21040370-01 1 of 2 Sample <2 6.3648 6.3647 Yes Yes 6.3647 232 6.3652 6.3650 Yes Yes 0.0003 1.3

7 HS21040169-01 1 of 1 Sample <2 6.3429 6.3429 Yes Yes 6.3429 218 6.3440 6.3439 Yes Yes 0.0010 4.6

8 HS21040173-01 1 of 1 Sample <2 6.3096 6.3092 Yes Yes 6.3092 190 6.3102 6.3100 Yes Yes 0.0008 4.2

9 HS21040262-01 1 of 2 Sample <2 6.3101 6.3101 Yes Yes 6.3101 248 6.3106 6.3105 Yes Yes 0.0004 1.6

10 HS21040263-01 1 of 1 Sample <2 6.2946 6.2946 Yes Yes 6.2946 250 6.2948 6.2948 Yes Yes 0.0002 0.8

11 HS21040207-01 1 of 2 Sample <2 6.4028 6.4028 Yes Yes 6.4028 238 6.4029 6.4030 Yes Yes 0.0002 0.8

12 HS21040209-01 1 of 2 Sample <2 6.3047 6.3047 Yes Yes 6.3047 242 6.3052 6.3050 Yes Yes 0.0003 1.2

13 HS21040215-01 1 of 2 Sample <2 6.3800 6.3800 Yes Yes 6.3800 232 6.3808 6.3807 Yes Yes 0.0007 3.0

14 HS21040228-02 1 of 2 Sample <2 6.3685 6.3682 Yes Yes 6.3682 235 6.3691 6.3689 Yes Yes 0.0007 3.0

15 HS21040230-01 1 of 1 Sample <2 6.2978 6.2981 Yes Yes 6.2981 235 6.2985 6.2984 Yes Yes 0.0003 1.3

16 HS21040232-01 1 of 2 Sample <2 6.3629 6.3632 Yes Yes 6.3632 230 6.3633 6.3633 Yes Yes 0.0001 0.4

17 HS21040234-01 1 of 2 Sample <2 6.3331 6.3332 Yes Yes 6.3332 230 6.3337 6.3335 Yes Yes 0.0003 1.3

18 HS21031606-01 1 of 2 Sample <2 6.3740 6.3743 Yes Yes 6.3743 230 6.3749 6.3747 Yes Yes 0.0004 1.7

19 HS21031608-01 1 of 2 Sample <2 6.3575 6.3574 Yes Yes 6.3574 233 6.3577 6.3576 Yes Yes 0.0002 0.9

20 HS21031613-01 1 of 2 Sample <2 6.3376 6.3376 Yes Yes 6.3376 231 6.3378 6.3377 Yes Yes 0.0001 0.4

21 HS21031632-01 1 of 2 Sample <2 6.3182 6.3181 Yes Yes 6.3181 232 6.3182 6.3182 Yes Yes 0.0001 0.4

22 HS21040278-01 1 of 2 Sample <2 6.3212 6.3211 Yes Yes 6.3211 230 6.3215 6.3214 Yes Yes 0.0003 1.3

23 HS21040316-01 1 of 2 Sample <2 6.3544 6.3544 Yes Yes 6.3544 230 6.3546 6.3545 Yes Yes 0.0001 0.4

24    

Pipette ID TDS

Bottle 

Number

Init 2.0 mg wt (1.8mg to 2.2mg required):  

Init 1000 mg wt (995mg to 1005mg required):  

Final 2.0 mg wt (1.8mg to 2.2mg required):  

3100601405

309116109

3100603702

Methanol ID:

1:1 HCl ID:

Temp Ranges (oC)

Pan Drying: 105-115 

Temp Deg C

105-115

105-115

105-115

105-115

105-115

WC Oven 4

WC Balance-03

WC Oven 1A

WC Balance-03

Final 1000 mg wt (995mg to 1005mg required):  

300107019-06pH Paper ID:

Na2SO4 Cartridge ID:

Thermo HotBlock Setting (oC):

Hex Evap: 68-72

HotBlock: 35-50

105-115

L) Extracted, (Sample

mg) (HEM,

 Volume

Weight 
  mg/L (HEM),G &O =
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O&G Temp Deg C Actual Deg C Date Time

Silica Gel O&G 1st In: 68-72

Silica Gel O&G 1st Out: 68-72

Silica Gel O&G 2nd In: 68-72

Silica Gel O&G 2nd Out: 68-72

Silica Gel O&G 3rd In: 68-72

Silica Gel O&G 3rd Out: 68-72

Oven ID:

Balance ID:

Silca Gel  O&G Silca Gel  O&G Silca Gel  O&G Silica Gell Passes Silica Gell Passes Silca Gel O&G Silica Gel 

Dish 70 deg C 1st 70 deg C 2nd 70 deg C 3rd Difference % Weight Weight O&G

ID Work Order # dry Wt (g) dry Wt (g) dry Wt (g) Criteria Criteria (g) (mg/L)

1 WBLKW-040921 #VALUE!

2 WLCSW-040921 #VALUE!

3 WLCSDW-040921 #VALUE!

4 HS21040369-01MS #VALUE!

5 HS21040369-01 #VALUE!

6 HS21040370-01 #VALUE!

7 HS21040169-01 #VALUE!

8 HS21040173-01 #VALUE!

9 HS21040262-01 #VALUE!

10 HS21040263-01 #VALUE!

11 HS21040207-01 #VALUE!

12 HS21040209-01 #VALUE!

13 HS21040215-01 #VALUE!

14 HS21040228-02 #VALUE!

15 HS21040230-01 #VALUE!

16 HS21040232-01 #VALUE!

17 HS21040234-01 #VALUE!

18 HS21031606-01 #VALUE!

19 HS21031608-01 #VALUE!

20 HS21031613-01 #VALUE!

21 HS21031632-01 #VALUE!

22 HS21040278-01 #VALUE!

23 HS21040316-01 #VALUE!

24 0

 L), Extracted(Sample

mg) HEM,-(SGT

 Volume

Weight
  mg/L HEM),-(SGT G&O =
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HS21031613 Wet Chem Raw Data (COD)

ALS WO# HS21031613
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HS21031613 - Sub Perch IV (E2100330)

ALS WO# HS21031613
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April 14, 2021 Service Request No:E2100330

RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Suite 210
Houston, TX 77099-4338

Analyses were performed according to our laboratory’s NELAP-approved quality assurance program. 
The test results meet requirements of the current TNI standards, where applicable, and except as 
noted in the laboratory case narrative provided. All results are intended to be considered in their 
entirety and ALS Environmental is not responsible for use of less than the complete final report. 
Results apply only to the items submitted to the laboratory, as received for analysis. In accordance 
with the current TNI Standard, a statement on the estimated uncertainty of measurement of any 
quantitative analysis will be supplied upon request.

For your reference, these analyses have been assigned our service request number
Enclosed are the results of the sample(s) submitted to our laboratory

Laboratory Results for: HS21031613

Dear RJ,

March 31, 2021
E2100330.

Respectfully submitted,

ALS Group USA, Corp. dba ALS Environmental

dba ALS Environmental
ALS Group USA, Corp.

ADDRESS
FAXPHONE

10450 Stancliff Rd., Suite 210, Houston, TX 77099
+1 281 530 5887+1 281 530 5656 |

Corey Grandits 
Project Manager
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Certificate of Analysis 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
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ALS Environmental 

Client: ALS Houston Service Request No.: E2100330 
Project: HS21031613 Date Received: 03/31/21 
Sample Matrix: W 

CASE NARRATIVE 

All analyses were performed in adherence to the quality assurance program of ALS Environmental. This report 
contains analytical results for samples designated for Tier IV. When appropriate to the method, method blank results 
have been reported with each analytical test.   

Sample Receipt 

One sample was received for analysis at ALS Environmental in Houston on 03/31/21. 

The sample was received in good condition and are consistent with the accompanying chain of custody form.  The 
sample was stored in a refrigerator at 4°C upon receipt at the laboratory. 

Data Validation Notes and Discussion 

Precision and Accuracy: 

EQ2100193: Laboratory Control Spike/Duplicate Laboratory Control Spike (LCS/DLCS) samples were analyzed 
and reported in addition to a MS/MSD for this extraction batch.  The LCS, DLCS, MS, & MSD (unrelated sample) 
recoveries are within QC limits. 

DoD Certification is held for the method/matrix/analytes provided in this report. 

The results of analyses are given in the attached laboratory report.  All results are intended to be considered 
in their entirety, and ALS Environmental (ALS) is not responsible for utilization of less than the complete 
report. 

Use of ALS group USA Corp dba ALS Environmental (ALS)’s Name. Client shall not use ALS’s name or 
trademark in any marketing or reporting materials, press releases or in any other manner (“Materials”) 
whatsoever and shall not attribute to ALS any test result, tolerance or specification derived from ALS’s data 
(“Attribution”) without ALS’s prior written consent, which may be withheld by ALS for any reason in its sole 
discretion.  To request ALS’s consent, Client shall provide copies of the proposed Materials or Attribution and 
describe in writing Client’s proposed use of such Materials or Attribution. If ALS has not provided written 
approval of the Materials or Attribution within ten (10) days of receipt from Client, Client’s request to use 
ALS’s name or trademark in any Materials or Attribution shall be deemed denied.  ALS may, in its discretion, 
reasonably charge Client for its time in reviewing Materials or Attribution requests. Client acknowledges and 
agrees that the unauthorized use of ALS’s name or trademark may cause ALS to incur irreparable harm for 
which the recovery of money damages will be inadequate.  Accordingly, Client acknowledges and agrees 
that a violation shall justify preliminary injunctive relief.  For questions contact the laboratory. 
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LH18/24-SP140_033021E2100330-001 3/30/2021 1400

Client: ALS Environmental - US Service Request:E2100330
Project: HS21031613

SAMPLE CROSS-REFERENCE

SAMPLE # CLIENT SAMPLE ID DATE TIME

Printed  4/14/2021 4:00:13 PM Sample Summary
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100330
ALS Environmental - US
HS21031613

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031613

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

HOUST
ON

Lab Samp No. Client Samp No Matrix Collected
C

lO
4 

D
O

D
/6

85
0

E2100330-001 LH18/24-SP140_033021 Water 03/30/21 1400 IV

Printed  4/14/2021 4:00:14 PM
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Service Request Summary
Folder #:
Client Name:
Project Name:
Project Number:

Report To: RJ Modashia
ALS Laboratory Group
10450 Stancliff Road
Houston, TX 77099-4338
USA

Phone Number:
Cell Number:
Fax Number:
E-mail:

E2100330
ALS Environmental - US
HS21031613

281-530-5656

281-530-5887
rj.modashia@alsglobal.com

Project Chemist:
Originating Lab:

Logged By:
Date Received:

Internal Due Date:
QAP:

Qualifier Set:
Formset:

Merged?:
Report to MDL?:

P.O. Number:
EDD:

Corey Grandits
HOUSTON
CGRANDITS

4/14/2021

Lab Standard
Lab Standard

HS21031613

LAB QAP

03/31/21

Y
Y

No EDD Specified

1 125 mL-Glass Bottle  NM AMBER Teflon Liner Unpreserved

EHRMS-WIC 6ALocation:

Pressure Gas:

Test Comments:
Group Test/Method Samples Comments
Semivoa GCMS ClO4 DOD/6850 1 II Due 4/14,IV due 4/21

Printed  4/14/2021 4:00:14 PM
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+ Possible Tedlar bag artifact.
A TIC is a suspected aldol-condensation product
B Analyte found in the associated method blank as well as in the sample.

BC Reported results are not blank corrected.
BH The back section of the tube yielded higher results than the front.
BT Results indicated possible breakthrough; back section >=10% front section.
C Result identification confirmed.
D Compound identified in an analysis at a secondary dilution factor
D Spike was diluted out

DE Reported results are corrected for desorption efficiency.
E Estimated value.  Concentration above calibration range
E The percent difference for the serial dilution was greater than 10%, indicating a possible 

matrix interference in the sample.
F The chromatographic fingerprint of the sample matches the elution pattern of the 

calibration standard.
H The chromatographic fingerprint of the sample resembles a petroleum product but the 

elution pattern indicates the presence of a greater amount of heavier molecular weight 
constituents than the calibration standard.

H1 Sample analysis performed past holding time. See case narrative.
H2 Initial analysis within holding time. Reanalysis for the required dilution was past holding 

time.
H3 Sample was received and analyzed past holding time.
H4 Sample was extracted past required extraction holding time, but analyzed within analysis 

holding time. See case narrative.
I Internal standard not within the specified limits.  See case narrative.
J Estimated Value. Concentration found below MRL.
K A deflection in the QC ion may indicate interference with the quantitation of this ion.  The 

concentration of this analyte should be considered as an estimate.
K Analyte was detected above the method reporting limit prior to normalization.
K The reference ion ratio was outside acceptance criteria, which may indicate a potential bias 

to this result.
L The chromatographic fingerprint of the sample resembles a petroleum product, but the 

elution pattern indicates the presence of a greater amount of lighter molecular weight 
constituents than the calibration standard.

L1 Laboratory control sample recovery outside the specified limits; results may be biased 
high.

L2 Laboratory control sample recovery outside the specified limits; results may be biased low.
L3 Laboratory control sample recovery outside the specified limits.
M Matrix interference; results may be biased high.
M The duplicate injection precision not met.
M1 Matrix interference due to coelution with a non-target compound; results may be biased 

high.
N Presumptive evidence of a compound for TICs that have been identified based on a mass 

spectral library search.
N The Matrix Spike sample recovery is not within control limits.  See case narrative.

Data Qualifiers
Lab Standard

Page 641 of 722

01038770



O The chromatographic fingerprint of the sample resembles an oil, but does not match the 
calibration standard.

P Indicates chlorodiphenyl ether interference present at the retention time of the target 
compound.

P Pesticide/Aroclor target analyte > 40% difference for detected concentrations between GC 
columns

Q Indicates as estimated value because the P and P + 2 theoretical abundance ratio does not 
meet method criteria.

R Duplicate Precision not met.
R1 Duplicate precision not within the specified limits; however, the results are below the 

MRL and considered estimated.
S Surrogate recovery not within specified limits.
S The reported value was determined by the Method of Standard Additions (MSA).
T Analyte is a tentatively identified compound, result is estimated.
U Compound was analyzed for, but was not detected (ND).
V1 The continuing calibration verification standard was outside (biased high) the specified 

limits for this compound.
V2 The continuing calibration verification standard was outside (biased low) the specified 

limits for this compound.
W Result quantified, but the corresponding peak was detected outside the generated retention 

time window.
W The post-digestion spike for furnace AA analysis is out of control limits, while sample 

absorbance is less than 50% of spike absorbance.
X See case narrative.
Y Recovery outside limits
Y The chromatogram resembles a petroleum product but does not match the calibration 

standard.
Z The chromatogram does not resemble a petroleum product.
i The MRL/MDL has been elevated due to a matrix interference.

Data Qualifiers
Lab Standard
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Cal Calibration
Conc CONCentration
Dioxin(s) Polychlorinated dibenzo-p-dioxin(s)
EDL Estimated Detection Limit
EMPC Estimated Maximum Possible Concentration
Flags Data qualifiers
Furan(s) Polychlorinated dibenzofuran(s)
g Grams
ICAL Initial CALibration
ID IDentifier
Ions Masses monitored for the analyte during data acquisition
L Liter (s)
LCS Laboratory Control Sample
DLCS Duplicate Laboratory Control Sample
MB Method Blank
MCL Method Calibration Limit
MDL Method Detection Limit
mL Milliliters
MS Matrix Spiked sample
DMS Duplicate Matrix Spiked sample
NO Number of peaks meeting all identification criteria
PCDD(s) Polychlorinated dibenzo-p-dioxin(s)
PCDF(s) Polychlorinated dibenzofuran(s)
ppb Parts per billion
ppm Parts per million
ppq Parts per quadrillion
ppt Parts per trillion
QA Quality Assurance
QC Quality Control
Ratio Ratio of areas from monitored ions for an analyte
% Rec. Percent recovery
RPD Relative Percent Difference
RRF Relative Response Factor
RT Retention Time
SDG Sample Delivery Group
S/N Signal-to-noise ratio
TEF Toxicity Equivalence Factor
TEQ Toxicity Equivalence Quotient

Acronyms

ALS Laboratory Group
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State Certifications, Accreditations, and Licenses

Agency Number Expire Date
American Association for Laboratory Accreditation 2897.01 2020 11/30/2021
Arizona Department of Health Services AZ0793-2020 5/27/2021
California Department of Health Services 2919-2020 4/30/2021
Department of Defense A2LA 2897.01 11/30/2021
Florida Department of Health E87611-2020 6/30/2021
Hawaii Department of Health 2020 4/30/2021
Illinois Environmental Protection Agency 2000322020-4 5/9/2021
Kansas Department of Health and Environment E-10352-2020 7/31/2021
Louisiana Department of Environmental Quality 03087-2020 6/30/2021
Louisiana Department of Health and Hospitals LA028-2021 12/31/2021
Maine Department of Health and Human Services 2020016 6/5/2022
Maryland Department of the Environment 343-2020 6/30/2021
Michigan Depratment of Environmental Quality 9971-2020 4/30/2021
Nebraska Department of Health and Human Services NE-OS-25-13 (2020) 4/30/2021
Nevada Department of Concervation and Natural Resources TX026932021-1 7/31/2021
New Hampshire Environmental Laboratory Accreditation Program 209420 4/24/2021
New Jersey Department of Environmental Protection TX008 6/30/2021
Oklahoma Department of Environmental Quality 2020-123 8/31/2021
Pennsylvania Department of Environmental Protection 014 6/30/2021
Tennessee Department of Environment and Concervation 04016-2020 4/30/2021
Texas Commision on Environmental Quality T104704231-20-26 4/30/2021
United States Department of Agriculture P330-19-00299 10/10/2022

10450 Stancliff Rd, Houston, TX 77099  |  281-530-5656  |  www.alsglobal.com
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Chain of Custody 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd, Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
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10450 Stancliff Rd., Suite 210  
Houston, TX 77099 
T: +1 713 266 1599 
F: +1 713 266 1599 
www.alsglobal.com 

R I G H T 	 S O L U T I O N S 	 | 	 R I G H T 	 P A R T N E R

SAMPLE ACCEPTANCE POLICY 

This policy outlines the criteria samples must meet to be accepted by ALS Environmental – Houston HRMS. 

Cooler Custody Seals (desirable, mandatory if specified in SAP): 

 Intact on outside of cooler, signed and dated

Chain-of-Custody (COC) documentation (mandatory): 

The following is required on each COC: 

 Sample ID, the location, date and time of collection, collector’s name, preservation type, sample
type, and any other special remarks concerning the sampleThe COC must be completed in ink.

 Signature and date of relinquishing party.

In the absence of a COC at sample receipt, the COC will be requested from the client. 

Sample Integrity (mandatory): 

Samples are inspected upon arrival to ensure that sample integrity was not compromised during transfer to the 
laboratory. 

 Sample containers must arrive in good condition (not broken or leaking).
 Samples must be labeled appropriately, including Sample IDs, and requested test using durable

labels and indelible ink.
 The correct type of sample bottle must be used for the method requested.
 An appropriate sample volume, or weight, must be received.
 Sample IDs and number of containers must reconcile with the COC.
 Samples must be received within the method defined holding time.

Temperature Requirement (varies by sample matrix): 

 Aqueous and Non-aqueous samples must be shipped and stored cold, at 0 to 6ºC.
 Tissue samples must be shipped and stored frozen, at -20 to -10ºC.
 Air samples are shipped and stored cold, at 0 to 6ºC
 The sample temperature must be recorded on the COC

All cooler inspections are documented on the Cooler Receipt Form (CRF).    A separate CRF is completed for each 
service request.  Any samples not meeting the above criteria are noted on the CRF and the Project Manager 
notified.  The Project Manager must resolve any sample integrity issues with the client prior to proceeding with 
the analysis.  Such resolutions are documented in writing and filed with the project folder.   Data associated with 
samples received outside of this acceptance policy will be qualified on the case narrative of the final report 
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Preparation Information Benchsheets 

ALS Environmental - Houston HRMS 

10450 Stancliff Rd., Suite 210, Houston, TX 77099 

Phone (713)266-1599 Fax (713)266-0130 

www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

# Lab Code Client ID B# Method /Test Matrix Amt. Ext. Sample DescriptionpH Cl

1  E2100329-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

2  E2100330-001  6850/ClO4 DOD  10mL .01LH18/24-SP140_033021  Water

3  E2100331-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_033021_BIX  Water

4  E2100368-001  6850/ClO4 DOD  10mL .01LH18/24-SP650_040621_BIX  Ground Water

5  E2100369-001  6850/ClO4 DOD  10mL .0150WW08-210405  Ground Water

6  E2100369-002  6850/ClO4 DOD  10mL .0150WW05-210405  Ground Water

7  E2100369-003  6850/ClO4 DOD  10mL .0150WW29-210405  Ground Water

8  E2100369-004  6850/ClO4 DOD  10mL .0150WW14-210406  Ground Water

9  E2100369-005  6850/ClO4 DOD  10mL .0150WW13-210406  Ground Water

10  E2100369-006  6850/ClO4 DOD  10mL .0150WW11-210406  Ground Water

11  E2100369-007  6850/ClO4 DOD  10mL .0150WW11-210406-FD  Ground Water

12  E2100369-008  6850/ClO4 DOD  10mL .0150WW06-210406  Ground Water

13  E2100369-009  6850/ClO4 DOD  10mL .0150WW12-210406  Ground Water

 6850/ClO4 DOD  10mL14 EQ2100193-01     MB  Liquid

15  EQ2100193-02  6850/ClO4 DOD  10mLLCS  Liquid

16  EQ2100193-03  6850/ClO4 DOD  10mLDLCS  Liquid

17  EQ2100193-04  6850/ClO4 DOD  10mL .01 50WW06-210406 MS  Liquid

18  EQ2100193-05  6850/ClO4 DOD  10mL .01 50WW06-210406 DMS  Liquid

Spiking Solutions

Logbook Ref:Inventory ID Expires On:Perchlorate214035 05/23/2021Name: Perchlorate Intermediate Stock1

EQ2100193-02 1.00µL EQ2100193-03 1.00µL EQ2100193-04 1.00µL EQ2100193-05 1.00µL

Logbook Ref:Inventory ID Expires On:Perchlorate Internal Standard214820 07/03/2021Name: Perchlorate Internal Standard 1ug/mL

E2100329-001 100.00µL E2100330-001 100.00µL E2100331-001 100.00µL E2100368-001 100.00µL E2100369-001 100.00µL E2100369-002 100.00µL

E2100369-003 100.00µL E2100369-004 100.00µL E2100369-005 100.00µL E2100369-006 100.00µL E2100369-007 100.00µL E2100369-008 100.00µL

E2100369-009 100.00µL EQ2100193-01 100.00µL EQ2100193-02 100.00µL EQ2100193-03 100.00µL EQ2100193-04 100.00µL EQ2100193-05 100.00µL

Preparation Steps

4/8/21 10:30

4/8/21 11:30

Preparation

GRIVERA

Step:

Started:

Finished:

By:

Comments

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 1
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Preparation Information Benchsheet
Prep Run#: Prep WorkFlow:

Prep Date/Time: Team: Prep Method:
Status:377110 GenExt28Day

4/8/21 10:30
Prepped

MethodSemivoa GCMS/GRIVERA

Comments: 

Date: Reviewed By: 

NoYes

Extracts Examined
Date: 

Date: Received By:

Relinquished By:

Chain of Custody

Preparation Information BenchsheetPrinted 4/14/21 16:02 Page 2

GR 4/8/21
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Analytical Results 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston, TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

3/30/21 1400

3/31/21

ALS Group USA, Corp. dba ALS Environmental

LH18/24-SP140_033021Sample Name: 

Basis: Lab Code: E2100330-001 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/214800 10.0 2.50 100  3771104/13/21 15:26  7195705.00

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Method BlankSample Name: 

Basis: Lab Code: EQ2100193-01 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21UND 0.100 0.0250 1  3771104/13/21 17:25  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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Accuracy & Precision 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: ALS Environmental - US E2100330

Water

QA/QC Report

Date Analyzed: 4/13/21

Lab Control Sample Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Prep Method: Method

6850Analytical Method: Units: 

NABasis: 

 377110Extraction Lot:

µg/L

EQ2100193-03EQ2100193-02

Duplicate Lab Control SampleLab Control Sample

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResultAnalyte Name

0.100 96Perchlorate 0.0958 0.0835 0.100 84 84 - 119 14 15

Form 3C

SuperSet Reference:\\alprews001\starlims$\LIMSReps\LabControlSample.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with an asterisk (*) indicate values outside control criteria.
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-02 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0958 0.100 0.0250 1  3771104/13/21 12:55  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Duplicate Lab Control SampleSample Name: 

Basis: Lab Code: EQ2100193-03 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/21J0.0835 0.100 0.0250 1  3771104/13/21 13:27  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

QA/QC Report

Date Analyzed: 4/13/21

NA

NA

µg/LSample Name: 

Basis: Lab Code: NA

Units: Batch QC

E2100369-008

Matrix Spike Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

ALS Group USA, Corp. dba ALS Environmental

Analytical Method: 

Prep Method: 

6850

Method

Batch QCMS Batch QCDMS

Duplicate Matrix SpikeMatrix Spike

RPD 

LimitRPD

% Rec 

Limits% Rec

Spike

AmountResult% Rec

Spike

AmountResult

Sample 

ResultAnalyte Name

EQ2100193-04 EQ2100193-05

Perchlorate 0.100 990.0320 0.131 151384 - 1190.149 1170.100

Form 3A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\MatrixSpike.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57

Results flagged with an asterisk (*) indicate values outside control criteria.

Percent recoveries and relative percent differences (RPD) are determined by the software using values in the calculation which have not been rounded.

Results flagged with a pound (#) indicate the control criteria is not applicable.
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-04 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.131 0.100 0.0250 1  3771104/13/21 13:43  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Sample Matrix:

Service Request: 

Date Collected: 

Date Received: 

ALS Environmental - US E2100330

Water

Analytical Report

NA

NA

ALS Group USA, Corp. dba ALS Environmental

Batch QCSample Name: 

Basis: Lab Code: EQ2100193-05 NA

Units: µg/L

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Run Type: Duplicate Matrix Spike

Analytical Method: 6850

Prep Method: Method

Analysis 

LotAnalyte Name

Extraction

LotResult Q MDL

Dilution 

Factor

Date 

Extracted

Date

AnalyzedLOQ LOD Note

Perchlorate 4/ 8/210.149 0.100 0.0250 1  3771104/13/21 13:51  7195700.0500

Form 1A

SuperSet Reference:\\alprews001\starlims$\LIMSReps\AnalyticalReport.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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Initial Calibration 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 210, Houston, TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
Page 662 of 722
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20210413 ICAL Date: 4/13/2021
Cal. Std. xp:  5/20/2021

1st Review: Grivera ICAL ID:  EC2100018
2nd Review: Kneir

Mobile Phases A: 0.75% Formic Acid/Water 3100807-09 B: MeOH 3100802-01

File Name Acquisition Method 
Dilutio

n R Comments Date/Time 
1 PERCHLORATE1  4/13/2021 10:15
2 PERCHLORATE2  4/13/2021 10:23
3 PERCHLORATE3  4/13/2021 10:31
4 PERCHLORATE4  4/13/2021 10:39
5 PERCHLORATE5  4/13/2021 10:47
6 PERCHLORATE6  4/13/2021 10:54
7 PERCHLORATE7  4/13/2021 11:02
8 PERCHLORATE8  4/13/2021 11:10
9 PERCHLORATE9  4/13/2021 11:18

10 PERCHLORATE10  4/13/2021 11:26
11 PERCHLORATEICV  4/13/2021 11:58
12 ICS  4/13/2021 12:24
13 LODV  4/13/2021 12:31
14 PERCHLORATE7  4/13/2021 12:39
15 EQ2100193-01-DNU  4/13/2021 12:47
16 EQ2100193-02  4/13/2021 12:55
17 EQ2100193-03  4/13/2021 13:27
18 EQ2100193-01-DNU  4/13/2021 13:35
19 EQ2100193-04  4/13/2021 13:43
20 EQ2100193-05  4/13/2021 13:51
21 E2100329-001  4/13/2021 13:59
22 E2100330-001DNU  4/13/2021 14:07
23 E2100331-001  4/13/2021 14:15
24 E2100368-001  4/13/2021 14:23
25 E2100369-001DNU  4/13/2021 14:31
26 PERCHLORATE7  4/13/2021 14:39
27 E2100369-002  4/13/2021 15:03
28 E2100369-003  4/13/2021 15:11
29 E2100369-004  4/13/2021 15:18
30 E2100330-001X100  4/13/2021 15:26
31 E2100369-001X10  4/13/2021 15:34
32 E2100369-005DNU  4/13/2021 15:42
33 E2100369-006DNU  4/13/2021 15:50
34 E2100369-007DNU  4/13/2021 15:58
35 E2100369-008DNU  4/13/2021 16:06
36 E2100369-009DNU  4/13/2021 16:14
37 PERCHLORATE7  4/13/2021 16:38
38 E2100369-008DNU  4/13/2021 16:46
39 E2100369-005X10  4/13/2021 16:54
40 E2100369-006X20  4/13/2021 17:02
41 E2100369-007X20  4/13/2021 17:10
42 E2100369-009X5000  4/13/2021 17:17
43 EQ2100193-01  4/13/2021 17:25
44 PERCHLORATE7  4/13/2021 17:33
45
46

20210413_018 Perchlorate6850b.lcm 1x 3100809-06
1x

20210413_042 Perchlorate6850b.lcm 1x reanalyze: possible carryover

20210413_049 Perchlorate6850b.lcm

20210413_051 Perchlorate6850b.lcm 1x 3100809-02

5000x
20210413_050 Perchlorate6850b.lcm 1x

20210413_047 Perchlorate6850b.lcm 20x
20210413_048 Perchlorate6850b.lcm 20x

20210413_045 Perchlorate6850b.lcm 1x
20210413_046 Perchlorate6850b.lcm 10x

20210413_043 Perchlorate6850b.lcm 1x need 5000X dilution
20210413_044 Perchlorate6850b.lcm 1x 3100809-02

Injection Log
LCMS01 -Shimadzu 8050

3100809-04

3100808-08

20210413_008
20210413_009

20210413_016

20210413_010
20210413_011
20210413_012
20210413_013
20210413_014
20210413_015

20210413_029

20210413_019
20210413_020
20210413_021
20210413_022
20210413_023

20210413_027
20210413_028

20210413_017

20210413_037
20210413_038
20210413_039
20210413_040
20210413_041

20210413_030
20210413_031
20210413_032
20210413_033
20210413_034

Perchlorate6850b.lcm
Perchlorate6850b.lcm

20210413_036
20210413_035

20210413_024
20210413_025
20210413_026

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

1x

need 10X dilution
need 20X dilution

1x
1x

3100808-05
3100808-06
3100808-07

3100808-09
3100809-01

1x

need 10X dilution

1x
1x
1x

3100809-02

3100809-02

INST failed high
3100809-02

3100809-03

1x
1x

3100809-05

1x

1x
1x
1x
1x
1x

1x

100x
10x
1x

INST failed high

need 100X dilution

1x

1x

need 20X dilution
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Calibration ID: EC2100018 E-LCMS-01Instrument ID:
Column Name: 1

# File LocationSample NameLab Code Aquisition Date
01 EC2100018-01 PERCHLORATE1 20210413_008 04/13/2021 10:15

02 EC2100018-02 PERCHLORATE2 20210413_009 04/13/2021 10:23

03 EC2100018-03 PERCHLORATE3 20210413_010 04/13/2021 10:31

04 EC2100018-04 PERCHLORATE4 20210413_011 04/13/2021 10:39

05 EC2100018-05 PERCHLORATE5 20210413_012 04/13/2021 10:47

06 EC2100018-06 PERCHLORATE6 20210413_013 04/13/2021 10:54

07 EC2100018-07 PERCHLORATE7 20210413_014 04/13/2021 11:02

08 EC2100018-08 PERCHLORATE8 20210413_015 04/13/2021 11:10

09 EC2100018-09 PERCHLORATE9 20210413_016 04/13/2021 11:18

10 EC2100018-10 PERCHLORATE10 20210413_017 04/13/2021 11:26

Analyte Curve Fit Weighting

Perchlorate Average RF RSD = 9.714 Average RF = 0.1227

# Amount RF RFAmount# RFAmount# RFAmount#
01 0.1000 0.154 0.12190.500002 0.12090.700003 0.12141.000004
05 2.0000 0.1284 0.12065.000006 0.118310.000007 0.11420.000008
09 30.0000 0.1156 0.11250.000010

Analyte

Perchlorate

# Amount
Calculated

Conc
Calculated

ConcAmount#
Calculated

ConcAmount#%D %D %D
01 0.1000 0.125 0.4970.500002 0.6900.70000325.5 -0.6 -1.5
04 1.0000 0.989 2.092.000005 4.915.000006-1.1 4.6 -1.7
07 10.0000 9.64 18.620.000008 28.330.000009-3.6 -7.1 -5.8
10 50.0000 45.7 -8.7

Initial Calibration - Detailed Report

Printed 4/13/2021 1:31:06 PM Initial Calibration - Detailed Report Page 1 of 2
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1Column Name:
Instrument ID: E-LCMS-01EC2100018Calibration ID:

Datafile ID: 20210413_018

Analyte Lab Code Type Curve Fit True Value Calc Conc Units Result Criteria

Perchlorate EC2100018-11 T Average RF 10 9.478 ng/mL -5.2 <= 15

Initial Calibration Verification Summary Report

Page 2 of 2Initial Calibration Verification Summary ReportPrinted 4/13/2021 1:31:06 PM
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1.25e2Q 99.00>83.00 (-)

A=407
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

2.30e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e1

2.0e1

7.89e3ISTD 107.00>89.00 (-)

A=26435
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 37

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_008
Sample ID: PERCHLORATE1
Date Acquired: 4/13/2021 10:15:23 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_008.lcd
Vial: 22 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.768 407 26435 1 0.12534 ng/mL 0.1000 11.97
Sodium Perchlorate-18O4
_IS

Auto 2.762 26435 26435 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.12534 Conc 1.00000
R#1 11.97 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

1.25e2Q 99.00>83.00 (-)

A=407
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

2.30e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e1

2.0e1

7.89e3ISTD 107.00>89.00 (-)

A=26435
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

Method File: I:\LCMS01\DATA\20210413\Before\20210413.lcm

20210413_008
Sample ID: PERCHLORATE1
Date Acquired: 4/13/2021 10:15:23 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_008.lcd
Vial: 22 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.12722 Conc 1.00000
R#1 11.97 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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5.40e2Q 99.00>83.00 (-)

A=1904
RT=2.761

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

1.18e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

8.14e3ISTD 107.00>89.00 (-)

A=31237
RT=2.758

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 2 of 37

20210413_009
Sample ID: PERCHLORATE2
Date Acquired: 4/13/2021 10:23:19 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_009.lcd
Vial: 23 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.761 1904 31237 1 0.49684 ng/mL 0.5000 21.42
Sodium Perchlorate-18O4
_IS

Auto 2.758 31237 31237 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.49684 Conc 1.00000
R#1 21.42 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

5.40e2Q 99.00>83.00 (-)

A=1888
RT=2.761

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

1.18e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

8.14e3ISTD 107.00>89.00 (-)

A=31237
RT=2.758

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_009
Sample ID: PERCHLORATE2
Date Acquired: 4/13/2021 10:23:19 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_009.lcd
Vial: 23 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.50005 Conc 1.00000
R#1 20.15 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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7.20e2Q 99.00>83.00 (-)

A=2863
RT=2.762

RT (min)
2 3 4

0.0e0

2.5e2

5.0e2

1.82e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

8.91e3ISTD 107.00>89.00 (-)

A=33837
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 3 of 37

20210413_010
Sample ID: PERCHLORATE3
Date Acquired: 4/13/2021 10:31:12 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_010.lcd
Vial: 24 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.762 2863 33837 1 0.68967 ng/mL 0.7000 23.86
Sodium Perchlorate-18O4
_IS

Auto 2.761 33837 33837 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.68967 Conc 1.00000
R#1 23.86 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

7.20e2Q 99.00>83.00 (-)

A=2515
RT=2.762

RT (min)
2 3 4

0.0e0

2.5e2

5.0e2

1.82e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

8.91e3ISTD 107.00>89.00 (-)

A=33837
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_010
Sample ID: PERCHLORATE3
Date Acquired: 4/13/2021 10:31:12 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_010.lcd
Vial: 24 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.61492 Conc 1.00000
R#1 25.48 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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1.08e3Q 99.00>83.00 (-)

A=4096
RT=2.759

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

2.77e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.84e3ISTD 107.00>89.00 (-)

A=33742
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 4 of 37

20210413_011
Sample ID: PERCHLORATE4
Date Acquired: 4/13/2021 10:39:04 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_011.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.759 4096 33742 1 0.98947 ng/mL 1.0000 25.61
Sodium Perchlorate-18O4
_IS

Auto 2.757 33742 33742 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.98947 Conc 1.00000
R#1 25.61 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

1.08e3Q 99.00>83.00 (-)

A=4015
RT=2.759

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

2.77e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.84e3ISTD 107.00>89.00 (-)

A=33742
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_011
Sample ID: PERCHLORATE4
Date Acquired: 4/13/2021 10:39:04 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_011.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.98444 Conc 1.00000
R#1 25.21 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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2.38e3Q 99.00>83.00 (-)

A=8496
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

5.09e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

8.76e3ISTD 107.00>89.00 (-)

A=33090
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 5 of 37

20210413_012
Sample ID: PERCHLORATE5
Date Acquired: 4/13/2021 10:47:01 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_012.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.757 8496 33090 1 2.09273 ng/mL 2.0000 22.06
Sodium Perchlorate-18O4
_IS

Auto 2.757 33090 33090 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 2.09273 Conc 1.00000
R#1 22.06 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

2.38e3Q 99.00>83.00 (-)

A=8496
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

5.09e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e2

4.0e2

8.76e3ISTD 107.00>89.00 (-)

A=33090
RT=2.757

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_012
Sample ID: PERCHLORATE5
Date Acquired: 4/13/2021 10:47:01 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_012.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 2.12410 Conc 1.00000
R#1 22.06 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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5.68e3Q 99.00>83.00 (-)

A=20508
RT=2.758

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

1.19e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

9.33e3ISTD 107.00>89.00 (-)

A=34019
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 6 of 37

20210413_013
Sample ID: PERCHLORATE6
Date Acquired: 4/13/2021 10:54:54 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_013.lcd
Vial: 27 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.758 20508 34019 1 4.91382 ng/mL 5.0000 20.99
Sodium Perchlorate-18O4
_IS

Auto 2.759 34019 34019 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 4.91382 Conc 1.00000
R#1 20.99 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

5.68e3Q 99.00>83.00 (-)

A=20508
RT=2.758

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

1.19e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e2

1.0e3

9.33e3ISTD 107.00>89.00 (-)

A=34019
RT=2.759

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_013
Sample ID: PERCHLORATE6
Date Acquired: 4/13/2021 10:54:54 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_013.lcd
Vial: 27 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 4.98748 Conc 1.00000
R#1 20.99 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.07e3Q 99.00>83.00 (-)

A=29126
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.95e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.27e3ISTD 107.00>89.00 (-)

A=24621
RT=2.765

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 7 of 37

20210413_014
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 11:02:49 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_014.lcd
Vial: 21 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.766 29126 24621 1 9.64243 ng/mL 10.0000 22.37
Sodium Perchlorate-18O4
_IS

Auto 2.765 24621 24621 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.64243 Conc 1.00000
R#1 22.37 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

9.07e3Q 99.00>83.00 (-)

A=29126
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.95e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.27e3ISTD 107.00>89.00 (-)

A=24621
RT=2.765

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_014
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 11:02:49 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_014.lcd
Vial: 21 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.78696 Conc 1.00000
R#1 22.37 (0.00)

1st /S/ GR 04/14/21 

2nd /S/ KN 04/14/21
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2.01e4Q 99.00>83.00 (-)

A=69850
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e4

2.0e4

4.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

8.88e3ISTD 107.00>89.00 (-)

A=30625
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 8 of 37

20210413_015
Sample ID: PERCHLORATE8
Date Acquired: 4/13/2021 11:10:43 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_015.lcd
Vial: 28 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.763 69850 30625 1 18.590
82

ng/mL 20.0000 21.49

Sodium Perchlorate-18O4
_IS

Auto 2.761 30625 30625 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 18.59082 Conc 1.00000
R#1 21.49 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

2.01e4Q 99.00>83.00 (-)

A=69850
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e4

2.0e4

4.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

8.88e3ISTD 107.00>89.00 (-)

A=30625
RT=2.761

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_015
Sample ID: PERCHLORATE8
Date Acquired: 4/13/2021 11:10:43 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_015.lcd
Vial: 28 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 18.86948 Conc 1.00000
R#1 21.49 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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3.55e4Q 99.00>83.00 (-)

A=119009
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e4

7.42e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.02e4ISTD 107.00>89.00 (-)

A=34325
RT=2.763

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 9 of 37

20210413_016
Sample ID: PERCHLORATE9
Date Acquired: 4/13/2021 11:18:37 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_016.lcd
Vial: 29 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.764 1190
09

34325 1 28.260
43

ng/mL 30.0000 21.59

Sodium Perchlorate-18O4
_IS

Auto 2.763 34325 34325 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 28.26043 Conc 1.00000
R#1 21.59 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

3.55e4Q 99.00>83.00 (-)

A=119009
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e4

7.42e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.02e4ISTD 107.00>89.00 (-)

A=34325
RT=2.763

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_016
Sample ID: PERCHLORATE9
Date Acquired: 4/13/2021 11:18:37 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_016.lcd
Vial: 29 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 28.68402 Conc 1.00000
R#1 21.59 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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5.40e4Q 99.00>83.00 (-)

A=170133
RT=2.765

RT (min)
2 3 4

0.0e0

2.0e4

4.0e4

1.18e4R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

9.62e3ISTD 107.00>89.00 (-)

A=30370
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 10 of 37

20210413_017
Sample ID: PERCHLORATE10
Date Acquired: 4/13/2021 11:26:31 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_017.lcd
Vial: 30 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.765 1701
33

30370 1 45.662
71

ng/mL 50.0000 22.95

Sodium Perchlorate-18O4
_IS

Auto 2.763 30370 30370 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 45.66271 Conc 1.00000
R#1 22.95 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

5.40e4Q 99.00>83.00 (-)

A=170133
RT=2.765

RT (min)
2 3 4

0.0e0

2.0e4

4.0e4

1.18e4R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

9.62e3ISTD 107.00>89.00 (-)

A=30370
RT=2.763

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

9.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_017
Sample ID: PERCHLORATE10
Date Acquired: 4/13/2021 11:26:31 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_017.lcd
Vial: 30 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 46.34714 Conc 1.00000
R#1 22.95 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.62e3Q 99.00>83.00 (-)

A=31002
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e3

2.23e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.36e3ISTD 107.00>89.00 (-)

A=26657
RT=2.672

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 11 of 37

20210413_018
Sample ID: PERCHLORATEICV
Date Acquired: 4/13/2021 11:58:42 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_018.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.673 31002 26657 1 9.47985 ng/mL 10.0000 23.51
Sodium Perchlorate-18O4
_IS

Auto 2.672 26657 26657 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.47985 Conc 1.00000
R#1 23.51 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 686 of 722

01038815



Before

8.06e3Q 99.00>83.00 (-)

A=25919
RT=2.766

RT (min)
2 3 4

0.0e0

5.0e3

1.93e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.95e3ISTD 107.00>89.00 (-)

A=25591
RT=2.764

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_018
Sample ID: PERCHLORATEICV
Date Acquired: 4/13/2021 11:34:26 AM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_018.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 8.37906 Conc 1.00000
R#1 24.46 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Chromatograms and  
Selected Ion Monitoring 

ALS Environmental - Houston HRMS 
10450 Stancliff Rd., Suite 320, Houston TX 77099 
Phone (713)266-1599 Fax (713)266-0130 
www.alsglobal.com 

RIGHT SOLUTIONS |  RIGHT PARTNER 
Page 688 of 722

01038817



20210413 ICAL Date: 4/13/2021
Cal. Std. xp:  5/20/2021

1st Review: Grivera ICAL ID:  EC2100018
2nd Review: Kneir

Mobile Phases A: 0.75% Formic Acid/Water 3100807-09 B: MeOH 3100802-01

File Name Acquisition Method 
Dilutio

n R Comments Date/Time 
1 PERCHLORATE1  4/13/2021 10:15
2 PERCHLORATE2  4/13/2021 10:23
3 PERCHLORATE3  4/13/2021 10:31
4 PERCHLORATE4  4/13/2021 10:39
5 PERCHLORATE5  4/13/2021 10:47
6 PERCHLORATE6  4/13/2021 10:54
7 PERCHLORATE7  4/13/2021 11:02
8 PERCHLORATE8  4/13/2021 11:10
9 PERCHLORATE9  4/13/2021 11:18

10 PERCHLORATE10  4/13/2021 11:26
11 PERCHLORATEICV  4/13/2021 11:58
12 ICS  4/13/2021 12:24
13 LODV  4/13/2021 12:31
14 PERCHLORATE7  4/13/2021 12:39
15 EQ2100193-01-DNU  4/13/2021 12:47
16 EQ2100193-02  4/13/2021 12:55
17 EQ2100193-03  4/13/2021 13:27
18 EQ2100193-01-DNU  4/13/2021 13:35
19 EQ2100193-04  4/13/2021 13:43
20 EQ2100193-05  4/13/2021 13:51
21 E2100329-001  4/13/2021 13:59
22 E2100330-001DNU  4/13/2021 14:07
23 E2100331-001  4/13/2021 14:15
24 E2100368-001  4/13/2021 14:23
25 E2100369-001DNU  4/13/2021 14:31
26 PERCHLORATE7  4/13/2021 14:39
27 E2100369-002  4/13/2021 15:03
28 E2100369-003  4/13/2021 15:11
29 E2100369-004  4/13/2021 15:18
30 E2100330-001X100  4/13/2021 15:26
31 E2100369-001X10  4/13/2021 15:34
32 E2100369-005DNU  4/13/2021 15:42
33 E2100369-006DNU  4/13/2021 15:50
34 E2100369-007DNU  4/13/2021 15:58
35 E2100369-008DNU  4/13/2021 16:06
36 E2100369-009DNU  4/13/2021 16:14
37 PERCHLORATE7  4/13/2021 16:38
38 E2100369-008DNU  4/13/2021 16:46
39 E2100369-005X10  4/13/2021 16:54
40 E2100369-006X20  4/13/2021 17:02
41 E2100369-007X20  4/13/2021 17:10
42 E2100369-009X5000  4/13/2021 17:17
43 EQ2100193-01  4/13/2021 17:25
44 PERCHLORATE7  4/13/2021 17:33
45
46

20210413_018 Perchlorate6850b.lcm 1x 3100809-06
1x

20210413_042 Perchlorate6850b.lcm 1x reanalyze: possible carryover

20210413_049 Perchlorate6850b.lcm

20210413_051 Perchlorate6850b.lcm 1x 3100809-02

5000x
20210413_050 Perchlorate6850b.lcm 1x

20210413_047 Perchlorate6850b.lcm 20x
20210413_048 Perchlorate6850b.lcm 20x

20210413_045 Perchlorate6850b.lcm 1x
20210413_046 Perchlorate6850b.lcm 10x

20210413_043 Perchlorate6850b.lcm 1x need 5000X dilution
20210413_044 Perchlorate6850b.lcm 1x 3100809-02

Injection Log
LCMS01 -Shimadzu 8050

3100809-04

3100808-08

20210413_008
20210413_009

20210413_016

20210413_010
20210413_011
20210413_012
20210413_013
20210413_014
20210413_015

20210413_029

20210413_019
20210413_020
20210413_021
20210413_022
20210413_023

20210413_027
20210413_028

20210413_017

20210413_037
20210413_038
20210413_039
20210413_040
20210413_041

20210413_030
20210413_031
20210413_032
20210413_033
20210413_034

Perchlorate6850b.lcm
Perchlorate6850b.lcm

20210413_036
20210413_035

20210413_024
20210413_025
20210413_026

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

1x
1x
1x
1x
1x

1x

need 10X dilution
need 20X dilution

1x
1x

3100808-05
3100808-06
3100808-07

3100808-09
3100809-01

1x

need 10X dilution

1x
1x
1x

3100809-02

3100809-02

INST failed high
3100809-02

3100809-03

1x
1x

3100809-05

1x

1x
1x
1x
1x
1x

1x

100x
10x
1x

INST failed high

need 100X dilution

1x

1x

need 20X dilution
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20210414 ICAL Date: 4/13/2021
Cal. Std. xp:  5/20/2021

1st Review: Grivera ICAL ID:  EC2100018
2nd Review: Kneir

Mobile Phases A: 0.75% Formic Acid/Water 3100807-09 B: MeOH 3100802-01

File Name Acquisition Method 
Dilutio

n R Comments Date/Time 
1 null  4/14/2021 9:05
2 null  4/14/2021 9:09
3 IB  4/14/2021 9:15
4 IB  4/14/2021 9:23
5 ICS  4/14/2021 9:30
6 LODV  4/14/2021 10:22
7 PERCHLORATE7  4/14/2021 10:29
8 E2100369-008  4/14/2021 11:08
9 PERCHLORATE7  4/14/2021 11:32

10
11
12
13
14
15
16
17
18
19

3100809-02
reanalyzed due to carryover

1x
1x
1x
1x

1x
1x
1x
1x
1xPerchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm
Perchlorate6850b.lcm

20210414_003
20210414_004
20210414_005
20210414_006
20210414_007
20210414_008
20210414_009

Injection Log
LCMS01 -Shimadzu 8050

3100809-02

20210414_001
20210414_002
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_021

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.83 0.1206 Average RF0.1227 -1.7 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_033

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.97 0.1224 Average RF0.1227 -0.3 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_044

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 11.1 0.1357 Average RF0.1227  10.6 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/13/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719570

File ID: I:\LCMS01\DATA\20210413\20210413_051

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.72 0.1193 Average RF0.1227 -2.8 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/14/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719704

File ID: I:\LCMS01\DATA\20210414\20210414_007

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.01 0.1105 Average RF0.1227 -9.9 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 4/14/21

Continuing Calibration Verification Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850 Calibration Date: 

Calibration ID: 

Analysis Lot: 

ng/mLUnits: 

4/13/21

EC2100018

 719704

File ID: I:\LCMS01\DATA\20210414\20210414_009

ALS Group USA, Corp. dba ALS Environmental

%D Curve Fit%DriftResult

Average 

RFAnalyte Name Expected

CCV

RF Criteria

Perchlorate 10.0 9.32 0.1143 Average RF0.1227 -6.8 NA ± 15 %

Form 7

SuperSet Reference:\\alprews001\starlims$\LIMSReps\CCVSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:58
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_021

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-01

Signal ID: 1

4/13/21 12:39

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 25,141  2.77EQ2100205-01Continuing Calibration Verification 

 39,477  2.76EQ2100193-02Lab Control Sample 

 24,790  2.77EQ2100193-03Duplicate Lab Control Sample 

 36,600  2.76EQ2100193-04Batch QCMS

 34,785  2.76EQ2100193-05Batch QCDMS

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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01038826



HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_033

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-02

Signal ID: 1

4/13/21 14:39

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 21,644  2.77EQ2100205-02Continuing Calibration Verification 

 19,933  2.77E2100330-001LH18/24-SP140_033021 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_044

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-03

Signal ID: 1

4/13/21 16:38

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 19,570  2.68EQ2100205-03Continuing Calibration Verification 

 22,959  2.78EQ2100193-01Method Blank 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719570

File ID: I:\LCMS01\DATA\20210413\20210413_051

Instrument ID: E-LCMS-01

Lab Code: EQ2100205-04

Signal ID: 1

4/13/21 17:33

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 22,708  2.78EQ2100205-04Continuing Calibration Verification 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719704

File ID: I:\LCMS01\DATA\20210414\20210414_007

Instrument ID: E-LCMS-01

Lab Code: EQ2100208-01

Signal ID: 1

4/14/21 10:29

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 23,140  2.78EQ2100208-01Continuing Calibration Verification 

 30,487  2.77E2100369-008Batch QC 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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HS21031613

Client: 

Project: 

Service Request: ALS Environmental - US E2100330

QA/QC Report

Date Analyzed: 

Internal Standard Area and RT Summary

Perchlorates in Water, Soils, Solid Wastes Using High Performance LC/Electrospray/Mass Spectrometry

Analytical Method: 6850

Analysis Lot:  719704

File ID: I:\LCMS01\DATA\20210414\20210414_009

Instrument ID: E-LCMS-01

Lab Code: EQ2100208-02

Signal ID: 1

4/14/21 11:32

ALS Group USA, Corp. dba ALS Environmental

Sodium Perchlorate-18O4

RTArea

ICAL Average ==>

Upper Limit ==>

Lower Limit ==>

 31,230  2.76

 46,845

 0.76

 4.76

 15,615

Associated Analyses

 23,950  2.77EQ2100208-02Continuing Calibration Verification 

Results flagged with an asterisk (*) indicate values outside control criteria.

Form 2B

SuperSet Reference:\\alprews001\starlims$\LIMSReps\InternalStandardSummary.rpt 21-0000586146 rev 00

Printed 4/14/21 15:57
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9.62e2Q 99.00>83.00 (-)

A=3261
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e2

2.38e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.09e3ISTD 107.00>89.00 (-)

A=26130
RT=2.671

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 12 of 37

20210413_019
Sample ID: ICS
Date Acquired: 4/13/2021 12:24:05 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_019.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.673 3261 26130 1 1.01724 ng/mL ---- 24.89
Sodium Perchlorate-18O4
_IS

Auto 2.671 26130 26130 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 1.01724 Conc 1.00000
R#1 24.89 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 703 of 722
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Before

9.62e2Q 99.00>83.00 (-)

A=3261
RT=2.673

RT (min)
2 3 4

0.0e0

5.0e2

2.38e2R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e2

2.0e2

8.09e3ISTD 107.00>89.00 (-)

A=26130
RT=2.671

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_019
Sample ID: ICS
Date Acquired: 4/13/2021 12:24:05 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_019.lcd
Vial: 32 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 1.03249 Conc 1.00000
R#1 24.89 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 704 of 722
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7.90e1Q 99.00>83.00 (-)

A=208
RT=2.764

RT (min)
2 3 4

0.0e0

5.0e1

7.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.65e3ISTD 107.00>89.00 (-)

A=26679
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 13 of 37

20210413_020
Sample ID: LODV
Date Acquired: 4/13/2021 12:31:57 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_020.lcd
Vial: 20 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.764 208 26679 1 0.06340 ng/mL ---- 23.29
Sodium Perchlorate-18O4
_IS

Auto 2.762 26679 26679 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.06340 Conc 1.00000
R#1 23.29 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 705 of 722
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Before

7.90e1Q 99.00>83.00 (-)

A=208
RT=2.764

RT (min)
2 3 4

0.0e0

5.0e1

7.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.65e3ISTD 107.00>89.00 (-)

A=26679
RT=2.762

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_020
Sample ID: LODV
Date Acquired: 4/13/2021 12:31:57 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_020.lcd
Vial: 20 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.06435 Conc 1.00000
R#1 23.29 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.62e3Q 99.00>83.00 (-)

A=30328
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e3

1.98e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.47e3ISTD 107.00>89.00 (-)

A=25141
RT=2.766

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 14 of 37

20210413_021
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 12:39:50 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_021.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.768 30328 25141 1 9.83263 ng/mL 10.0000 20.52
Sodium Perchlorate-18O4
_IS

Auto 2.766 25141 25141 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.83263 Conc 1.00000
R#1 20.52 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 707 of 722
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Before

9.62e3Q 99.00>83.00 (-)

A=30328
RT=2.768

RT (min)
2 3 4

0.0e0

5.0e3

1.98e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.47e3ISTD 107.00>89.00 (-)

A=25141
RT=2.766

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_021
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 12:39:50 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_021.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.98001 Conc 1.00000
R#1 20.52 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 708 of 722
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1.11e2Q 99.00>83.00 (-)

A=464
RT=2.765

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

1.20e4ISTD 107.00>89.00 (-)

A=39477
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

1.2e4

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 16 of 37

20210413_023
Sample ID: EQ2100193-02
Date Acquired: 4/13/2021 12:55:37 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_023.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.765 464 39477 1 0.09580 ng/mL ---- 4.76
Sodium Perchlorate-18O4
_IS

Auto 2.764 39477 39477 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.09580 Conc 1.00000
R#1 4.76 (0.00)

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 709 of 722
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Before

1.11e2Q 99.00>83.00 (-)

A=369
RT=2.765

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

1.20e4ISTD 107.00>89.00 (-)

A=39477
RT=2.764

RT (min)
2 3 4

0.0e0

2.0e3

4.0e3

6.0e3

8.0e3

1.0e4

1.2e4

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_023
Sample ID: EQ2100193-02
Date Acquired: 4/13/2021 12:55:37 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_023.lcd
Vial: 26 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.07733 Conc 1.00000
R#1 6.25 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21

Page 710 of 722
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8.00e1Q 99.00>83.00 (-)

A=254
RT=2.775

RT (min)
2 3 4

0.0e0

5.0e1

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

7.71e3ISTD 107.00>89.00 (-)

A=24790
RT=2.768

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 1:14:32 PM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 1

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_024
Sample ID: EQ2100193-03
Date Acquired: 4/13/2021 1:27:56 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_024.lcd
Vial: 3 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate M 2.775 254 24790 1 0.08352 ng/mL ---- 32.50
Sodium Perchlorate-18O4
_IS

M 2.768 24790 24790 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.08352 Conc 1.00000
R#1 32.50 (0.00)

After-BLC

After-BLC

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

8.00e1Q 99.00>83.00 (-)

A=250
RT=2.775

RT (min)
2 3 4

0.0e0

5.0e1

3.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.0e1

7.71e3ISTD 107.00>89.00 (-)

A=24863
RT=2.768

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_024
Sample ID: EQ2100193-03
Date Acquired: 4/13/2021 1:27:56 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_024.lcd
Vial: 3 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 0.08311 Conc 1.00000
R#1 26.58 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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8.96e3Q 99.00>83.00 (-)

A=26483
RT=2.773

RT (min)
2 3 4

0.0e0

5.0e3

1.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.46e3ISTD 107.00>89.00 (-)

A=21644
RT=2.771

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 24 of 37

20210413_033
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 2:39:04 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_033.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.773 26483 21644 1 9.97349 ng/mL 10.0000 20.32
Sodium Perchlorate-18O4
_IS

Auto 2.771 21644 21644 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.97349 Conc 1.00000
R#1 20.32 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

8.96e3Q 99.00>83.00 (-)

A=26483
RT=2.773

RT (min)
2 3 4

0.0e0

5.0e3

1.75e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

7.46e3ISTD 107.00>89.00 (-)

A=21644
RT=2.771

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_033
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 2:39:04 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_033.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 10.12298 Conc 1.00000
R#1 20.32 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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3.97e4Q 99.00>83.00 (-)

A=117368
RT=2.775

RT (min)
2 3 4

0.0e0

2.0e4

9.17e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

6.52e3ISTD 107.00>89.00 (-)

A=19933
RT=2.774

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 28 of 37

20210413_037
Sample ID: E2100330-001X100
Date Acquired: 4/13/2021 3:26:48 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_037.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.775 1173
68

19933 1 47.995
37

ng/mL ---- 24.40

Sodium Perchlorate-18O4
_IS

Auto 2.774 19933 19933 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 47.99537 Conc 1.00000
R#1 24.40 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

3.97e4Q 99.00>83.00 (-)

A=117368
RT=2.775

RT (min)
2 3 4

0.0e0

2.0e4

9.17e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

5.0e3

6.52e3ISTD 107.00>89.00 (-)

A=19933
RT=2.774

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_037
Sample ID: E2100330-001X100
Date Acquired: 4/13/2021 3:26:48 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_037.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 48.71476 Conc 1.00000
R#1 24.40 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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1.12e4Q 99.00>83.00 (-)

A=26560
RT=2.679

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

2.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

7.79e3ISTD 107.00>89.00 (-)

A=19570
RT=2.678

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 30 of 37

20210413_044
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 4:38:24 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_044.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.679 26560 19570 1 11.062
46

ng/mL 10.0000 20.61

Sodium Perchlorate-18O4
_IS

Auto 2.678 19570 19570 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 11.06246 Conc 1.00000
R#1 20.61 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

1.12e4Q 99.00>83.00 (-)

A=26560
RT=2.679

RT (min)
2 3 4

0.0e0

5.0e3

1.0e4

2.30e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

7.79e3ISTD 107.00>89.00 (-)

A=19570
RT=2.678

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_044
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 4:38:24 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_044.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 11.22827 Conc 1.00000
R#1 20.61 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

1.41e2Q 99.00>83.00 (-)

A=456
RT=2.074

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

6.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.56e3ISTD 107.00>89.00 (-)

A=22959
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 3:28:07 PM

Manual Integration - Before

Method File: I:\LCMS01\DATA\20210413\Before\20210413.lcm

20210413_050
Sample ID: EQ2100193-01
Date Acquired: 4/13/2021 5:25:51 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_050.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 3

Perchlorate Sodium Perchlorate
-18O4_IS

Conc ---- Conc 1.00000
R#1 ---- (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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1.41e2Q 99.00>83.00 (-)

A=456
RT=2.074

RT (min)
2 3 4

0.0e0

5.0e1

1.0e2

6.00e1R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

2.5e1

5.0e1

8.56e3ISTD 107.00>89.00 (-)

A=22959
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 3:26:31 PM

I:\LCMS01\DATA\20210413\20210413.damlp Page 1 of 1

Method File: I:\LCMS01\DATA\20210413\20210413.lcm
Project File: I:\LCMS01\DATA\20210413\20210413.damlp

20210413_050
Sample ID: EQ2100193-01
Date Acquired: 4/13/2021 5:25:51 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_050.lcd
Vial: 25 | Inj. Volume: 25.0000uL | Tray: 3

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate ND(W
/B)

---- ---- 22959 1 ---- ng/mL ---- ----

Sodium Perchlorate-18O4
_IS

Auto 2.777 22959 22959 1 1.00000 ng/mL ---- ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc ---- Conc 1.00000
R#1 ---- (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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9.55e3Q 99.00>83.00 (-)

A=27084
RT=2.779

RT (min)
2 3 4

0.0e0

5.0e3

2.26e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.35e3ISTD 107.00>89.00 (-)

A=22708
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:51:54 AM

I:\LCMS01\DATA\20210413\20210413.damlp Page 37 of 37

20210413_051
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 5:33:46 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\20210413_051.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Name Mode
ID

Found
RT

Area ISTD
Area

ISTD
Group

Conc. Unit Std.
Conc.

Ref 1 Actual
Ratio

Perchlorate Auto 2.779 27084 22708 1 9.72180 ng/mL 10.0000 23.63
Sodium Perchlorate-18O4
_IS

Auto 2.777 22708 22708 1 1.00000 ng/mL 1.0000 ----

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.72180 Conc 1.00000
R#1 23.63 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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Before

9.55e3Q 99.00>83.00 (-)

A=27084
RT=2.779

RT (min)
2 3 4

0.0e0

5.0e3

2.26e3R1 101.00>85.00 (-)

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

8.35e3ISTD 107.00>89.00 (-)

A=22708
RT=2.777

RT (min)
2 3 4

0.0e0

1.0e3

2.0e3

3.0e3

4.0e3

5.0e3

6.0e3

7.0e3

8.0e3

Insight Report Printed at 4/14/2021 8:55:34 AM

Manual Integration - Before

20210413_051
Sample ID: PERCHLORATE7
Date Acquired: 4/13/2021 5:33:46 PM
Acquired by: System Administrator
Data File: I:\LCMS01\DATA\20210413\Before\20210413_051.lcd
Vial: 31 | Inj. Volume: 25.0000uL | Tray: 1

Perchlorate Sodium Perchlorate
-18O4_IS

Conc 9.86752 Conc 1.00000
R#1 23.63 (0.00)

1st /S/ GR 04/14/21

2nd /S/ KN 04/14/21
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DEPARTMENT OF THE ARMY 
LONGHORN ARMY AMMUNITION PLANT 

POST OFFICE BOX 220 
RATCLIFF, AR 72951 

 
 

                         June 29, 2021 
 
DAIM-ODB-LO 
 
Ms. Lauren Poulos 
U.S. Environmental Protection Agency 
1201 Elm Street, Suite 500 
Dallas, TX  75270-2002 
 
Re: Final Year 4 Long-Term Management Report for LHAAP-001-R-01 and LHAAP-

003-R-01 Longhorn Army Ammunition Plant, Karnack Texas 
 
Dear Ms. Poulos, 
 
An electronic copy of the above referenced document has been added to the project portal’s 
“Documents” folder at the following address for your record: 
(https://docs.cbifederalservices.com/sites/501032/regulators/Shared%20Documents/Forms/AllIte
ms.aspx). An electronic copy of this letter and download instructions for the electronic file have 
been sent via email. 
 
The document was prepared by Bhate Environmental Associates, Inc., (Bhate) team, on behalf of 
the Army as part of Bhate’s Performance Based Remediation contract for the facility.  I ask that 
Kim Nemmers, Bhate’s Project Manager, be copied on any communications related to the 
project. 
 
The point of contact for this action is the undersigned.  I may be contacted at 479-635-0110, or 
by email at rose.m.zeiler.civ@mail.mil. 
  
      Sincerely, 
      
 
 
 
      Rose M. Zeiler, Ph.D. 
      Longhorn AAP Site Manager 
 
 

01038852



 

Copies furnished: 
A. Palmie, TCEQ, Austin, TX (1 digital copy) 
P. Bruckwicki, Caddo Lake NWR, TX (1 Hard Copy and 1 CD) 
A. Williams, USACE, Fort Worth, TX District (1 digital copy) 
R. Smith, USACE, Fort Worth, TX District (Transmittal Letter via email) 
A. Maly, USAEC, San Antonio, TX (1 digital copy) 
K. Nemmers, Bhate, Lakewood, CO (1 digital copy) 
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DEPARTMENT OF THE ARMY 
LONGHORN ARMY AMMUNITION PLANT 

POST OFFICE BOX 220 
RATCLIFF, AR 72951 

 
 

                         June 29, 2021 
 
DAIM-ODB-LO 
 
Ms. April Palmie 
Texas Commission on Environmental Quality 
Superfund Section, MC-136 
12100 Park 35 Circle, Bldg D 
Austin, TX  78753 
 
Re: Final Year 4 Long-Term Management Report for LHAAP-001-R-01 and LHAAP-

003-R-01 Longhorn Army Ammunition Plant, Karnack Texas 
 
Dear Ms. Palmie, 
 
An electronic copy of the above referenced document has been added to the project portal’s 
“Documents” folder at the following address for your record: 
(https://docs.cbifederalservices.com/sites/501032/regulators/Shared%20Documents/Forms/AllIte
ms.aspx). An electronic copy of this letter and download instructions for the electronic file have 
been sent via email.  
 
The document was prepared by Bhate Environmental Associates, Inc., (Bhate) team, on behalf of 
the Army as part of Bhate’s Performance Based Remediation contract for the facility.  I ask that 
Kim Nemmers, Bhate’s Project Manager, be copied on any communications related to the 
project. 
 
The point of contact for this action is the undersigned.  I may be contacted at 479-635-0110, or 
by email at rose.m.zeiler.civ@mail.mil. 
 
      Sincerely, 
      
 
 
 
      Rose M. Zeiler, Ph.D. 
      Longhorn AAP Site Manager 
 
 

01038854



 

Copies furnished: 
L. Poulos, USEPA Region 6, Dallas, TX (1 digital copy) 
P. Bruckwicki, Caddo Lake NWR, TX (1 Hard Copy and 1 CD) 
R. Smith, USACE, Fort Worth, TX District (Transmittal Letter via email) 
A. Williams, USACE, Fort Worth, TX District (1 digital copy) 
A. Maly, USAEC, San Antonio, TX (1 digital copy) 
K. Nemmers, Bhate, Lakewood, CO (1 digital copy) 
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ACRONYMS AND ABBREVIATIONS 
§ Section 
EODT    EOD Technology, Inc. 
IRP     Installation Restoration Program 
LHAAP    Longhorn Army Ammunition Plant 
LTM    Long-Term Management 
LUC(s)    Land use control(s) 
MEC    Munitions and explosives of concern  
MMRP    Military Munitions Response Program 
MPPEH   Material potentially presenting explosive hazard 
MRS    Munitions response site 
RAO    Remedial action objective 
ROD    Record of Decision 
Shaw    Shaw Environmental & Infrastructure, Inc. 
TAC    Texas Administrative Code 
U.S.    United States 
USACE     U.S. Army Corps of Engineers 
USEPA    U.S. Environmental Protection Agency 
USFWS    U.S. Fish and Wildlife Service 
WP     White phosphorus 
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YEAR 4 LONG-TERM MANAGEMENT REPORT 
FOR LHAAP-001-R-01 AND LHAAP-003-R-01 
LONGHORN ARMY AMMUNITION PLANT, TEXAS 

June 2021  1-1 

 

1 INTRODUCTION  
This document presents the monitoring of land use controls (LUCs) associated with the remedy 
set forth in the Final Longhorn Army Ammunition Plant (LHAAP) Record of Decision (ROD) (Shaw 
Environmental & Infrastructure, Inc. [Shaw], August 2016) for Military Munitions Response 
Program (MMRP) sites LHAAP-001-R-01 (South Test Area/Bomb Test Area) and LHAAP-003-R-01 
(Ground Signal Test Area).  This Year 4 LUC Monitoring Report was prepared for the United States 
(U.S.) Army under the Worldwide Environmental Remediation Services Contract No. W9128F-13-
D-0012 managed by the U.S. Army Corps of Engineers (USACE), Tulsa District. 

1.1 Facility Background 

The LHAAP is an inactive, government-owned, formerly contractor-operated and maintained 
industrial facility located in central-east Texas, in the northeastern corner of Harrison County. 
The facility occupies approximately 1,200 of its former 8,416 acres located between State 
Highway 43 in Karnack, Texas, and the southwestern shore of Caddo Lake, as shown on Figure 1-
1.  The LHAAP was listed as a National Priorities List site on August 9, 1990, due to threatened 
releases of hazardous substances, pollutants, or contaminants.  The U.S. Environmental 
Protection Agency (USEPA), the Texas Water Commission (now the Texas Commission on 
Environmental Quality), and the U.S. Army signed a Federal Facility Agreement on December 30, 
1991, to address the contamination at LHAAP. 

1.2 Munitions Response Sites LHAAP-001-R-01 and LHAAP-003-R-01 
Site Descriptions 

Munitions response site (MRS) LHAAP-001-R-01 (South Test Area/Bomb Test Area) is co-located 
with Installation Restoration Program (IRP) site LHAAP-27 and is situated in the southern portion 
of LHAAP and covers an area of approximately 79 acres (Figure 1-2).  Site LHAAP-001-R-01 was 
constructed in 1954 and used for testing photoflash bombs produced at the facility until 
approximately 1956.  During the late 1950s, illuminating signal devices were also demilitarized 
within pits excavated in the vicinity of the test pad.  During the 1960s, leaking production items 
may have been demilitarized by detonation.  Leaking white phosphorus (WP) munitions were 
supposedly disposed of, although no primary source documentation concerning this effort has 
been located.  In 1984, a LHAAP Contamination Survey indicated that the area had been relatively 
inactive since the early 1960s and no disposal or testing activities have been carried out in this 
area since that time.  LHAAP-001-R-01 was identified as a munitions and explosives of concern 
(MEC) area based on the visual confirmation of MEC. 

Site LHAAP-003-R-01 (Ground Signal Test Area), is co-located with IRP site LHAAP-54 and is 
situated in the southeastern portion of LHAAP and covers an area of approximately 80 acres 
(Figure 1-3).  Site LHAAP-003-R-01 was used intermittently in April 1963 for aerial and on-ground 
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testing and destruction of a variety of devices, including pyrotechnic signal devices, red 
phosphorus smoke wedges, infrared flares, illuminating mortar shells and cartridges, button 
bombs, and various types of explosive simulators.  The site was also used intermittently over a 
20-year period for testing and burn-out of rocket motors.  From late 1988 through 1991, the site 
was also used for the burn-out of Pershing missile rocket motors.  Occasionally, leaking WP 
munitions were burned at the site as a demilitarization activity.  LHAAP-003-R-01 was identified 
as a MEC area based on the reported presence of MEC.   

1.3 Land Use Controls 

Following the 2008 non-time critical removal action surface clearance activities, LUCs were 
prepared and constructed for both sites (EOD Technology, Inc. [EODT], September 2009).  LUCs 
were designed and constructed to promote ongoing protection of human safety against potential 
explosive hazards that may remain at the MMRP sites.  The LUCs’ performance objectives are to 
prohibit the development and use of the property for residential housing, elementary and 
secondary schools, child care facilities, and playgrounds; and to prohibit intrusive activities such 
as digging or any other activity which could result in explosive safety risks.  The boundary of the 
LUCs encloses the site boundaries shown on Figures 1-2 and 1-3.   

The 2008 LUCs included: 

• Restriction against intrusive activities, including digging.  A legal description survey and plat 
of the LUC boundaries and locations of MEC warning signs was prepared in accordance with 
30 Texas Administrative Code (TAC) Section (§) 335.569, Appendix III, for recordation in the 
Harrison County Clerk’s Office. 

• Placement of MEC warning signage along the perimeter of LHAAP-001-R-01 and LHAAP-003-
R-01 to serve as the physical demarcation of the controlled areas.  The signs have visibility 
from one sign to the next, with a maximum spacing of 100 feet.  The signs include warning 
of the potential presence of MEC, state the restriction against intrusive activities, and 
provide a contact number.   

• Education program for future refuge visitors, staff, and volunteers.  The program includes 
informational pamphlets and a safety video warning of the potential presence of MEC and 
presenting examples of MEC that were or may be found at the sites. 

The LUC to prohibit residential land use will remain in place until it is demonstrated that the MEC 
no longer presents a threat to public/human safety.  A LUC to prohibit intrusive subsurface 
activities, including digging, will remain in place until it is demonstrated that the MEC no longer 
presents an explosive hazard.  However, intrusive subsurface activities may occur provided that 
the Army and the USEPA approve such intrusive subsurface activities before they are commenced 
and provided that they are undertaken by qualified personnel who are trained in explosives 
safety measures.  
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The Final ROD for LHAAP-001-R-01 and LHAAP-003-R-01 was issued in August 2016 and 
documents the final selected remedy for the sites (Shaw, August 2016).  The ROD found that 
although the removal actions provided an effective solution for reducing risk of exposure by 
reducing the potential for any direct contact with MEC or material potentially presenting 
explosive hazard (MPPEH), there is the potential that some MEC remains.  A summary of the LUC 
remedial action objective (RAO) and the selected remedy for LHAAP-001-R-01 and LHAAP-003-R-
01, identified in the Final ROD, is presented in the following sections. 

1.4 Land Use Control Remedial Action Objective 

The LUC RAO developed for LHAAP-001-R-01 and LHAAP-003-R-01, as outlined in the ROD (Shaw, 
August 2016) is: 

• Protection of human health and safety from explosive hazards that may have remained at the 
sites after the MEC removal action.  

1.5 Land Use Control Selected Remedy 

The LUC selected remedy for MEC at LHAAP-001-R-01 and LHAAP-003-R-01 is comprised of the 
following elements: 

• LUC to prohibit residential use 
• LUC to restrict land use to non-residential 
• LUC to restrict intrusive activities (e.g., digging) 
• Signage to convey MEC warning 
• Education Program 

The Educational Program materials, including pamphlets and video, were delivered to the U.S. 
Fish and Wildlife Service (USFWS) in hard copy and electronic form as part of the Site Specific 
Final Report for the MEC Removal Action (EODT, September 2009).  There is no recurring 
requirement associated with this LUC and it will not be discussed further in this document. 
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2 LAND USE CONTROL MONITORING 
The RAO for LHAAP-001-R-01 and LHAAP-003-R-01 is protection of human health and safety from 
explosive hazards that may have remained at the sites after the MEC removal action.  The 
duration for the LUCs specified in the MEC ROD for this purpose must remain in place until it is 
demonstrated that the MEC no longer presents a threat to public/human safety.  Per the Final 
ROD, the LUCs’ performance objectives are to: 

• Prohibit the development and use of the property for residential housing, elementary and 
secondary schools, child care facilities, and playgrounds. 

• Restrict land use to non-residential. 
• Prohibit intrusive activities such as digging or any other activity which could result in 

explosive safety risk. 
• Maintain existing MEC warning signs at the perimeter of each site to physically demarcate 

controlled areas.  

For portions of LHAAP-001-R-01 and LHAAP-003-R-01 subject to LUCs that are not owned by the 
Army, the Army will monitor and report on the implementation, maintenance, and enforcement 
of LUCs, and coordinate with federal, state, and local governments and owners and occupants of 
properties subject to LUCs.  The Army remains responsible for ensuring that the remedy remains 
protective of human health and safety.  This section presents the maintenance and monitoring 
of the LUCs at both sites in accordance with the final LUC Remedial Design/Remedial Action 
Construction Report (U.S. Army, May 2018). 

2.1 Maintenance of Existing MEC Warning Signs 

MEC warning signs have been installed at the perimeter of LHAAP-001-R-01 and LHAAP-003-R-
01 (64 signs at each site), that serve as a physical demarcation of the controlled areas.  The signs 
have visibility from one sign to the next with a maximum spacing of 100 feet.  The signs include 
warning of potential presence of MEC and state the restriction against intrusive activities.  Figures 
1-2 and 1-3 present the location of the MEC warning signs.  These signs are required to be visually 
inspected annually, or as needed, to ensure they remain intact, undamaged, and visible from one 
sign to the next.  Maintenance is conducted, as needed, and may include the following activities: 

• Mowing and brush clearing around MEC warning signs to ensure that they are visible from 
one sign location to the next sign location. 

• Rehanging/affixing MEC warning sign(s) or replacing MEC warning sign(s), if they become 
damaged or illegible.  

• Repairing existing MEC warning sign posts, which may require the reestablishment of the 
concrete base or post replacement. 
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2.2 Monitoring Activities 

The [Long-Term Management] LTM Inspection and Maintenance Checklists for both LHAAP-001-
R-01 and LHAAP-003-R-01, completed in 2021, are provided in Appendix A.  No repairs were 
required.  The 64 signs at LHAAP-001-R-01 as well as the 64 signs at LHAAP-003-R-01 were 
present and undamaged.  The checklists are the same as included in the LUC Remedial 
Design/Remedial Action Construction Report (U.S. Army, May 2018).   

Appendix A also contains the annual certification from the remedial design to document that no 
LUC-restricted activities have been authorized and that LHAAP-001-R-01 and LHAAP-003-R-01 
conditions and use are consistent with the LUCs.  Appendix B contains a photograph log of the 
LUCs at each site. 
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3 CONCLUSIONS 
The LUCs are being maintained and managed in accordance with the ROD and the LUC Remedial 
Design/Remedial Action Construction Report as follows: 

• Neither site is being developed or used for residential housing, elementary and secondary 
schools, child care facilities, and playgrounds. 

• Land use is non-residential. 
• No digging or any other activity which could result in explosive safety risk was noted during 

the LUC inspections completed. 
• Existing MEC warning signs at the perimeter of each site to physically demarcate controlled 

areas are being maintained per the ROD.  

Mowing and brush clearing around MEC warning signs was completed on March 23, 2021, to 
ensure that they are visible from one sign location to the next sign location.  No repairs to signage 
were needed for either site during the LUC inspections and all 64 signs at each site were present.  
These activities were performed later than usual due to snow and ice keeping the area damp and 
inaccessible.  
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Datum: NAD83 UTM
Monument: Longhorn Army Ammunition Plant
Monument BG-1 with coordinates
NORTHING-3614801.46,
EASTING-395385.09

DESCRIP NORTHIN EASTING
1013 395068.6 3613625.2
1014 395005.1 3613686.2
1015 394997.4 3614072.1
1016 395058.4 3614135.6
1017 395180.3 3614195.0
1018 395241.3 3614203.9
1019 395302.2 3614200.9
1020 395363.2 3614185.9
1021 395392.4 3614173.9
1022 395424.1 3614156.7
1023 395480.2 3614112.9
1024 395485.1 3614108.0
1025 395528.9 3614051.9
1026 395546.1 3614020.2
1027 395558.0 3613991.0
1028 395573.1 3613930.0
1029 395576.0 3613869.1
1030 395567.2 3613808.1
1031 395507.7 3613686.2
1032 395444.2 3613625.2
S54_A04 394967.3 3613747.1
S54_A06 394936.8 3613869.1
S54_A07 394939.8 3613930.0
S54_A08 394954.8 3613991.0
S54_A09 394983.9 3614051.9
S54_B03 394997.4 3613696.4
S54_B06 394997.4 3613808.1
S54_B06 394945.7 3613808.1
S54_B06 394997.4 3613869.1
S54_B07 394997.4 3613930.0
S54_B08 394997.4 3613991.0
S54_B09 394997.4 3614051.9
S54_B10 395032.6 3614112.9
S54_C02 395058.4 3613633.0
S54_C10 395058.4 3614112.9
S54_D01 395119.3 3613595.1
S54_D11 395119.4 3614173.3
S54_E01 395180.3 3613573.5
S54_F01 395241.3 3613564.6
S54_G01 395302.2 3613567.6
S54_H01 395363.2 3613582.6
S54_H02 395363.1 3613625.2
S54_J01 395424.1 3613611.8
S54_J02 395424.1 3613625.2
S54_K02 395485.1 3613660.5
S54_K03 395485.1 3613686.2
S54_LO4 395545.5 3613747.1

DESCRIP NORTH EAST
SIGN 1 3614179.4 395143.2
SIGN 10 3613984.2 394959.8
SIGN 11 3613954.6 394952.4
SIGN 12 3613924.6 394947.4
SIGN 13 3613894.1 394947
SIGN 14 3613863.7 394949.6
SIGN 15 3613833.8 394955.1
SIGN 16 3613803.8 394959.8
SIGN 17 3613774.4 394967.8
SIGN 18 3613745.2 394976.7
SIGN 19 3613718.3 394991.2
SIGN 2 3614163.4 395117.3
SIGN 20 3613694.6 395010.3
SIGN 21 3613672.4 395031.1
SIGN 22 3613651.1 395052.8
SIGN 23 3613632.6 395077
SIGN 24 3613616.8 395103.1
SIGN 25 3613602.8 395130
SIGN 26 3613591 395158.1
SIGN 27 3613583.5 395187.6
SIGN 28 3613579.1 395217.8
SIGN 29 3613578.7 395248.2
SIGN 3 3614147.8 395091.2
SIGN 30 3613579.6 395278.7
SIGN 31 3613584.2 395308.8
SIGN 32 3613591.4 395336.3
SIGN 33 3613599.5 395365.6
SIGN 34 3613611 395393.8
SIGN 35 3613626.8 395419.8
SIGN 36 3613644.2 395444.8
SIGN 37 3613663.6 395468.2
SIGN 38 3613686.5 395488.2
SIGN 39 3613710.2 395507.5
SIGN 4 3614130.2 395066.2
SIGN 40 3613735.9 395523.8
SIGN 41 3613763 395537.5
SIGN 42 3613791.2 395548.8
SIGN 43 3613820.6 395556.7
SIGN 44 3613850.5 395562.3
SIGN 45 3613880.9 395562.2
SIGN 46 3613911.3 395561
SIGN 47 3613941.4 395556.7
SIGN 48 3613971.3 395550.8
SIGN 49 3613999.9 395540.5
SIGN 5 3614110.1 395043.4
SIGN 50 3614027.4 395527.5
SIGN 51 3614053.7 395512.2
SIGN 52 3614078.9 395495.2
SIGN 53 3614102.3 395475.8
SIGN 54 3614122 395452.6
SIGN 55 3614139.3 395427.5
SIGN 56 3614155.8 395401.9
SIGN 57 3614169.5 395374.8
SIGN 58 3614179.6 395346
SIGN 59 3614186.8 395316.5
SIGN 6 3614087.5 395022.9
SIGN 60 3614191.9 395286.4
SIGN 61 3614192.1 395255.9
SIGN 62 3614190.3 395225.5
SIGN 63 3614185.9 395195.4
SIGN 64 3614182 395167.9
SIGN 7 3614063.3 395004.4
SIGN 8 3614039.1 394985.8
SIGN 9 3614013.1 394969.9

Principal of the firm: _______________________________

SUXOS: ________________________________________

        Figure 1-3.  LHAAP-003-R-01 Site Location Map with LUC Boundaries 
Longhorn Army Ammunition Plant, Karnack, Texas 

Boundary of nonresidential use 
restriction and restriction against 
intrusive activities
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APPENDIX A 
LTM INSPECTION AND MAINTENANCE CHECKLISTS AND LAND USE 

CONTROL COMPLIANCE CERTIFICATION FORM 
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Longhorn Army Ammunition Plant Sites LHAAP-001-R-01 and LHAAP-003-R-01 
Photograph Log March 2021 

 

Photo 1: LHAAP-001-R-01 Signage in place and readable 
 

 

Photo 2: LHAAP-001-R-01 Pathway around the site on the north side 
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Longhorn Army Ammunition Plant Sites LHAAP-001-R-01 and LHAAP-003-R-01 

Photograph Log March 2021 
 

 
Photo 3: LHAAP-003-R-01 Signage in place and readable 

 

 
Photo 4: LHAAP-003-R-01 Pathway around the site on the northeast side 
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1 

DEPARTMENT OF THE ARMY 
LONGHORN ARMY AMMUNITION PLANT 

POST OFFICE BOX 220 
RATCLIFF, AR 72951 

June 30, 2021

DAIM-ODB-LO 

Ms. Lauren Poulos
U.S. Environmental Protection Agency 
Federal Facilities Section R6  
1201 Elm Street, Suite 500 
Dallas, TX 75202-2102 

Re: Final Revised Proposed Plan for LHAAP-47, Plant 3 Area, Solid 
Rocket Motor Fuel Production Longhorn Army Ammunition Plant, 

Karnack, Texas 

Dear Ms. Poulos,

An electronic copy of the above-referenced document is being transmitted to you for 
your records. 

The document was prepared by HDR Environmental, Operations and Construction, Inc. 
(HDR) on behalf of the Army as part of HDR’s contract for the facility. I ask that Phil 
Werner, HDR’s Project Manager, be copied on any communications related to the project. 

The point of contact for this action is the undersigned. I may be contacted at 479-635-0110, or 
by email at rose.m.zeiler.civ@mail.mil.

Sincerely, 

Rose M. Zeiler, Ph.D. 
Longhorn AAP Site Manager 

Copies furnished: 
B. Follin, USEPA Region 6, Dallas, TX (1 electronic only)
A. Palmie, TCEQ, Austin, TX (1 electronic only)
A. Williams, USACE, Tulsa District, OK (1 electronic only) 
R. Smith, USACE, Tulsa District, OK (1 electronic only) A. 
Maly, USAEC, San Antonio, TX (1 electronic only)
P. Bruckwicki, Caddo Lake NWR, TX (1 hard copy, 1 CD) 
K. Nemmers, Bhate, CNTR (1 electronic only)
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1 

DEPARTMENT OF THE ARMY 
LONGHORN ARMY AMMUNITION PLANT 

POST OFFICE BOX 220 
RATCLIFF, AR 72951 

June 30, 2021

DAIM-ODB-LO 

Ms. April Palmie
Texas Commission on Environmental Quality
Superfund Section MC-136
12100 Park 35 Circle, Bldg D
Austin, TX 78753

Re: Final Revised Proposed Plan for LHAAP-47, Plant 3 Area, Solid 
Rocket Motor Fuel Production Longhorn Army Ammunition Plant, 

Karnack, Texas 

Dear Ms. Palmie,

An electronic copy of the above-referenced document is being transmitted to you for 
your records.

The document was prepared by HDR Environmental, Operations and Construction, Inc. 
(HDR) on behalf of the Army as part of HDR’s contract for the facility. I ask that Phil 
Werner, HDR’s Project Manager, be copied on any communications related to the project. 

The point of contact for this action is the undersigned. I may be contacted at 479-635-0110, or 
by email at rose.m.zeiler.civ@mail.mil.

Sincerely, 

Rose M. Zeiler, Ph.D. 
Longhorn AAP Site Manager 

Copies furnished: 
L. Poulos, USEPA Region 6, Dallas, TX (1 electronic only)
B. Follin, USEPA Region 6, Dallas, TX (1 electronic only)
A. Williams, USACE, Tulsa District, OK (1 electronic only) 
R. Smith, USACE, Tulsa District, OK (1 electronic only)
A. Maly, USAEC, San Antonio, TX (1 electronic only)
P. Bruckwicki, Caddo Lake NWR, TX (1 hard copy, 1 CD) 
K. Nemmers, Bhate, CNTR (1 electronic only)
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   1 

  
Document Submitted by: Rose Zeiler - Longhorn Site Manager 
Comments Submitted by:  Lauren Poulos- EPA Remedial Project Manager, 6/9/2021 
Responded by:  Joy Rogalla, HDR 
Date Responded:   6/14/2021 
 
1. Respondent concurs (C) or does not concur (D) 
2. Commenter agrees (A) or does not agree (D) or there is an exception (E) with response 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

Reviewer #1:  

1.  Page 2 
Introduction 

First paragraph 
Was the 2012 Revised Proposed Plan provided for 
community review and public comment? Consider 
noting the date(s) here. 

C The first sentence will be revised and a 
second sentence will be added to address 
this comment and Comment 3: 
 
 The purpose of this Revised Proposed 
Plan is to present for public review 
proposed modifications to Alternative 2 
for LHAAP-47, which was selected in 
2013 (AECOM, 2013).  The public comment 
period was January 1 – January 31, 2013 
and the public meeting held January 9, 
2013 at the Karnack Community Center in 
Karnack, Texas (TX).. Alternative 2 was 
selected from among the following 
Alternatives: Alternative 1 – No Action; 
Alternative 2 -Excavation, In-situ 
Bioremediation (ISB), Biobarriers, 
Monitored Natural Attenuation (MNA), 
Long-term Monitoring (LTM), Land Use 
Controls (LUC)s; Alternative 3 -
Excavation, Re-circulating ISB, MNA, LTM, 
LUCs; and, Alternative 4 - Excavation, 
Pump and Treat, In-situ Bioremediation, 
MNA, LTM and LUCs.  The proposed 
modifications are…..  

A 

01038889



Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   2 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

2.   Page 2 
Introduction 

Second 
paragraph Minor editorial: Define PP here since first use. 

   Proposed Plan will be spelled out at each 
use throughout the document.  See TCEQ 
Comment 2. 

A 

3.  Page 2 Third paragraph, 
second sentence 

Text states, “The primary purpose of this Revised 
Proposed Plan is to facilitate public involvement in the 
technology selection process.”  
Suggested revision: “The purpose of the proposed plan 
is to highlight key aspects of the RI/FS, provide a brief 
analysis of remedial alternatives under consideration, 
identify the preferred alternative, and provide members 
of the public with information on how they can 
participate in the remedy selection process.” 

E Because this revised proposed plan does not 
provide a brief analysis of the remedial 
alternatives (only remedial technologies), 
the suggested revision is added as a new 
sentence at the beginning of the paragraph 
as general information about the purpose of 
a  proposed plan.  The sentence following it 
is modified as follows: This Revised 
Proposed Plan follows the 2012 Proposed 
Plan and identifies the preferred remedial 
technologies that supplement Alternative 2 
for the Building 46A area within LHAAP-
47. 
 
  

A 

4.   Page 2  Third paragraph, 
third sentence 

Suggested revision: “This Revised Proposed Plan 
provides the public with the following: new significant 
information around Building 46A, basic background 
information about LHAAP-47, a  summary of the site 
risks, the previously selected remedy, alternatives 
considered, and the rationale for the preferred 
alternative.” 

 E  The text will be revised as suggested, but 
the reference to “alternatives considered” is 
struck: 
 
“This Revised Proposed Plan provides the 
public with the following: new significant 
information for the area near Building 46A, 
basic background information about 
LHAAP-47, a summary of the site risks, the 
previously selected remedy, alternatives 
considered, and the rationale for the 
revised preferred alternative.” 

A 
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   3 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

5.  Page 2 Rest of third 
paragraph 

The text states “The preferred technology for Building 
46A is in-situ thermal desorption (ISTD) for residual 
DNAPL in groundwater and excavation for TCE in soil, 
if necessary, following ISTD. The Modified Alternative 
2 is excavation, ISTD, enhanced in-situ bioremediation 
(EISB), biobarriers, monitored natural attenuation 
(MNA) and land use controls (LUCs).” 
 
It may be unclear to the reader why this Revised 
Proposed Plan is specifying a preferred technology in 
addition to the preferred alternative. Typically, 
Proposed Plans just identify preferred alternatives 
which will include the selected remedy components 
(i.e., excavation, ISTD, LUCs, etc). 
  
The Scope and Role of the Response Supplemental 
Proposed Action (Page 11) states that “By instituting 
an ISTD of the groundwater near Building 46A, this 
active treatment will be applied to the highest 
concentration areas in the TCE groundwater plumes and 
soil … 
 
Suggested revised text:  
“The preferred technology for Building 46A is in-situ 
thermal desorption (ISTD) for residual DNAPL in 
groundwater and unsaturated soil near Building 46. If 
necessary, excavation of TCE soil hot spots will follow 
ISTD.” 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
C 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
The text will be revised as suggested. 

A 
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   4 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

6.  Page 2 Second column, 
first paragraph 

Might need some clarification here since text states the 
preferred technology is ISTD, but then describes 
Modified Alternative 2.  Maybe say the original PP for 
Alternative 2 was EISB, etc, but now modified 
alternative 2 is the preferred with ISTD. 

C The following text has been added before 
the identification of the preferred 
technology (now on pg. 3): “The 2013 Draft 
Final ROD included ISB to remediate the 
TCE in groundwater near Building 46A, 
however, additional investigation identified 
the presence of residual DNAPL, and EISB 
would not be effective because the higher 
TCE concentrations would inhibit microbial 
activity. Therefore, additional technologies 
that would be suitable to treat the DNAPL 
must be considered.” 

A 

7.  Page 2 Second column, 
second paragraph 

Change Section 300.430(f)(2), to “Section 
300.430(f)(2) and (3).”  
 
Note that §300.430(f)(3)(ii) states that after publication 
of the Proposed Plan and prior to the adoption of the 
Selected Remedy in the ROD, if new information is 
made available that significantly changes the basic 
features of the remedy with respect to scope, 
performance, or cost, such that the remedy significantly 
differs from the original proposal in the Proposed Plan 
and the supporting analysis and information, the lead 
agency must: 
 
Seek additional public comment on a revised Proposed 
Plan, when the lead agency determines the change could 
not have been reasonably anticipated by the public 
based on the information available in the Proposed Plan 
or the supporting analysis and information in the 
Administrative Record file. The lead agency must, prior 
to adoption of the Selected Remedy in the ROD, issue a 
revised Proposed Plan, which must include a discussion 
of the significant changes and the reasons for such 
changes. 

C 
 
 
 

The text will be revised as suggested. 
 
 
 
 
 
 
 
 
 
 
 
 
Clarification: Does EPA suggest this text be 
added? 
 

A 

8.  Page 3  Third paragraph Please add reference to text for RI report (Jacobs ??)  C  Reference is added  
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   5 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

9.  Page 4 Second 
paragraph 

The text states, “Finally, an evaluation of the preferred 
technology and a summary of the modified Alternative 
2 are presented.” 
 
It may be unclear to the reader why the Proposed Plan is 
specifying a preferred technology and modified 
Alternative. Consider reiterating the original PP had a 
preferred Alternative 2, but now modified alternative 2 
is the preferred with ISTD. 

C 
 
 
 
 
C 

The text will be revised as stated. 
 
 
 
 
The text will be revised as recommended. 

A 

10.  Page 5  First column, last 
paragraph 

Change the NPL listing date to,  “August 30, 1990.” See 
55 Fed. Reg. 35509. The August 9 date is incorrect. 

C The date is changed as stated. A 

11.  Page 5 
Second column, 
second paragraph 

For the publics information consider including a general 
depth for shallow, upper intermediate, and intermediate.  
Suggest not capitalizing these zones.  

C The text will be changed as stated. A 

12.  Page 5 Last paragraph, 
bottom of page Suggest adding references to all of the Jacobs reports. 

C The Phase I-II investigations and additional 
investigations conducted from 1996-2001 
were all reported in the RI report. This 
information has been added to the 
paragraph describing the RI. 

A 

13.  Page 6 
First column, last 
paragraph 

Change 40 CFR 300.430(D)(4), to “40 CFR 
300.430(d)(4).” 

C The text will be changed as stated. A 

14.  Page 6 2nd column, third 
paragraph 

Suggest changing COC on acronym page to 
Contaminants of Concern instead of Chemical of 
Concern or adjust text to Chemical of Concern for 
consistency throughout document(s). 

C To be consistent with EPA guidance, COC 
will be defined as contaminant of concern. 

A 

15.  Page 6 Last paragraph, 
second column 

Figure 5 shows shallow and upper immediate 
contamination, but previously, intermediate 
contamination is mentioned. The site characterization 
section the text discusses four zones, one with an 
additional second name (i.e., upper intermediate). For 
clarity for the public, consider adding some text here 
explaining contamination in each zone.  

C The 3rd paragraph of the Site Characteristics 
section has been revised to include a 
description of the groundwater zones as 
defined in the RI and modified based on PSI 
results. 

A 

16.  Page 12 Second column, 
second paragraph 

Add citation for TCEQ values.  Reference is already in 
reference section. 

C The citation has been added. A 
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   6 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

17.  Page 13 Table 2 

If possible, suggest some edits to the table to keep from 
having headers such as Background getting cut off. No 
need for units on perchlorate (first COC listed) since 
already in header. Might want to list background 
reference in notes at bottom. Define TRRP in Notes 
section, and remove NE since it’s not used in table. 

C The table formatting has been revised as 
requested in TCEQ comment 8 to include 
headings for classes of chemicals, 
alphabetize the chemicals, adjust the 
column headings, and indicate whether the 
value cited is the MCL, PCL, or 
background.  

A 

18.  Page 13 

Table 2 
Groundwater 
Chemicals of 
Concern 

Table includes eight chemicals (silver, vanadium, 
antimony, cadmium, bis(2-ethylhexyl)phthalate, 2,4,6-
Trinitrotoluene, 2,4-Dinitrotoluene, 2,6-Dinitrotoluene) 
with the Maximum Concentration listed as NA (not 
analyzed). If these chemicals were not analyzed for, 
why are they listed as a Groundwater COCs? 
 
The maximum concentrations for multiple chemicals 
are less than the MCL/TRRP PCL/Background 
concentrations. Why are these chemicals listed as 
Groundwater COCs? 

C These chemicals were included as COCs in 
the 2013 DF ROD based on risk assessment 
results or previous samples that had one or 
more historical detections greater than 
MCLs or GW-Ind (silver, vanadium, 
antimony, cadmium, BEHP, 2,4-DNT, 2,6-
DNT,or had a HQ greater than 0.1 (2,4,6-
TNT). Table 2 has been revised to include 
the prior maximum concentrations with a 
note to indicate the results were for samples 
prior to the PSI. The following has been 
added to the groundwater COC 
discussion:”  Chemicals that were not 
analyzed during the PSI but were previously 
identified as COCs in the DF ROD have 
been retained based on historical MCL or 
TCEQ groundwater medium specific 
concentration (MSC) for industrial use 
(GW-Ind) exceedances or showed Hazard 
Quotients greater than 0 in the BHHRA.” 

A 

19.  Page 14 First column, 
fourth paragraph 

Minor editorial comment: The acronym NAPL is 
introduced here, but DNAPL has been defined before, 
so suggest just us DNAPL here or if not add NAPL to 
acronym list.  

C NAPL has been added to the acronym list. 
It is included as part of the description for 
steam enhanced extraction technology. 

A 

20.  Page 14 
Second column, 
second paragraph Please add SVE to acronym list. 

C The acronym has been added. A 

21.  Page 16 First column, 
section 5 Please add GWTP to acronym list. C The acronym has been added. A 
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Submitted: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   7 

Number Section/Page Paragraph/Line Comment C,D Response A,D 

22.  Page 16 
Second column, 
section 9 

The text states, “Community acceptance of the 
preferred supplemental technology will be evaluated 
after the public comment period ends and will be 
described in the revised Draft Final ROD for the site.” 
 
Suggested revised text: 
“Community acceptance of the preferred supplemental 
technology will be evaluated after the public comment 
period ends and will be described in the Final ROD for 
the site.” 

C The text has been revised as requested. A 

23.  References  Suggest removal of references not cited in PP: AGEISS 
2014, and Lyntech, 2001 

C The references have been removed. A 

24.  Acronyms  Suggest removal ones not used in PP include: DNT, 
ECP, GWing, LTM, TCLP, and TNT 

C LTM has been retained since it is included 
in the document. All other acronyms cited 
have been removed. 

A 

25.  General 
comment  

It appears that the TCE-contaminated soil will be 
excavated if the ISTD treated soil remains at levels not 
amenable to MNA. Just to confirm, that level is TCE – 
0.5, GWP-Ind MSC (mg/kg), correct? 

C The TCE GWP-Ind is 0.5 mg/kg as noted.  A 

26.        
27.        
28.        
29.        
30.        
31.        
32.        
33.        
34.        
35.        
36.        
37.        
38.        
39.        
40.        
41.        
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Comments Response Matrix 
Draft Report:  Revised Proposed Plan for LHAAP-47, Building 46A Plant 3 Area,  

Solid Rocket Motor Fuel Production, Longhorn Army Ammunition Plant, Karnack, Harrison County, Texas 
Document Submitted for Review: April 20, 2021 

 

April 2021 Draft LHAAP-47 Revised PP   1 

  
Document Submitted by: Rose Zeiler – Longhorn Site Manager 
Comments Submitted by:  April Palmie, TCEQ, 6/2/2021 
Draft Final Comments Submitted by; April Palmie, TCEQ, 6/17/2021 
Responded by:  Joy Rogalla, HDR 
Date Responded:   6/9/2021, 6/21/2021 
 
1. Respondent concurs (C) or does not concur (D) 
2. Commenter agrees (A) or does not agree (D) or there is an exception (E) with response. 

Number Section/
Page 

Paragraph
/Line 

Comment C,D Response A,D Draft Final Comment C,D Draft Final Response 

 Reviewer #1: April Palmie, TCEQ   

1.   Pg. 2 Public 
notice box 

a) Where do they submit written 
comments? I see it on comment 
form, last page, but please 
include in the box too. 

b) Consider adding “For further 
information” box with Rose’s 
contact information.  

c) Could also reference comments 
form on last page of proposed 
plan. 

 C a) Comment submittal information has been 
added to the notice box on pg. 1. 

b) Contact information for Rose Zeiler has 
been added. 

c) Reference to the comment form has been 
added. 

A    
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April 2021 Draft LHAAP-47 Revised PP   2 

Number Section/
Page 

Paragraph
/Line 

Comment C,D Response A,D Draft Final Comment C,D Draft Final Response 

2.   Intro, 
pg. 2   

a) First sentence - Correct 
selection date 2011 to 2013. 
Remedy was selected in DF 
ROD 2013. 

b) 2nd paragraph - Please don’t use 
PP as acronym for Proposed 
Plan. 

c) 3rd paragraph – please revise 
this sentence  
“This Revised Proposed Plan 
provides the public with new 
information for the area near 
Building 46A, as well as basic 
background information about 
LHAAP-47. The Revised 
Proposed Plan also identifies 
the previously selected remedy 
and the preferred additional 
technology needed to protect 
human health and the 
environment from the 
contamination detected in soil 
and groundwater at Building 
46A. It also explains the 
rationale for the preferred 
remedy and describes other 
technologies considered.” Or 
similar. 

 

C 
C 
E 

a) The date has been revised as requested. 
b) Proposed Plan is spelled out. 
c) The text has been revised with some of the 

suggested modifications. The text has also 
been revised to address USEPA comment 4 
on the same paragraph: “This Revised 
Proposed Plan provides the public with the 
following: new significant information for 
the area near Building 46A, basic 
background information about LHAAP-47, 
a summary of the site risks, the previously 
selected remedy, and the rationale for the 
revised preferred alternative.” 

A    
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April 2021 Draft LHAAP-47 Revised PP   3 

Number Section/
Page 

Paragraph
/Line 

Comment C,D Response A,D Draft Final Comment C,D Draft Final Response 

3.  
 Intro, 
pg. 3   

2nd complete paragraph: 
a) Can you put Figure 1 

before this paragraph? It is 
referenced in 1st full 
paragraph on page. 

b) RI Report needs a date. 
c) Revise to Marshall Public 

Library (remove “, Texas”) 
d) Fix break after word 

“Environmental” 

E 
 
C 
 
C 
C 

a) The figure follows at the top of the next 
page because there isn’t sufficient space to 
retain the same figure size after changing 
the two column formatting in the middle of 
the page. 

b) The RI report reference for Jacobs, 2002 
has been added. 

c) The text has been revised as requested 
d) The formatting has been corrected. 

A/D Please remove the comma in 
“Marshall Public Library” 

C The comma has been removed. 

4.  Pg. 5  Figure 2 is not very clear. Please 
insert a  higher resolution image. 

C The figure has been replaced with a higher 
resolution site location figure. 

A    

5.  COC list 
pg. 10 

 

a) Please add headings 
(Anions, Metals, Volatile 
Organic Compounds, 
Semivolatile Organic 
Compounds, and 
Explosives) between types 
of COCs.  

b) List alphabetically within 
types. 

c) List in same order on pgs. 
10 and 13. 

C 
C 
 
C 

a) Headings have been added  
b) The contaminant order has been 

alphabetized. 
c) The lists on both pages have been revised to 

be consistent. 

A/D In COC lists put “Anions” 
below “Soil” as shown above 
in the groundwater section. 
 

C The text has been revised as 
requested. 

6.  Pg. 11 Scope 
First sentence revise to 
“hypothetical future maintenance 
worker” 

C The text has been revised as requested. A    

7.  Pg. 12 Soil, 2nd 
paragraph 

First use of MSC – please don’t 
capitalize Medium (for consistency) 

C The text has been revised as requested. A    
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Number Section/
Page 

Paragraph
/Line 

Comment C,D Response A,D Draft Final Comment C,D Draft Final Response 

8.  Pg. 13 Table 2 

a) Thank you for including 
this table. It will help for 
the ROD. 

b) Fix wrapping on column 
headings. 

c) Please add headings 
(Anions, Metals, Volatile 
Organic Compounds, 
Semivolatile Organic 
Compounds, and 
Explosives) between types 
of COCs.  

d) List alphabetically within 
types.  

e) List in same order on pgs. 
10 and 13. 

f) Assuming you re-sort, 
check the numbers to make 
sure they are correct for the 
COC. 

g) TRRP PCLs should be 
from most recent table 
(January 2021). 

h) Add note to distinguish 
between MCL and PCL. 

i) Remove NE 

C 
C 
C 
 
C 
 
C 
 
C 
 
 
C 
 
C 
 
 
C 

a) Thank you 
b) Column formatting has been adjusted 
c) Headings have been added for classes of 

compounds 
d) The order has been revised and is consistent 

with the COC list on p. 10. 
e) The order has been revised to be consistent. 
f) The values have been confirmed with 

current MCLs and PCLs, date for PCL table 
has been updated in the notes. 

g) Values have been checked against current 
tables from TCEQ and EPA. 

h) The source of the values has been added to 
the table entries and notes identify MCL, 
PCL, or background. 

i) NE has been removed. 

A/D 
  
  

Table 2, remove ug/L after 
38,400 shown for perchlorate.  
Also a few metals not in 
alphabetical order.  
Revise this note (first use of 
PCL) – from “TRRP PCL 
from January 2021 TRRP 
PCLs” to “TRRP Protective 
Concentration Levels (PCLs) 
from January 2021 TRRP PCL 
tables” 
Revise note 3 from “TRRP 
PCL” to “TRRP Tier 1 PCL 
for residential groundwater 
use”. Need to say at least once 
which PCL is referenced. 

C The units have been removed 
from the perchlorate entry 
The order for metals has been 
revised to be in alphabetical 
order. 
The note has been revised as 
requested. 
Note 3 has been revised as 
requested. 

9.  Pg. 17 Summary 

First sentence, LUCs listed twice, 
suggest removing first use. Second 
use change to LUCs for soil and 
groundwater. 

C The first use of LUCs has been deleted and the 
LUC reference revised to include both soil and 
groundwater. 

A    
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April 2021 Draft LHAAP-47 Revised PP   5 

Number Section/
Page 

Paragraph
/Line 

Comment C,D Response A,D Draft Final Comment C,D Draft Final Response 

10.  
Glossary 
of Terms, 
pg. 20 

 

For most terms listed, define the 
term and include acronym. If 
glossary just has the acronym, add 
the full name. If term is used as 
acronym in text, add acronym here. 
Format examples: 
Applicable or Relevant and 
Appropriate Requirements 
(ARARs) - Refers to the federal and 
state requirements that a  selected 
remedy will attain. 

Remedial Design (RD) - The phase 
of the CERCLA process that 
follows the selection of a… 

 

C The glossary has been revised to spell out the 
terms and include the acronym where 
applicable.  

A    

Draft Final Comments – 6/17/2021 

1 8   

   There is one capitalized 
“Zones” near end of first 
paragraph – change to 
lowercase. 

C The text has been revised as 
requested. 
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INTRODUCTION 
The purpose of this Revised Proposed 
Plan is to present for public review 
proposed modifications to Alternative 2 
for LHAAP-47, which was selected in 
2013 after public review (AECOM, 2013).  
The public comment period was January 1 
– January 31, 2013 and the public meeting 
held January 9, 2013 at the Karnack 
Community Center in Karnack, Texas 
(TX). Alternative 2 was selected from 
among the following Alternatives: 
Alternative 1 – No Action; Alternative 2 -
Excavation, In-situ Bioremediation (ISB), 
Biobarriers, Monitored Natural 
Attenuation (MNA), Long-term 
Monitoring (LTM), Land Use Controls 
(LUCs); Alternative 3 -Excavation, Re-
circulating ISB, MNA, LTM, LUCs; and, 
Alternative 4 - Excavation, Pump and 
Treat, ISB, MNA, LTM and LUCs.  The 
proposed modifications are necessary to 
address significant new information at 
LHAAP-47. This Revised Proposed Plan 
supplements the Proposed Plan completed 
in 2012 (AECOM, 2012) and incorporates 
the results of the 2021 Addendum to the 
2011 Feasibility Study (FS) (HDR, 
2021a). 

Investigations were conducted in 2018 - 
2020 to address aging data and a 
prolonged drought in an effort to inform 
the 2013 Draft Final Record of Decision 
(ROD) prior to signature. The 
investigations revealed the presence of 
trichloroethylene (TCE) in soil and 
residual TCE Dense Non-aqueous Phase 
Liquid (DNAPL) in groundwater around 
Building 46A, conditions not addressed 
by the previous FS and Proposed Plan. 
The FS Addendum was prepared to screen 
and evaluate additional remedial 
technologies that would address the 
residual TCE DNAPL in groundwater and 
TCE in soil.  

The purpose of a proposed plan is to 
highlight key aspects of the Remedial 
Investigation (RI)/FS, provide a brief 
analysis of remedial alternatives under 
consideration, identify the preferred 
alternative, and provide members of the 
public with information on how they can 
participate in the remedy selection 
process. This Revised Proposed Plan 
follows the 2012 Proposed Plan and 
identifies the preferred remedial 
technologies that supplement Alternative 
2 for the Building 46A area within 
LHAAP-47.  

This Revised Proposed Plan provides the 
public with the following: new significant 
information for the area near Building 
46A, basic background information about 
LHAAP-47, a summary of the site risks, 
the previously selected remedy, and the 

Dates to remember: July 7, 2021 to August 6, 2021 

MARK YOUR CALENDER 
PUBLIC COMMENT PERIOD: 

July 7, 2021 to August 6, 2021 

The U.S. Army will accept written comments (see 
comments form at the end of this Revised Proposed 
Plan) on the Proposed Plan during the public 
comment period. Comments should be mailed to 
Dr. Rose M. Zeiler, P.O. Box 220, Ratcliff, 
Arkansas 72951 or emailed to the U.S. Army via at 
the following e-mail address: 
rose.m.zeiler.civ@mail.mil. 

PUBLIC MEETING:  The U.S. Army will hold a 
public meeting to explain the Revised Proposed 
Plan for LHAAP-47.  Oral and written comments 
will be accepted at the meeting.  The meeting will 
be held on July 21, 2021 from 6:00 p.m. to 7:30 
p.m. at Caddo Lake State Park. 

For more information, see the Longhorn AAP 
website: http://www.longhornaap.com/, contact Dr. 
Rose M. Zeiler at the email address provided above, 
or visit the Administrative Record at the following 
location: 

Marshall Public Library 
300 S. Alamo 
Marshall, Texas 75670 

Business Hours:   
Monday - Friday (9:30 AM – 5:30 PM)  

01038903
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rationale for the revised preferred 
alternative. The Revised Proposed Plan 
also identifies the previously selected 
remedy and the preferred additional 
technology needed to protect human 
health and the environment from the 
contamination detected in soil and 
groundwater at Building 46A. It also 
explains the rationale for the preferred 
remedy, and describes other technologies 
considered.   

The 2013 Draft Final ROD included ISB 
to remediate the TCE in groundwater near 
Building 46A, however, additional 
investigation identified the presence of 
residual DNAPL, and ISB would not be 
effective because the higher TCE 
concentrations would inhibit microbial 
activity. Therefore, additional 
technologies that would be suitable to 
treat the DNAPL must be considered. The 
preferred technology for Building 46A is 
in-situ thermal desorption (ISTD) for 
residual DNAPL in groundwater and 
unsaturated soil near Building 46A. If 
necessary, excavation of TCE hot spots 
will  follow ISTD.  The Modified 
Alternative 2 is excavation, ISTD, EISB, 
biobarriers, MNA and LUCs.   

The U.S. Army is issuing this Revised 
Proposed Plan for public review, 
comment, and participation to fulfill part 
of its public participation responsibilities 
under Section 117(a) of the 
Comprehensive Environmental Response, 
Compensation, and Liability Act 
(CERCLA) of 1980, and under Section 
300.430(f)(2) and (3) of the National Oil 
and Hazardous Substances Pollution 
Contingency Plan (NCP) (40 Code of 
Federal Registry Part 300).   

CERCLA prescribes a step-wise progres-
sion of activities to respond to risk posed 
by contaminated sites (Figure 1).   

The preparation and review of a Proposed 
Plan is a distinct step required by 
CERCLA.  This Revised Proposed Plan 
provides background information that can 
be found in greater detail in the Remedial 
Investigation (RI) Report (Jacobs, 2002), 
Post-Screening Investigation (PSI) Report 
(HDR, 2019) and PSI No. 2 Addendum 
Report (HDR, 2021b), Final Feasibility 
Study for LHAAP-47 (Shaw, 2011), 
Feasibility Study Addendum (HDR, 
2021a) and other supporting documents. 
These documents are contained in the 
LHAAP-47 Administrative Record which 
is publicly available in the Marshall 
Public Library and on the Longhorn AAP 
Environmental Restoration Program 
website http://www.longhornaap.com/. 

The project management team, including 
the U.S. Army, U.S. Environmental 
Protection Agency (USEPA), and the 
Texas Commission on Environmental 
Quality (TCEQ), encourages the public to 
review these documents and comment on 
the technologies presented in this 
Proposed Plan.   

The U.S. Army is acting in partnership 
with USEPA Region 6 (lead oversight 
agency) and TCEQ (support agency).  As 
the lead agency for environmental 
response actions at LHAAP, the U.S. 
Army is charged with planning and 
implementing remedial actions at 
LHAAP.  The regulatory agencies assist 
the U.S. Army by providing technical 
support, project review, project comment, 
and oversight in accordance with 
CERCLA and the NCP as well as the 
Federal Facility Agreement (FFA).   
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Figure 1. CERCLA Remedial Response Process for Site Cleanup 

 

The Army, in consultation with USEPA 
Region 6 and TCEQ, will select a final 
remedy for the site after reviewing and 
considering all information submitted 
during the 30-day public comment period. 
The modified Alternative 2 may be further 
modified based on public comments. 
Therefore, the public is encouraged to 
review and comment on the new 
technologies presented in this Revised 
Proposed Plan. 

The 2012 Proposed Plan identified 
Alternative 2 as the preferred alternative; 
this Revised Proposed Plan adds ISTD to 
the preferred alternative to address the 
residual TCE DNAPL identified near 
Building 46A. This Revised Proposed 
Plan presents significant new information 
about the Building 46A area of LHAAP-
47, summarizes site characteristics, scope 
and role of the additional response action, 
and site risks.  This is followed by a 
presentation of the remedial action 

objectives (RAOs) and identification of 
supplemental remedial technologies for 
groundwater and soil near Building 46A.  
Finally, an evaluation of the preferred 
technology and a summary of the 
modified Alternative 2 are presented.   

SITE BACKGROUND 
LHAAP is located in central-east Texas in 
the northeastern corner of Harrison 
County (Figure 2).  The installation occu-
pies approximately 1,100 of its former 
8,416 acres between State Highway 43 at 
Karnack, Texas, and the western shore of 
Caddo Lake.  The nearest cities are 
Marshall, Texas, approximately 14 miles 
to the southwest, and Shreveport, 
Louisiana, approximately 40 miles to the 
southeast.  Caddo Lake, a large freshwater 
lake situated on the Texas-Louisiana 
border, bounds LHAAP to the north and 
east. The U.S Army has transferred nearly 

Pre-Remedial Response Process 
• Preliminary assessment  
• Site inspection  
• Hazard Ranking system evaluation 
• National Priorities Listing  

Remedial Investigation/Feasibility Study 
• Scoping of the RI/FS 
• Site characterization 
• Human health and ecological risk assessments 
• Treatability studies 
• Development and screening of alternatives 
• Detailed analysis of alternatives 

Proposed Plan 
• Identification of preferred alternative 
• Present preferred alternative in a document made 

available to the public 
• Minimum 30-day comment period held on the 

proposed plan 

Long-Term Remedy Maintenance 
• Operation and maintenance 
• Five-year reviews 

Implement the Remedy 
• Remedial Design- 

Develop engineering details for the 
final clean-up of the site  

• Remedial Action- 
Site construction and cleanup 
activities are implemented 

Remedy Selection 

Record of Decision  
• Certify remedy complies with CERCLA 
• Outline technical goals of the remedy 
• Provide background site information  
• Summarize analysis of alternatives 
• Explain rationale for remedy selection 

Interim Remedial Action 
Early actions taken to clean up 
the site prior to a Record of 
Decision  

01038905
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7,300 acres to the U.S. Fish and Wildlife 
Service (USFWS) for management as the 
Caddo Lake National Wildlife Refuge.   

The property transfer process is continu-
ing as responses are completed at 
individual sites.  The local restoration 
advisory board has been kept informed of 
previous investigations at this site through 
quarterly meetings.  Additionally, the 
administrative record is updated quarterly 
and is available at the Marshall Public 
Library.   

Due to releases of chemicals from facility 
operations, LHAAP was placed on the 
Superfund National Priorities List (NPL) 
on August 30, 1990.  Activities to remedi-
ate contamination associated with the 
listing of LHAAP as a Superfund site 
began in 1990.  The U.S. Army, the 
USEPA, and the Texas Water 
Commission (currently known as the 
TCEQ) entered into a CERCLA Section 
120 FFA for remedial activities at 
LHAAP.  The FFA became effective 
December 30, 1991.  LHAAP operated 
until 1997 when it was placed on inactive 
status and classified by the U.S. Army 
Armament, Munitions, and Chemical 
Command as excess property.   

The Shallow, Upper Intermediate, and 
Intermediate groundwater zones and the 
soil at LHAAP-47 are contaminated.   

LHAAP-47, known as Site 47, was 
identified in historical records as Plant 3 
(or Plant 3 Area) and is located in the 
north-central portion of the former plant 
covering an area of approximately 275 
acres (Figure 3). 

The Plant 3 site produced rocket motor, 
pyrotechnic, and illumination devices. 
Construction of Plant 3 began in July 
1953 and production of rocket motors 
began in December 1954. Rocket motor 

production continued until the early 
1980s. Some of the rocket motor 
production facilities were converted to 
produce pyrotechnic and illumination 
devices and were active until 
approximately 1997. Industrial solid 
wastes and hazardous wastes, such as 
parts cleaners and spent solvents, may 
have been generated by these activities. 
Fifty waste process sumps and three waste 
rack sumps were located within the 
LHAAP-47 site (Shaw, 2011). Production 
activities at Building 46A began in 1960 
when it was constructed as a casting and 
curing building.  Among other things, it 
contained two degreasers.  A sump was 
located on the north end of the building.   

The environmental media (soil, 
groundwater, surface water, and sediment) 
at the LHAAP-47 site have been the 
subject of numerous investigations to 
identify potential contamination (Shaw, 
2011). Jacobs Engineering conducted 
Phase I, Phase II, and Phase III remedial 
investigations in 1993, 1995, and 1998, 
respectively, and additional remedial 
investigations from 1996 through 2001. 
The RI report included the results from all 
of these investigations and was completed 
in 2002 (Jacobs, 2002). 

Several follow-up investigations at the site 
were performed to delineate the extent of 
contamination including a data gaps 
investigation in 2004 (Shaw, 2007a) and a 
2006 soil sampling event for the 
evaluation of waste process sumps (Shaw, 
2008). The Army completed additional 
groundwater investigations in 2007, 2008, 
and 2009. In 2010, a soil investigation 
program was conducted and soil samples 
were collected from the vicinity of 
Building 25C and Building 25D, located 
in the southern part of the LHAAP-47 site 
and analyzed for perchlorate (Shaw, 
2011). 
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A PSI was performed between 2018 and 
2020 (HDR, 2019; HDR, 2021b) after a 
prolonged drought and to update aging 
data in an effort to inform the ROD before 
finalization. The PSI objective was to re-
assess and update groundwater 
contaminant levels for shallow and 
intermediate zone groundwater. The PSI 
was conducted during 3 field efforts, the 
initial site-wide PSI in 2018, and 2 
follow-on investigations (PSI No. 2) to 
further evaluate the extent of groundwater 
contamination near Building 46A in 
November 2019 and summer of 2020 
(HDR, 2021b). Figure 4 shows the 
current extent of TCE and perchlorate 
contamination in the shallow (10-35 ft 
bgs), upper intermediate (35-40 ft bgs), 
and intermediate zones (40-60 ft bgs) 
across the site. TCE is the most 
widespread Volatile Organic Compound 
(VOC) contaminant and represents the 
maximum extent of VOC contamination 
in each groundwater zone. 

A Baseline Human Health Risk 
Assessment (BHHRA, 40 CFR 
300.430(d)(4)) and Screening Level 
Ecological Risk Assessment were 
performed for the Group 4 sites, which 
includes the LHAAP-47 site, in 2003 
(Jacobs, 2003). Subsequent to the risk 
evaluation in the BHHRA, an installation-
wide Baseline Ecological Risk 
Assessment (BERA) was performed in 
2007 (Shaw, 2007b).  

Perchlorate in soil near Building 25C is 
identified as a potential residual source for 
groundwater perchlorate contamination 
and a principal threat waste. In November 
1999, plastic liner material was placed 
around Building 25C by the U.S. Army 
over areas known to contain perchlorate in 
the soil to prevent migration of 
perchlorate into the Goose Prairie Creek. 

The extent of liner was noted in the site-
wide perchlorate investigation report 
(STEP, 2005). 

A FS that presented the Contaminants of 
concern (COCs) at the LHAAP-47 site 
and developed remedial alternatives for 
soil and groundwater was completed in 
2011 (Shaw, 2011). A Final Proposed 
Plan and a Draft Final Record of Decision 
were completed in 2012 and 2013, 
respectively, based on the RI and other 
investigations.    

The results of the PSI investigations were 
used to prepare a FS Addendum (HDR, 
2021a) to evaluate supplemental remedial 
technologies to address VOCs in soil and 
residual TCE DNAPL in groundwater 
near Building 46A (Figure 5). The 
concentrations reported indicate TCE in 
the saturated zone in this area is a 
principal threat waste. Reports associated 
with all of the investigations mentioned 
above are included in the Administrative 
Record file for the LHAAP-47 site. 
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SITE CHARACTERISTICS 

The surface features at the LHAAP-47 
site are a mixture of asphalt-paved roads, 
parking areas, remnants of building 
foundations, and overgrown wooded and 
grassy vegetation-covered areas (Shaw, 
2011). The topography in this area is 
relatively flat with surface water drainage 
flowing into tributaries of Goose Prairie 
Creek. Surface water runoff from the site 
enters Caddo Lake via Goose Prairie 
Creek (Figure 3). 

The soil at the LHAAP-47 site consists of 
layers of silty clay, underlain by silty sand 
to clayey sand. Below this are units of the 
Wilcox Group, generally consisting of 
interbedded silts and clays (Shaw, 2011). 

Groundwater at the site is divided into 
four zones: shallow, shallow/ intermediate 
(referenced as the upper intermediate 
Zone in the PSI reports), intermediate, and 
deep. The RI report identified shallow 
(10-35 ft bgs), intermediate (40-60 ft bgs) 
and deep (0-95 ft bgs) groundwater zones. 
During the PSI, the saturated zone was 
determined to occur at 23 ft bgs since 
wells screened at shallower depths were 
dry so the shallow zone is currently 
identified as 23-35 ft bgs. During the PSI, 
an additional zone, defined as the 
shallow/intermediate or upper 
intermediate zone, was established for 
wells screened to 40 ft bgs, into the upper 
sand below the clay aquitard separating 
the shallow and intermediate zones. The 
intermediate and deep zones did not 
change based on the PSI results. The 
groundwater flow direction in the shallow 
and intermediate saturated zones is to the 
northeast, with groundwater in the deep 
zone flowing to the north/northeast 
(Shaw, 2011, HDR, 2019). 

 

 

Conceptual Site Model 

The initial conceptual site model for the 
LHAAP-47 site identified that a risk of 
exposure to groundwater for a 
hypothetical future maintenance worker is 
the driver for remediation based upon 
conclusions of the 2003 BHHRA. 

Neither the results of the additional data 
collected in 2010, nor the recent results 
collected during the PSI in 2018 through 
2020 changed the overall outcome of the 
risk assessment, even though the list of 
COCs was modified. COCs have been 
detected in the soil and Shallow, Upper 
Intermediate, and Intermediate Zone 
groundwater beneath LHAAP-47. The 
deep groundwater zone is not 
contaminated.   

The COCs for LHAAP-47 groundwater 
and soil are listed below:  

Groundwater: 
Anions 
• Perchlorate 
VOCs 
• Acetone 
• Chloroform 
• Cis-1,2-dichloroethene 
• 1,1-Dichloroethene 
• 1,2-Dichloroethane 

Tetrachloroethene 
• Trans-1,2-dichloroethene 
• Trichloroethene 
• Vinyl chloride 
SVOCs 
• Bis(2-ethylhexyl) phthalate 
• Pentachlorophenol 
Explosives 
• 2,4-dinitrotoluene 
• 2,6-dinitrotoluene 
• 2,4,6-trinitrotoluene 
Metals 
• Aluminum 
• Antimony 
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• Arsenic 
• Cadmium 
• Chromium 
• Cobalt 
• Manganese 
• Nickel 
• Silver 
• Strontium 
• Thallium 
• Tin 
• Vanadium 

Soil: 
Anions 
• Perchlorate 
VOCs 
• TCE 

Within the Shallow and Upper 
Intermediate Zones near Building 46A in 
the western part of LHAAP-47, TCE con-
centrations have been detected at very 
high concentrations with a maximum 
concentration of 140,000 micrograms per 
liter (µg/L). The high TCE concentration 
indicates the presence of residual 
DNAPL. Concentrations greater than 1-
10% of the effective solubility are 
considered indicative of DNAPL (ITRC, 
2003). For TCE, this solubility threshold 
is 11,000 µg/L. TCE greater than 10,000 
µg/L was used as a conservative estimate 
for evaluating the presence of residual 
DNAPL in the vicinity of Building 46A. 
The PSI results indicated the presence of 
three small residual DNAPL groundwater 
plumes with a combined estimated 
volume of 237,799 - 532,669 gallons in 
the Shallow Zone, and one larger residual 
DNAPL groundwater plume in the Upper 
Intermediate Zone with an estimated 
volume of 261,890 – 586,634 gallons. 
These estimates are based on an average 
thickness between 7.8 ft and 12.6 ft for 
each plume, and a porosity of 25% (the 
same porosity as cited in the 2011 FS) to 
56%. This porosity range is representative 

of inorganic silts, silty or clayey fine 
sands as are found at the site.    

SCOPE AND ROLE OF THE 
SUPPLEMENTAL PROPOSED 
ACTION   

The overall strategy for remediation 
activities at the LHAAP-47 site is to 
eliminate risks to the hypothetical future 
maintenance worker. The scope of the 
supplemental remedial technology 
presented in this Revised Proposed Plan is 
to address the residual TCE DNAPL in 
groundwater and soil near Building 46A.   

Laboratory results from groundwater 
samples collected near Building 46A at 
LHAAP-47 have indicated that DNAPL 
may be residing as residual source 
material in pores in the subsurface.  As a 
component of this groundwater, the 
hazardous contaminant TCE is 
characterized as a highly toxic source 
material and, thus, potentially a principal 
threat waste (USEPA, 1991).  In 
accordance with the NCP (40 CFR 
300.430(a)(1)(iii)(E)), treatment 
technologies have been evaluated through 
the technology screening process and used 
to develop supplemental remedial 
technologies to address the residual TCE 
DNAPL.  The preferred supplemental 
treatment technology to modify 
Alternative 2 includes an active remedial 
component that will mitigate the potential 
principal threat.  The preferred technology 
for Building 46A is ISTD for residual 
DNAPL in groundwater and unsaturated 
soil near Building 46. If necessary, 
excavation of  TCE soil hot spots will 
follow ISTD. This active treatment will 
comply with NCP expectations regarding 
treatment of affected media where 
principal threat waste may be present. If 
TCE concentrations in soil are greater 
than the cleanup level following ISTD, 
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excavation of soil hot spots may be 
implemented.  

SUMMARY OF SITE RISKS  
The reasonably anticipated future use of 
this site is nonresidential use as part of the 
Caddo Lake National Wildlife Refuge.  
This anticipated future use is based on a 
Memorandum of Agreement (MOA) (U.S. 
Army, 2004) between the USFWS and the 
U.S. Army which documents the transfer 
process of the LHAAP acreage to USFWS 
to become the Caddo Lake National 
Wildlife Refuge.  Presently the Caddo 
Lake National Wildlife Refuge occupies 
nearly 7,300 acres of the former 
installation.  Under this MOA, the 
property must be kept as a national 
wildlife refuge unless there is an act of 
Congress which removes the parcel or the 
land is exchanged in accordance with the 
National Wildlife Refuge System 
Administration Act of 1966 and the 
National Wildlife Refuge System Act 
Amendments of 1974.   

According to the 2003 BHHRA, for the 
hypothetical future maintenance worker, 
groundwater at the LHAAP-47 site 
presented a total cancer risk of 7.1 x 10-3, 
which is greater than the acceptable 
cancer risk range of 1 x 10-6 to 1 x 10-4. 
The total Hazard Index (HI) from 
groundwater was 1,100, which is greater 
than the acceptable HI of 1. The risk and 
HI values are based on the industrial 
exposure scenario that includes drinking 
the water or using the water for hand 
washing or showering.  Perchlorate was 
the only soil contaminant retained as a 
COC in the FS. For groundwater, 
perchlorate and the VOCs, semi-volatile 
organic compounds (SVOCs), explosives, 
and metals listed in the Site 
Characteristics discussion were retained 
as COCs.  

Additional groundwater data collected in 
2009 and 2010 did not change the 
outcome of the human health risk 
assessment (Shaw, 2011). 

Evaluation of Additional Data Collected 
2018 - 2020 
The PSI soil and groundwater data 
collected near Building 46A between 
2018 and 2020 showed VOC 
concentrations higher than previously 
reported. In particular, the high TCE 
concentrations discovered in groundwater 
indicate that the risk levels would also be 
higher than calculated in the BHHRA, 
however, the outcome is the same. The 
remedial actions proposed for the site will 
address all of the groundwater 
contamination, and additional risk 
evaluation was not performed.  

Soil 
TCE was identified as a new soil 
contaminant during the PSI. The 
discovery of TCE in unsaturated soil near 
Building 46A (defined as depths less than 
23 feet below ground surface (bgs)) may 
indicate a potential for groundwater 
impacts. The depth of the reported 
contamination (10 feet bgs and deeper) 
indicates there is no potential for direct 
human exposure. The depth of the 
reported TCE in soil also precludes the 
potential for exposure via overland flow 
that might reach surface water. The 
migration pathway, soil to surface water, 
is not a likely pathway for the TCE in soil 
due to the depth of the contamination. 
However, because TCE is considered to 
have the potential to impact groundwater 
it is considered as a soil COC.  

The TCE concentrations were compared 
to the TCEQ soil medium-specific 
concentration (MSC) for industrial use 
based on groundwater protection (GWP-
Ind) value (TCEQ, 2006) because it is a 
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potential source of continuing 
groundwater contamination. The GWP-
Ind MSC value is the proposed soil 
cleanup level for human health.  The 
maximum detected concentrations of the 
soil COCs and GWP-Ind are presented in 
Table 1.    

Table 1 Soil Contaminants of Concern 

Chemical 
Maximum  

Concentration 
(mg/kg) 

GWP-Ind 
MSC 

(mg/kg) 
Perchlorate 8.6 7.2 
TCE 16 0.5 
Notes: 

mg/kg milligrams per kilogram 
GWP-Ind Texas Commission on Environmental Quality soil MSC for 

industrial use based on groundwater protection 
Results for perchlorate samples collected 12/2004 and 2/2005; 

results for TCE samples collected 11/2019 and 6/2020 

Groundwater 
The list of groundwater contaminants 
identified as COCs contributing to human 
health cancer risk and non-cancer hazard 
did not change.  They are listed in Table 
2. Chemicals that were not analyzed 
during the PSI but were previously 
identified as COCs in the DF ROD have 
been retained based on historical MCL or 
TCEQ groundwater MSC for industrial 
use (GW-Ind) exceedances, or showed 
Hazard Quotients greater than 0 in the 
BHHRA. 

Table 2 Groundwater Contaminants of 
Concern 

Chemical 
Maximum  

Concentration 
(ug/L)1 

 
MCL2/ 
TRRP 

PCL3/Background4 
(ug/L) 

Anions 
Perchlorate 38,400  173  

VOCs 
Acetone 12.1  22,0003 
Chloroform 1.16  803  
cis-1,2-
Dichloroethene* 

5,260  702   

Chemical 
Maximum  

Concentration 
(ug/L)1 

 
MCL2/ 
TRRP 

PCL3/Background4 
(ug/L) 

1,1-Dichloroethene* 176  72   
1,2-Dichloroethane 4.18  52      
Tetrachloroethene 9.99  52  
trans-1,2-
Dichloroethene* 

56.5  1002    

Trichloroethene 120,000  52   
Vinyl chloride* 1,190  22   

SVOCs 
bis(2-
Ethylhexyl)phthalate 

 215 63  

Pentachlorophenol 46.1  12 
Explosives 

2,4,6-Trinitrotoluene  6.85 123 
2,4-Dinitrotoluene 1.45 1.33    
2,6-Dinitrotoluene 1.45 1.33  

Metals 
Aluminum 194 24,0003  
Antimony 7.55 12.24   
Arsenic 26.2  34.24 
Cadmium 5.075 5.14  
Chromium 131  1002 
Cobalt 11.5  2403 
Manganese 1370 7,8204 
Nickel 529  4903 
Silver 1,0005 1203 
Strontium 3780 15,0003 
Thallium 0.112  22   
Tin 439  15,0003 
Vanadium 1,8205 443 

 
Notes: 
* trichloroethene daughter products 
 TRRP Protective Concentration levels (PCLs) from January 2021 

TRRP PCL tables, 
https://www.tceq.texas.gov/remediation/trrp/trrppcls.html 

μg/L micrograms per liter 
MCL maximum contaminant level  
1 Samples collected during the PSI (2018-2020)  
2 MCL 
3 TRRP Tier 1 PCL for residential groundwater use 
4 Background  
5 Results prior to PSI 

Ecological Risks 
The 2007 BERA and the 2014 explosives 
assessment confirmed no potential risk to 
ecological receptors in the industrial sub-
area, which includes the LHAAP-47 site.  
Because the contamination at Building 
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46A was found at depth, below a receptor 
pathway, no potential ecological risk was 
identified for the Building 46A area. Thus 
there are no modifications required for the 
remedial alternative due to ecological risk 
from contaminants near Building 46A.   

REMEDIAL ACTION OBJECTIVES 
The identification of RAOs must consider 
the environmental issues at the site and 
the receptors that are affected. The RAOs 
established in the Draft Final ROD 
included: 

• Protect future maintenance 
workers by preventing exposure to 
unacceptable levels of 
contaminants in groundwater via 
the groundwater ingestion 
pathway; 

• Prevent perchlorate in soil from 
migrating to groundwater and 
surface water; 

• Prevent groundwater contaminated 
with perchlorate from migrating 
into nearby surface water; 

• Return of groundwater to its 
potential beneficial use, wherever 
practicable, within a reasonable 
time period given the particular 
site circumstances. 

The RAO to address soil perchlorate 
contamination has been updated to also 
address the TCE in soil and is revised to: 

• Prevent perchlorate in soil from 
migrating to groundwater and 
surface water, and prevent TCE in 
soil from migrating to 
groundwater; 

The existing RAO to return groundwater 
to its potential beneficial use, wherever 
practicable (40 CFR 300.430(a)(1)(iii)(F)) 
also encompasses the residual TCE 
DNAPL. 

IDENTIFICATION OF 
SUPPLEMENTAL REMEDIAL 
TECHNOLOGIES FOR 
GROUNDWATER AND SOIL NEAR 
BUILDING 46A 

The FS Addendum evaluated 
supplemental technologies to remediate 
the residual TCE DNAPL in groundwater 
and TCE in unsaturated soil near Building 
46A.  

Two ISTD technologies, Electrical 
Resistance Heating (ERH) and Thermal 
Conduction Heating (TCH), and Steam 
Enhanced Extraction (SEE) were 
evaluated as possible technologies to treat 
the residual TCE DNAPL near Building 
46A. 

SEE involves the use of injection and 
extraction wells to inject steam into the 
subsurface while simultaneously 
extracting steam, vapors, mobile non-
aqueous phase liquid (NAPL), and 
groundwater. The injected steam is used 
to heat the subsurface to target treatment 
temperatures, typically the boiling point 
of the contaminant of concern at the site.  
Injection rates and pressure are 
determined by the permeability of the soil 
matrix which can be too tight for SEE 
applications. Low permeability layers may 
interfere with steam migration. SEE was 
screened out because the subsurface 
conditions indicate the low soil 
permeability would interfere with steam 
migration and prevent effective 
implementation.  

The two ISTD technologies, ERH and 
TCH were considered as viable 
technologies to thermally treat the high 
dissolved TCE and residual DNAPL in 
the Shallow and Upper Intermediate Zone 
groundwater near Building 46A.  

TCH utilizes wells to spread heat via 
conduction through the subsurface to 
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volatilize and increase hydrolysis of 
VOCs. It is effective in a fine‐grained 
aquifer matrix for removal of TCE.  It is 
also effective on sorbed VOCs and 
DNAPL. TCH is readily implementable 
and requires soil vapor extraction (SVE) 
or multi-phase extraction (MPE) to 
capture mobilized TCE. It has a high cost. 
Heating rates may be affected by 
differences in water content and flow rates 
between layers. 

ERH involves the application of electrical 
current through the subsurface, resulting 
in the generation of heat. When the 
subsurface temperature is increased to the 
boiling point of the pore water or the 
saturated media in the treatment zone, 
steam is generated. The steam strips 
contaminants from the aquifer matrix and 
enables them to be extracted from the 
subsurface. In addition, contaminants are 
directly volatilized from unsaturated soil. 
ERH is particularly suited to the treatment 
of lower permeability strata and to 
DNAPLs that have become consolidated 
within lower permeability zones with 
higher organic content.   

Two ISTD vendors evaluated the site 
conditions and groundwater 
concentrations and determined that ERH 
would be the most effective ISTD 
technology.  

An ERH system consists of subsurface 
electrodes connected to direct current 
through the subsurface, and a vapor 
extraction system to capture the 
volatilized water and contaminants.  In 
some cases, groundwater extraction is also 
used to lower the water table within the 
treatment zone during initial stages of 
treatment (prior to temperatures exceeding 
the boiling point of subsurface water) or 
to provide hydraulic control.  

For application of thermal treatment, the 
volume of groundwater within the 
Building 46A residual TCE DNAPL 
plumes in Shallow and Upper 
Intermediate Zones is needed. The 
volumes were calculated based on the 
areal extent of TCE greater than 10,000 
µg/L in the 3 Shallow Zone and single 
Upper Intermediate Zone plumes and a 
range of porosity from 25% (the porosity 
assumed in the 2011 FS) to 56%. This 
range is based on the porosity of inorganic 
silts, silty or clayey fine sands, with slight 
plasticity. The cited porosity for these soil 
types is a minimum of 0.21 (21%) to 
maximum of 0.56 (56%). The duration for 
active treatment using ERH for the 
Building 46A residual TCE DNAPL is 
estimated at 137-183 days.  

EVALUATION OF PREFERRED 
SUPPLEMENTAL REMEDIAL 
TECHNOLOGY 

Nine criteria identified in the NCP, 40 
CFR §300.430(e)(9)(iii), are used to 
evaluate the different remediation 
alternatives individually and against each 
other in order to select a remedy.  This 
revised proposed plan evaluates the 
performance of the preferred 
supplemental remedial technology of 
ERH against the nine criteria.  The nine 
evaluation criteria are discussed below.  
The detailed analysis of the supplemental 
ISTD technology is presented in the FS 
Addendum for LHAAP-47 (HDR, 2021a). 

1. Overall Protection of Human 
Health and the Environment 

Overall protection of human health and 
the environment is the primary objective 
of a remedial action. Using ISTD to 
remediate the Shallow and Upper 
Intermediate Zone TCE residual DNAPL 
plumes would protect human health from 
exposure to contaminated groundwater, 
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reducing the COCs and their by-products 
within the groundwater plume to below 
groundwater cleanup standards/levels in 
these plumes more quickly and 
effectively.  The ISTD is also expected to 
remediate the TCE in soil near Building 
46A.  

2. Compliance with ARARs 

The “Applicable or Relevant and 
Appropriate Requirements” (ARARs) can 
be found in the FS Addendum for 
LHAAP-47 (HDR, 2021).  The ISTD 
complies with all chemical-specific 
ARARs for soil and groundwater, as well 
as the location-specific and action-specific 
ARARs. 

3. Long-Term Effectiveness and 
Permanence 

The supplemental technology of ISTD 
offers long-term effectiveness and 
permanence because contaminants within 
the treatment zone are permanently 
removed.  

The thermal treatment process is not 
expected to negatively affect the MNA of 
the groundwater outside of the treatment 
zones.  Even if some heating were to 
occur, it would be beneficial to the long-
term biodegradation processes that drive 
MNA. The halo effect of the heating is 
also expected to remediate the TCE in soil 
within the immediate area.   

4. Reduction of Toxicity, Mobility, 
or Volume through Treatment 

ISTD satisfies the EPA statutory 
preference for remedial actions that 
permanently reduce contaminant toxicity, 
mobility and volume of COCs and utilize 
treatment as a principal element. In the 
Shallow and Upper Intermediate Zone 
VOC plumes near Building 46A, ISTD 
will reduce the toxicity and volume of the 
major contaminants, including the TCE 

residual DNAPL and the TCE in 
unsaturated soil.  

5. Short-Term Effectiveness 

The activities associated with ISTD would 
be protective to the surrounding 
community from short-term risks during 
remedy implementation primarily because 
all activities would occur on site with very 
little exposure of contaminated media to 
the community.  Air emissions from the 
ISTD process will be captured and treated 
before discharge to the atmosphere.  
Condensate and extracted water, if 
applicable, will be treated on site in the 
Groundwater Treatment Plant (GWTP). 

6. Implementability 

ISTD is a very robust technology for 
treatment of VOCs, even if present as 
DNAPL, and minimal technical concerns 
exist that will hinder its implementation. 
The equipment and materials required are 
generally commercially available, 
although some parts may be covered 
under patents. All equipment, services and 
materials are readily available to conduct 
the activities for this technology, although 
provision of power to the site will be 
required. The GWTP is already 
operational and can be used to dispose of 
any extracted groundwater associated with 
the ISTD implementation.  

7. Cost 

Cost estimates are used in the CERCLA 
FS process to eliminate those technologies 
that would be significantly more 
expensive than competing technologies 
without offering commensurate increases 
in performance or overall protection of 
human health or the environment.  The 
cost estimate developed is a  preliminary 
estimate with an intended accuracy range 
of –30 to +50 percent.  Final costs will 
depend on actual labor and material costs, 
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actual site conditions, productivity, 
competitive market conditions, final 
scope, final schedule, final engineering 
design, and other variables.   

The cost estimate for ISTD ($3,161,400) 
is a capital cost (including fixed-price 
remedial construction). The additional 
technology would not incur long-term 
O&M costs (post-remediation). The ISTD 
costs have been added to the previously 
identified components for Alternative 2, 
including remedial construction and long-
term costs, which are included in the 
original Alternative 2 costs.   

8. State/Support Agency 
Acceptance 

The USEPA and TCEQ have reviewed the 
Revised Proposed Plan.  Comments 
received from the USEPA and TCEQ 
during the Revised Proposed Plan 
development have been incorporated.  
Both agencies concur with the preferred 
supplemental technology.   

9. Community Acceptance 
Community acceptance of the preferred 
supplemental technology will be 
evaluated after the public comment period 
ends and will be described in the Final 
ROD for the site.   

SUMMARY OF THE PREFERRED 
REMEDIAL TECHNOLOGY AND 
MODIFIED ALTERNATIVE 2 

Alternative 2 (excavation and off-site dis-
posal for soil; ISTD using ERH for 
residual TCE DNAPL in groundwater and 
TCE in soil; EISB, biobarriers; MNA, and 
LUCs for soil and groundwater) is the 
preferred alternative for LHAAP-47 and is 
consistent with the intended future use of 
the site as a national wildlife refuge.   

Alternative 2 has been modified to add 
ISTD technology to remediate the TCE in 

unsaturated soil and residual TCE 
DNAPL in groundwater near Building 
46A. ERH is the recommended ISTD 
technology, considered to be the 
technology that would be most effective 
based on the subsurface conditions.  

The costs for Alternative 2 components 
included in the 2011 FS were escalated to 
2020 costs using the construction cost 
index published by RS Means 
(https://www.rsmeansonline.com/referenc
es/unit/refpdf/hci.pdf), and adding the  
estimated cost for the ERH technology. 
The total estimated cost for Modified 
Alternative 2 is $10,245,821, with a net 
present value (NPV) of $9,326,411. 

This alternative will satisfy the RAOs for 
the site through the following:   

• Perchlorate-contaminated soil 
removal with off-site disposal to 
protect the hypothetical future 
maintenance worker and eliminate 
the soil-to-groundwater and 
surface water pathway, followed 
by LUCs; 

• ISTD treatment using ERH to 
remediate the residual TCE 
DNAPL in Shallow and Upper 
Intermediate Zone groundwater 
and TCE in unsaturated soil near 
Building 46A to reduce 
concentrations to levels amenable 
to MNA; 

• MNA after ISTD treatment near 
Building 46A and groundwater 
outside of the Building 46A area 
to reduce contaminant levels to 
cleanup levels and confirm the 
contaminated groundwater 
remains localized with minimal 
migration;  

• EISB including installation of 
biobarriers near wells 47WW09, 
47WW30, 47WW34, LHSMW43, 
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LHSMW56, and LHSMW60 to 
treat contaminants and mitigate the 
risk of contaminant migration 
from groundwater into surface 
water in Goose Prairie Creek. 
EISB would be implemented 
following ISTD near Building 46A 
if the remaining TCE 
concentrations are high enough to 
warrant its use; 

• LUCs for shallow and 
intermediate zone groundwater 
and soil that will ensure protection 
of human health by preventing 
exposure until levels that allow for 
unlimited use and unlimited 
exposure have been attained.  

Long-term monitoring and reporting will 
continue until the cleanup levels are 
achieved.   

The ISTD treatment using ERH will 
reduce TCE concentrations to make 
conditions more amenable for MNA of 
TCE. If necessary, EISB could be 
implemented if TCE concentrations have 
not been reduced sufficiently following 
completion of ISTD treatment. If TCE 
concentrations in unsaturated soil remain 
above cleanup levels following ISTD, a 
contingency remedy to excavate soil hot 
spots may be required.    

The selected alternative offers a high 
degree of long-term effectiveness and can 
be easily and immediately implemented. 

Based on information currently available, 
the U.S. Army believes the preferred 
alternative meets the threshold criteria and 
provides the best balance of tradeoffs 
among the other alternatives with respect 
to the CERCLA §121(b) requirement used 
to evaluate remedial alternatives.  The 
preferred alternative will: 1) be protective 
of human health and the environment; 
2) comply with ARARs; 3) be cost-

effective; 4) utilize a permanent solution; 
and 5) utilize an active treatment as a 
principal element.  The selected remedy 
addresses the statutory preference for 
treatment to the maximum extent possible.   

The U.S. Army intends to present details 
of the soil excavation plan, groundwater 
treatment plan, LUC implementation plan, 
groundwater monitoring plan, and MNA 
remedy implementation in the Remedial 
Design (RD) for LHAAP-47.   

The remedy selected in the ROD may 
change from the modified alternative pre-
sented here, based on public comment.   

Notification that the site is suitable for 
nonresidential use will accompany all 
transfer documents and will be recorded 
in the Harrison County Courthouse.  
CERCLA Five-Year Reviews will be per-
formed to determine whether the remedy 
remains protective of human health and 
the environment.   

COMMUNITY PARTICIPATION 

The U.S. Army, USEPA, and TCEQ pro-
vide information regarding LHAAP-47 
through public meetings, the Administra-
tive Record file for the facility, and 
announcements published in the 
Shreveport Times and Marshall News 
Messenger newspapers.   

The dates for the public comment period, 
the date, location, time of the public 
meeting, and the locations of the 
Administrative Record files are provided 
on the front page of this Revised Proposed 
Plan.   

Any significant changes to the Revised 
Proposed Plan, as presented in this 
document, will be identified and 
explained in the ROD.  
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GLOSSARY OF TERMS 
Administrative Record—The body of reports, official 
correspondence, and other documents that establish the 
official record of the analysis, cleanup, and final closure of 
a CERCLA site. 

ARARs (ARAR)—Applicable or relevant and appropriate 
requirements.  Refers to the federal and state requirements 
that a selected remedy will attain.   

Comprehensive Environmental Response, 
Compensation, and Liability Act (CERCLA)—This law 
authorizes the Federal Government to respond directly to 
releases (or threatened releases) of hazardous substances 
that may be a danger to public health, welfare, or the 
environment.  The U.S. Army currently has the lead 
responsibility for these activities. 

Daughter Product—A compound that results directly 
from the degradation of another through chemical, 
biological, or physical action on a chemical compound. 
Dense non-aqueous liquid (DNAPL)—A liquid that is 
both denser than water and is immiscible in or does not 
dissolve in water. 

Environmental Media—Major environmental categories 
that surrounds or contact humans, animals, plants, and 
other organisms (e.g., surface water, ground water, soil or 
air) and through which chemicals or pollutants move. 

Electrical Resistance Heating (ERH)—An intensive in 
situ environmental remediation method that uses the flow 
of alternating current electricity to heat soil and 
groundwater and evaporate contaminants. 

Exposure—Contact of an organism with a chemical or 
physical agent.  Exposure is quantified as the amount of 
the agent available at the exchange boundaries of the 
organism (e.g., skin, lung, digestive tract, etc.) and 
available for absorption.  

Feasibility Study (FS)—The process used for the 
development, screening, and detailed evaluation of 
alternative remedial actions.   
Groundwater—Underground water that fills pores in soil 
or openings in rocks to the point of saturation.   

Hazard Index (HI)—The hazard index is the sum of the 
hazard quotients for all chemicals to which an individual 
is exposed.  A hazard index value of 1.0 or less indicates 
that no adverse non-cancer human health effects are 
expected to occur.  Each hazard quotient is a comparison 
of an estimated chemical intake (dose) with a reference 
dose level below which adverse health effects are unlikely.  
Each hazard quotient is expressed as the ratio of the 
estimated intake (numerator) to the reference dose 
(denominator).  The value is used to evaluate the potential 
for non-cancer health effects, such as organ damage, from 
chemical exposures. 

In-situ thermal desorption (ISTD)—An intensive 
thermally enhanced environmental remediation 
technology that uses conductance or resistance heating 
elements to directly transfer heat to environmental media. 

Land Use Control (LUC)—Administrative and legal 
controls or engineered and physical barriers to restrict land 
use that are put in place to minimize the potential for 
exposure to contamination and/or protect the integrity of a 
response action. 
Maximum Contaminant Level (MCL)—The MCL is 
based on the National Primary Drinking Water Standard.  
The TCEQ has adopted MCLs at the regulatory cleanup 
level for both industrial and residential uses.  Any detected 
compound in the groundwater samples with an MCL was 
evaluated by comparing it to its associated MCL.   

Monitored Natural Attenuation (MNA)—The process 
by which a compound is reduced in concentration over 
time, through absorption, adsorption, degradation, 
dilution, and/or transformation.  

Proposed Plan—A report for public comment 
highlighting the key factors that form the basis for the 
selection of the preferred remediation alternative.   

Remedial Action (RA)—The actual construction or 
implementation phase of a Superfund site cleanup that 
follows remedial design. 

Remedial Design (RD)—The phase of the CERCLA 
process that follows the selection of a remedial action and 
includes development of technical specifications and 
engineering drawings and other requirements for 
implementing cleanup remedies and technologies.  

Remedial Investigation (RI)—An in-depth study 
designed to gather data needed to determine the nature and 
extent of contamination at a CERCLA site. 
Risk Assessment—An analysis of the potential adverse 
health effects (current and future) caused by hazardous 
substances at a site in the absence of any actions to control 
or mitigate these releases (i.e., under an assumption of no 
action).  The assessment contributes to decisions regarding 
appropriate response alternatives. 

Record of Decision (ROD)—A public document that 
explains the cleanup method that will be used at a 
Superfund site, based on USEPA studies, public 
comments, and community concerns.  

Superfund—The common name used for CERCLA; also 
referred to as the Trust Fund.  The Superfund Program 
was established to help fund cleanup of hazardous waste 
sites.  It also allows legal action to force those responsible 
for sites to clean them up. 

Thermal Conductance Heating (TCH)—An in-situ 
thermal desorption remediation process whereby heat is 
applied to subsurface soils and groundwater through an 
array of vertical or horizontal heater wells placed in the 
subsurface that heat the impacted area to temperatures that 
volatize the compounds of concern. 

Thermal Desorption—An environmental remediation 
technology that utilizes heat to increase the volatility of 
contaminants such that they can be removed from the solid 
matrix.  The volatilized contaminants are then either 
collected or thermally destroyed. 
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ACRONYMS 
ARARs applicable or relevant and appropriate 

requirements 
BERA Baseline Ecological Risk Assessment 
bgs below ground surface 
BHHRA baseline human health risk assessment 
CERCLA Comprehensive Environmental 

Response, Compensation, and Liability 
Act 

COC contaminant of concern 
DNAPL dense non-aqueous phase liquid 
ECP environmental condition of property 
EISB                  enhanced in-situ bioremediation 
ERH electrical resistance heating 
FFA Federal Facility Agreement 
FS Feasibility Study 
GWP-Ind soil MSC for industrial use based on 

groundwater protection 
GWTP              Groundwater treatment plant 
HI hazard index 
ISTD in-situ thermal desorption 
Jacobs Jacobs Engineering Group, Inc. 
LHAAP Longhorn Army Ammunition Plant 
LTM long-term monitoring 
LUC land use control 
MCL maximum contaminant level 
µg/L micrograms per liter 
mg/kg milligrams per kilogram 
MNA monitored natural attenuation 
MOA Memorandum of Agreement 
MPE                  multi-phase extraction 
MSC medium-specific concentration 
NAPL                non-aqueous phase liquid 
NCP National Oil and Hazardous Substances 

Pollution Contingency Plan 
NPL National Priorities List 
NPV                  Net Present Value 
O&M operation and maintenance 
PCL protective concentration level 
PSI                    Post-Screening Investigation 
RAO remedial action objective 
RD  remedial design 
RI remedial investigation 
ROD record of decision 
SEE                   Steam Enhanced Extraction 
Shaw Shaw Environmental, Inc. 
STEP Solutions to Environmental Problems, 

Inc. 
SVE                  soil vapor extraction 
SVOC                semi-volatile organic compound 
TCE trichloroethene 
TCEQ Texas Commission on Environmental 

Quality 
TCH thermal conductance heating 
TRRP Texas Risk Reduction Program 
USEPA U.S. Environmental Protection Agency 
USFWS U.S. Fish and Wildlife Service 
VOC volatile organic compound 
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COMMENTS FORM 

USE THIS SPACE TO WRITE YOUR COMMENTS 

Your input on the Proposed Plan for LHAAP-47 is important to the U.S. Army.  Comments provided by 
the public are valuable in helping the U.S. Army select a final remedy for these sites.   

You may use the space below to write your comments, then fold and mail to Dr. Rose M. Zeiler, 
P.O. Box 220, Ratcliff, Arkansas 72951.  Comments must be postmarked by August 6, 2021.  If you have 
questions about the comment period, please contact Dr. Rose M. Zeiler directly at (479) 635-0110.  
Those with electronic communications capabilities may submit their comments to the U.S. Army via 
Internet at the following e-mail address: rose.m.zeiler.civ@mail.mil   
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